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BACKGROUND: Aerosol delivery through mechanical ventilation is influenced by the type of
aerosol generator, pattern of nebulization, and a patient’s breathing pattern. This study compares
the efficiency of pneumatic nebulization modes provided by a ventilator with adult and pediatric
in vitro lung models. METHODS: Three pneumatic nebulization modes (inspiratory intermittent
[IIM], continuous [CM], and expiratory intermittent [EIM]) provided by the Galileo Gold venti-
lator delivered medical aerosol to collection filters distal to an endotracheal tube with adult and
pediatric test lungs. A unit dose of 5 mg/2.5 mL albuterol was diluted into 4 mL with distilled water
and added to a jet nebulizer. The nebulizer was placed proximal to the ventilator, 15 cm from the
inlet of the heated humidifier chamber with a T-piece and corrugated aerosol tubing and powered
by gas from the ventilator in each of the 3 modes. Time for nebulization was recorded in minutes.
Albuterol samples collected in the inhalation filter, nebulizer, T-piece, and corrugated tubing were
eluted with distilled water and analyzed with a spectrophotometer. RESULTS: The inhaled drug,
as a percentage of total dose in both lung models, was 5.1–7.5%, without statistical significance
among the 3 modes. Median nebulization times for IIM, CM, and EIM were 38.9, 14.3, and
17.7 min, respectively, and nebulization time for the 3 modes significantly differed (P < .001). The
inhaled drug mass for the 3 modes with the adult lung model was similar to that with the pediatric
lung model (7.39 � 0.76 vs 6.27 � 0.69%, P � .77). CONCLUSIONS: Aerosol drug delivery with
a jet nebulizer placed proximal to the ventilator was not dependent on nebulization mode during
simulated pediatric and adult conventional mechanical ventilation. Use of expiratory intermittent
mode and continuous nebulization should be considered to reduce treatment time. Key words:
aerosol drug delivery; bronchodilator; small-volume nebulizer; endotracheal tube; mechanical ventila-
tion; nebulization mode. [Respir Care 2014;59(10):1494–1500. © 2014 Daedalus Enterprises]

Introduction

Aerosolized bronchodilators are commonly used to treat
mechanically ventilated patients with airway disease and

conditions. The jet nebulizer is frequently used to admin-
ister bronchodilators and other agents during mechanical
ventilation.
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The efficiency of drug delivery through mechanical ven-
tilation in adults is enhanced by many factors, including
CPAP, mode (spontaneous breathing),1 longer duty cycle
and inspiratory time,2 lower inspiratory flow,3 and lower
bias flow.1,2,4-6 Aerosol delivery varies with different
types of aerosol generators, brands of nebulizer used,
and their position in the ventilator circuit.6-8 Other authors
reported that the higher the peak inspiratory flow, the
greater the impact of inspiratory waveform on aerosol
delivery.5

Furthermore, factors improving aerosol delivery through
mechanical ventilation in pediatric patients include larger
endotracheal tubes (ETTs), use of metered-dose inhalers
with spacers, synchronization with inspiration, use of he-
liox (80:20 helium-oxygen mixture) as a gas power source,
and positioning a jet nebulizer distal to the ventilator cir-
cuit.8-12

More recently, researchers have reported greater aerosol
delivery with a continuous jet nebulizer placed proximal to
the ventilator and before the humidifier in both adult and
pediatric lung models.11,13 A number of benefits have been
proposed to placing jet nebulizers proximal to the venti-
lator rather than in the more conventional placement in the
inspiratory limb or at the Y-piece near the patient. Place-
ment of the nebulizer in the inspiratory limb of the venti-
lator circuit proximal to the ventilator allows the nebulizer
to be oriented in an optimal position that does not change
with turning the patient and eliminates the weight of the
nebulizer near the patient airway. Placement at the inlet of
the humidifier reduces access of patient secretions and
condensate in the inspiratory limb of the ventilator circuit
to contaminate the nebulizer. In addition, passing aerosol
through the humidifier allows larger particles to rain out,
reducing the mass of aerosol that might deposit on a sensor
placed between the ventilator circuit and the patient air-
way as well as condensate that might form in the inspira-
tory limb.

With those potential benefits in mind, it is important to
quantify aerosol drug delivery distal to the ETT with all
modes. Two basic aerosol generation scenarios have been
described with adult mechanical ventilation: generating
aerosol only during inspiration and generating aerosol con-
tinuously throughout the respiratory cycle. Some ventila-
tors provide a nebulization function that synchronizes aero-
sol generation during mechanical ventilation. Over the last
20 y, reports of benefits with synchronized over continu-
ous nebulization have been mixed, depending on the place-
ment of the nebulizer. A study comparing aerosol delivery

from a jet nebulizer synchronized with inspiration com-
pared with continuous nebulization reported a nearly 2-fold
increase in delivery with jet nebulizer placement at the
Y-piece, but only 15% greater compared with placement
in the middle of the inspiratory limb (or manifold posi-
tion).14 In contrast, a reduction with synchronized nebuli-
zation at the manifold position has been reported.15 Early
in vivo deposition studies reported � 3% deposition uti-
lizing jet nebulization synchronized with inspiration.16 A
study by Miller et al6 compared breath-actuated nebuliza-
tion by 2 different ventilators (PB7200, Puritan Bennett,
Pleasanton, California; and Dräger, Lübeck, Germany).
They reported substantial improvements with synchronized
versus continuous nebulization with the nebulizer placed
in the inspiratory limb at the Y-piece.

Di Paolo et al17 and Sidler-Moix et al18 compared dif-
ferent nebulization modes in an infant bench model and
reported better aerosol delivery with nebulization synchro-
nized during expiration compared with inspiration or con-
tinuously throughout the cycle. They reported that a jet
nebulizer delivered more efficiently with intermittent ex-
piratory mode on a ventilator (Galileo, Hamilton Medical,
Bonaduz, Switzerland).

This in vitro study compares the influence of 3 pneu-
matic nebulization modes of a ventilator using adult and
pediatric ventilator parameters and lung models. We hy-
pothesized that aerosol generated with the 3 modes during
mechanical ventilation would deliver a similar drug dose
to the distal end of an ETT. We also hypothesized that
aerosol delivery would be greater with adult than pediatric
settings. The study was performed in the Respiratory Ther-
apy Research Laboratory at Chang Gung University.
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QUICK LOOK

Current knowledge

Aerosol delivery during mechanical ventilation can be
influenced by the aerosol generator, pattern of nebuli-
zation, presence of humidification, ventilator settings,
and patient breathing pattern. The pattern of nebuliza-
tion includes continuous, synchronized with inspiration,
and during expiration.

What this paper contributes to our knowledge

In a lung model study, aerosolized drug delivery with a
jet nebulizer placed proximal to the ventilator was not
affected by the pattern of nebulization. However, syn-
chronized inspiratory nebulization required a 3-fold lon-
ger nebulization time.
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Methods

Lung Model

Figure 1 shows the experimental apparatus of the lung
model. A ventilator (Galileo Gold, Hamilton Medical) was
set to deliver adult parameters (tidal volume [VT] of 600 mL,
breathing frequency of 16 breaths/min, PEEP 5 cm H2O,
and inspiration-expiration ratio [I:E] 1:2.5) and pediatric
parameters (VT 160 mL, breathing frequency of 25 breaths/
min, PEEP 5 cm H2O, and I:E 1:2). A 120-cm ventilator
circuit connected the ventilator to a test lung (TTL, Mich-
igan Instruments, Grand Rapids, Michigan) via an ETT
(7.5-mm [adult] and 5.0-mm [pediatric] inner diameter)
positioned distal to a Y-piece and a flow sensor. Adult
(22-mm inner diameter) and pediatric (15-mm inner diam-
eter) ventilator circuits were used during the experiments.
A jet nebulizer (GaleMed Corp, Taipei, Taiwan) was placed
proximal to the ventilator 15 cm from the inlet of a heated
pass-over humidifier (MR850, Fisher & Paykel Health-
care, Auckland, New Zealand) operated at 37°C. Aerosols
were collected distal to the ETT by a hydrophobic bacte-
rial filter (GaleMed Corp).

Formulation and Aerosol Delivery

A unit dose of salbutamol (known as albuterol and Ven-
tolin Nebules [5 mg/2.5 mL], GlaxoSmithKline, Philadel-
phia, Pennsylvania) was diluted with distilled water to a
total fill volume of 4 mL. The nebulizer was powered by
the ventilator in 3 nebulization modes: (1) inspiratory in-
termittent nebulization mode (IIM) synchronized with in-
spiration phase, (2) continuous nebulization mode (CM),
and (3) expiratory intermittent nebulization mode (EIM)
during the expiration phase. Albuterol delivery from the
nebulizer was stopped 5 breathing cycles after the onset of
sputter. Six new nebulizers were used for testing with each
scenario.

Sample Measurement

Albuterol deposited on the filters, T-pieces, and corru-
gated tubing between the nebulizer and heater, as well as
the residual dose in nebulizers at the end of dosing, was
eluted with distilled water and analyzed by a spectropho-
tometer (BioMate 3S UV-visible, Thermo Fisher Scien-
tific, Waltham, Massachusetts) at 276 nm to quantify drug
mass, which was reported as a percentage of total initial
dose placed in the nebulizer. Nebulization time from ini-
tiation of aerosol generation to 5 breaths after onset of
sputter was recorded in minutes.

Statistical Analysis

Statistical analyses were performed using SPSS 18.0
(SPSS, Chicago, Illinois). Figures were constructed with
Prism 5.0 (GraphPad Software, San Diego, California).
Significance was set at P � .05. Descriptive statistics were
analyzed, and eluted drug amounts were converted to per-
centage of total dose. One-way analysis of variance with
Bonferroni post hoc comparisons for normally distributed
data was used to assess the magnitude of group differences
for continuous variables. The Kruskal-Wallis test and
Mann-Whitney U test for non-normally distributed data
were used to identify group differences in nebulization
time.

Results

Drug Delivery

With the adult model, drug delivery on the inhalation
filter distal to the ETT expressed as a percentage of total
dose was between 7.7 and 7.0% of the charged dose in 3
nebulization pattern modes (P � .99) (Fig. 2A). In con-
trast, with the pediatric model, drug delivered by IIM
trended higher than CM and EIM, without achieving sta-
tistical significance (P � .40) (Fig. 2B). The average per-
centage of inhaled dose was similar with all 3 nebulization
modes with both adult and pediatric lung models
(7.39 � 0.76 and 6.27 � 0.69%, respectively, P � .77).
Comparing the drug deposited on the inhaled filter among
the 3 modes in the pediatric and adult lung models, there
were no significant differences (P � .2 for IIM, P � .67
for EIM, and P � .09 for CM).

Fig. 1. Diagram of experimental apparatus. A jet nebulizer (E) pow-
ered by the ventilator nebulization function was placed in the ven-
tilator outlet 15 cm from the heater, and a filter for aerosol collec-
tion (A) was placed distal to the endotracheal tube (B). Also shown
are the flow sensor (C) and the Y-piece (D).
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Table 1 lists the residual drug in nebulizers and on the
accessory tubes (T-pieces and corrugated tubing) expressed
as a percentage of total drug dose (mean � SD) for the
adult and pediatric lung models. The drug deposited on
accessory tubes was greater in IIM than in CM or EIM
(P � .001 and P � .04, respectively). In contrast, in the
pediatric lung model, no statistical difference existed in
the amount of albuterol deposited in the nebulizer and on
the accessory tubes in any mode.

Nebulization Time

The median nebulization times were 37.0 (interquartile
range [IQR], 33.3–42.7) min for IIM, 14.0 (IQR 11.7–
14.6) min for CM, and 17.7 (IQR 16.1–22.4) min for EIM
with the adult lung model. A clear difference existed in
nebulization time among the 3 modes in the adult lung
model (P � .001) (Fig. 3A). Additionally, in the pediatric
lung model, median nebulization times were 34.8 (IQR
33.0–44.8) min for IIM, 13.84 (IQR 11.8–15.2) min for

CM, and 18.8 (IQR 17.5–22.0) min for EIM (P � .001)
(Fig. 3B). Additionally, nebulization times with the adult
lung model (23.2 � 2.7 min) and pediatric lung model
(23.4 � 2.6 min, P � .79) were similar.

Discussion

Our results demonstrated similar aerosol delivery effi-
ciency for all 3 nebulization modes from a jet nebulizer
placed proximal to the ventilator during mechanical ven-
tilation with both adult and pediatric models. With similar
drug delivery in all 3 modes with the adult model and only
marginally greater delivery with IIM in the pediatric model,
it appears that all modes should be considered viable for
aerosol administration. However, the much longer nebuli-
zation time with IIM for both adult and pediatric models is
of interest and may be of clinical importance.

Our findings are consistent with those of Berlinski and
Willis,11 who evaluated delivery of albuterol from jet neb-
ulizers operated continuously at the ventilator (prehumidi-
fier) ranging from 3.6 to 7% compared with � 2% with
placement near the patient airway. Using a pediatric model
of mechanical ventilation, Ari et al13 reported deposition at
the ventilator of 4.1–5.2 versus 3.8–4.2% at the Y-piece,
with a range of 4.7–5.2 versus 4.0–4.7% in the adult model.

Sidler-Moix et al18 evaluated the influences of jet neb-
ulizer brands and nebulization modes and positions pro-
vided by the Galileo ventilator with the humidification
system off during nebulization in pediatric lung models.
They reported a 3-fold greater drug delivery in EIM (�6%)
with the aerosol generator placed proximal to the ventila-

Fig. 2. Comparison of inhaled drug mass among 3 modes of neb-
ulization. A: In an adult lung model. B: In a pediatric lung model.

Table 1. Drug as Percentage of Total Dose Deposited in Nebulizer
and Ventilator Accessory Tubing at End of Aerosol
Administration With 3 Nebulization Modes During
Mechanical Ventilation With Adult and Pediatric
Lung Models

Deposition

Mode

PIIM
(n � 6)

CM
(n � 6)

EIM
(n � 6)

Adult lung model
Nebulizer, % 40.7 � 1.8 40.3 � 1.6 41.6 � 1.9 .89
Accessory tubes,

%
9.6 � 0.1 6.3 � 0.4* 5.6 � 0.7† � .001

Pediatric lung model
Nebulizer, % 36.3 � 6.2 41.9 � 2.5 40.5 � 2.3 .66
Accessory tubes,

%
6.1 � 0.7 4.7 � 0.6 4.4 � 0.4 .11

Values are mean � SD.
* P � .05, comparison between IIM and CM
† P � .05, comparison between IIM and EIM
IIM � inspiratory intermittent mode
CM � continuous mode
EIM � expiratory intermittent mode
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tor compared with IIM (2%) and CM (4%) with the neb-
ulizer placed near the patient. Their similar inspiratory
time of 0.8 s and expiratory time of 1.6 s (I:E 1:2) pro-
vided 2-fold more time available to generate aerosol dur-
ing expiration, which served to charge the ventilator cir-
cuit, resulting in more aerosol inhaled. They compared
different types of nebulizers as well as different positions
with those 3 nebulization modes and reported that drug
delivery was negatively correlated to the time required to
reach the recommended gas flow for a nebulizer.18 Al-
though we found similar levels of albuterol deposited in
the inspiratory filter during EIM (�6%) with the aerosol
generator proximal to the ventilator, IIM and CM deposi-
tion was greater with the proximal position than with place-
ment near the airway.

The pediatric ventilator circuit (15-mm inner diameter)
has a smaller internal volume than the adult circuit (22-mm

inner diameter), possibly resulting in the trend for higher
delivery with IIM in the pediatric model compared with
the adult model. The actual aerosol generation time is
similar in each mode between the adult and pediatric mod-
els. The lower circuit volume with the pediatric model
likely acts to reduce the reservoir effect with the contin-
uous gas flow through the nebulizer. The dynamics of the
fate of aerosol are different between modes but appear
consistent in each mode for the same time frames of aero-
sol generation.

The compressor of the Galileo ventilator generates a
pressure of 900 mbar during each nebulization. Di Paolo
et al,17 who assessed the pressure-flow relationship, found
that IIM was the least efficient, with lower maximum pres-
sure and lower flow than CM or EIM. They tested flows
provided to a jet nebulizer, which varied between 5.5 and
8.7 L/min. Additionally, they confirmed that the high in-
ternal resistance of the nebulizer used resulted in pro-
longed time to achieve the recommended flow of 5 L/min.
One nebulizer took 0.55 s to reach 5 L/min when the
inspiratory time was set at 0.8 s; thus, the nebulization
time of each breath was as short as 0.25 s. The pediatric
lung model in this study was set to 25 breaths/min with an
inspiratory time of 0.8 s. These settings resulted a median
nebulization time of 34.8 min. Because of the differences
in the breathing frequency between pediatric and adult
models, the calculated inspiratory times were 20 and 17.6 s,
respectively, with expiratory times per min of 40 and 43 s,
respectively. This may explain the similar inhaled dose
between models within each mode of nebulization in both
breathing patterns.

Goode et al12 placed a jet nebulizer (AeroTech II at
6 L/min) in the inspiratory limb of an adult ventilator
circuit, with only one set of ventilator parameters used.
Aerosol was administered with continuous jet nebuliza-
tion, resulting in delivery efficiencies of 1.2–2.4% with O2

and HeO2, respectively. Ari et al13 reported deposition of
3.6% from the jet nebulizer placed in the inspiratory limb
of a humidified circuit using a nebulizer (Airlife Misty-
Neb, Allegiance Healthcare Corp, McGaw Park, Illinois)
operated continuously at 8 L/min gas, VT 500 mL, breath-
ing frequency of 15 breaths/min, and peak inspiratory flow
of 60 L/min, with deposition increasing to �6% when the
jet nebulizer was moved proximal to the ventilator. Our
study, with a VT 600 mL, breathing frequency of 16 breaths/
min, and I:E 1:2.5, using an adult circuit and a different
nebulizer produced results similar to those obtained by Ari
et al13 in the proximal position. None of the 3 studies
isolated I:E as a variable. Different nebulizers, ventilator
parameters, and measurements in the past 30 y can impact
quantification of delivery efficiency.

Clinically, as nebulizer treatment time increases, the
likelihood that aerosolized drug therapy will be interrupted
by other clinical practices increases. IIM delivered a sim-

Fig. 3. Comparison of nebulization time among 3 modes of neb-
ulization. A: In an adult lung model. B: In a pediatric lung model.
The inspiratory intermittent modes had P � .001 among the 3 neb-
ulization modes. Whiskers show maximums and minimums, the
center box represents the interquartile range, and the center line
denotes the 50th percentile.
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ilar inhaled drug mass compared with the other 2 nebuli-
zation modes, yet drug delivery by IIM required a much
longer nebulization time. The use of CM and EIM can be
used for routine nebulization treatment for mechanically
ventilated patients in hospitals. If time of administration is
considered a valued resource, CM and EIM nebulization
would be preferable to IIM.

The nebulizer in this study was placed 15 cm proximal
to the inlet of the heated humidifier chamber, similar to
that in previous studies.8,11,13,19 Recently, Berlinski and
Willis11 demonstrated that placing a jet nebulizer proximal
to the ventilator circuit, both before and after the humid-
ifier, increases drug delivery in a pediatric circuit.

We were surprised to find such similar deposition in all
3 modes in both the adult and pediatric models. Our study
indicates that the inhaled mass was similar for the adult
and pediatric lung models in all modes studied, likely
because both models had a large internal circuit volume
acting as a reservoir, including the ventilator circuit and
heated humidification chamber. Thus, we suggest placing
a jet nebulizer far from the Y-piece of a ventilator circuit
to decrease its influence on aerosol delivery.

The total inspiratory and expiratory times with both
lung models were similar, resulting in similar inhaled doses.
A considerable amount of aerosol generated in all 3 modes
resides in the inspiratory limb and heater reservoir be-
tween breaths. The smaller volume of the pediatric circuit
would allow the same nebulizer gas flow to wash a greater
proportion of the generated aerosol through the circuit,
resulting in similar delivery between the 2 models.

Analytical results show that drug deposition on the T-
piece and corrugated tubing by IIM was clearly higher
than that by the other 2 modes. The T-piece is the first
impaction site when aerosols are generated by a jet neb-
ulizer. During the inspiratory phase, the aerosol clouds
meet the gas flow at the T-piece and corrugated tubing.
The gas flow enhances first impaction; consequently,
drug delivery was highest with IIM. During the experi-
ment, the ventilator waveform showed that the inspiratory
flows were approximately 34 L/min for the adult lung
model and 12 L/min for the pediatric lung model. Higher
amounts of albuterol were deposited in the T-piece and
corrugated tubing in the adult lung model than in the pe-
diatric lung model.

A limitation of this study is that we compared only one
set of ventilator parameters for both adult and pediatric
lung models (based on physiologic parameters). Further
evaluation with a broader range of ventilator modes and
parameters and types of nebulizers was beyond the scope
of this study but would add greater insight on the impact
of nebulization modes. Further investigations with various
breathing patterns are warranted. Because this was an
in vitro study, clinical studies of mechanically ventilated

patients would help establish whether these in vitro results
are clinically relevant.

This study was limited to one brand and model of ven-
tilator. Variations between ventilators may yield different
results. However, based on our finding, unless proven oth-
erwise, paying extra to have a ventilator that allows syn-
chronized nebulization might not be worth the expense.
Clinically, nebulization is terminated either at onset of
sputtering or when no aerosols are generated.20 Sputter is
usually detected via audible and/or visual perceptions,
which may differ among health professionals. We termi-
nated nebulization at 5 breaths post-onset of sputter. Al-
though reports suggest that minimum additional aerosol is
delivered post-onset of sputter, this method may result in
underestimation of absolute dose if nebulization was run
to dryness; however, because the determination of sputter
was applied across all nebulization modes, the relative
differences in inhaled dose should remain relevant.

Conclusions

Aerosol drug delivery with a jet nebulizer placed prox-
imal to the ventilator was not dependent on nebulization
mode provided by the Galileo ventilator during simulated
conventional pediatric and adult subject ventilation. The
synchronized inspiratory nebulization mode provided sim-
ilar drug delivered distal to the ETT compared with the
other 2 modes but required a 3-fold longer nebulization
time. Use of EIM and CM nebulization should be consid-
ered to reduce treatment time.
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