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Percutaneous dilatational tracheostomy (PDT) has become an appropriate alternative to conven-
tional surgical tracheostomy. It is now performed worldwide by a diverse array of physician
specialists. Although adverse events are relatively uncommon, serious complications can arise from
this bedside procedure. We report a patient who suffered life-threatening hemorrhage from a
common carotid artery laceration and pseudo-aneurysm formation in the innominate artery fol-
lowing an elective PDT procedure. Key words: percutaneous dilatational tracheostomy; common ca-
rotid artery laceration; innominate artery pseudo-aneurysm. [Respir Care 2014;59(10):e153–e155.
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Introduction

There are several documented complications associated
with percutaneous dilatational tracheostomy (PDT). These
complications are typically categorized as early or late
depending on whether they manifest within the first week
following the procedure or later. The previously described
early complications include localized bleeding, mucus
plugging, tracheitis, and accidental decannulation.1 Local-
ized bleeding is often associated with vascular anomalies.
To our knowledge, carotid artery laceration has not been
described as a complication of PDT. In addition, innomi-
nate artery pseudo-aneurysm formation has not been pre-
viously reported as a complication of PDT. We report the
occurrence of both of these vascular injuries in a patient as
early complications of PDT.

Case Report

A 57-y-old male patient had undergone an amputation
below the left knee due to osteomyelitis of the foot. His
past history was significant for coronary artery disease,
ischemic cardiomyopathy, anemia, and diabetes mellitus
with neuropathy. His body mass index was 19 kg/m2. Cen-
tral venous access had not been placed or attempted during
hospitalization for this procedure. In addition, the patient
couldnot recall ever havingacentral venous catheter placed.

He was recovering in a nursing home and receiving
physical and occupational rehabilitation and nutritional sup-
port. His nursing home stay was complicated by methicil-
lin-resistant Staphylococcus aureus pneumonia and a mul-
tidrug-resistant urinary tract infection. He had received
antimicrobial therapy for these infectious events by pe-
ripheral intravenous access. He became hypotensive, ne-
cessitating transfer to the ICU for septic shock. The patient
subsequently developed hypoxic respiratory failure requir-
ing intubation and prolonged mechanical ventilator sup-
port. For this reason, PDT was considered appropriate. No
deep venous access had been attempted or placed during
this hospitalization.

PDT was initiated with a small midline transverse inci-
sion between the second and third tracheal rings by expe-
rienced attending surgeons. Neither preoperative nor intra-
operative ultrasound of his neck was performed. The
introducer needle was inserted into the trachea on the first
attempt under direct visualization using a flexible fiberop-
tic bronchoscope. At this point, the bronchoscope was re-
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moved. Two successive dilators were then passed into the
trachea. Up to this point, the PDT had proceeded without
difficulty. The patient began to bleed profusely as a No. 8
tracheostomy tube was being placed over the second dilator.
The PDT was immediately terminated. The patient’s neck
was surgically explored, and a lacerated right common ca-
rotid artery was identified as the site of the bleeding. Vertical
mattress sutures controlled the hemorrhaging. The patient
received transfusions of 6 units of packed red blood cells.
There was no further evidence of bleeding after the surgical
repair of the common carotid artery laceration. After stabi-
lizing the patient in the operating room, the patient was trans-
ferred to the ICU for continuation of care. His airway was not
re-examined via endoscope. Computed tomography angiog-
raphy of the great vessels of his neck was performed on the
day of the PDT attempt. No bleeding site was identified.
However, a right innominate artery pseudo-aneurysm was
discovered (Figs. 1 and 2). No anomalous arteries were iden-
tified. No pulsatile mass, palpable thrill, or evidence of su-
perior vena cava syndrome was present on physical exami-
nation. Two d later, the patient underwent successful repair of
the pseudo-aneurysm, as well as a conventional tracheos-
tomy. Unfortunately, the patient died after a prolonged hos-
pitalization from multi-organ failure.

Discussion

Minor bleeding during PDT has been reported to occur
in fewer than 20% of cases. Bleeding is most common in
the early postoperative period and may be more prevalent
in PDT compared with conventional tracheostomy. Major
bleeding has occurred in fewer than 5% of cases of PDT
but is typically venous.2 Catastrophic hemorrhage, as ex-
perienced in our patient, is rare. Most of the cases of

catastrophic hemorrhage are usually delayed and are due
to tracheo-innominate artery fistulas. Tracheo-innominate
artery fistulas are an uncommon but life-threatening com-
plication of tracheostomy placement, with mortality rates
approaching 100%.3 The incidence of tracheo-innominate
artery fistulas following PDT has been estimated to be
0.3%.4 Interestingly, a fatal aortic arch laceration as an
early complication of PDT has been reported.5 The post-
mortem examination of this patient determined that a 5-mm
tear in the upper part of the arch of the aorta was a direct
result of damage incurred by PDT.

A PubMed search and an internet-based search engine
(Google) failed to identify a prior description of a carotid
artery laceration as a complication of PDT. Because deep
venous access had not been attempted or placed on either
side in our patient and because he had no evidence of
bleeding in his neck prior to PDT, it seems likely that the
carotid artery laceration was a complication of PDT. Ex-
actly how the injury occurred to the carotid artery is not
known. Because the patient was thin, the landmarks in the
patient’s neck were not obscured by fatty tissue. It could
be that a dilator caused the injury either by being malpo-
sitioned or by piercing the trachea and the common carotid

Fig. 1. Coronal computed tomogram image demonstrating a pseu-
do-aneurysm of the right innominate artery (circle).

Fig. 2. Three-dimensional computed tomogram reconstruction of
the great vessels extending into the neck, documenting a pseudo-
aneurysm of the right innominate artery. The pseudo-aneurysm
measured 7.9 cm superior to inferior and 3.9 cm anterior to
posterior.
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artery. Conversely, the patient’s thinness may have placed
him at an increased risk of injury to his great vessel be-
cause his carotid artery was in closer proximity to the
operative field than usual. Because his airway was not
examined via endoscope after the carotid artery bleeding
occurred, the latter cannot be completely excluded.

Iatrogenic pseudo-aneurysm of the innominate artery
has been described after subclavian vein deep venous ac-
cess placement and as a complication of Hickman subcuta-
neous tunneled venous port insertion.6,7 However, a PubMed
search and an internet-based search engine (Google) failed to
identify a case of innominate artery pseudo-aneurysm as a
complication of PDT even in large studies with multiple pa-
tients. As stated above, deep venous access had not been
attempted or placed on either side in our patient. Therefore, it
seems likely that his innominate artery pseudo-aneurysm was
a complication of PDT. It may be that the same injury that
resulted in the common carotid artery laceration caused the
pseudo-aneurysm to form.

Early identification and appropriate surgical interven-
tion are required when these complications occur. Our
patient underwent emergent exploration of his neck with
repair of his common carotid artery laceration. The was no
physical finding to suggest an innominate artery pseudo-
aneurysm, such as a pulsatile mass, palpable thrill, or su-
perior vena cava syndrome.2 This complication was dis-
covered incidentally by computed tomography angiography.
The pseudo-aneurysm was subsequently repaired.

A recent multi-institutional analysis of tracheostomy
complications demonstrated a significantly higher rate of
early postoperative bleeding with PDT (6.6%) compared
to conventional tracheostomy (1.9%).1 The authors deter-
mined that the use of outer flange tracheostomy tube su-
tures reduces this complication. It has also been suggested
that hemorrhage due to variant vascular anatomy, such as
an inferior thyroid vein, a high brachiocephalic vein, and
an aberrant anterior jugular communicating vein, may be
minimized by preprocedural ultrasound of the operative
site.8 In some studies, operators had to change the access
site of tracheal tube placement after preprocedural ultra-
sound to avoid injuries to vascular structures.8,9

In addition to avoiding injury to pretracheal vascular
structures, ultrasound-guided PDT offers other advantages
and helps to guide safe tracheostomy placement by allow-
ing better understanding of the anatomy of neck.10 Ultra-
sound can identify the tracheal midline, the levels of the
tracheal cartilaginous rings, and overlying or vulnerable
adjacent structures, such as the thyroid gland and isth-
mus.11 Ultrasound allows direct observation of the trache-
ostomy tube placement into the trachea and may prevent
cranial misplacement of the tracheostomy tube.12,13 Real-
time ultrasound-guided PDT is reported to be easy to per-
form and appears to be accurate and safe, including in
patients with morbid obesity and cervical spine precau-

tions.9 Even so, real-time ultrasound-guided PDT is not
routinely performed in the majority of hospitals. Unfortu-
nately, there are currently no randomized controlled trials
to establish the safety and efficacy of preprocedural or
real-time intra-operative ultrasound-guided PDT compared
to the current standard of care.13

Conclusions

PDT has become a common procedure and is practiced
by a variety of specialists. Although early complications
are typically not serious, life-threatening adverse events
can occur. We hope that our report of a carotid artery
laceration and innominate artery pseudo-aneurysm forma-
tion as a consequence of PDT will alert practitioners to the
potential for undesirable incidents. Furthermore, we hope
that our report will inspire clinicians to search for ways to
minimize complications from this relatively noninvasive
procedure.
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