
Double Lumen Endotracheal Tube
for Percutaneous Tracheostomy?

To the Editor:
We read with great interest the article by

Vargas et al1 on their in vitro study of the
flow resistance of a double lumen endotra-
cheal tube (DLET) suggested as an alterna-
tive to a standard orotracheal tube for ven-
tilation during percutaneous tracheostomy.
However, we feel some aspects deserve fur-
ther comments. They made a comparison of
flow resistance among the different stan-
dard-size endotracheal tubes and the DLET
during fiberopticbronchoscope insertion, re-
marking upon the presence of a well known
increased flow resistance when the fiberop-
tic bronchoscope is inserted in standard de-
vices. Although the authors carried out ex-
tensive work on the physical properties of
the DLET in vitro, as we can clearly read in
the abstract and text, the title refers to an
in vivo clinical procedure. Moreover, even
if they show relevant data, they extend their
conclusions to clinical practice. The final
judgment on the use of the device in vivo,
based only on the in vitro experimental
study, does not reflect the study’s data.

Other comments based on our clinical
experience are then necessary. The first,
which concerns in vivo experimentation, is
about tube positioning. We agree that the
tube can be safely positioned with a tube
exchanger (airway exchange catheter
[AEC]), but a small one (outer diameter) is
needed due to the distal DLET’s elliptic
shape (Fig. 1). For the same reason, DLET
slippage on the AEC can result in further
difficulties: when the DLET is inserted with
the AEC, the elliptic shape defines 2 semi-
lunar lateral areas exceeding the AEC pro-
file (Fig. 1, blue areas). These areas could
impact anatomical structures with glottic
damage and bleeding if the DLET is posi-
tioned with only the AEC.

In our clinical practice, we use a small
diameter tube (5-mm inner diameter) that
can be safely positioned with the AEC with-
out laryngoscopy, as we have described pre-
viously.2,3 We know that the resistances in
the smaller diameter tube are increased, but
they affect only the mechanical ventilator in
the inspiratory phase. In the expiratory
phase, the flow follows the physiological
path because the tube is uncuffed. This
system offers the greatest vision of the op-
eratory field without any interference with

ventilation or surgery during the entire
procedure.
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Double Lumen Endotracheal Tube
for Percutaneous Tracheostomy–
Reply

In Reply:
We read with interest the comments of

Ferraro and colleagues regarding our paper
evaluating a double lumen endotracheal tube
(DLET) for percutaneous tracheostomy.1

The title of our paper introduces for the first
time the DLET and its potential use during
percutaneous tracheostomy. We specified in
the abstract and text that this article was an
in vitro evaluation of the DLET. The title of
a scientific paper should describe the sub-
ject matter of an article, including appropri-
ate key words for indexing, to attract po-
tential readers’ attention, especially in
electronic databases. Ferraro and colleagues
question the fact that our conclusion did not
reflect the study’s data. In our article, we
concluded that use of the DLET during per-
cutaneous tracheostomy did not impose an
excessive increase in airway resistance,
which is consistent with the data obtained
during evaluation with continuous flow and
mechanical ventilation. Furthermore, in the
last sentence of our conclusion, we used the
verb “may” to suggest the possibility of ad-
ditional safety when using the DLET dur-
ing percutaneous tracheostomy.

Ferraro and colleagues claimed that our
paper over-reported in vitro data implying
effects on clinical practice, but they consid-
ered it appropriate to comment on possible
in vivo problems during DLET positioning.
They raisedconcerns regardingpotential dif-

Fig. 1. Airway exchange catheter (AEC) in the distal elliptic section of a double lumen
endotracheal tube.

e62 RESPIRATORY CARE • MARCH 2015 VOL 60 NO 3


