
Should a Portable Ventilator Be Used in All In-Hospital Transports?

Steven R Holets RRT and John D Davies MA RRT FAARC

Introduction
Pro: A Portable Ventilator Should Be Used in All In-Hospital Transports

Manual Ventilation Is Neither Safe nor Effective
Physiological Risks Associated With Manual Ventilation
Spontaneous Breathing During Transport
Transport Ventilators
Summary of the Pro Position

Con: A Portable Ventilator Should Not Be Used in All In-Hospital
Transports

Portable Ventilators
Adverse Events With Portable Ventilators
Magnetic Resonance Imaging
Adverse Events With Manual Ventilation
Advantages of Manual Ventilation
Manual Ventilation Still Used Today
Summary of the Con Position

Conclusions

Movement of the mechanically ventilated patient may be for a routine procedure or medical emergency.
The risks of transport seem manageable, but the memory of a respiratory-related catastrophe still gives
many practitioners pause. The risk/benefit ratio of transport must be assessed before movement. During
transport of the ventilated patients, should we always use a transport ventilator? What is the risk of
using manual ventilation? How are PEEP and FIO2

altered? Is there an impact on the ability to trigger
during manual ventilation? Is hyperventilation and hypoventilation a common problem? Does hyper-
ventilation or hypoventilation result in complications? Are portable ventilators worth the cost? What
about the function of portable ventilators? Can these devices faithfully reproduce ICU ventilator func-
tion? The following pro and con discussion will attempt to address many of these issues by reviewing the
current evidence on transport ventilation. Key words: portable ventilator; transport ventilator; manual
resuscitator; manual ventilation. [Respir Care 2016;61(6):839–853. © 2016 Daedalus Enterprises]

Introduction

The transport of patients within the hospital setting is a
common event that exposes patients to risks normally not

encountered in the stationary environment. Transport-re-
lated adverse events are common, with reported incidences
as high as 68%.1 Although most adverse events are minor,
serious adverse events resulting in physiologic compro-
mise requiring therapeutic intervention do occur, with re-
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ported incidences ranging from 4.2 to 8.9%.1,2 Established
recommendations to minimize the potential for adverse
events include careful planning before transport as well as
ensuring that the following are available: a monitor with
defibrillator; resuscitation equipment and drugs; sufficient
supplies of oxygen and batteries; a manual resuscitator
with mask; a transport ventilator; and, most importantly,
skilled personnel.3,4

Pro: A Portable Ventilator Should Be Used in All
In-Hospital Transports

Utilizing a transport ventilator is considered standard
practice for ICU patients requiring high levels of ventila-
tory support.5 Manual resuscitators are routinely used dur-
ing transfers from the operating room or emergency de-
partment, when transport duration is expected to be brief,
and in patients requiring only partial ventilatory support.
This is based mainly on the assumption that manual ven-
tilation is safe and effective. However, as our awareness of
the potential for lung injury from exposure to excessive
stress and strain during controlled and spontaneous breath-
ing expands,6-9 so has the concern over the potential dan-
gers of manual ventilation. Although routinely used in the
controlled environment of the ICU during procedures such
as bronchoscopy and suctioning, manual ventilation is
fraught with risks and has little place, except in an emer-
gency, during the transport of the intubated patient.

Manual Ventilation Is Neither Safe nor Effective

Most respiratory practitioners would probably say they
feel confident in their ability to provide safe manual ven-
tilation. It is, after all, a fundamental skill requirement of
resuscitation training and is performed almost daily in the
care of the mechanically ventilated patient. Unfortunately,
the inability of caregivers to accurately control tidal vol-
umes (VT) and airway pressures during manual ventilation
has been demonstrated in a number of studies, which re-
veal just how potentially unsafe the technique actually is.

Lee et al10 undertook a simple study evaluating the tidal
volume delivered by 114 individuals trained in basic life
support using a 1.6-L manual resuscitator. Participants
were instructed to deliver 1-s inspirations at a rate of
10 breaths/min using one-handed compressions, 2-handed
compressions, and 2-handed half-compressions. Volumes
were measured using a microspirometer connected to an
adult endotracheal tube (size not described). Physical char-

acteristics of hand width, height, and grip power were also
measured. The results showed that manual ventilation re-
sulted in large variations in delivered tidal volumes
(mean � SD): one-handed compressions, 592 � 117 mL;
2-handed compressions, 644 � 144 mL; and 2-handed half-
compressions, 458 � 121 mL. There was no correlation
between hand size or grip power and volume delivered.
The authors concluded that their findings support previous
studies indicating that manual resuscitators are not suitable
devices for accurate ventilation.

A more recent study was undertaken by Turki et al11 to
determine the pressures generated during manual ventila-
tion. A lung model simulating 4 different load conditions
represented typical clinical scenarios: normal resistance
(15 cm H2O/L/s) and compliance (0.033 L/cm H2O), high
resistance (50 cm H2O/L/s) and normal compliance
(0.033 L/cm H2O), normal resistance (15 cm H2O/L/s) and
low compliance (0.012 L/cm H2O), and high resistance
(50 cm H2O/L/s) and low compliance (0.012 L/cm H2O).
Using an adult 1.8-L Hudson manual resuscitator (Hudson
RCI, Temecula, California), 9 respiratory therapists were
separately described 3 clinical scenarios and asked to man-
ually ventilate the model per their discretion with no knowl-
edge as to the aims of the study. The lung model was
covered by a bed sheet, allowing observation of move-
ment, but no pressure or volume displays of the model or
recording device were viewable. Results revealed substan-
tial differences between respiratory therapists and between
the various loads, with pressures as high as 100 cm H2O
being generated. Male respiratory therapists produced
higher peak pressures (91 � 20 cm H2O) than female re-
spiratory therapists (56 � 18 cm H2O) under the high
resistance normal compliance scenario. The authors noted
that although high resistance may limit transmission of
high pressures to the alveoli, reducing the risk of baro-
trauma in this group, tidal volumes of 0.3–0.8 L in the
high resistance low compliance scenario would expose
alveoli to pressures of 26–68 cm H2O, well above the
current recommended safe threshold of 30 cm H2O. Dif-
ferences in frequency and tidal volume were not signifi-
cant between scenarios, leading the authors to conclude
that minute ventilation was a perceived goal regardless of
the consequential load from manual ventilation.

A study conducted by Godoy et al12 examined the ef-
fects of oxygen flow rate on delivered tidal volumes and
inspiratory pressures. Using a single compliance and re-
sistance condition, 7 manual resuscitators were tested with
oxygen flows of 1, 5, 10, and 15 L/min while the same
person squeezed the device using 2 hands. Wide variations
in delivered tidal volumes were observed between resus-
citators. Increasing flows from 1 to 15 L/min resulted in a
99 and 48% increase in tidal volumes and a 155 and 105%
increase in peak pressures in 2 of the devices. The authors
attributed this to the location of the oxygen inlet, which at
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flows �5 L/min caused the patient valve to stick and gas
to be directed toward the patient during exhalation.

Two studies have looked at the volumes and pressures
generated during neonatal ventilation. Bassani et al13 ex-
amined the effects of technique on ventilation. One hun-
dred seventy-two neonatal ICU care providers (medical
doctors, registered nurses, and physiotherapists) were
asked to ventilate a test lung set to simulate a 3-kg
newborn, compliance 0.003 L/cm H2O and resistance
200 cm H2O/L/min using 5 techniques: one-handed using
5, 4, 3, or 2 fingers and 2-handed using 10 fingers in
random order. A 300-mL self-inflating bag was used with
a pressure-relief valve set at 40 cm H2O. Acceptable ven-
tilatory parameters were peak inspiratory pressure of 20–25
cm H2O, tidal volume (VT) of 24–30 mL, and frequency
of 40–60 breaths/min based on what the authors described
as standard neonatal ventilation guidelines. Regardless of
profession or technique, 155 of 172 (88%) delivered ex-
cessive pressures (�25 cm H2O), 127 (74%) delivered ex-
cessive volumes (�30 mL), and 49% delivered insuffi-
cient frequency (�40 breaths/min). The authors concluded
that regardless of technique, ventilatory target ranges us-
ing manual ventilation are not routinely attained.

A study to determine whether an educational interven-
tion would improve target tidal volume delivery under
changing compliance conditions was conducted by Bow-
man et al.14 An ASL 5000 simulator (Ingmar Medical,
Pittsburgh, Pennsylvania) was programmed to mimic a
3-kg infant with compliances randomly varying between
low (0.5 mL/cm H2O), normal (1.1 mL/cm H2O), and high
(1.8 mL/cm H2O). Twenty-seven neonatal professionals
were asked to manually ventilate at a rate of 40–60 while
maintaining a VT of 12–18 mL (4–6 mL/kg) using a flow-
inflating bag with a 10-L/min gas source and a 160-mL
self-inflating bag. Participants were allowed to practice
while viewing the pressure and volume displays on the
simulator. Baseline trials were then conducted during which
participants were allowed only to view the pressure or the
volume display separately as compliance changes occurred.
Afterward, one-on-one education and guided practice ses-
sions were conducted, followed by post-intervention trials.
Trials were performed approximately 8 months later to
evaluate whether skills had been retained. On-target VT

performance improved over baseline but was poor when
using the self-inflating bag and only the pressure display,
with a baseline mean of 6% (95% CI 3–11%) of breaths on
target to 21% (95% CI 15�30%) after intervention
(P � .01). Using the flow-inflating bag baseline, on-target
VT was achieved in 1% (95% CI 1–4%) of breaths and
improved to 7% (95% CI 4–14%) following intervention
(P � .01). With the use of the volume display baseline,
on-target VT was achieved in 84% (95% CI 82–87%) and
81% (95% CI 73–90%) of breaths after education (P � .41).
Flow-inflated bag on-target breaths were 68% (95% CI

64–73%) at baseline and 73% (95% CI 67–80%) follow-
ing intervention (P � .13). Retention testing revealed that
skills had been lost with no differences between baseline
values. The authors concluded that educational training
did little to improve the resuscitator’s ability to detect and
adjust to changes in lung compliance and that the addition
of a spirometer improved performance.

Evidence continues to accumulate underscoring the im-
portance of limiting tidal volumes and airway pressures.15,16

Protective ventilation strategies incorporating the use of
low tidal volumes and limiting airway pressures reduce the
risk of ventilator-induced lung injury in all intubated pa-
tients at risk of injury and should be adopted as standard of
care.17 The need to transport should not excuse noncom-
pliance to these strategies, and as demonstrated, control of
pressures and volumes during manual ventilation is simply
not possible even under controlled conditions. The notion
that experienced practitioners can safely provide manual
ventilation during transport is simply based more on myth
than fact.

Physiological Risks Associated With
Manual Ventilation

The physiological consequences associated with hyper-
ventilation and hypoventilation are well known.18 Respi-
ratory alkalosis affects cardiac and cerebral vascular tone.
Cardiac vasoconstriction may lead to coronary artery spasm,
myocardial ischemia, arrhythmias, and tachycardia.19 Al-
kalosis induces cerebral vasoconstriction, decreasing ce-
rebral blood flow by 40–50%.20 Although used therapeu-
tically in stroke victims to decrease intracranial pressure,
inadvertently lowering CO2 levels to �25 mm Hg may
cause tetany and lead to further ischemic damage.21 Alka-
losis should be avoided in patients with or at risk of isch-
emic injury because it causes a left shift of the oxyhemo-
globin curve, reducing oxygen delivery to the tissues.

The physiological effects of hypoxia have been studied
extensively.22 During transport, hypoxia-related adverse
events have been associated with inadequate oxygen re-
serves, atelectasis, and patient agitation.4 Needless to say,
oxygenation must be closely monitored during transport,
and equipment must be used that can deliver high oxygen
concentrations and adequate amounts of PEEP when clin-
ically indicated.

The deleterious effects of hyperoxia on newborns are
well recognized.23 Exposure to high oxygen concentra-
tions has also been shown to be detrimental in various
adult patient populations.24,25 Cardiovascular responses to
hyperoxemia include: reduced stroke volume and cardiac
output, increased peripheral vascular resistance, and cor-
onary artery vasoconstriction.26 Oxygen toxicity from ex-
posure to high levels of oxygen worsens lung function.24

Decreased mucocilary transport, inflammation, pulmonary
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edema, and fibrosis have all been attributed to hyperoxia.
There is mounting evidence that oxidative stress from free
radicals may exacerbate lung injury in patients already
suffering from respiratory failure and that precise control
of FIO2

targeting adequate tissue oxygenation may be a
better therapeutic strategy than the current focus on simply
achieving high systemic saturations.27,28 Unnecessary ex-
posure to high oxygen concentrations is unavoidable with
manual resuscitation devices, which are specifically de-
signed to deliver oxygen concentrations approaching 100%.

Real-life transport of the critically ill ventilated patient
often requires navigation through a maze of hallways, el-
evators, and obstacles. Although the main responsibility of
the respiratory therapist accompanying the patient is to
maintain the airway and ensure that the patient is being
properly ventilated, the respiratory therapist also assists
with overseeing the monitoring of vital signs, recognizing
alarms, and troubleshooting equipment problems, all while
helping to maneuver a fully loaded transport cart that eas-
ily exceeds several hundred pounds. In this demanding
environment, effectively compressing a manual resuscita-
tor while maintaining a constant vigil on delivered vol-
umes and pressures is unrealistic, and it is of little wonder
that studies of manual ventilation during transport have
revealed that patients experience significant changes in pH
and PaCO2

, resulting in potentially life-threatening adverse
events.

One of the earliest studies of manual ventilation during
transport was conducted by Braman et al29 in 1987. They
evaluated blood gases in 20 subjects being transported
from a medical ICU with the use of a manual resuscitation
bag. Results revealed that 14 of 20 (70%), experienced
hypo- or hyperventilation, defined as a change in PaCO2

of
�10 mm Hg and pH �0.05. PaCO2

ranged from �18
to �28 mm Hg, and pH ranged from �0.17 to �0.18. Six
subjects developed hypotension and arrhythmias. Evalua-
tion of arterial blood gases (ABGs) in a subsequent group
of 16 subjects transported using a home ventilator modi-
fied for transport found no significant change in PaCO2

.
Gervais et al30 compared the ABGs of 30 subjects dur-

ing transport. Subjects were divided into 3 groups and
were ventilated either manually with or without a spirom-
eter to monitor exhaled volume or by a transport ventilator
set to the same minute ventilation as was used in the ICU.
Blood gases were drawn before the transport while on the
critical care ventilator and upon completion. It was re-
vealed that manual ventilation without monitoring resulted
in significant decreases in PaCO2

, from 41 � 2 to
34 � 2 mm Hg (P � .05), and a corresponding rise in pH
over baseline. Their conclusions were that adequate blood
gas variables can be achieved during transport, provided
that minute ventilation is controlled, and that the addition
of a spirometer to monitor tidal volumes is recommended
during manual ventilation.

Hurst et al31 randomized 28 subjects to receive manual
ventilation provided by a skilled respiratory therapist or
via a transport ventilator with settings matching the ven-
tilator used in the emergency department. Subjects were
ventilated with one method to their procedural destination
and crossed over to the other upon their return. Baseline
heart rate, blood pressure, and ABG values obtained in the
emergency department were compared with those taken
upon reaching the initial destination and upon return to the
emergency department or final location. Heart rate, blood
pressure, and oxygenation were stable throughout the trans-
port, regardless of the method of ventilation. During man-
ual ventilation, hyperventilation resulted in significant in-
creases in pH, from 7.39 � 0.03 to 7.51 � 0.2, and a
decrease in PaCO2

from 39 � 4 to 30 � 3 mm Hg (P � .05).
Two subjects in this group experienced supraventricular
tachycardia, which the authors noted may be precipitated
by respiratory alkalosis. Interestingly, transport times av-
eraged only 9 � 3 min, illuminating the fact that hyper-
ventilation may occur even during relatively brief trans-
port periods. The authors concluded that the use of a
transport ventilator is preferred to manual ventilation dur-
ing transport.

The use of capnography has been recommended for
intubated patients during transport.32 Its use while manu-
ally ventilating during transport has also been shown to
facilitate tighter control of ventilation33; however, it does
not protect against and, in the case of a high end-tidal CO2

reading, may actually incite the practitioner to ventilate
beyond safe thresholds.13 As described previously, keep-
ing one’s eye glued to a monitor while in the midst of
transporting a patient is simply unrealistic. Transport ven-
tilators allow stringent control of ventilation parameters,
and their advanced monitoring and alarm capabilities pro-
vide the only means of truly accomplishing the main goal
of protecting the patient.

Spontaneous Breathing During Transport

As described previously, not all patients needing trans-
port require total ventilatory support. The administration
of heavy sedation for the sole purpose of facilitating trans-
port makes little sense and exposes the patient to the ad-
ditional risks associated with apnea. Because the patient’s
breathing pattern may vary considerably, the device used
should have the ability to provide consistent support and
oxygen concentration under a variety of conditions. Of
particular importance is the ability of the device to allow
easy initiation of gas flow and expiration without undue
resistance, because asynchrony in either instance increases
work of breathing.34,35

An early study by Hess et al36 evaluated the inspiratory
and expiratory imposed work of breathing and oxygen
delivery of 11 manual resuscitators. A 2-chambered test
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lung driven by a mechanical ventilator delivered low, mod-
erate, and high ventilatory patterns. Pressure, flow, and
volume signals were electronically recorded and integrated
to calculate work in J/L. Oxygen flow of 15 L/min was
connected to each resuscitator while an oxygen analyzer
measured FIO2

at the patient connection. Although exact
details are beyond the scope of this discussion, findings
revealed that all resuscitators caused an increase in im-
posed work of breathing during both inspiration and ex-
piration. As the level of ventilation increased, imposed
work increased significantly (P � .01) to as high as
0.965 � 0.097 J/L. There was a significant difference
between inspiratory and expiratory work (P � .01), which
was magnified at higher levels of ventilation. Two of the
resuscitators tested had built-in PEEP valves. The addition
of 10 cm H2O PEEP resulted in a further increase in im-
posed work during inspiration work of breathing of �1 J/L
in both devices. This is due to the fact that, unlike trans-
port ventilators that are PEEP-compensated, inspiratory
flow is maintained through a manual resuscitator only by
the patient generating a negative pressure gradient greater
than the PEEP valve level. Additionally, only 7 of the 11
devices were able to deliver FIO2

of �0.85 under the test
conditions. The authors noted that the imposed work gen-
erated by manual resuscitators is 10–100-fold greater than
that reported on ICU ventilators and concluded by recom-
mending against the use of manual resuscitators during
spontaneous breathing.

Although improvements in various models of manual
resuscitators have alleviated some of the failings found in
earlier devices,37 studies continue to reveal the limitations
of manual resuscitators.37,38 Maintaining consistent sup-
port and stable FIO2

during spontaneous breathing is im-
possible with manual resuscitators, which are designed to
allow unregulated entrainment of room air during high
inspiratory demand and rely solely on the operator’s abil-
ity to synchronize manual compressions with the patient’s
spontaneous efforts when partial support is warranted. Their
use during spontaneous breathing has been shown both to
be ineffective and to result in negative physiological con-
sequences.38,39

Transport Ventilators

The development of the transport ventilator was born
out of the realization that manual ventilation was simply
inadequate in many circumstances. The first transport ven-
tilators were cumbersome ICU or home ventilators crudely
adapted for the task and bolted to the transport cart. Early
ventilators specifically designed for transport, although
smaller than their ICU counterparts, suffered from severe
shortcomings. The fluidics of pneumatically powered de-
vices consumed considerable amounts of oxygen even when
sitting idle. Electronic devices were hampered by the weight

and limited life of batteries available at the time. In a
review of the publications on intrahospital transports, Fa-
nara et al4 identified portable ventilators accounting for
22% of the adverse events caused by equipment factors.
Battery life, running out of oxygen, inadvertent discon-
nections, and personnel not properly trained with the ven-
tilator operation were cited as root causes. Fortunately,
improvements in technology have alleviated many of these
problems. Today’s modern transport ventilators offer many
of the same features found on ICU machines, including
variable control of FIO2

, multiple modes, and advanced
monitoring and alarm capabilities. Selection of a transport
ventilator should be based on matching anticipated venti-
lation requirements to ventilator capabilities.

There are literally dozens of devices marketed as trans-
port ventilators. They range from simple gas-driven auto-
mated resuscitators that provide 100% oxygen and little
more than crude control of rate and tidal volume and a
pressure relief valve to sophisticated transported ventila-
tors with a variety of modes and advanced monitoring and
alarm capabilities. For in-hospital transport, the 2002 Amer-
ican Association for Respiratory Care Clinical Practice
Guidelines recommend that a transport ventilator should
have sufficient power for the duration of the transport,
independent control of rate and tidal volume, ability to
provide full support, deliver constant volume in the face of
changing pulmonary impedance, provide a disconnect
alarm, and be capable of providing PEEP and an FIO2

of
1.0. Many newer generation transport ventilators surpass
these recommendations and rival the performance of their
ICU counterparts.

Two studies have looked at the performance of newer
generation transport ventilators. Blakeman and Branson40

conducted a thorough evaluation of 4 of the newest gen-
eration transport ventilators. They assessed VT accuracy,
triggering characteristics, battery duration, gas consump-
tion, and FIO2

stability under differing resistance, compli-
ance, VT, and rate conditions. They found that all of the
ventilators were within the American Society for Testing
and Materials standards of �10% at a tidal volume target
of 400 mL, but 3 of the 4 ventilators were outside of the
�10% acceptable range at a setting of 50 mL with ranges
of 55.7 � 1.4 to 58.2 � 1.2 mL. Triggering pressure
(PImax) varied from 0.32–1.72 cm H2O with the fastest rise
time settings to 0.34–3.29 cm H2O with the slowest rise time.
Gas consumption using a minute ventilation of 10 L/min
varied from 9.2 to 16 L/min. The higher gas consumption
was attributed to the bias flow during flow triggering. All
ventilators delivered stable FIO2

concentrations under the dif-
fering conditions, although one was unable to achieve a thresh-
old of �5% at higher FIO2

settings with a maximal attainable
FIO2

of 0.919. Testing revealed a need for improvements in
the ability to deliver smaller tidal volumes accurately; how-

SHOULD A PORTABLE VENTILATOR BE USED IN ALL IN-HOSPITAL TRANSPORTS?

RESPIRATORY CARE • JUNE 2016 VOL 61 NO 6 843



ever, all ventilators performed well within the established
requirements for adult transport.

Boussen et al41 evaluated 3 gas-driven and 5 turbine-
driven ventilators under simulated passive and spontane-
ously breathing conditions. Ventilators were tested using
volume-targeted and pressure support modes. Pressure sup-
port of 5 and 10 cm H2O with and without PEEP of 5
cm H2O were tested under high and low drive conditions.
Turbine-driven models outperformed the gas-driven ven-
tilators in tidal volume accuracy, triggering characteristics,
and pressurization performance. In comparison with other
studies, the authors found considerable improvement in
VT accuracy over older transport ventilators. Turbine-
driven transport ventilators demonstrated performance
comparable with that of ICU ventilators in the pressure
support mode.

Magnetic resonance imaging (MRI) poses a unique chal-
lenge in terms of mechanical ventilation. Any piece of
equipment containing metal can become a flying projectile
if positioned too close to the imager and not properly
secured. To maintain a safe distance, extended circuit tub-
ing is routinely used on ventilators, adding to compressible
volume loss and attenuating triggering sensitivity. Few
transport ventilators are MRI-safe, and those available in
the past have been pneumatically powered, with limited
capabilities and alarms. Chikata et al42 recently compared
the performance of older MRI-safe portable ventilators
with that of an ICU ventilator. None of the MRI ventilators
tested delivered tidal volumes within the American Soci-
ety for Testing and Materials limits of �10% under all
conditions. At an FIO2

setting of 1.0, variations in delivered
FIO2

were minimal, but it varied considerably at an FIO2
of

0.60 (air mix). The peak pressure relief valve worked ap-
propriately in all models, but PEEP deviated significantly
from set values and between models. Although older gen-
eration MRI ventilators are equipped with audible pressure
alarms, providing some level of safety monitoring, vital
signs should also be continuously monitored. The newest
MRI portable ventilators appearing on the market claim
significant performance improvements in accuracy over
those in the study by Chikata et al,42 with such additional
features as an integrated gaussmeter, superior monitoring
capabilities, and advanced modes.

Although the cost of a modern transport ventilator is
considerably greater than that of a manual resuscitator, the
difference has to be weighed against the additional costs
related to injurious ventilation and hyperoxia that can oc-
cur during manual ventilation. Inappropriate tidal volumes
have been identified as an independent risk factor contrib-
uting to increased mortality and length of hospital stay,16,43

and hyperoxia, for even short periods, has been shown to
worsen outcomes and increase mortality in select patient
populations.25 With hospital reimbursement tied directly
to patient outcomes, minimizing risks while improving

patient safety is a financial necessity. The average daily
cost of a mechanically ventilated patient is estimated at
$4,000,44 and the number of patients requiring prolonged
ventilation alone is expected to exceed 600,000 by 2020.45

Obviously, the increase in mechanical ventilation means
that more patients will require transport. Although evi-
dence is lacking, one can foresee that eliminating unnec-
essary exposure to the injurious effects associated with
manual ventilation may result in sufficient savings to off-
set the cost of a transport ventilator.

Summary of the Pro Position

Modern transport ventilators are superior to manual ven-
tilation in their ability to minimize the risk of ventilator-
induced lung injury while maintaining ventilation goals
through the control and continuous monitoring of tidal
volumes and airway pressures. Precise control of oxygen
concentration during controlled and spontaneous breathing
reduces the risk of hyperoxia or hypoxia. Significant im-
provements in battery life and the ability to hot-swap bat-
teries while in operation virtually eliminate power con-
cerns, and the advanced monitoring and alarm capabilities
found in today’s transport ventilators eradicate the short-
comings of earlier models. It is of little wonder that their
use has been endorsed by multiple professional organiza-
tions and should be considered the standard of care for all
in-hospital transports. The time has come to abandon the
antiquated and unsafe practice of manual ventilation.

Con: A Portable Ventilator Should Not Be Used in
All In-Hospital Transports

Intrahospital transport of the critically ill patient is a
difficult but essential part of patient management. It can be
hazardous due to patient physiologic instability as well as
overcoming logistical barriers. Logistically, a risk of ad-
verse events can stem from inadequate training, inability of
the clinicians to work as a team, and equipment maintenance
and malfunction. An extremely important aspect of intrahos-
pital patient transport is adequate ventilation during the pro-
cess. Up until about 15 y ago or so, this was accomplished by
manual ventilation performed by a respiratory therapist, nurse,
or physician. This was carried out through the use of a man-
ual resuscitation bag in which the parameters of ventilation
were determined by the clinician. Recently, portable ventila-
tors have been introduced with the aim of providing more
consistent patient ventilation during transport as well as free-
ing up the clinician to help with other aspects of the transport.
Today, portable ventilators are used for most of the intrahos-
pital transports. The question to be answered is whether pa-
tient ventilation during all intrahospital transports should be
done with a portable ventilator. Although manual ventilation
is used commonly during resuscitation efforts and rapid re-
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sponses, manual ventilation still has a place during patient
transport.

Portable Ventilators

The introduction of portable ventilators has been a major
technological advancement, but to be truly effective, they
have to be reliable enough to deliver consistent ventilatory
parameters in the face of changing lung mechanics. The United
States Food and Drug Administration’s approval of portable
ventilators in 2001 has resulted in an increasing scope of their
use during transport, especially as they become more sophis-
ticated. According to the American Association for Respira-
tory Care guidelines, if a transport ventilator is used, it should
have sufficient portable power supply for the duration of
transport, have independent control of tidal volume and re-
spiratory frequency, be able to provide full ventilatory sup-
port as in assist-control or intermittent mandatory ventilation
(not necessarily both), deliver a constant volume in the face
of changing pulmonary impedance, monitor airway pressure,
provide a disconnect alarm, be capable of providing PEEP,
and provide an FIO2

of 1.0.3 It is of vital importance that each
institution run a bench analysis of transport ventilators before
purchase to make sure they can, in fact, meet these guide-
lines.

We need to be careful, however, in making the assump-
tion that all transport ventilators are created equal. Trans-
port ventilators are touted to be more efficient and con-
sistent for patient ventilation during transport. However, it
is important to point out that significant differences may
still exist between the different types of portable ventila-
tors. In a study by Zanetta et al,46 the functionality of 5
different portable ventilators and 3 ICU-type ventilators
used for transport was examined. The investigators created
3 different lung mechanic scenarios with a test lung: nor-
mal, ARDS, and obstructive disease. They found that VT

delivery, resistance to exhalation, and triggering sensitiv-
ity varied substantially among the different ventilators.46

This was especially true with the portable ventilators. There
were differences among the 3 ICU-type ventilators as well,
but not to the same extent.46 Chipman et al47 evaluated 15
transport ventilators both on the bench (with varied lung
mechanics) and in sheep weighing approximately 30 kg
with normal lungs and then again in injured lungs. They
found that all of the ventilators could ventilate healthy
lungs.47 However, VT levels varied considerably in the
face of decreased compliance and/or increased resistance
to the point that the authors concluded that only 4 were
able to ventilate the saline-lavaged injured lungs.47 Also, a
majority of the ventilators could not ventilate on battery
power alone, and, like the VT levels, battery duration and
oxygen consumption varied considerably between de-
vices.47 The authors concluded that only 2 of the 15 trans-
port ventilators would work appropriately when transport-

ing patients with high ventilatory requirements.47 In a more
recent bench study of 8 transport ventilators, Boussen et al41

evaluated their ability to deliver a set VT under normal
conditions, ARDS conditions, and obstructive conditions.
The group also evaluated the performance of the triggering
system and the quality of rise to pressure. They found that
there were significant differences in VT delivery. The error
range was �5 to 53%.41 They also found that the turbine-
based transport ventilators achieved better tidal volume
delivery and trigger sensitivity than the pneumatic venti-
lators.41 Blakeman and Branson40 examined the perfor-
mance of 4 commonly used transport ventilators and found
that there were significant differences in performance across
a wide spectrum of operation, including triggering sensi-
tivity, battery duration, FIO2

stability, gas consumption,
and VT accuracy. The rise to pressure time also differed
greatly. The devices that had the fastest rise time had the
greatest pressure overshoot.40 Clinically, this may be im-
portant because a rapid rise time setting may cause turbu-
lent flow in the circuit, potentially overwhelming the pa-
tient. Setting the rise time too slow may result in a delay
in reaching the set pressure or the possibility that the set
pressure may not be reached at all. This would result in air
hunger or flow asynchrony with an undue increase in the
work of breathing. Perhaps the largest study to date was
done by L’Her et al.48 This group evaluated 26 different
emergency and transport ventilators that were grouped into
4 different categories depending on sophistication: (1) ICU-
like, (2) sophisticated, (3) simple, and (4) mass casualty.
They examined VT delivery with different respiratory me-
chanics and asynchrony index, among other things. Al-
though the VT values of the ICU-like and the sophisticated
ventilators were within a 10% accuracy range, there will
still substantial differences among the devices in every
category.48 They were also affected to a certain degree by
changing respiratory mechanics (Fig. 1).48 The group also
examined the presence of patient-ventilator synchrony in
the presence of leaks (which is not uncommon during
transport) and found that most of the ventilators exhibited
an asynchrony index of �10%. (Fig. 2).48 The asynchrony
index is defined as the number of asynchronous breaths/
total number of breaths, and the threshold of 10% rep-
resents whether the patient is considered synchronous
with the ventilator. Some of the sophisticated ventila-
tors even outperformed the ICU-like ventilators in this
study.48 Of note is that patient-ventilator asynchrony
has the potential to occur in 3 different phases during
inspiration: (1) The initiation of the breath (ineffective
triggering or autocycling), (2) flow asynchrony (flow
starvation or a flow so rapid that it leads to double
triggering), and 3) cycle asynchrony (breath ends either
too early or too late for the patient). The consequences
of patient-ventilator asynchrony could be an increase in
the work of breathing due to the patient fighting the
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ventilator and excessive sedation. Even in the ICU set-
ting with the most sophisticated ventilators, it has been
estimated that patient ventilator asynchrony is around
24%.49

Battery function and duration are also extremely impor-
tant factors for optimal performance of portable ventila-
tors. Intrahospital transports may take patients into envi-
ronments where electricity is not immediately available.
No industry guidelines currently exist for battery duration.
The American Association for Respiratory Care guidelines
recommend portable ventilator minimum battery duration
of 4 h at nominal settings.3 There are several factors that
can affect battery duration, however. These include ven-
tilator settings (higher settings will shorten battery dura-
tion), battery type and size, and ventilator operating char-
acteristics and drive systems. As was pointed out earlier,
there are significant differences in battery duration among

the various transport ventilators.40,47 An earlier study by
Blakeman et al50 found that VT decreased in some of the
portable ventilators studied toward the end of battery du-
ration. Clinically, this could contribute to hypercarbia and
respiratory acidosis. Gas consumption is another important
consideration with the use of portable ventilators. Operat-
ing characteristics of the ventilators and ventilator settings
confound the problem of determining oxygen usage and
calculating how long a tank will last. For instance, larger
tidal volumes and higher breathing frequency will result in
more gas consumption, whereas smaller tidal volumes and
lower breathing frequency result in less gas consumption.
The other operating characteristic affecting gas consump-
tion is bias flow. Manufacturers utilize this continuous gas
flow through the ventilator circuit to facilitate triggering
and stabilize PEEP, but it results in increasing the gas
consumption from the tank.

Fig. 1. Individual tidal volume delivery according to respiratory mechanics changes with ICU-like (A), sophisticated (B), simple (C), and mass
casualty/military ventilators (D). R � different values of resistance (5, 10, and 20 cm H2O/L/s) in combination with different compliance (30,
70, and 120 cm H2O/L). Dotted lines represent the 10% accuracy range, whereas dashed lines represent the 5% accuracy range. *, P � .05;
**, P � .005. From Reference 48, with permission.
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Adverse Events With Portable Ventilators

Although not necessarily a common occurrence, venti-
lator malfunction can and does happen. A study by Beck-
mann et al51 examined the incidence of equipment mal-
function from a report of incidents submitted to the
Australian Incident Monitoring Study in Intensive Care in
a 6-y period. They found a total of 75 equipment-related
incidents, of which 4 incidents were transport ventilator
malfunction.51 Other observations made during this study
pertaining to potential risk factors include inadequate train-
ing, poor maintenance, unavailability of equipment, inex-
perience, and haste.51

In another study, Papson et al1 looked at unexpected
events during transport. Of 277 equipment-related unex-
pected events in 339 transports, 11 were ventilator failures
and 18 were ventilator circuit leaks.1 As with any piece of
electronic equipment, clinicians must be aware that mal-
function is a possibility. They must also be aware of any
malfunction history with the type of transport ventilator
that is being used in their institution.

Magnetic Resonance Imaging

In MRI suites, there are a number of issues with conven-
tional ventilators due to their ferromagnetic components.
These include an increased risk of projectile events, degra-

dation of image quality, and compromised ventilator perfor-
mance. To be MRI-compatible, ventilators have to have their
ferromagnetic components replaced with non-ferromagnetic
ones. Due to this, it is conceivable that the MRI-compatible
ventilators may have even more variability in the ventilation
parameters. Chikata et al42 evaluated 4 MRI-compatible ven-
tilators in volume assist control with 3 different VT settings.
They found statistically significant differences in delivered
tidal volumes and PEEP. The VT range of error was 28.1–
25.5%, and the PEEP range of error was �29.2 to 42.5%.
Due to the wide variation in ventilator function, the authors
concluded that patients undergoing an MRI on mechanical
ventilation need to be monitored closely both from respira-
tory and hemodynamic standpoints.

Adverse Events With Manual Ventilation

It has been reported that manual ventilation during trans-
port has the potential to present some problems, namely the
inability control airway pressures and tidal volumes.29-31,39

However, if we examine the evidence more closely,
some inconsistencies become apparent. For example,
there is no definition for being adequately trained in
manual ventilation. This leads to the fact that the con-
trol groups may not be adequately matched to the in-
tervention group.

Fig. 2. Asynchrony management under different levels of leaks with ICU-like (A) and sophisticated ventilators with (B) and without (C)
noninvasive ventilation (NIV) mode. Asynchrony index (AI) values are shown as a percentage of respiratory efforts in pressure support and
PEEP of 5 cm H2O. Dotted lines represent the asynchrony index clinical level of significance (10%). Three levels of leaks are shown: L1 �
3.5–4.0 L/min, L2 � 5.0–7.0 L/min, and L3 � 9.0–12.5 L/min. *, P � .05; **, P � .005. From Reference 48, with permission.
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In the study by Nakamura et al,39 ABGs were assessed
at different points during the transport process. They con-
cluded that a transport ventilator provides more consistent
ventilator support than manual ventilation.39 Of note is
that the patient-specific ICU physicians were the ones who
provided manual ventilation. However, there is no men-
tion of the level of training in manual ventilation, and the
fact that it was not the same physician performing manual
ventilation in every case opens the possibility that the
techniques could have varied significantly. The authors
also cited more variation in pH in the manual ventilation
group. Although this is true, a closer look at the pH levels
reveals that during manual ventilation, the pH values were
actually closer to the target of 7.40 at each measurement
point than for the group that received ventilation with the
transport ventilator (7.44 vs 7.46, 7.41 vs 7.48, and 7.45 vs
7.46).39 The investigators also reported that the PaO2

/FIO2

dropped in 5 subjects in the manual ventilation group.39

However, there was no explanation of what may have
caused this. Did the subjects suffer some compromise or
was it actually a result of the method of ventilation? The
blinded ICU physicians also adjusted the PEEP levels “on
the fly,” with the result being higher overall PEEP levels
in the manual ventilation group with no airway pressure
monitoring available. One possible explanation for deteri-
oration could be that these PEEP adjustments made with-
out the visual display of a manometer could have led to
overdistention, resulting in lower PaO2

/FIO2
values.

In the study by Gervais et al,30 ABGs were collected
before and after in 30 ventilated subjects. These subjects
were separated into 3 groups: manual ventilation alone,
manual ventilation with VT being measured, and a porta-
ble transport ventilator. As was the case in the study by
Nakamura et al,39 the clinicians performing manual ven-
tilation in the first 2 groups were the accompanying phy-
sicians (of unknown expertise level), and they used their
own clinical judgment to guide ventilation.30 Again, a va-
riety of physicians were involved, weakening the impor-
tance of the manual ventilation group. What is also of
interest in this particular study is that the differences in
PaCO2

were less in the manual ventilation group that mon-
itored VT versus the manual ventilation group without VT

monitoring, suggesting that monitoring VT during manual
ventilation helps to minimize hypercarbia or hypocarbia.30

Hurst et al31 compared ABGs with clinician-controlled
manual ventilation versus the use of a transport ventilator in
28 subjects admitted to the emergency department. The re-
sults indicated that PaCO2

and pH varied considerably in the
manual ventilation group.31 They concluded, based on their
results and those of Gervais et al,30 that “our data and those
of others suggest that use of a portable ventilator OR a system
which allows visual assessment of delivered tidal volumes is
the preferred method of ventilator support.”31 Thus, the im-
portant factor may, in fact, be that the clinician can see the

delivered VT and pressures and react instantaneously. In this
particular study, the authors did indicate that the clinician
providing manual ventilation was experienced (respiratory
therapist or registered nurse).31 However, they do not define
experienced, so it is unclear whether they meant years of
service or experienced specifically with manual ventilation.

Weg and Haas52 performed an early single-blind pro-
spective study of 20 subjects requiring transport who re-
ceived manual ventilation. ABGs were taken at different
points: before the transport, during the transport, and after
the transport had concluded. They reported that the ABGs
did not vary to any clinically important degree except in 2
subjects.52 However, in one subject, the oxygen was acci-
dentally disconnected, and in the other, a decrease in PaCO2

was associated with a clamped chest tube. They concluded
that manual ventilation during transport is indeed safe pro-
vided that the clinician is trained to approximate the set-
tings on the ICU ventilator.52

Bowman et al14 looked at 27 neonatal professionals who
performed manual ventilation on a test lung that simulated
a 3-kg infant. The clinicians were provided pressure and
volume displays, and they were assessed during periods of
altered lung mechanics. They found that having the pres-
sure displayed during ventilation helped slightly in adjust-
ing to changing compliance, but this result increased dra-
matically when the volume was displayed as well.

Consideration of the evidence leads to the conclusion
that it is not merely manual ventilation that contributes to
ventilation variations but operator training, expertise, and
visual cues. A properly trained clinician should be able to
adequately ventilate a patient, provided that he or she has
appropriate training and volume/pressure visual access.
Variations may still exist with manual ventilation, but they
would be minimized. These studies bring to light the im-
portance of appropriate training when it comes to manual
ventilation. Unfortunately, there are no rigid standards for
this, and the onus should be on each institution for proper
manual ventilation training and competency maintenance.

Advantages of Manual Ventilation

There are several advantages to using manual ventila-
tion during transport. The first and most obvious is cost.
The cost of portable and manual ventilators varies from
institution to institution. However, if we assume for argu-
ment’s sake that a manual resuscitator costs about $25 and
a portable ventilator with circuitry about $12,000, then this
represents a huge cost savings. This cost does not even
include maintenance, staff training, and ongoing compe-
tency. Second, there is the logistical issue of space on and
around the bed. The more equipment that is involved, the
less space that the clinicians have to work in. Some por-
table ventilators are placed on the bed, whereas others
need to be dragged along. This extra congestion on and
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around the bed can limit clinicians’ access to the patient.
Third, equipment failure is another possibility. Although
portable ventilator failure is not common, when it does
happen it is not a quick, easy fix. Failure of a resuscitation
bag, on the other hand, can most likely be fixed quickly at
the bedside, especially with experienced staff. Fourth, gas
consumption is constant with manual ventilation. How-
ever, as mentioned previously, gas consumption with por-
table ventilators varies, depending on ventilator character-
istics and ventilator settings. Fifth, clinicians also need not
be concerned about battery duration, since there are no
electronics involved with manual ventilation. Finally, other
than cost, perhaps the biggest advantage of manual venti-
lation is setup time. A portable ventilator requires circuit
setup, ventilator prechecks, and the setting of parameters.
A manual resuscitator can be quickly set up, and the trans-
port can begin within minutes.

Manual Ventilation Still Used Today

Although improvements have been made to portable
ventilators, manual ventilation is still used in a variety of
clinical situations, including (1) transport of patients to
and from the operating theater, (2) transport of patients
from the emergency department to the ICU, diagnostics,
the operating theater, and the hyperbaric chamber, and (3)
during rapid responses/codes and the subsequent transport.
In many cases, manual ventilation is used because there
may not be time to set up and pretest the portable venti-
lator appropriately before the patient needs to be moved.

Although situations still exist where manual ventilation
is the preferred method during transport (for whatever rea-
son), advanced training and the use of manometers and VT

displays are sorely lacking. When it comes to manual ven-
tilation, most clinicians’ training is fairly basic: how to
attach the resuscitation bag, how to stabilize the endotra-
cheal tube during transport, and how to watch for the
effectiveness of the ventilations. Historically, not much
attention has been paid to the delivered VT levels and/or
ventilating pressures.

Summary of the Con Position

Although the use of portable ventilators during transport
is gaining more popularity, the argument can made that
there is still wide variability among the different transport
ventilators. Many transport ventilators have trouble effec-
tively ventilating in the face of worsening mechan-
ics.40,41,46-48 Clinicians must have a keen awareness of the
capabilities and limitations of their institution’s transport
ventilators to optimize patient safety during transport. Al-
though arguments have been made that manual ventilation
results in more ventilator variation, it is important to keep
in mind that all of the evidence uses surrogate end points,
such as ABGs and hemodynamic parameters. There are no

studies that we are aware of that have examined mortality
outcomes. We have no idea whether the use of portable
ventilators or manual ventilation during transport has any
effect on mortality. In summary, there is still a place for
manual ventilation during transport. However, to be effec-
tive, there needs to be much more emphasis on advanced
training focusing on lung protection. Also, manometers
and VT displays are valuable tools that should be utilized
to help the clinician ventilate in the safe zone.

Conclusions

The increase in mechanically ventilated patients will un-
doubtedly result in an escalation in the number of patients
requiring ventilatory support during transport. Although there
are a wide variety of ventilatory support devices available,
careful consideration must be given before transport to ensure
that the equipment selected provides adequate ventilation in a
safe and effective manner. Although cost may be a consid-
eration, the advanced features and performance of modern
sophisticated transport ventilators are clearly superior to man-
ual ventilation. Their use should be considered the standard
of care for patients requiring high levels of ventilatory sup-
port. Although a manual resuscitator should accompany ev-
ery patient during transport for use during an emergency,
their usage otherwise should be limited to the less critically ill
patients and should incorporate or be supplemented with a
means to monitor delivered pressures and VT. Finally, one
inarguable fact remains, that more so than any piece of equip-
ment, ensuring the patient is safely ventilated during transport
ultimately relies on the skill and knowledge of the accompa-
nying caregiver.
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Discussion

Holets: I didn’t have it in my slides,
but we were talking about MRI, and
there are a couple of new ventilators
out there that are actually built for MRI
use. Has anybody here used those or
evaluated them?

Kacmarek: No, but I’d like to know
what they are.

Holets: Hamilton has one. It’s actu-
ally yellow. It’s supposed to maintain
VT accurately, but I haven’t seen any
evaluations of it.

Davies: MRI ventilators are also
only effective a certain distance out
from the scanner. At our institution,
we do check our MRI ventilators be-
fore they are put into clinical use. For
safety reasons, we also tether a certain
distance away from the scanner.

Kallet: How many of us have crite-
ria for when to use a transport venti-
lator? Do we transport everybody
who’s intubated on one versus hand-
ventilating them?

Holets: Our policy now is all intu-
bated patients are supposed to be on a
portable ventilator. They’re supposed
to be; occasionally, however, they
aren’t. Usually, it is patients coming
from the OR [operating room] being
manually ventilated by a non-respira-
tory therapist.

Kacmarek: If a therapist does a
transport, we’re supposed to use a
transport ventilator all the time. Ob-
viously, there are circumstances where
that doesn’t happen. But for the same
reason, anesthesia does not use a trans-
port ventilator; they bag patients. We
simply do not have the personnel to
take every anesthesia case to the OR
and to bring them back. What we’ve
done in cardiac surgical patients is a
therapist sets up the ventilator with an
agreed upon standard approach to ven-
tilation, has it all ready, and all anes-

thesia has to do is attach it and turn it
on. But in the other ICUs, we trans-
port some on portable ventilators, but
there are still a number of transports
that are being done by anesthesia, and
I’m not sure how to fix it, to be quite
honest with you.

Kallet: We actually had a policy for
years about that. We did a study back
in the ‘80s looking at deterioration and
gas exchange intra-operatively, so ev-
ery patient had to be transported.1 Our
policy grew out of that study, and
essentially it was PEEP of �10
cm H2O or a high minute ventilation
of �10 L/min. But we’ve got person-
nel issues too that made this frustrat-
ing from a staffing perspective. For
example, we’ll have someone on 40%
and 5 cm H2O of PEEP on ARDSNet
settings with a minute ventilation
of 7 L at a frequency of 22 or 24
breaths/min. The resident or nurse
anesthetist would ask for a full venti-
lator transport. And it’s like, “Seri-
ously? We have to transport someone
on a ventilator because you can’t count
to 3 and give a patient maybe a slightly
larger breath?” It seems like the prob-
lem with manual ventilation for trans-
porting patients is sometimes a self-
inflicted one of dumbing down patient
care. And I don’t like to use that phrase,
but it’s appropriate. In the old days, a
seasoned clinician would kind of fig-
ure it out. What’s the minute ventila-
tion demand, what’s the approximate
frequency? Being a drummer I’m used
to counting, but it’s not that hard to
do! So, I’m not sure every patient needs
it.

Kacmarek: The patients I worry
about most are the ones who are breath-
ing spontaneously, where the interac-
tion with manual ventilation is terri-
ble. You watch people ventilating,
and they’re talking to other clinicians
and their ventilation and the patient
are totally out of sync. Dean showed
that the work of breathing during spon-
taneous breathing through a manual
ventilator is horrendous.2 The skill in

identifying the beginning of the breath
and ability to supplement it immedi-
ately is not there. I don’t care how
good you are, it just doesn’t happen
the right way. So those are the ones I
worry about. We had the same policy
that if patients were really sick, we
would transport them, but it got to be
less sick, and less sick, until they
wanted everybody transported.

Kallet: We use modified Jackson cir-
cuits, which I think are more amena-
ble even with somebody who’s breath-
ing spontaneously; you can kind of
feel the bag collapse and assist it. Man-
ual resuscitators, I think, are very hard
to use with anybody breathing spon-
taneously.

Berra: I would like to ask a ques-
tion regarding the reluctance of anes-
thesiologists to learn the use of these
portable ventilators: What did you do
with this information? The anesthesi-
ologists should learn the use of ven-
tilators; it is part of their job. If I go to
work to a different institution, I will
probably need to learn different ven-
tilators. It’s a very simple concept. I
don’t understand where the problem
is; why can’t the anesthesiologist learn
and use the portable ventilators? I have
a second question: When do you use
paralysis for patient transport? At our
institution, it is left to the discretion of
each attending/team. What are your
thoughts about that?

Davies: The slide I showed was just
some feedback that I got from a few
of our anesthesiologists. We have quite
a few anesthesiologists, and they’re
busy, so trying to train them on our
transport ventilators would be a huge
undertaking. Plus there’s the fact that
we have several different types of
transport ventilators. Some of them are
fairly sophisticated, which would re-
quire more in-depth training. They did
say if a respiratory therapist wanted to
accompany them on the transport they
would be fine with the transport ven-
tilator. But, if not, they feel it would
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be safer for them to bag the patient.
That’s their opinion, and I don’t know
how to change that unless we have a
lot of staff for training purposes. If we
need to paralyze the patient for trans-
port, we conduct a 30-min trial on the
transport ventilator post-administra-
tion to ensure delivery of appropriate
ventilatory parameters. If time allows,
we may try and do a 10-20-min trial
post effect on respiratory mechanics.

Kacmarek: You have to for most
MRIs, because they move. You have
to paralyze them.

Davies: We try not to paralyze, but
heavily sedate. However, there are
cases where paralytics are needed.

Kacmarek: Right. So, Lorenzo
[Berra] you’re from a different world,
meaning you were trained in Italy,
where you learned how to use a me-
chanical ventilator from the beginning
of your training. That’s not the case
here, and there’s not the appreciation,
I believe, from the anesthesia staff un-
less they have an acute interest in me-
chanical ventilation to pay attention
to the details. I would venture to guess
that although anesthesia staff know
how to operate the anesthesia ventila-
tor, their understanding of how the
ventilator works or if you asked them
to set up the vent from scratch they
would have difficulty. I’m talking
about anesthesia machines because
you have anesthesia techs who do all
of that.

Berra: Maybe for training purposes
for anesthesiologists it is during their
residency. At our institution, residents
have to set up the ventilators every
morning before surgery. It seems to
me that if an institution has transport
ventilators, anesthesiologists and ther-
apists should learn how to use them.
A PEEP valve and bagging does not
have the same efficacy (and safety)
profile for a patient with 20 cm H2O
PEEP and ARDS.

Kacmarek: Those patients get trans-
ported properly all the time. It’s the
less sick patients who are the ones
that may not be transported properly.
Although we are actively trying to
change that.

Davies: Our biggest obstacle is the
sheer number of patients transported
to and from the OR on both capital
equipment and personnel required for
training. I do agree with Bob [Kac-
marek]; in my opinion, the residents’
interest and focus are not on the ven-
tilator as much as they should be.

Branson: Based on the paper from
Masaji’s group3 and my own experi-
ence, a lot of these ventilators that we
use for MRI are downright terrible.
They can’t provide a consistent rate,
they can’t provide a consistent FIO2

or
VT, and I don’t understand the need
for these devices. I’m not the director
of respiratory therapy, but if I were in
charge, I would buy a good MRI-
compatible ventilator and just leave it
in the MRI suite. And use my regular
transport ventilators to take patients
back and forth. I think the money be-
ing spent on these ventilators that are
just MRI-compatible is, quite frankly,
a waste and not efficient for caring for
those patients. We just had a sentinel
event with a patient during transport.
The question is: When you take some-
body to any of these remote places,
does the therapist stay or does the ther-
apist go? The lack of alarms on MRI
ventilators is an issue.

Kallet: Generally, the therapist
stays, although we function with a
fairly low level of staff, so it depends
on acuity and the stability of the pa-
tient. If they’re very unstable, we don’t
leave. If it’s a computed tomography
scan, it’s so quick we might as well
stay.

Davies: For us, it depends on the sta-
bility of the patient. We are fortunate
that the scanners are located on the
first floor not far from the emergency

department. Because we staff the
emergency department 24/7, we have
the ability, in some cases, to have the
emergency department therapist watch
over the patient or be quickly avail-
able, if needed. This would depend, of
course, on what was going on in the
emergency department; effective com-
munication is essential in these sce-
narios.

Holets: We transport and stay with
them. Except for the MRI suite where
anesthesia takes over. What’s inter-
esting is our therapists are pretty good
ventilator managers, so more and more
we’re asked to come down to the OR
and bring the transport ventilator,
which works better than some of the
anesthesia machines. So we might stay
a long time in those cases and then
transport them back.

Kacmarek: We’re supposed to stay
if at all possible, but I would agree
that there are times when therapists
don’t stay because there are other de-
mands and they’re being paged out
for other circumstances, etc. We had
the same issue as Steve [Holets], but
we had to stop that. We had to say,
“We cannot come to the OR.” You
have new anesthesia machines that are
equivalent to ICU ventilators. I just
don’t have the staff to put somebody
for half a shift or longer into the OR,
especially now that we have appropri-
ate anesthesia ventilators. So we’ve
stopped doing that.

Branson: I think the anesthesia is-
sue is another process issue. Because
an anesthesiologist or a CRNA (cer-
tified registered nurse anesthetist) over
the course of a week ventilates, say,
50 or 60 patients. And most of them
go to the recovery room from the OR
and then pull the tube out. Then the
one critically ill patient they have to
get that week, it’s a different para-
digm. They’re thinking, “I do this all
the time,” but it’s just a matter of mak-
ing people aware that the critically ill
patient requires more than what you
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do normally. Does anybody want to
speak to that?

Hurford: You’re all just having so
much fun anesthesia bashing.

Branson: I don’t think I’m bashing.
Everything in the hospital is a pro-
cess, right? If you do something the
same way 100 times and then the 101st

time it’s completely different, you still
will approach it the same way you
normally do. It’s just a matter of aware-
ness.
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