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BACKGROUND: An objective method to evaluate thoracoabdominal movement is needed in daily
clinical practice to detect patients at risk of hypoventilation and to allow for timely interventions in
neuromuscular diseases. The clinical feasibility, reliability, and validity of a newly developed method
for quantifying respiratory movement using fiber grating sensors, called the Respiratory Movement
Evaluation Tool (RMET), was evaluated. METHODS: The time needed to measure respiratory
movement and the usability of the measurement were determined by 5 clinicians using the Quebec
User Evaluation of Satisfaction with Assistive Technology (QUEST) 2.0 questionnaire. Thoracoab-
dominal movement was measured using RMET 3 times in 10 healthy subjects to evaluate intraclass
correlation coefficients (ICC). The subjects were encouraged to breathe 10 times while voluntarily
changing the amount of air during ventilation simultaneously with the RMET and a spirometer,
and their correlations were evaluated to test validity using Pearson’s product-moment correlation
coefficients. The same measurements were also performed in 10 subjects with Duchenne muscular
dystrophy. RESULTS: Real-time recordings of thoracoabdominal movements were obtained over
a mean time of 374 � 23.9 s. With QUEST 2.0, the median score of each item exceeded 3 (more or
less satisfied). In healthy subjects, ICC(1,1) ranged from 0.82 to 0.99, and ICC(2,1) ranged from
0.83 to 0.97. Significant correlations were observed between the respiratory amplitudes measured
with RMET, and the amount of air during ventilation was measured with a spirometer (r � 0.995,
P < .001). In subjects with Duchenne muscular dystrophy, ICC(1,1) ranged from 0.87 to 0.97, and
ICC(2,1) ranged from 0.84 to 0.99. The respiratory amplitudes measured with RMET correlated
significantly with the amount of air during ventilation with a spirometer (r � 0.957, P < .001).
CONCLUSIONS: We developed a novel method of quantifying respiratory movement called RMET
that was feasible to use in daily clinical practice. Key words: breathing; breathing movement; device;
motion analysis; chest wall; abdominal wall; Duchenne muscular dystrophy; pulmonary function test.
[Respir Care 2017;62(4):423–431. © 2017 Daedalus Enterprises]

Introduction

In neuromuscular diseases, respiratory impairment is a
major cause of morbidity and mortality.1 The consequences

of progressive respiratory muscle weakness are low tidal
volume, ineffective cough, recurrent respiratory infections,
progressive airway obstruction, and sleep-disordered
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breathing, ultimately leading to alveolar hypoventilation
and respiratory failure.2 Assessment of respiratory func-
tion, which includes spirometry, maximum inspiratory and
expiratory pressures, cough peak flow, and blood gas anal-
ysis, has been shown to generally facilitate the prevention
of complications.3

Decreased mobility of the chest wall is one of the major
causes of alveolar hypoventilation and respiratory failure
in neuromuscular diseases.2,4 Respiratory muscle weak-
ness results in low tidal volumes with disease progres-
sion.2,4 Low tidal volumes lead to decreased mobility of
the chest wall caused by reduced rib cage distention, which
allows contractures of costovertebral joints and stiffening
of chest wall tendons and ligaments.2 Finally, decreased
compliance of the rib cage and subsequent muscle fatigue
result in progressive declines in tidal volume and alveolar
hypoventilation with hypoxemia and hypercarbia.5

Lung volume recruitment techniques have been reported
to be effective for neuromuscular diseases to prevent con-
tractures of the chest wall and maintain the compliance of the
lung.6-8 Therefore, an objective method to evaluate thora-
coabdominal movement is needed in daily clinical practice
to detect patients at risk of hypoventilation and to allow
for timely interventions.

Conventional methods that assess mobility of the chest
wall include a magnetometer,9 respiratory inductance pleth-
ysmography,10 stretching belts,11 the Respiratory Move-
ment Measuring Instrument,12 optoelectronic plethysmog-
raphy,13,14 magnetic resonance imaging,15,16 and a breathing
movement measuring device.17,18 Use of these methods,
except for optoelectronic plethysmography, to assess tho-
racoabdominal movement in neuromuscular diseases has
not been reported.

Optoelectronic plethysmography has been used for the
assessment of thoracoabdominal movement in neuromus-
cular diseases.19-21 Reliability of the optoelectronic plethys-
mography method in healthy subjects has been reported,
with intraclass correlation coefficient (ICC)(1,1) and
ICC(2,1) being over 0.75.22,23 The validity of the opto-
electronic plethysmography method was evaluated in dif-

ferent populations, such as healthy subjects and subjects
with COPD, by comparing tidal volume and inspiratory
capacity obtained by means of this instrument with those
measured by a spirometer.22,24 However, some hurdles must
be overcome before it can be used in daily clinical prac-
tice. It requires 4 cameras from multiple directions and 86
markers to obtain accurate measurement of ventilatory pa-
rameters, as well as 45–60 min to perform the measure-
ments by 2 persons, excluding time needed for equipment
setup and volume estimation.13 In addition, a wide area of
8.0 � 1.5 � 1.5 m is needed to perform the measure-
ments.13

The potential to evaluate respiratory functions with a
new device called a fiber grating vision sensor has been
reported.25,26 The fiber grating sensor is a 3-dimensional
image sensor that monitors respiratory movement without
contact.25 The fiber grating sensor can detect changes of
hundreds of infrared light spots on the body surface in the
vertical direction (�Z) with each breath. Additionally, this
sensor has the advantages of being portable and easy to
use in all clinical environments.26

We developed a novel quantitative method to assess
respiratory movement using fiber grating sensors called
the Respiratory Movement Evaluation Tool (RMET) to
analyze thoracoabdominal mobility in neuromuscular dis-
eases. The purpose of this study was to demonstrate its
clinical feasibility, inter- and intra-rater reliabilities, and
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QUICK LOOK

Current knowledge

Decreased mobility of the chest wall is one of the major
causes of alveolar hypoventilation and respiratory fail-
ure in neuromuscular diseases. Optoelectronic plethys-
mography has been used for the assessment of thora-
coabdominal movement, however, there are hurdles to
overcome for use in daily clinical practice in terms of
time and space needed. The potential to evaluate respi-
ratory function with a new device called a fiber grating
vision sensor has been reported.

What this paper contributes to our knowledge

We developed a novel method for assessing thoracoab-
dominal movement in neuromuscular diseases called
the Respiratory Movement Evaluation Tool (RMET)
using a fiber grating vision sensor. The RMET demon-
strated an acceptable level of time needed for measure-
ment of respiratory movement and sufficient usability
by clinicians. Although it was a small sample size,
RMET measurements demonstrated sufficient reliabil-
ity and validity in healthy subjects and in subjects with
Duchenne muscular dystrophy.
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concurrent validity. The hypothesis of this study is that
RMET is feasible to use in daily clinical practice and has
excellent inter- and intra-rater reliabilities and high con-
current validity for healthy subjects and subjects with Duch-
enne muscular dystrophy.

Methods

Participants

The first group consisted of 10 healthy participants. The
inclusion criteria were: (1) age �20 y; (2) no history of
smoking; and (3) body mass index �30 kg/m2. The ex-
clusion criteria were: (1) history of a respiratory disorder;
(2) history of respiratory trauma; (3) history of scoliosis;
and (4) history of a neurological disorder.

The second group of participants consisted of 10 sub-
jects with Duchenne muscular dystrophy. The inclusion
criteria were: (1) diagnosed with Duchenne muscular dys-
trophy by genetic testing; (2) Cobb angle �10°; and (3)
body mass index �30 kg/m2. The exclusion criteria were:
(1) diagnosis of exacerbation of chronic respiratory failure
due to acute pneumonia at that moment; and (2) the sub-
ject could not understand instructions due to mental dis-
ability.

Healthy participants were recruited from the staff of
Higashi-Saitama National Hospital as volunteers. The sub-
jects with Duchenne muscular dystrophy were recruited
from the in-patients and out-patients of Higashi-Saitama
National Hospital.

The study was approved by the institutional ethics re-
view board (approval 13-49-2), registered with the Uni-
versity Hospital Medical Information Network (UMIN),
and was performed after written, informed consent was
obtained from the participants and in accordance with the
Declaration of Helsinki (UMIN Clinical Trials Registry No.
UMIN000018408; http://www.umin.ac.jp/ctr/).

The Measurement System

Figure 1 shows how the RMET measurements were
performed using the fiber grating vision sensor system.
The system consists of a fiber grating projector, a charge-
coupled device camera, and a personal computer for data
analysis. The fiber grating projector is composed of a fiber
grating element and a laser source, and approximately 800–
1000 bright spots were projected onto the surface of the
facing object.25

Figure 2 shows an optical pattern diagram of the system.
This system calculates the thoracoabdominal displacement
along the z axis by recording the movement of bright
spots. The figures of bright spots in the image plane move
from (x,y) to (x,y��) across the baseline following the
respiratory movement. Displacement along the z axis is

calculated by the formula1 based on the triangulation prin-
ciple: �Z � h2�/(Dl �h�) [1]) where � is the displacement
of a bright spot, h is the distance from the plane to the lens,
d is the distance from the fiber grating elements and the
lens, and l is the distance from the lens to the image plane.
The resolution of the displacement along the z axis (�Z) is
0.22 mm, which is suitable for precise examination of
respiratory movement.

The participants were asked to wear a prepared T-shirt.
A plain cotton T-shirt was used, and female participants
were examined with their usual undergarments. The sys-
tem was designed so that the markers could be placed on
the T-shirt to avoid skin damage caused by the marker and
also to minimize invasion of privacy. Markers were at-

Fig. 1. Experimental setup for RMET measurement. RMET � Re-
spiratory Movement Evaluation Tool, PC � personal computer,
FG � fiber grating.

Fig. 2. Optical pattern diagram of the fiber grating sensor system.
FG � fiber grating, � � displacement of bright spots, h � the
distance from the plane to the lens, d � the distance from the FG
elements to the lens; l � the distance from the lens to the image
plane.
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tached to the T-shirt on the surface of interest of the thorax
and abdomen with double-faced adhesive tape and wrin-
kles were smoothed as much as possible.

The thoracoabdominal body surface was divided into 6
areas using 13 markers on the T-shirt. Thirteen passive mark-
ers were placed on the sternal notch, fourth rib on the sternal
bone, xiphoid process, umbilical region, middle point of the
anterior superior iliac spine, and both sides of the angle of the
acromion, axilla, along the midclavicular line in the subcostal
region, and the anterior superior iliac spine. The markers
were made of acrylic board pasted with a retroreflective ma-
terial, with a diameter of 30 mm and a thickness of 2 mm.

The light source was used to recognize markers on the
T-shirt and draw lines in several seconds to automatically
divide the thoracoabdominal body surface into 6 areas at
the beginning of the examination. The position of the marker
was recognized by searching for a circle that has a certain
area. A genetic algorithm was used to decide optical pairs
of the dividing lines.

Respiratory amplitude (mm) was defined as the mean
values of the z axis migratory distance (�Z) of the bright
spots on the body surface in each area during respiratory
movement. One respiratory cycle was defined as the pe-
riod from the minimum to the maximum values of the sum
of all respiratory amplitudes. Figure 3 shows the RMET
output screen. The divided areas were summed appropri-
ately to compare the differences between the left and right

parts, the thorax and abdomen parts, and so on. Respira-
tory amplitudes were monitored continuously and displayed
in real time on a personal computer. In addition, the RMET
displayed a circle whose size increased commensurately
with the respiratory amplitudes. These quantitative respi-
ratory amplitudes and circle information can be used for
clinical assessment and feedback to the patients.

A preliminary evaluation was performed to compare the
RMET measurements between T-shirt and naked skin in
order to examine errors caused by wrinkles in the T-shirt
in 10 healthy subjects using a Bland-Altman plot. There
was no bias making a gradient in the plot between the 2
conditions. For the usual breathing, the difference in the
respiratory amplitude was not significant (correlation co-
efficient 0.32, P � .36) (unpublished data). For maximum
breathing, the difference in the respiratory amplitude was
not significant (correlation coefficient 0.18, P � .61) (un-
published data).

Feasibility of the Respiratory Movement Measuring
Instrument

The time needed for measurement of respiratory move-
ments with the RMET was determined in 10 healthy sub-
jects. Time measurement included: (1) starting the RMET
personal computer; (2) attachment of the markers to the
T-shirt on the surface of interest of the thorax and abdo-

Fig. 3. Respiratory Movement Evaluation Tool output scan. The numbers on the bottom show time(s) from the start of the examination.
Colored waves show the change in respiratory amplitude of each divided area, and the displacement values (mm) are displayed in real time.
Numbers on the right side show the mean of the respiratory amplitudes of each divided area, which is calculated in real time and presented
as a colored bar. Colored circles show visual movements of each area. All divided areas are added to one another as grouped areas.
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men with double-faced adhesive tape; (3) instruction to
participants about the measurement; (4) measurement of 1
min of breathing at rest and 3 maximum breaths with the
subject in a comfortable supine position; and (5) removal
of the markers and finishing the test.

For assessing satisfaction with different aspects of the
RMET, the Quebec User Evaluation of Satisfaction with
Assistive Technology (QUEST) 2.0 was used,27 which com-
prises 12 satisfaction items, such as “easy to use” and
“effectiveness.” Three items (repairs and servicing, pro-
fessional service, follow-up services) were not appropriate
for the evaluation of the RMET and, thus, were removed
from the questionnaire. Five clinicians who assessed re-
spiratory movement using the RMET system were asked
to complete the QUEST 2.0 questionnaire. Clinicians an-
swered the questionnaire immediately after using the de-
vice.

Reliability and Validity

Chest wall movement was measured 3 times in 10 healthy
subjects with the RMET to test inter- and intra-rater reli-
abilities. Two of the measurements were performed by the
same examiner, and one measurement was performed by a
different examiner. The order of the measurements in each
session was randomized.

The participants were asked to perform 1 min of spon-
taneous breathing and 3 maximum breaths in a comfort-
able supine position. During the measurements of sponta-
neous breathing, the participants were instructed to rest
comfortably and breathe as usual. In maximum breathing,
they were told to continuously perform 3 maximum breaths.
The respiratory amplitudes of each divided area were cal-
culated based on the average values of 1 min of sponta-
neous breathing and the maximal values of the 3 maxi-
mum breaths.28 Examiners included 6 physical therapists, 3
occupational therapists, and 1 medical doctor, including the
authors. The participants were asked to walk a few minutes
between the measurements and then return to the supine po-
sition. The markers were again placed on the defined points.

In addition, 5 healthy subjects underwent RMET mea-
surement simultaneously with spirometry measurements
to test its validity. From spontaneous breathing to maxi-
mum breathing, the subjects were encouraged to breathe
10 times while voluntarily changing the amount of air
during ventilation in a comfortable supine position. For
example, the first breath was spontaneous breathing at
rest, the second was a slightly deeper breath, and the
third was much deeper. The tenth breath was maximum
breathing. A spirometer was used to record the volume
of each respiration. This method was based on a previ-
ous study.26 The SP-370COPDhyper (Fukuda Denshi,
Tokyo, Japan) with a nose clip and a mouthpiece was used
for spirometry measurements.

The same measurements as in healthy subjects were
performed in 10 subjects with Duchenne muscular dystro-
phy to test its reliability. Between measurements, the sub-
jects sat in their wheelchair for a few minutes, then re-
turned to a comfortable supine position, and the markers
were placed on the defined points. The angles of hip flex-
ion and knee flexion were measured with the subject in the
supine position to confirm that they were in the same
posture. Five subjects with Duchenne muscular dystrophy
performed simultaneous spirometry measurements to test
its validity, in the same manner as the healthy subjects.

Statistical Analyses

Inter- and intra-rater reliabilities were assessed using
ICC Equations 1,1 and 2,1.29 The standard error of the
mean was calculated using the formula SEM � SD/�2.
To assess the validity of the RMET, the sum of 6 areas of
the RMET respiratory amplitudes, and the amount of air
during ventilation measured with a spirometer were di-
vided by each maximum value. These values were defined
as %RMET and %volume, respectively, and their corre-
lations were assessed with Pearson’s product-moment cor-
relation coefficients. Statistical analyses were performed
using statistical software (SPSS Statistics 22.0, IBM, Ar-
monk, New York). The degree of correlation in this study
was defined as: poor (r � 0.40), fair (r � 0.40–0.75), and
excellent (r � 0.75) for ICC,30 and that for Pearson’s
correlation coefficients was defined as: low (r � 0.50),
moderate (r � 0.50–0.70), and high (r � 0.70).31 Values
of P � .05 were considered significant.

Results

Table 1 shows the demographic features of the healthy
subjects and the subjects with Duchenne muscular dystro-
phy. Table 2 shows the clinical features of the subjects
with Duchenne muscular dystrophy.

Table 1. Demographic Features of Healthy Subjects and Subjects
With Duchenne Muscular Dystrophy

Characteristics
Healthy Subjects

(n � 10)
Subjects With DMD

(n � 10)

Age, mean 	 SD y 27.2 	 7.6 21.5 	 11.2
Male/female, n 7/3 8/2
BMI, mean 	 SD kg/m2 20.9 	 2.0 14.7 	 3.5
FVC, mean 	 SD L 4.59 	 1.3 0.69 	 0.3

DMD � Duchenne muscular dystrophy
BMI � body mass index
FVC � forced vital capacity

RESPIRATORY MOVEMENT EVALUATION TOOL IN NEUROMUSCULAR DISEASE

RESPIRATORY CARE • APRIL 2017 VOL 62 NO 4 427



Feasibility of the Respiratory Movement
Measuring Instrument

With RMET, real-time recordings of thoracoabdominal
movements of the 6 divided areas were obtained with
mean 	 SD values of 374 	 23.9 s in 10 healthy subjects,
beginning from start-up of the RMET to the end of the test.
The measurement was well tolerated by the participants,
and no discomfort or adverse effects were reported. Five
healthy subjects were measured in the rehabilitation room,
and 5 were at the out-patient department. Five subjects
with Duchenne muscular dystrophy were measured in the
rehabilitation room, 3 were at the out-patient department,
and 2 were at the bedside.

Table 3 shows the most important items and the median
values of items mentioned by the clinicians using the QUEST
2.0 questionnaire. All clinicians stated that the most impor-
tant system feature was effectiveness, 4 clinicians answered
“easy to use,” 3 clinicians answered safety, and 1 clinician

answered “adjustments,” “dimensions,” and “weight.” The
median score of each item exceeded 3 (more or less satisfied).

Reliability and Validity

Tables 4 and 5 show inter- and intra-rater reliabilities dur-
ing usual breathing and maximum breathing in healthy sub-
jects. For usual breathing, the ICC(1,1) as intra-rater reliabil-
ity, were 0.90–0.99, with SEM values of 0.04–0.35 mm.

Table 2. Clinical Features of Subjects With Duchenne Muscular
Dystrophy

Subject
Age
(y)

Sex Scoliosis Type
Cobb Angle

(Degrees)
FVC
(L)

1 22 Female Left convex 63 0.52
2 20 Male Right convex 12 0.8
3 27 Female Right convex 11 0.65
4 24 Male Left convex 40 0.6
5 26 Male Right convex 23 0.21
6 19 Male Left convex 18 0.61
7 13 Male Right convex 20 1.08
8 15 Male Left convex 55 1.09
9 21 Male Left convex 55 0.68
10 28 Male Left convex 27 0.74

FVC � forced vital capacity

Table 3. Quest 2.0: Most Important Items and Median Values of
Items Mentioned by 5 Clinicians

Items
(Satisfaction With)

Importance
(Number of Clinicians)

Median Score
(Minimum � 0;
Maximum � 5)

Effectiveness 5 4
Easy to use 4 4
Safety 3 5
Adjustments 1 4
Dimensions 1 3
Weight 1 3

The first and second columns show the most important satisfaction items to be considered in a
group of clinicians participating in the focus group. The third column shows the median
values of satisfaction with the selected item.

Table 4. Reliability of the Respiratory Movement Evaluation Tool
in 10 Healthy Subjects During Usual Breathing

Area

Intra-Rater
Reliability

Inter-Rater
Reliability

Respiratory
Amplitude*

ICC
(1,1)

SEM
(mm)

ICC
(2,1)

SEM
(mm)

Mean
(mm)

SD
(mm)

RUth 0.99 0.04 0.92 0.08 0.95 0.75
LUth 0.99 0.04 0.96 0.06 0.90 0.66
RLth 0.96 0.11 0.83 0.17 1.60 0.90
LLth 0.98 0.05 0.86 0.12 1.40 0.70
RA 0.94 0.25 0.96 0.18 4.56 1.51
LA 0.90 0.35 0.97 0.17 4.64 1.83

* The respiratory amplitudes of each divided area were calculated based on the average values
of 1 min of spontaneous breathing.
ICC � intraclass correlation coefficient
SEM � standard error of the mean
RUth � right upper thoracic
LUth � left upper thoracic
RLth � right lower thoracic
LLth � left lower thoracic
RA � right abdominal
LA � left abdominal

Table 5. Reliability of the Respiratory Movement Evaluation Tool
in 10 Healthy Subjects During Maximum Breathing

Area

Intra-Rater
Reliability

Inter-Rater
Reliability

Respiratory
Amplitude*

ICC
(1,1)

SEM
(mm)

ICC
(2,1)

SEM
(mm)

Mean
(mm)

SD
(mm)

RUth 0.92 0.77 0.93 0.76 14.60 3.58
LUth 0.90 0.82 0.88 0.85 14.41 2.70
RLth 0.92 0.95 0.92 1.05 18.38 5.01
LLth 0.93 0.70 0.90 0.99 16.72 4.74
RA 0.90 0.89 0.83 1.28 14.96 4.90
LA 0.82 1.55 0.88 1.13 16.34 6.08

* The respiratory amplitudes of each divided area were calculated based on the maximal
values of the 3 maximum breaths.
ICC � intraclass correlation coefficient
SEM � standard error of the mean
RUth � right upper thoracic
LUth � left upper thoracic
RLth � right lower thoracic
LLth � left lower thoracic
RA � right abdominal
LA � left abdominal
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The ICC(2,1) values, as inter-rater reliability, were 0.83–0.97,
with SEMs of 0.06–0.18 mm. For maximum breathing, the
ICC(1,1) values were 0.82–0.93, with SEMs of 0.70–
1.55 mm. The ICC(2,1) values were 0.83–0.93, with SEMs
of 0.76–1.28 mm. All ICCs exceeded 0.75, an excellent level
of correlation.

In healthy subjects, significant and positive correlations
were observed between the respiratory amplitudes measured
with RMET and the amounts of air during ventilation mea-
sured with a spirometer (r � 0.995, P � .001) (Fig. 4). The
value of r exceeded 0.70, a high level of correlation.

Tables 6 and 7 show inter- and intra-rater reliabilities dur-

ing usual breathing and maximum breathing in subjects with
Duchenne muscular dystrophy. For usual breathing, the
ICC(1,1) values were 0.87–0.96, with SEMs of 0.10–
0.26 mm. The ICC(2,1) values were 0.84–0.97, with SEMs
of 0.10–0.19 mm. For maximum breathing, the ICC(1,1)
values were 0.91–0.97, with SEMs of 0.27–0.47 mm. The
ICC(2,1) values were 0.89–0.99, with SEMs of 0.21–
0.49 mm.

The respiratory amplitudes measured with the RMET
were significantly and positively correlated with the amount
of air during ventilation measured with a spirometer in
subjects with Duchenne muscular dystrophy (r � 0.957,
P � .001) (Fig. 5).

Fig. 4. The relationship between volume and Respiratory Move-
ment Evaluation Tool (RMET) percentage in 5 healthy subjects.
Volume % � (amount of air during ventilation measured by spi-
rometer/maximum amount of air during ventilation measured by
spirometer) �100, RMET % � (sum of the RMET respiratory am-
plitudes of each divided area/the maximum sum of the RMET
respiratory amplitudes of each divided area) � 100.

Fig. 5. The relationship between volume and Respiratory Move-
ment Evaluation Tool (RMET) in 5 subjects with Duchenne muscular
dystrophy. Volume % � (amount of air during ventilation measured
by spirometer/maximum amount of air during ventilation measured
by spirometer) � 100. RMET % � (sum of the RMET respiratory
amplitudes of each divided area/ the maximum sum of the RMET
respiratory amplitudes of each divided area) � 100.

Table 6. Reliability of the Respiratory Movement Evaluation Tool
in 10 Subjects With Duchenne Muscular Dystrophy During
Usual Breathing

Area

Intra-Rater
Reliability

Inter-Rater
Reliability

Respiratory
Amplitude*

ICC
(1,1)

SEM
(mm)

ICC
(2,1)

SEM
(mm)

Mean
(mm)

SD
(mm)

RUth 0.94 0.12 0.84 0.10 1.49 0.89
LUth 0.91 0.14 0.84 0.11 1.38 0.80
RLth 0.96 0.10 0.89 0.13 1.78 0.91
LLth 0.91 0.11 0.87 0.10 1.46 0.63
RA 0.96 0.16 0.94 0.19 1.83 1.31
LA 0.87 0.26 0.97 0.13 2.43 1.33

* The respiratory amplitudes of each divided area were calculated based on the average values
of 1 min of usual breathing.
ICC � intraclass correlation coefficient
SEM � Standard error of the mean
RUth � right upper thoracic
LUth � left upper thoracic
RLth � right lower thoracic
LLth � left lower thoracic
RA � right abdominal
LA � left abdominal

Table 7. Reliability of the Respiratory Movement Evaluation Tool
in 10 Subjects With Duchenne Muscular Dystrophy During
Maximum Breathing

Area

Intra-Rater
Reliability

Inter-Rater
Reliability

Respiratory
Amplitude*

ICC
(1,1)

SEM
(mm)

ICC
(2,1)

SEM
(mm)

Mean
(mm)

SD
(mm)

RUth 0.96 0.41 0.98 0.24 3.20 1.97
LUth 0.97 0.30 0.99 0.21 3.34 1.69
RLth 0.97 0.38 0.96 0.41 4.47 2.93
LLth 0.93 0.47 0.94 0.45 4.23 2.84
RA 0.96 0.27 0.89 0.49 3.43 3.37
LA 0.91 0.41 0.90 0.45 4.10 3.34

* The respiratory amplitudes of each divided area were calculated based on the maximal
values of the 3 maximum breaths.
ICC � intraclass correlation coefficient
SEM � standard error of the mean
RUth � right upper thoracic
LUth � left upper thoracic
RLth � right lower thoracic
LLth � left lower thoracic
RA � right abdominal
LA � left abdominal
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Discussion

We developed a novel method using fiber grating sen-
sors to assess thoracoabdominal movement in neuromus-
cular diseases, called the RMET. Measurement with the
RMET was feasible, reliable, and valid in healthy subjects
and in subjects with Duchenne muscular dystrophy.

The measurement can be accomplished in a short period
starting from equipment preparation. The time needed for
measurement was around 6 min, and this seems acceptable
in daily clinical practice. Because of its portability and
easy setup, the RMET can be used in various places. In
addition, the QUEST 2.0 questionnaire showed that clini-
cians scored the RMET as 4 (quite satisfied) for “effec-
tiveness” and “easy to use,” which is an acceptable level of
satisfaction.

The RMET demonstrated satisfactory inter-and intra-
rater reliabilities. Most of the ICCs exceeded 0.75, an
excellent level of reliability. It also had significant corre-
lations with spirometer measurements in healthy subjects.
Reliability of the optoelectronic plethysmography method
in healthy subjects has been reported, with ICC(1,1) and
ICC(2,1) being �0.75,22,23 and its validity has been con-
firmed, with sufficient linear correlations with the amount
of air during ventilation measured by spirometer.22 There-
fore, although it was a small sample size, the RMET had
equivalent reliability and validity compared with that of
optoelectronic plethysmography.

Furthermore, measurement with the RMET in subjects
with Duchenne muscular dystrophy, who had spinal and
thoracic deformities and whose respiratory movements
were small,6 had comparable reliability and validity to
measurement in healthy subjects. Therefore, the RMET is
feasible for evaluating thoracoabdominal movements in
neuromuscular diseases.

This study has several limitations. First, the participants
were limited to healthy subjects and subjects with Duch-
enne muscular dystrophy with a normal or low BMI. Al-
though Duchenne muscular dystrophy can be regarded as
representative of restrictive ventilatory disorders brought
about by respiratory muscle weakness and spinal deformi-
ties, application of the RMET to other neuromuscular dis-
orders and obese people should be examined in future
studies. In addition, further studies are needed to examine
different impairments of lung mechanics, such as in re-
strictive and obstructive diseases. Second, although suffi-
cient reliability and validity were demonstrated, the sam-
ple was small, and a sample size analysis was not performed.
In addition, we have not yet examined responsiveness to
treatment interventions and longitudinal changes with time.
Further studies are needed to investigate the measurement
properties of the RMET, including reliability, validity, and
responsiveness testing, according to the COSMIN (Con-
sensus-based Standards for the Selection of Health Status

Measurement Instruments).32 Third, the method can have
errors brought about by wrinkles, because respiratory move-
ment was examined with and without the subject wearing
a T-shirt. However, we must consider the trade-off be-
tween accuracy of measurement and comfort of the patient
and ease of measurement. The fourth limitation is the ab-
sence of blinding of the assessors. Lastly, the measure-
ment was performed with the subject only in the supine
position. Breathing pattern evaluation in the sitting posi-
tion would provide us with more insight into respiratory
mechanics in daily life. Despite these limitations, the data
presented in this study provide the basis for designing and
conducting a larger scale trial with a more rigorous study
design to test the hypothesis that the RMET has satisfac-
tory reliability, validity, and responsiveness for assessing
thoracoabdominal movements in neuromuscular and other
diseases.

Conclusions

The RMET is feasible for use in daily clinical practice.
Further studies are needed to investigate the measurement
properties of the RMET and its applications for neuromus-
cular and other diseases.

ACKNOWLEDGMENTS

We thank the participants in this study for their cooperation, as well as
Drs Atsuko Anzai and Yuka Yamada; physical therapists Kento Kaneko,
Yo Takino, and Kaoru Noguchi; and occupational therapist Koki Tairaku
for their contribution to recruitment of the participants and data collec-
tion. The authors are also very grateful to the clinical laboratory center
for assistance in data collection. The authors also acknowledge Dr Yohei
Otaka and Dr Katsuhisa Ogata for their contribution to the manuscript
and biostatistician Takayuki Abe for his contribution to statistical anal-
ysis.

REFERENCES

1. Perrin C, Unterborn JN, Ambrosio CD, Hill NS. Pulmonary com-
plications of chronic neuromuscular diseases and their management.
Muscle Nerve 2004;29:5-27.

2. Khatwa UA, Dy FJ. Pulmonary manifestations of neuromuscular
diseases. Indian J Pediatr 2015;82(9):841-851.

3. Hull J, Aniapravan R, Chan E, Chatwin M, Forton J, Gallagher J,
et al. British Thoracic Society guideline for respiratory management
of children with neuromuscular weakness. Thorax 2012;67(Suppl
1):i1-40.

4. Wolfe LF, Joyce NC, McDonald CM, Benditt JO, Finder J. Man-
agement of pulmonary complications in neuromuscular disease. Phys
Med Rehabil Clin N Am 2012;23(4):829-853.

5. Panitch HB. The pathophysiology of respiratory impairment in pe-
diatric neuromuscular diseases. Pediatrics 2009;123(Suppl 4):S215-
218.

6. LoMauro A, D’Angelo MG, Aliverti A. Assessment and manage-
ment of respiratory function in patients with Duchenne muscular
dystrophy: current and emerging options. Ther Clin Risk Manag
2015;11:1475-1488.

7. Kaminska M, Browman F, Trojan DA, Genge A, Benedetti A, Petrof
BJ. Feasibility of lung volume recruitment in early neuromuscular

RESPIRATORY MOVEMENT EVALUATION TOOL IN NEUROMUSCULAR DISEASE

430 RESPIRATORY CARE • APRIL 2017 VOL 62 NO 4



weakness: A comparison between amyotrophic lateral sclerosis, myo-
tonic dystrophy, and postpolio syndrome. PM R 2015;7(7):677-684.

8. Cleary S, Misiaszek JE, Kalra S, Wheeler S, Johnston W. The effects
of lung volume recruitment on coughing and pulmonary function in
patients with ALS. Amyotroph Lateral Scler Frontotemporal De-
gener 2013;14(2):111-115.

9. Gilbert R, Auchincloss JH Jr., Peppi D. Relationship of rib cage and
abdomen motion to diaphragm function during quiet breathing. Chest
1981;80(5):607-612.

10. Davis GM, Cooper DM, Mitchell I. The measurement of thoraco-
abdominal asynchrony in infants with severe laryngotracheobronchi-
tis. Chest 1993;103(6):1842-1848.

11. Nishigaki Y, Mizuguchi H, Takeda E, Koike T, Ando T, Kawamura
K, et al. Development of new measurement system of thoracic ex-
cursion with biofeedback: reliability and validity. J Neuroeng Reha-
bil 2013;10:45.

12. Olsén MF, Romberg K. Reliability of the Respiratory Movement
Measuring Instrument, RMMI. Clin Physiol Funct Imaging 2010;
30(5):349-353.

13. Cala SJ, Kenyon CM, Ferrigno G, Carnevali P, Aliverti A, Pedotti A,
et al. Chest wall and lung volume estimation by optical reflectance
motion analysis. J Appl Physiol 1996;81(6):2680-2689.
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