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BACKGROUND 

Previous bench studies suggest that dynamic hyperinflation may occur if Intrapulmonary 

Percussive Ventilation (IPV) is superimposed to mechanical ventilation in volume controlled 

continuous mandatory ventilation mode (VC-CMV). We tested the hypothesis that pressure 

controlled continuous mandatory ventilation mode (PC-CMV) can protect against this risk. 

METHODS 

ICU ventilator was connected to an IPV device cone adaptor attached to a lung model 

(compliance 30 ml.cmH2O
-1

, resistance 20 cmH2O.s.L
-1

). We measured inspired tidal volume 

(VTI) and lung pressure. Measurements were first taken with IPV off and ICU ventilator set 

to VC-CMV or PC-CMV with a target of VTI 500 ml. For each mode, 0.8 or 1.5 sec 

inspiratory time (Ti) and 7 or 15 cmH2O PEEP were selected. The experiments were repeated 

with IPV set to 20 or 30 PSI. The dependent variables were differences in VTI (∆VTI) and 

lung pressure with IPV off or on. The effect of VC-CMV or PC-CMV mode was tested 

between the ICU ventilators for Ti, PEEP and IPV working pressure using analysis of 

variance on repeated measurements. 

RESULTS 

With 0.8 sec Ti and 20PSI, ∆VTI was significantly higher in VC-CMV than in PC-CMV. 

PEEP had no effect on ∆VTI. With1.5 sec Ti and 20PSI and for both Ti at each PSI, mode 

and PEEP both had a significant effect on ∆VTI. Across the ICU ventilators with 1.5sec Ti, 

PEEP 7 cmH2O, and 30PSI, ∆VTI (average±SD) ranged  from -27±25 to -176±6 ml in PC-

CMV  and from 258±369 to 369±16 ml in VC-CMV. The corresponding ranges were -15±17 
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to -62±68 ml in PC-CMV and 26±21 to 102±95 ml in VC-CMV for 0.8 sec Ti, PEEP 7 

cmH2O, and 20PSI working pressure. Similar findings pertained to lung pressure. 

CONCLUSIONS 

When IPV is added to mechanical ventilation the risk of hyperinflation is greater with VC-

CMV than with PC-CMV.   We recommend using PC-CMV to deliver IPV, and adjusting the 

trigger variable to avoid auto-triggering. 
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INTRODUCTION 

Intrapulmonary percussive ventilation (IPV) delivers very small bursts of tidal 

volume, usually less than the amount of physiologic dead space, at a high frequency, within 

the range of 60-600 cycles per minute
1
. Furthermore, by providing a convective front of gas to 

the distal airways IPV helps to move and clear respiratory secretions
2, 3

, resulting in: 1) 

increased mucus clearance, 2) better diffusion of oxygen and carbon dioxide into and from the 

alveoli, 3) higher values and more homogenous distribution of alveolar ventilation, and 4) 

potential promotion of alveolar recruitment. It has been demonstrated using 3D-lung imaging 

that a single IPV session in stable COPD patients decreased airway resistance and increased 

airway volume regionally
4
. As recently reviewed

5
, IPV can be used either as single treatment 

in spontaneously breathing patients
6
 or as adjunct therapy to mechanical ventilation. Five one-

center randomized controlled trials testing IPV have been completed in different settings 

(table 1). In COPD patients in acute exacerbation, IPV was associated with significant 

reduction in the need for noninvasive ventilation
7
 but with no change in the intubation rate for 

those who were treated by noninvasive ventilation 
8
. In tracheotomized patients under from 

mechanical ventilation, IPV was associated with better oxygenation and higher maximal static 

expiratory pressure
9
. In burned patients, IPV as compared to volume controlled continuous 

mandatory ventilation (VC-CMV) mode improved oxygenation
10

 but did no reduce ventilator-

free days 
11

. Even though IPV is an unproven therapy regarding patient outcome ,it is still 

used and, as such, should demonstrate greater benefit than harm. 

In this connection, when used in addition to conventional mechanical ventilation, a 

previous bench study has warned about the risk of volutrauma
12

. However, in this study 

conventional mechanical ventilation was done in VC-CMV mode. Pressure controlled 
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continuous mandatory ventilation (PC-CMV) mode should better accommodate IPV
13

 and is 

the recommended mode by the manufacturer (http://www.percussionaire.com/A50474-

2alog.asp). The rationale for that relies on the basic functioning of a VC- or PC- control 

breath
14-16

 and how PEEP is regulated. Because no study has systematically compared both 

modes with IPV added, we underwent present bench investigation to compare VC-CMV and 

PC-CMV modes delivered by ICU ventilators with IPV superimposed. Our working 

hypothesis was that PC-CMV mode would be associated with a lower risk of volutrauma than 

VC-CMV mode. 

METHODS 

Equipment 

The set-up used comprised of the following items: 1) sliding air-entrainment 

percussive device IPV2-C


 (Phasitron, Percussionaire


 Corporation, Sandpoint, ID, USA), 

which is regularly used by one of us (GR) in his ICU, 2) five ICU ventilators labeled A to E 

herein for Avea (Carefusion), Engström Carestation (GE Healthcare), Evita XL (Dräger), 

NPB 840 (Covidien), Servo-I (Maquet), respectively, 3) a single-lung configuration Test 

Lung (TTL, Michigan Instruments, Grand Rapids, MI, USA) with adjustable compliance and 

resistance and port to directly measure  the pressure inside the lung (Plung), 4) a data 

acquisition system containing a bidirectional linear pneumotachometer (3813 series, Hans-

Rudolph inc., Shawnee, KS, USA) for airflow (V’) measurement, and a straight connector 

(VBM Medizintechnik GmbH, Sulz a. N., Germany) to measure pressure at the airway 

opening (Pao). The pneumotachometer was linear over 0-800 L.min
-1

 V’ range. The V’, Plung 

and Pao ports were connected to piezoresistive transducers (BD Gabarith™, Vogt Medical 

Vertrieb GmbH, Karlsruhe, Germany). The signals were amplified, sent to analog-digital 
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hardware (Biopac MP150, BIOPAC Systems, Inc., Goleta, USA), and recorded at 200 Hz 

(Acqknowledge


, BIOPAC Systems, Inc., Goleta, USA). 

Protocol 

The experiments were conducted over a one day period for each ICU ventilator in our 

laboratory at room temperature in ambient air. The piezoresistive transducers were calibrated 

before the measurements were taken, using a rotameter flow meter (Martin Médical, Lyon, 

France) for V’ and a manometer (Fluke Electronics Corporation, Everett, WA, USA) for Pao 

and Plung. 

The lung model was set to 30 ml.cmH2O
-1

 compliance and 20 cm H2O.L
-1

s
-2

 

resistance. The inspiratory and expiratory lines of the ICU ventilator and IPV device were 

plugged into the cone adaptor (figure 1). This latter was attached to the measurement set-up 

(figure 1). For each ICU ventilator, measurements were taken while IPV was randomly set 

either to on or off. Two levels of IPV device working pressure were used, namely 20 and 30 

psi, applied randomly. VC-CMV and PC-CMV modes were randomly applied to the ICU 

ventilator. In VC-CMV mode, constant flow inflation, a respiratory rate of 15 breaths.min
-1

 

and targeted tidal volume of 500 ml were used. In PC-CMV mode the pressure was adjusted 

to reach the same 500 ml target tidal volume. In both modes, inspired oxygen fraction was set 

to 0.21, the heated humidifier was off and no heat-and-moisture exchanger was inserted, and 

the trigger was adjusted in order to avoid auto-triggered breath (to 2 to 5 L.min
-1

). In each 

mode, 7 and 15 cm H2O PEEP and 0.8 and 1.5 sec insufflation time (Ti) were tested in a 

random order. Therefore, four combinations of IPV and ventilator mode were investigated: 

IPV off volume-controlled, IPV on volume-controlled, IPV off pressure-controlled, IPV on 
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pressure-controlled. Furthermore, four combinations of Ti and PEEP were applied to each of 

these initial combinations (figure 2).  

For each condition, i.e. each cell in figure 2, V’, Pao and Plung signals were recorded 

for 10 breaths after a one-minute stabilization period.  

Data analysis 

The last three respiratory cycles were retained for the analysis (figure 3). For each 

given ICU ventilator, 24 combinations were generated (three IPV working pressures (0 PSI 

with IPV off, 20 and 30 PSI with IPV on) x two ICU ventilator modes x two Ti x two PEEP 

levels) with three repetitions, making a total of 72 measurements. VTI was obtained by 

digitally integrating the V’ signal.  

The main outcome measure was the difference in VTI (∆VTI) between each IPV 

working pressure of 20 or 30 PSI and 0 PSI (IPV off). Negative values for ∆VTI indicate that 

VTI is lower with IPV on than with IPV off. Conversely, positive values for ∆VTI indicate 

that VTI is higher with IPV on than with IPV off. The secondary outcome measures were the 

corresponding differences in peak Plung at end-inspiration (∆Plung,I) and in Plung at end-

expiration (∆Plung,E), and in the mean airway pressure measured over the whole breath 

cycle. The same interpretation of the sign for ∆VTI values also applies to the sign of the 

values for ∆Plung,I and ∆Plung,E.  

Statistical analysis 

Four different experiments were compared: Ti 0.8 and 1.5 sec each with 20 and 30 PSI 

working pressure IPV. For each of these experiments, the dependent variables, ∆VTI, 
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∆Plung,I and ∆Plung,E, were compared between ventilator modes taking into account 

interaction with the ventilator and PEEP level using a three-factor Analysis of Variance.  

The values for ∆VTI, ∆Plung,I and ∆Plung,E were expressed as mean±SD. The 

statistical analysis was carried out using R software, version 2.9.0 (R Development Core 

Team. R: A Language and Environment for Statistical Computing. In Vienna, Austria: R 

Foundation for statistical Computing; 2009). P<.05 was set as the threshold for statistical 

significance. 

RESULTS 

Insufflation time 1.5 sec and 30 PSI working pressure  

As expected, the effect of the different factors investigated (mode, PEEP and ventilator) was 

the most striking for this part of the experiment because the longest Ti and the highest IPV 

working pressure applied extended the differences between these. Therefore, these results are 

presented first. The mean values for ∆VTI were systematically positive in VC-CMV mode 

and systematically negative in PC-CMV mode (table 1). Therefore, ∆VTI was significantly 

higher with VC-CMV mode than with PC-CMV mode (table 1). The magnitude of the 

difference in ∆VTI between VC-CMV and PC-CMV modes and the absolute value of ∆VTI 

in VC-CMV were both clinically relevant for any ICU ventilator and PEEP. ICU ventilator 

and PEEP had a statistically significant effect on ∆VTI as did their interactions with ventilator 

mode.  

∆Plung,I was significantly higher with VC-CMV mode than with PC-CMV mode (table 1). 

The magnitude of the difference in ∆VTI between VC-CMV and PC-CMV modes and the 

absolute value of ∆Plung,I in VC-CMV mode were both clinically relevant for any ICU 
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ventilator and PEEP. ICU ventilator and PEEP had a statistically significant effect on 

∆Plung,I as did their interactions with ventilator mode. Mode had significant effect on mean 

airway pressure (table 4ESM). 

Regarding ∆Plung,E ventilator mode had no statistically significant effect whereas ICU 

ventilator and PEEP did. There was a statistically significant interaction between ventilator 

mode and ICU ventilator. 

 Other combinations of insufflation time and working pressure 

∆VTI was significantly higher with VC-CMV mode than with PC-CMV mode for the three 

remaining combinations of Ti and IPV working pressure (0.8 sec and 20 PSI, 0.8 sec and 30 

PSI, and 1.5 sec and 20 PSI) (tables 1-3 ESM). ICU ventilator and PEEP (except for 0.8sec Ti 

and 20 PSI working pressure) had significant effect on ∆VTI. The same hold true for the 

interaction between mode and ventilator and mode and PEEP. 

The values for ∆Plung,I were statistically significantly different between ICU ventilator 

modes (tables1-3 ESM). Some of these differences may be clinically significant. ICU 

ventilator and PEEP both had a statistically significant effect on the values for ∆Plung,I, with 

a statistically significant interaction between mode and ICU ventilator and between mode and 

PEEP. 

The same was true for the values for ∆Plung,E (tables 1-3 ESM) except for a lack of 

interaction between mode and PEEP for Ti 1.5 sec and 20 PSI IPV working pressure. 

However, the differences between ICU ventilator modes for any given PEEP and ICU 

ventilator may be not clinically relevant, except for the highest IPV working pressure. 
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Mode had no significant effect on mean airway pressure for Ti 0.8 sec and 20 PSI working 

pressure (table 4ESM). 

  

DISCUSSION 

The present study found that the risk for lung hyperinflation at the end of inspiration 

can be greater when IPV is used with VC-CMV mode rather than PC-CMV mode, thus 

confirming our working hypothesis. This result was predictable given the basic functioning of 

VC-CMV and PC-CMV modes as briefly summarized below. The equation of motion of the 

respiratory system is an appropriate tool to better understand the interaction between CMV 

and IPV. This equation reads as follows: 

Pmus + Pvent = EV + RV’   (1) 

where Pmus is the pressure generated by the contraction of the inspiratory muscles, Pvent the 

ventilator pressure, E the elastance of the respiratory system, V the change in lung volume 

above end-expiratory lung volume, R the resistance of the respiratory system and V’ the 

airflow. . In a sedated and paralyzed patient, Pmus = 0 and, hence Prs is equal to Pvent. 

In VC-CMV mode, the ventilator flow is controlled, and not the pressure (which depends on 

lung compliance and resistance), thus, adding IPV (a source of flow), should affect the VTI 

delivered. The more flow, the more VTI, the more pressure. By adding an IPV device to a 

ventilator in VC-CMV mode, the ventilator will have issues measuring and adjusting the VTI 

delivered. This is particularly true if the flow is inserted after the inhalation valve.  In fact, as 

demonstrated by present study, the ventilators could not adjust it. 
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In PC-CMV mode, the mechanical breath pressure (Pvent in Eq. 1) is controlled, not the VTI 

and flow (which are dependent on lung compliance and resistance), thus adding IPV (a source 

of flow), should not affect Pvent but will affect the flow and VTI delivered. In present study 

we found that actually adding IPV decreased flow and VTI delivered.  By adding IPV to a 

ventilator on PC-CMV mode, the ventilator will try to maintain the preset airway pressure 

(Pvent in Eq.1). Thus, the addition of flow and pressure to the ventilator circuit, will lead the 

ventilator to decrease flow to maintain Pvent, thus, the VTI delivered will decrease. 

 

Changes in VTI and Plung,I 

For VC-CMV mode the magnitude of the absolute changes in VTI and Plung,I regularly 

increased with increasing Ti and working pressure. In contrast, in PC-CMV mode the changes 

in VTI were consistently negative as were those pertaining to Plung,I except in some rare 

instances. The longer Ti the longer the exposure to V’, and hence the longer the exposure to 

the considerations discussed above. 

The risk of hyperinflation at the end of inspiration is greater with VC-CMV than PC-

CMV and hence the ICU ventilator should be set to PC-CMV mode when IPV is used in 

conjunction with mechanical ventilation. We found statistically significant differences across 

the five ICU ventilators tested, although these differences may not be clinically relevant. 

However, with the ICU ventilator A there was a risk of reducing alveolar ventilation and 

promoting alveolar derecruitment once IPV is turned on, in particular with the longest Ti and 

highest working pressures IPV. Tsuruta et al.
13

 superimposed IPV to PC-CMV mechanical 

ventilation in 10 obese patients who exhibited refractory compression atelectasis and 

hypoxemia after abdominal surgery. PaO2/FiO2 went up from 189±63 mmHg to 243±67 
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mmHg 3 hours after IPV onset, an improvement that maintained over 24 hours. On the lung 

CT scan done after 24 hours of IPV, the dorsal lung regions, which were atelectatic before 

IPV, became reaerated. Therefore, the improvement in oxygenation could be due to dorsal 

lung recruitment induced by IPV. Since this study was not controlled, these findings could 

also be explained by other factors such as the spontaneous resolution of atelectasis over time. 

Dellamonica et al. 
12

 argued that these results could stem from an increase in lung volume. 

Our present data indicate that this would not be the case as the VTI did not increase with IPV 

when run in PC-CMV mode.   

Change in Plung,E 

The present study did not use PEEP 0 cm H2O. This decision conforms to the results of 

previous  bench studies
12

 and with the manufacturer’s recommendations 

(http://www.percussionaire.com/A50474-2alog.asp). Once IPV was switched on, Plung,E 

systematically increased for each mode, with a statistically, but probably not clinically, 

significant difference between VC-CMV and PC-CMV. For the 1.5 sec Ti - 30 PSI IPV 

working pressure combination (table 1), the ventilator mode had no statistical effect on the 

change in Plung,E, a result that could be explained by the high lung elastance set, which  may 

have minimized the increase in Plung,E. The differences in Plung,E were statistically 

significant across the ventilators and these differences were clinically relevant. In particular, 

ventilator A was associated with the highest value of change in Plung,E in PC-CMV mode.  

We noted that the effect on PEEP was not different between VC- and PC-CMV 

modes. The reason is that the PEEP is a pressure controlled phase. Thus, the ventilator will 

drop the pressure to the set PEEP and will attempt to maintain the pressure at the same level. 
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Thus, the fluctuations by the IPV would just result in a decrease in Pvent to maintain the same 

PEEP.  Thus, examination of several levels of PEEP had no clear effect. 

Clinical implications 

The present data recommend setting the ventilator mode to PC-CMV rather than VC-CMV 

using 0.8 sec Ti when IPV is added. The reader should also be aware that once IPV is 

superimposed to conventional mechanical ventilation the monitoring of delivered volume is 

no longer reliable. This was the case with each of the five ICU ventilators we tested. 

 

Limitations 

The main limitation of the present study is that as an in vitro investigation the results cannot 

be translated to patients. In particular, this type of study cannot assess the hemodynamic 

effects of the different combinations tested. Another limitation is that we tested a single 

combination of lung compliance and resistance. It has been shown that pressure and volume 

delivered by IPV are influenced by changes in lung compliance and resistance
17

.  

In conclusion, in this bench study where the trigger of the ICU ventilators was adjusted in 

order to avoid any auto-triggered breath, the PC-CMV mode should be selected when using 

IPV in combination with conventional mechanical ventilation. 
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Legends of figures 

Figure 1 

Experimental set-up used in the present study. ICU: Intensive Care Unit, IPV: Intrapulmonary 

Percussive Ventilation, HH: Heated Humidifier, Plung: lung pressure, Pao: Pressure at the 

airway opening. For further details see text. 

Figure 2 

Study design. IPV: Intrapulmonary Percussive Ventilation, PC-CMV: pressure controlled 

continuous mandatory ventilation mode, PEEP: positive end-expiratory pressure, VC-CMV: 

volume controlled continuous mandatory ventilation mode, Ti: inspiratory time. For further 

details see text. 

Figure 3 

Records of pressure at the airway opening (blue lines) and of lung pressure (red lines) 

obtained in pressure controlled continuous mandatory ventilation (PC-CMV) or volume 

controlled continuous mandatory ventilation (VC-CMV) mode with Intrapulmonary 

Percussive Ventilation (IPV) either off (left panels) or on (right panels). This record pertains 

to IPV set at 30 PSI working pressure and mechanical ventilation set with inspiratory time 

(Ti) 1.5 sec and positive end-expiratory pressure 7 cm H2O.  
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Table 1. Differences in insufflated volume and lung pressures with inflation time set  to 1.5 sec at the ventilator and  intra-pulmonary percussive ventilation 

set to 30 PSI working pressure for pressure controlled and volume controlled continuous mandatory ventilation mode at two levels of PEEP 

  ∆VTI (ml) ∆Plung,I (cm H2O) ∆Plung,E (cm H2O) 

Ventilator  PEEP (cm H2O) PC-CMV  VC-CMV  PC-CMV  VC-CMV  PC-CMV  VC-CMV  

A (Avea)  
7 

15 

-176±6 369±16 -1.1±0.2 15.9±0.3 5.8±0.3 3.7±0.8 

-112±15 288±8 -1.4±0.0 12.3±0.3 3.2±0.2 2.6±0.6 

B (Engström 

Carestation) 

7 

15 

-27±25 338±11 -0.4±0.3 14±0.0 2.3±0.4 3.2±0.4 

-18±2 295±15 -1.6±0.5 10.4±0.1 0.7±0.8 1.1±0.6 

C (Evita XL) 
7 

15 

-73±7 264±6 -0.3±0.2 10.2±0.4 3.0±0.5 3.1±0.4 

-34±4 171±15 0.4±0.1 7.1±0.5 2.2±0.3 2.4±0.4 

D (NPB 840) 
7 

15 

-66±11 258±4 0.5±0.1 11.2±0.0 3.2±0.2 2.8±0.3 

-9±18 180±5 0.3±0.1 6.9±0.1 1.1±0.5 1.2±0.3 

E (Servo-I) 
7 

15 

-68±4 268±17 1.1±0.1 14.7±0.6 3.4±0.6 4.3±0.5 

-62±11 224±8 0.5±0.1 11.6±0.2 2.2±0.6 3.0±0.5 

Effect of factors Ventilator † † † 

 PEEP † † † 

 Mode 
† 

‡,$ 

† 

‡,$ 

 

‡ 
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Values are mean±SD 

∆VTI, ∆Plung,I, ∆Plung,E = difference in insufflated volume, peak Plung  during inspiration and Plung during expiration between 

intrapulmonary percussive ventilation on and off, respectively, I=inspiration, E=expiration, PC-CMV=pressure controlled continuous mandatory 

ventilation mode, VC-CMV=volume controlled continuous mandatory ventilation mode 

3-factor ANOVA. Results and significance of the symbols in the table. 

Effect of each single factor   † P<.001 

Mode * Ventilator  interaction  & P<.05  ‡ P<.001  

Mode * PEEP interaction   * P<.05  $ P<.001 
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