
Editorials

Clearing the Mist From Our Eyes: Bronchodilators,
Mechanical Ventilation, New Devices, Locations,

and What You Should Know About Bias Flow

Patients with obstructive lung disease often present with
life-threatening respiratory failure, confounded by severe
air-flow limitation, dynamic hyperinflation, intrinsic PEEP,
reduced pulmonary compliance, hypercarbia, and hemo-
dynamic instability. Inhaled bronchodilators play a vital
role in the care of such patients and are one of the most
widely prescribed medications in the critical care setting.
Despite administration of high doses of bronchodilators
and instituting noninvasive ventilation strategies, many pa-
tients are incapable of sustaining the high work of breath-
ing that may be required to maintain effective alveolar
ventilation. As such, emergency intubation and mechani-
cal ventilation is considered a necessary and “life-saving”
intervention.

Mechanically ventilated patients with obstructive air-
way disease also present as some of the most technically
challenging patients to stabilize and then to wean from the
ventilator. Airway reactivity and resistance can be affected
by infections, changes in lung volume, fluid balance, and
other drugs.1 In addition to these intrinsic factors, there are
a number of obscure resistive elements (eg, endotracheal
tube [ETT]2,3 or exhalation valve4) within the ventilator
system that can add to causal respiratory failure,5 increase
the work of breathing,6-9 and potentially prolong ventila-
tion. While little, other than extubation, can be done to
avoid these extrinsic factors, bronchoconstriction and air-
flow limitation are usually reversible in mechanically ven-
tilated patients. In fact, inhaled bronchodilators have been
shown to reduce airway resistance10 and intrinsic PEEP,11,12

improve hemodynamics,13 and reduce the work of breath-
ing.12 Therefore, immediate and effective bronchodilator
therapy is pivotal to successful stabilization and weaning
of mechanically ventilated patients. But it is not intuitively
obvious to clinicians with ICU experience that many bron-
chodilator treatments given to intubated patients appear to
have any clinical effect whatsoever. No one knows for
sure, but this probably is often a result of very poor drug
delivery to the lungs.

Experimental data obtained from in vivo studies have
demonstrated poor aerosol delivery to ventilated patients,
with approximately 1%14 and 1–12%15-17 of the nominal
dose being delivered to the peripheral airways of infants
and adults, respectively. The paucity of human data makes

it extremely difficult for clinicians to settle on one partic-
ular device or method for aerosol delivery. This is an
important reason why the elusive practice of bronchodila-
tor administration in ventilated patients has no standards.
Thus, techniques and delivery devices differ wildly from
one institution to the next.

There are several practical issues complicating the ef-
ficacy of drug delivery during mechanical ventilation, in-
cluding the patient’s lung mechanics, ventilator and ven-
tilation mode, aerosol generator, heating and humidification
of the inspired gas, position of the aerosol generator in the
ventilator circuit, timing during the respiratory cycle, ETT
size, tidal volume, and inspiratory flow rate.18 The major-
ity of these factors have been described following well
designed in vitro tests where each of these variables can be
independently controlled. However, over the last decade
there has been a proliferation of new aerosol delivery de-
vices and a newer generation of microprocessor ventilators
introduced into the clinical arenas. Further, humidification
practices have changed to include selective use of both
passive and active humidification systems during mechan-
ical ventilation. No previous studies have objectively eval-
uated bronchodilator delivery using currently available de-
vices with the variety of delivery options during mechanical
ventilation.

SEE THE ORIGINAL STUDIES ON

PAGES 837 AND 845

This issue of RESPIRATORY CARE reports 2 original re-
search studies from Ari et al19,20 that address several im-
portant issues related to medication delivery during me-
chanical ventilation.

The first study19 was designed to evaluate drug delivery
using all the available types of aerosol generators (jet neb-
ulizer, vibrating-mesh nebulizer, ultrasonic nebulizer, and
pressurized metered-dose inhaler [pMDI] with spacer), with
and without humidification, with the aerosol generator at
3 locations in the circuit, during simulated adult ventila-
tion.19 These positions included:
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• Position 1: Between the ETT and the Y-piece

• Position 2: 15 cm from the Y-piece in the inspiratory
limb of the ventilator circuit

• Position 3: Between the humidifier and the ventilator
(15 cm from the gas outlet)

This is the first study to compare all 4 types of aerosol
generators under identical ventilation parameters. There
are several important clinical implications from these
findings:

First, with the exception of the jet nebulizer, medication
delivery was most efficient when the vibrating-mesh neb-
ulizer, ultrasonic nebulizer, or pMDI was in position 2,
regardless of whether the gas was humidified.

Second, with the aerosol generator at position 2, there
were no differences in medication delivery between the
vibrating-mesh nebulizer, ultrasonic nebulizer, and pMDI
when drug delivery to the filter was expressed as a per-
centage of the nominal dose. In contrast, the jet nebulizer
had the lowest medication delivery at position 2.

Third, all the devices delivered 2-fold more drug under
non-humidified conditions than under the heated/
humidified conditions, when the aerosol generator was
either in position 2 (between the Y-piece and the humid-
ifier) or position 3 (between the humidifier and the venti-
lator). Additionally, when the pMDI was placed between
the ETT and the Y-piece (position 1), it delivered substan-
tially more drug than did the other aerosol generators with
non-humidified gas; however, it also had the greatest re-
duction in medication delivery when a humidified circuit
was introduced.

Humidity appeared to be the most important factor af-
fecting aerosol delivery in this study. The problem of re-
duced aerosol delivery with active humidifier systems is
not a new concept. In fact, these data compare well with
other studies that support the growing body of evidence
that medication delivery is reduced substantially when hu-
midity is applied to the system.15,21,22 Data obtained from
non-humidified circuits may be particularly exciting and
useful to clinicians in institutions that use primarily pas-
sive humidification systems (ie, heat-and-moisture ex-
changer) during mechanical ventilation. These findings also
raise the question, for an ongoing clinical debate, about
whether active humidifiers should be turned off intermit-
tently or bypassed while aerosolized drugs are being ad-
ministered through the ventilator system. While this prac-
tice cannot be routinely recommended at this time, it
encourages additional research. Further, these findings
should inspire industry leaders to find more resourceful
ways to circumvent the problems associated with poor
aerosol efficiency in humidified environments.

The ventilators used in the Ari et al19,20 studies are
newer-generation microprocessor ventilators with active

exhalation valves that exhaust to the atmosphere during
exhalation any gas beyond that required to maintain PEEP.
Therefore, since the jet nebulizer is the only aerosol gen-
erator that uses an external pressurized continuous gas
source, it is likely that a significant proportion of the aero-
solized particles are leaving the patient circuit during ex-
halation, resulting in less medication delivery during the
inspiratory phase. In most testing conditions the jet nebu-
lizer delivered less aerosol to the lung model than did any
other device. In defense of the jet nebulizer, “continuous
flow” jet nebulizer is being applied less frequently because
most newer-generation ventilators can provide “intermit-
tent flow” or breath-actuated jet nebulization. Breath-
actuated jet nebulizer delivers medication only during the
inspiratory phase, and the ventilator automatically adjusts
the internal flow to compensate for the additional gas be-
ing delivered to the system during inhalation. In vitro and
in vivo studies have demonstrated that intermittent breath-
actuated jet nebulization provides greater drug delivery
than does continuous jet nebulization during mechanical
ventilation.23 The study may have been more clinically
relevant if Ari et al had used a ventilator that provides
intermittent breath-actuated jet nebulization (in the first
study)19 or enabled the ventilator’s intermittent jet nebu-
lization (in the second study).20 Nonetheless, it is sound
research, such as this, that should stimulate scientific in-
quiry to generate new research questions.

There was a tendency for the jet nebulizer to become
more efficient when positioned farther away from the Y-
piece and closer to the ventilator (position 3), whereas this
finding was not evident with the other aerosol generators.
In fact, drug delivery was reduced with the other 3 de-
vices, which do not add additional flow to the system
during nebulization. A similar relationship has been de-
scribed by other researchers using jet nebulizer during
mechanical ventilation or when additional circuit length
was added to the system.24-26 Ari et al discuss the possi-
bility that the inspiratory limb becomes charged with aero-
sol particles during the expiratory phase and thus acts as
an aerosol reservoir, which probably results in greater med-
ication delivery during inhalation.

In this study, Ari et al used a ventilator that applies a
bias flow setting, which is an essential component for
flow-triggering. Flow-triggering is more commonly used
in the clinical setting than is pressure-triggering. Although
the efficacy of flow-triggering and pressure-triggering re-
mains controversial in patients, flow triggering is usually
the default setting for most ventilators. Ari et al disabled
the flow trigger and hence the bias flow, but their reason-
ing for that is unclear.19 Only one published study has
evaluated the effects of inhaled medication delivery at
different bias flow settings. Miller et al23 observed that
there were no major differences in medication delivery at
different bias flow settings (10, 15, and 20 L/min), with jet
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nebulizer during simulated mechanical ventilation at a sin-
gle location. So it is presumable that the addition of bias
flow would not impact drug delivery with jet nebulizer
under those testing conditions. However, it is unclear how
medication delivery might be affected by bias flow at dif-
ferent locations when using all of the available aerosol
generators described in the present report.

The second paper by Ari et al20 is an elegant follow-up
study that was designed to address the issue of bias flow
and medication delivery with a jet nebulizer and a
vibrating-mesh nebulizer, at 2 positions, with a humidified
circuit, during simulated adult and pediatric mechanical
ventilation. It is exciting that Ari et al chose these 2 de-
vices, because one adds continuous flow to the system and
the other does not, but both nebulize during the entire
respiratory cycle. It is probably less important that pMDI/
spacer was studied, since bias flow is applied only during
exhalation and actuation of pMDI albuterol is applied ex-
clusively during the onset of inhalation.

The placement of the jet nebulizer in this study20 was
the same as positions 2 and 3 in the other study,19 and they
used the same adult test lung model. However, they chose
to use a different type of jet nebulizer, that uses a lower
continuous flow rate (2.5 L/min) than did the model used
in the previous study (8 L/min). Another difference is that
the vibrating-mesh nebulizer was attached directly to
the distal portion of the Y-piece in position 1 (between the
ETT and the Y-piece), and directly to the inlet of the hu-
midifier in position 2 (between the humidifier and the
ventilator), without the 15-cm length of tubing. Ari et al
noted in the previous study that the 15-cm length of tubing
prevented the aerosol bolus from moving into the expira-
tory limb prior to inspiration. Other differences between
the studies included the ventilator flow profiles, the set
frequency, the ventilator used, and the presence of bias
flow. It may also be important to note that the ventilator in
the second study (Galileo, Hamilton, Reno, Nevada) uses
a proximal flow sensor that is placed at the airway during
mechanical ventilation. It is unclear whether the proximal
flow sensor was taken out or used during the study. Non-
heated-wire flow sensors, such as the type in the Galileo
ventilator, have a tendency to accumulate condensation
from humidity, which may combine with aerosols result-
ing in the delivery of large medication particles to the filter
medium during inhalation.

There were a number of findings that may be particu-
larly useful for improving the overall understanding of the
interaction between aerosol generators and modern micro-
processor ventilators. Drug delivery from the vibrating-
mesh nebulizer was 2–4-fold greater than that from the jet
nebulizer under all conditions in both the adult and pedi-
atric lung models. Unlike the previous study,19 there did
not appear to be any significant difference in the delivery
of medication between the 2 positions with the jet nebu-

lizer; however, there was nearly a 2-fold increase in drug
delivery when the vibrating-mesh nebulizer was placed
between the ventilator and the humidifier, in both the adult
and pediatric lung models. This is the opposite effect from
what was observed with the vibrating-mesh nebulizer in
the previous study, where medication delivery was actu-
ally lower when the vibrating-mesh nebulizer was placed
back at the ventilator, than when it was placed closer to the
airway. Table 1 compares the mean � SD percent of the
nominal dose delivered to the filter in the 2 studies with
the vibrating-mesh nebulizer or the jet nebulizer in posi-
tion 3 (between the ventilator and the humidifier), with
humidified gas, during simulated adult ventilation. Com-
paring data between the 2 studies, there were only small
differences in medication delivery when using jet nebu-
lizer at bias flow settings of 0–3 L/min. Additionally,
there did not appear to be a substantial reduction in med-
ication delivery when the bias flow was changed from
2 L/min to 5 L/min. These results are similar to findings
previously described by Miller et al,23 who made the ob-
servation that drug delivery via jet nebulizer was not sig-
nificantly reduced at different bias flows. Interestingly, the
data obtained from Ari et al19,20 are the first ever to de-
scribe differences in drug delivery with and without a bias
flow setting during mechanical ventilation using all the
available types of aerosol generator.

When comparing the results of these 2 studies, the most
intriguing finding was the nearly 3-fold increase in med-
ication delivery with the vibrating-mesh nebulizer with
bias flow of 2 L/min versus no bias flow (see Table 1).
Based on these data it appears reasonable to assume that
the delivery of medication is augmented by bias flow when
the vibrating-mesh nebulizer is placed back at the venti-
lator. Ari et al mention in these studies that in most cases
the aerosol bolus formed by the vibrating-mesh nebulizer
remains in the vicinity of the aerosol device when bias
flow is not being used. Therefore, it appears that the move-
ment of the bolus is facilitated further into the inspiratory
limb with bias flow during exhalation, to produce a ven-
tilator breath that is possibly “charged” with more aero-
solized particles. While this “reservoir-like effect” is the

Table 1. Aerosol Delivery Data From the 2 Studies by Ari et al*

Aerosol Delivery to the Lung Model
(mean � SD % of nominal dose)

Bias Flow
Zero

(Study 1)19

Bias Flow
2 L/min

(Study 2)20

Bias Flow
3 L/min

(Study 2)20

Jet nebulizer 6.0 � 0.1 5.2 � 0.2 4.7 � 0.4
Vibrating-mesh nebulizer 8.4 � 2.1 23.8 � 1.0 21.4 � 0.4

* During simulated adult mechanical ventilation with humidified gas, with the nebulizer
between the ventilator and the humidifier (position 3).
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most likely explanation for the greater drug delivery with
the vibrating-mesh nebulizer placed proximal to the ven-
tilator, objective data is needed to confirm this. The com-
plex dynamic interaction between gases in the ventilator
circuit and aerosols is a fairly new and complicated topic
that has never been previously described.

While these findings may be extremely useful to the
care that we provide to our patients, the cautious reader of
the Journal should approach them with some trepidation.
Ari et al used normal lung mechanics to assess drug de-
livery. Most patients who receive mechanical ventilation
do not have normal lung mechanics. In theory, the amount
of drug delivered to the filter, placed distal to the ETT,
represents the total mass of available drug delivered to the
airways, but it doesn’t take into account the amount of
respirable drug particles that may be delivered to the pe-
ripheral airways of the lungs. Thus, it is extremely impor-
tant to mention that, despite making every attempt to avoid
large droplets of accumulated liquid medication (combined
with humidity) from reaching the filter, it is still possible
that this fluid can condense in the flow sensor and ETT
and be delivered to the filter media during inhalation.

In conclusion, there is so much useful information that
can be gained from these studies.19,20 These papers do not
address clinical efficacy, but they do provide a new foun-
dation on which clinical research should be designed to
determine the best ways to deliver bronchodilators. Much
of what we do in clinical practice is not supported by
objective research, and that is why these studies will pro-
vide new tools to add to our armamentarium when treating
mechanically ventilated patients. This may not mean that
one needs to purchase a whole new line of aerosol gener-
ators, but at least it provides good insight on how best to
implement the existing devices to optimize medication de-
livery. For some, just changing the position may make all
the difference. For others, the decision of switching from
an active to a passive humidification system to improve
medication delivery could make all the difference in better
achieving the goal of bronchodilator response in patients
who need it the most. Ari et al. have provided useful data
on a very complicated topic. They have sufficiently “cleared
the mist from my eyes” and there is no doubt that this will
change the practice and, hopefully, it will improve the care
that we provide to our patients.

Robert M DiBlasi RRT-NPS
Center for Developmental Therapeutics

Seattle Children’s Research Institute
Respiratory Care

Seattle Children’s Hospital
Seattle, Washington
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