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There is arguably more evidence to support the use of noninvasive ventilation (NIV) than any other
practice related to the care of patients with acute respiratory failure. Despite this strong evidence base,
NIV seems to be under-utilized and the failure rate (need for intubation) may be as high as 40%. Some
of these failures potentially relate to asynchrony, although the relationship between asynchrony and NIV
failure has not been well studied. Good NIV tolerance has been associated with success of NIV, and
improved comfort has been associated with better synchrony. In one study a high rate of asynchrony
occurred in 43% of patients during NIV. Asynchrony is commonly associated with leaks. Thus, reducing
the leak related to the interface and using a ventilator with good leak compensation should reduce the
rate of asynchrony. Asynchronies can also be related to the underlying disease process. This paper
reviews issues related to asynchrony during NIV and suggests strategies that might be used to correct
asynchrony when it occurs. Key words: asynchrony; noninvasive ventilation; mechanical ventilation; patient-
ventilator interactions. [Respir Care 2011;56(2):153–165. © 2011 Daedalus Enterprises]

Introduction

Noninvasive ventilation (NIV) has received consider-
able academic and clinical attention in recent years. A

number of narrative and systematic reviews have been
written on this subject.1-8 For some conditions, such as
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exacerbation of COPD or acute cardiogenic pulmonary
edema, the use of NIV is considered first-line therapy and
standard of care. In fact, an entire RESPIRATORY CARE Jour-
nal Conference was recently devoted to this subject.9 There
is arguably more evidence to support the use of NIV than
any other practice related to the care of patients with acute
respiratory failure. Despite this strong evidence base, NIV
seems to be under-utilized.10,11 In this paper I will review
issues related to asynchrony during NIV and suggest strate-
gies that might to used to correct asynchrony when it occurs.

The Problem

The evidence is clear that NIV reduces the need for
endotracheal intubation and affords a survival benefit in
appropriately selected patients. But an important number
of patients fail NIV and require intubation. For example,
in 14 randomized controlled trials enrolling patients with
COPD exacerbation, there was a significant reduction in
the need for intubation (risk ratio 0.42, 95% CI 0.33–
0.53).7 However, 16% of patients who received NIV were
intubated (40% of patients receiving usual medical care
without NIV were intubated). Similarly, for acute cardio-
genic pulmonary edema there is a significant reduction in
the intubation rate with NIV (risk ratio 0.54, 95% CI 0.33–
0.86).8 Although more patients (10%) are intubated with
usual medical care, still 5% of patients required intubation
despite the use of NIV. A prospective observational study
of NIV use in France reported a 38% failure rate in a
mixed population of patients with acute respiratory fail-
ure.12 Thus, it is unrealistic to expect NIV to avoid intu-
bation in all patients.13 There are a number of potential
causes of NIV failure (Table 1). Some of these failures
potentially relate to asynchrony, although the relationship
between asynchrony and NIV failure has not been well
studied. Good NIV tolerance has been associated with
success of NIV,13 and improved comfort has been associ-
ated with better synchrony.14

Epidemiology of Asynchrony During NIV

Vignaux et al14 conducted a prospective multicenter ob-
servation study to determine the prevalence of patient-

ventilator asynchrony in 60 patients receiving NIV for
acute respiratory failure in 3 university hospitals. Airway
pressure, flow, and surface diaphragmatic electromyogra-
phy were recorded for 30 min. Asynchrony events (inef-
fective triggering, double-triggering, auto-triggering, pre-
mature cycling, and delayed cycling) were detected via
visual inspection of the recordings (Fig. 1). The asyn-
chrony index was calculated as the number of asynchrony
events divided by the total respiratory rate, computed as
the sum of the number of ventilator cycles (triggered or
not) and of wasted efforts:

Asynchrony index (%) � number of asynchrony
events/total respiratory rate � 100%

An asynchrony index � 10% was considered severe. Com-
fort was assessed using a visual analog scale.

In the study by Vignaux et al,14 auto-triggering was
present in 8 patients (13%), double-triggering in 9 (15%),
ineffective breaths in 8 (13%), premature cycling in 7
(12%) and late cycling in 14 (23%). Eighteen patients
presented with only one type of asynchrony, 10 patients
had 2 types, and 4 had 3 types. Ineffective breaths and
delayed cycling were the only 2 asynchronies likely to be
grouped. An asynchrony index � 10% was present in 26
patients (43%). Asynchrony events and associated respi-
ratory parameters are shown in Table 2. The 2 factors
predictive of an asynchrony index � 10% were the level
of pressure support and the magnitude of leaks. The com-
fort score was higher in patients with an asynchrony index
� 10%. No difference was observed in the intubation rate,
ICU stay, or mortality between patients with or without an

Table 1. Potential Causes of Failed Noninvasive Ventilation*

Poor patient selection: severity of illness, diagnosis
Progression of the underlying disease process
Wrong interface: size, leak†
Wrong ventilator: poor leak compensation†
Inappropriate ventilator settings†
Clinician inexperience

* Defined as need for endotracheal intubation.
† May be related to asynchrony.

Fig. 1. Representative tracings of the 5 types of asynchrony. The
arrows indicate ineffective efforts. EMGdi � diaphragmatic elec-
tromyography tracing. Paw � airway pressure. V̇ � instantaneous
flow. (Adapted from Reference 14, with permission.)
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asynchrony index � 10%. However, it should be noted
that this is based on only a 30-min assessment of asyn-
chrony, which may not have been representative of the
total time of NIV.

The Interface and Asynchrony

The distinguishing feature between invasive ventilation
and NIV is the interface. The interface for invasive ven-
tilation is an endotracheal tube or tracheostomy tube,
whereas the interface for NIV is a mouthpiece, nasal mask,
nasal pillows, oronasal mask, total face mask, or helmet.15

The very nature of the interface promotes air leaks, which
are common with NIV. Leaks may reduce the efficiency of
NIV, reduce patient tolerance, cause awakenings and sleep
fragmentation, and increase patient-ventilator asynchrony.
For acute-care applications the oronasal mask is most of-
ten preferred by clinicians and patients.16,17

The interface can contribute to mechanical dead space.
Although the in vitro difference in dead space between an
oronasal mask (205 mL) and a nasal mask (120 mL) is
substantial, the in vivo difference is smaller (118 mL for
oronasal mask vs 97 mL for nasal mask).18 Nonetheless,
for a respiratory rate of 20 breaths/min, this adds about
2 L/min of dead space. Saatci et al19 found that a face
mask increased dynamic dead space from 32% to 42% of
tidal volume. The use of PEEP also reduces the effective
dead space of the mask.19 For ventilator/interface combi-
nations that use a leak port, CO2 can be cleared from the
mask by incorporating the leak port into the mask rather
than the circuit. This effectively reduces the dead space of
the mask.20

The helmet has a volume that is larger than the tidal
volume. It behaves as a semi-closed environment, in which
the increase in inspired partial pressure of CO2 is an im-
portant issue. Inspired PCO2

in a helmet depends on the
amount of CO2 produced by the subject and the fresh gas
flow that flushes the helmet.21,22 Taccone et al21 found that
a 33% reduction in helmet volume had no effect on the
amount of CO2 rebreathing. When they delivered CPAP
with a ventilator and the helmet, there was considerable
CO2 rebreathing (Fig. 2). Using either CPAP or NIV, the
helmet affects CO2 clearance.15 High gas flow (40–60 L/
min) is required to maintain a low inspired partial pressure
of CO2.21 Higher flow through the helmet has the potential
to reduce patient comfort, due to increased noise and lower
humidity, but this has not been well studied.

Rebreathing during NIV could potentially induce asyn-
chrony because it increases respiratory drive and dyspnea.
Banzett et al23 reported that subjects detected air hunger at
an end-tidal PCO2

4 mm Hg over spontaneous end-tidal
PCO2

. They found the air hunger intolerable with an in-
crease in end-tidal PCO2

of 11 mm Hg.

In 6 healthy volunteers, Racca et al24 tested the hypoth-
esis that the large internal volume and high compliance of
the helmet might impair patient-ventilator interactions,
compared with standard face mask. Use of the helmet to
deliver pressure support ventilation (PSV) increased in-
spiratory muscle effort and patient-ventilator asynchrony,
worsened CO2 clearance, and increased dyspnea, com-
pared with standard face mask. Auto-triggered breaths ac-
counted for 12% and 25% of the total minute ventilation,
and for 10% and 23% of the total inspiratory muscle effort,
during mask and helmet PSV, respectively. Racca et al
concluded that PSV delivered via the helmet interface is
less effective in unloading inspiratory muscles, compared
with PSV delivered via standard face mask. Moerer et al25

reported that ventilator synchrony, trigger effort, and
breathing comfort with the helmet were less impaired dur-
ing PSV with the use of neurally adjusted ventilatory assist
(NAVA), compared to conventional pressure or flow trig-
gering and cycling.

Costa et al26 conducted a physiologic bench study and a
human volunteer study that compared synchrony with in-
vasive ventilation (endotracheal tube) and NIV with an
oronasal mask or helmet as the interface. They found that

Fig. 2. A: Waveforms from a subject who had a baseline CO2

production of 273 mL/min. As the fresh gas flow through the hel-
met decreases from 60 to 10 L/min (12.2 L/min with the ventilator),
the inspired PCO2

and the inspiratory flow increase substantially.
B: Waveforms from a subject who had a baseline CO2 production
of 109 mL/min. As the fresh gas flow through the helmet de-
creases from 60 to 10 L/min (6.9 L/min with the ventilator), the
inspired PCO2

and inspiratory flow changes minimally. The arrows
represent the highest value of PiCO2 recorded for each subject.
(Adapted from Reference 21, with permission.)
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patient-ventilator synchrony was significantly better with
the endotracheal tube than with the mask or helmet. They
also found that the helmet resulted in the worst synchrony,
compared with the endotracheal tube or face mask.

Ventilators designed for NIV typically use a single-limb
circuit with a leak port near the patient. The leak port
provides the resistance against which the ventilator gen-
erates flow to produce pressure, and the leak port also
serves as the exhalation port for the patient. Increasingly,
the leak port is incorporated into the interface. Clinicians
often mix interfaces from one manufacturer with ventila-
tors from another manufacturer in an attempt to best fit the
interface to the patient. However, this potentially creates
an interface-ventilator mismatch, in which the ventilator
does not function appropriately with the leak in the inter-
face. Ventilators for NIV may allow the user to select the
interface type, so that the interface-ventilator interaction is
optimal. However, no ventilator has a setting for interfaces
from another manufacturer.

Louis et al27 evaluated the effects of masks having dif-
ferent manufacturer-inserted leaks on ventilator perfor-
mance. They found substantial differences in mask leak
between devices that are widely used in clinical practice.
The mask with the largest leak was associated with auto-
triggering and/or decreased inspiratory-trigger sensitivity
with 3 of the 4 tested ventilators. The mask with the small-
est intentional leak was associated with increased rebreath-
ing. They concluded that, when switching to a mask that
has different leak characteristics, evaluation is needed to
adjust trigger sensitivity and pressure settings and to as-
sure the absence of rebreathing.

The Ventilator and Asynchrony

Although any ventilator can be used for NIV, increas-
ingly ventilators are used that are designed specifically for
this application.28 Bi-level ventilators are designed specif-
ically for NIV, and intermediate and critical-care ventila-
tors increasingly have modes designed specifically for
NIV.29 Pressure-targeted modes are used more commonly
for NIV than are volume-targeted modes. For critical-care
ventilators, dual-limb circuits are used, and these have
inspiratory and expiratory valves: rebreathing is minimized
by separation of the inspiratory and expiratory gases. In-
termediate ventilators use a single-limb circuit with an
exhalation valve near the patient. Bi-level ventilators use a
single-limb circuit and a leak port, which serves as a pas-
sive exhalation port for the patient, and is incorporated
into the circuit near the patient or into the interface.

Rebreathing

With the bi-level ventilators there is the potential for
rebreathing. If rebreathing occurs, this may increase respi-

ratory drive and contribute to asynchrony.30-32 Rebreath-
ing is decreased if the leak port is in the mask rather than
in the circuit,19,20 if oxygen is titrated into the mask rather
than into the circuit,33 with a higher expiratory pressure,30

and with a plateau exhalation valve.30 Major determinants
of rebreathing are the expiratory time and the flow through
the circuit during exhalation. Increasing the expiratory pres-
sure requires greater flow and thus decreases the amount
of rebreathing; the minimum expiratory pressure setting
on many bi-level ventilators is 3–4 cm H2O. Opening the
ports on the interface increases leak, which increases the
flow through the hose and flushes the hose to decrease
rebreathing. The plateau exhalation valve effectively de-
creases rebreathing, but may increase the imposed expira-
tory resistance,31 and patients may find the plateau exha-
lation valve noisier and less attractive in appearance than
the traditional leak port.34

Leak Compensation

Although ventilators have traditionally been leak intol-
erant, leaks are a reality with NIV. Moreover, the function
of bi-level ventilators depends on the presence of a leak.
Some bi-level ventilators allow the user to enter the inter-
face that will be used, to allow more precise identification
of the intentional leak. This approach, however, requires
the use of an interface provided by that ventilator’s man-
ufacturer. As described previously, triggering and cycling
issues may occur if an interface from one manufacturer is
matched with a ventilator from a different manufacturer.
Other bi-level ventilators allow the user to test the leak
port as part of the pre-use procedure. Leak-detection al-
gorithms must adjust for changes in leak with inspiratory
and expiratory pressure changes, as well as changes that
may occur breath-to-breath due to fit of the interface. Newer
generations of bi-level ventilators use redundant leak-es-
timation algorithms.

Miyoshi et al35 evaluated the effects of gas leak on
trigger, FIO2

, and humidification during NIV with bi-level
and critical-care ventilators. They found that the bi-level
ventilators triggered properly at all levels of gas leak, and
triggering was more effective than with the critical-care
ventilators. FIO2

with the Respironics BiPAP S/T-D bi-
level ventilator was affected by gas leak and could be
predicted mathematically unless the gas leak was large.
With large gas leaks, relative humidity was maintained,
but absolute humidity decreased. Miyoshi et al concluded
that gas leak affected triggering of ICU ventilators, FIO2

of
the BiPAP S/T-D ventilator, and humidity delivered. Borel
et al36 reported that the level of intentional leak in 7 com-
mercially available masks ranged from 30 L/min to 45 L/
min at a pressure of 14 cm H2O, which did not affect the
trigger performance of bi-level ventilators.

PATIENT-VENTILATOR INTERACTION DURING NONINVASIVE VENTILATION
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Many current-generation critical-care ventilators have
NIV modes. NIV modes on critical-care ventilators vary in
their leak-compensation capabilities. Vignaux et al37 per-
formed a bench study of 8 ICU ventilators featuring an
NIV mode. On most of the tested ventilators, leaks led to
an increase in trigger delay and work load, a decrease in
ability to reach the pressure target, and delayed cycling.
The NIV mode partly or totally corrected these problems,
but with large variations between machines. However, on
some ventilators the NIV mode worsened the leak-induced
dysfunction. Vignaux et al concluded that NIV modes can
correct part or all of the issues with leaks that occur with
NIV, but with wide variations in efficiency between ma-
chines.

In another bench study, Ferreira et al38 evaluated the
ability of 9 critical-care ventilators to function in the pres-
ence of leaks, and compared this with a bi-level ventilator.
At baseline, all of the ventilators were able to synchronize
appropriately with the lung simulator. As the leak was
increased, all of the ventilators except for the Vision (Re-
spironics. Murrysville, Pennsylvania) and Servo-i (Maquet,
Solna, Sweden) needed adjustment of trigger or cycle cri-
teria to synchronize, and some transitioned to backup ven-
tilation. Ferreira et al concluded that the Vision and Ser-
vo-i were the only ventilators that required no adjustments
as they adapted to increasing leaks.

For acute-care applications there is value in being able
to use the same ventilator for invasive ventilation, where
leaks are usually absent, and for NIV, where leaks are
always present. Leak compensation (control of trigger, cy-
cle, and flow delivery) in critical-care ventilators is in its
infancy. Probably this will improve as engineers develop
more sophisticated algorithms for leak detection and com-
pensation. Improvements in the design of interfaces will
reduce the amount of leak. Clinicians will better fit the
interface with experience in the application of NIV. With
the combination of improved ventilator performance in the
setting of leaks, better interfaces, and increased clinician
experience, problems related to leaks should improve.

Trigger Asynchrony

Trigger asynchrony with NIV may be the result of leaks,
which can produce either auto-triggering or ineffective
triggers. Ineffective triggers can also be due to the under-
lying disease process, such as occurs with auto-PEEP in
patients with COPD, and weak inspiratory efforts, such as
occurs in patients with neuromuscular disease. Unlike the
situation in the past, when using modern ventilators, trig-
ger asynchrony is probably more often due to issues with
pathophysiology than ventilator performance.

Modern ventilators can be flow-triggered, pressure-trig-
gered, volume-triggered, or use sophisticated analysis of
the flow pattern, such as the shape signal.39,40 Using an

older-generation ventilator (Bird 8400 STi), Nava et al41

reported that, in patients with COPD, flow-triggering re-
duced the inspiratory effort, compared with pressure-trig-
gering. They attributed these findings to a reduction in
dynamic auto-PEEP and in the time of valve opening with
a flow trigger. However, the quality of pressure and flow
triggers has improved on current-generation ventilations,
and either approach is acceptable, provided that the trigger
sensitivity is set appropriately.42-44

Several studies have evaluated automatic detection of
ineffective triggering and double-triggering during me-
chanical ventilation. Mulqueeny et al45 evaluated an algo-
rithm embedded in a ventilator system (ResMed ResCon-
trol II prototype) that is able to automatically detect the
ineffective triggering and double-triggering in real time.
They enrolled patients receiving PSV, half of whom were
receiving NIV. The algorithm was designed to detect in-
effective triggering as significant perturbations in the ex-
piratory flow signal unaccompanied by a ventilator breath.
Once flow and airway pressure signals have been passed
through a noise filter and an unintentional-leak-compen-
sation algorithm is applied to the flow signal, the first and
second derivatives of the flow signal are calculated. For
each perturbation detected, the amplitude and steepness of
the decline are used to distinguish ineffective efforts from
cardiogenic oscillations, coughs, and swallows. The detec-
tion algorithm is effective only after 600 ms into expira-
tion, following the end of a ventilator breath. Double-
triggering was detectable on the airway pressure trace,
when a ventilator cycle was followed by another positive
cycle separated by less than 500 ms. The detection of
ineffective triggering and double-triggering from the algo-
rithm was compared by 2 operators, with the clinical oc-
currence of the phenomena as assessed using the transdia-
phragmatic pressure. Good accuracy with high specificity
and sensitivity was reported with both conventional ven-
tilation and NIV.

Cuvelier et al46 developed a mathematical analysis of
ventilator tracings recorded during NIV to identify inef-
fective triggering efforts. They retrospectively analyzed
tracings that were routinely recorded during the initiation
of NIV in children with advanced stable cystic fibrosis
lung disease and who had no previous experience with
NIV. The waveforms were analyzed by 2 independent
investigators. The ventilator tracings were analyzed with a
computer algorithm designed to identify ineffective trigger
efforts. The algorithm correctly identified 100% of trig-
gered breaths and 95% of ineffective triggering efforts.
Ineffective triggering was associated with a significant re-
duction in minute ventilation and inspiratory flow, and an
increase in inspiratory efforts. Cuvelier et al concluded
that noninvasive analysis of flow and airway pressure can
reliably identify ineffective triggering efforts during NIV.
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The ability to detect ineffective trigger efforts noninva-
sively and automatically during NIV is attractive. This
could conceivably prompt clinicians of the presence of
asynchrony and the need to make ventilator adjustments,
such as PEEP to counter-balance auto-PEEP. It could also
be used to assess patient response to efforts to improve
synchrony. However, additional evaluation is necessary
before such systems are ready for incorporation into clin-
ical practice. For example, high level evidence is lacking
that automatic detection of ineffective trigger efforts leads
to clinician efforts that ultimately result in better synchrony
during NIV.

Flow Asynchrony

Pressure-targeted ventilation is most commonly used
for NIV. From a practical standpoint, most ventilators de-
signed for NIV do not provide volume control ventilation
(VCV). With bi-level ventilators the clinician sets the in-
spiratory positive airway pressure (IPAP) and the expira-
tory positive airway pressure (EPAP); the difference be-
tween IPAP and EPAP is the level of pressure support or
pressure control. Compared with VCV, clinicians com-
monly believe that the variable inspiratory flow associated
with pressure-targeted ventilation improves patient com-
fort and patient-ventilator synchrony.47 With VCV, flow
delivery is determined by the flow setting on the ventila-
tor. With pressure-targeted ventilation, the determinants of
inspiratory flow are the inspiratory pressure setting and
respiratory mechanics (resistance and compliance). Borel
et al36 reported that the capacity to achieve and maintain
IPAP was significantly decreased when intentional leaks

increased. This suggests that flow delivery to the patient
may be reduced in the presence of leaks, which could
result in flow asynchrony.

Girault et al48 reported that PSV and VCV provided
similarly improved breathing pattern and gas exchange.
These effects were associated with higher respiratory dis-
comfort with VCV than with PSV. Navalesi et al18 com-
pared PSV and pressure control ventilation (PCV) (in other
words, flow-cycled vs time-cycled pressure-targeted ven-
tilation), and reported that NIV provided better ventilation
and gas exchange, compared with unassisted spontaneous
breathing, irrespective of the ventilator mode. There were
no differences between modes in tolerance of ventilation,
gas exchange, or breathing pattern. In patients with stable
cystic fibrosis, Fauroux et al49 found that either PSV or
VCV decreased respiratory muscle unloading.

For pressure-targeted ventilation, the rise-time control
refers to the time required for the ventilator to reach the
pressure target at the onset of inspiration.44 It is the rate of
pressurization at the initiation of the inspiratory phase.
Rise-time adjustment during NIV allows the clinician to
set the flow at the onset of the inspiratory phase during
PSV. A fast rise time is associated with high peak flow,
and a slow rise time is associated with a low peak flow
(Fig. 3). Theoretically, patients with a high respiratory
drive should be more synchronous with the ventilator with
a fast rise time, whereas those with a lower respiratory
drive might be more synchronous with a slower rise time.

There are several potential drawbacks to a high inspira-
tory flow at the onset of inspiration, such as might result
from a higher pressurization rate.50 If the flow is higher at
the onset of inspiration, the inspiratory phase may be pre-

Fig. 3. Flow and pressure waveforms for 3 rise times (pressurization rates) at a pressure support of 20 cm H2O. Note the effect of rise time
on flow at the initiation of the inspiratory phase. (Adapted from Reference 44.)

PATIENT-VENTILATOR INTERACTION DURING NONINVASIVE VENTILATION

RESPIRATORY CARE • FEBRUARY 2011 VOL 56 NO 2 159



maturely terminated if the ventilator cycles to the expira-
tory phase at a flow that is a fraction of the peak inspira-
tory flow. Several studies have suggested the existence of
a flow-related inspiratory terminating reflex.51-53 Activa-
tion of this reflex shortens neural inspiration, which could
result in brief, shallow inspiratory efforts, particularly at
low settings of PSV. Although the clinical effects of this
inspiratory flow-terminating reflex during NIV remain to
be determined, it suggests that manipulation of rise time
during PSV may result in a complex interaction between
flow delivery from the ventilator function and physiology.
A faster rise time has been reported to better unload the
respiratory muscles of patients with COPD during NIV,
but this may be accompanied by substantial air leaks and
poor tolerance.54 Thus, the physiologic benefit that might
occur with rise-time adjustment should be balanced against
patient comfort.

Cycle Asynchrony

During continuous mandatory ventilation (VCV or PCV)
the inspiratory phase is time-cycled. For these breath types
the presence of leaks will not affect the inspiratory time.
However, PSV is normally flow-cycled. If the leak flow is
greater than the flow cycle criterion or threshold, the in-
spiratory phase will continue indefinitely. However, there
is usually a secondary time cycle should this occur, which
is fixed on some ventilators (eg, 3 s) but adjustable on
others.

If the inspiratory time is prolonged due to leaks, expi-
ratory time is shortened if respiratory rate is constant,
which could produce auto-PEEP. As discussed previously,
auto-PEEP makes triggering more difficult. Thus, cycle
asynchrony could produce trigger asynchrony. If the pa-
tient fails to trigger, expiratory time will increase, the
amount of auto-PEEP decreases, and the patient is then
able to trigger. The result is variability in the respiratory
rate provided by the ventilator. If auto-PEEP increases, the
delivered tidal volume for a fixed pressure-support setting
is less. This results in variability in tidal volume delivery.

Using an older-generation bi-level ventilator, Mehta
et al55 reported that a large leak interfered with cycling of
the ventilator and shortened the expiratory time. Calderini
et al56 reported that, in the presence of leaks, time-cycled
PCV provided better synchrony and patient comfort than
flow-cycled PSV during NIV. Battisti et al57 reported de-
layed cycling in the presence of leaks with bi-level venti-
lators. Borel et al,36 however, found that expiratory cy-
cling was not affected by the level of intentional leaks in
masks, except with COPD conditions.

Hotchkiss et al58 used a mathematical model and lung
model to simulate the issue of leaks on ventilator perfor-
mance. They found that PSV applied in the context of an
inspiratory leak resulted in breath-to-breath variation in

the inspiratory phase, resulting in auto-PEEP if the respi-
ratory rate was fixed, or variability in respiratory rate,
inspiratory time, and auto-PEEP if the rate was varied.
This was most likely when the respiratory system time
constant was long relative to the respiratory rate, which
occurs in patients with COPD. A bench study by Adams
et al59 predicted a relatively narrow range for inspiratory
flow cycle that provides adequate ventilatory support with-
out causing hyperinflation in patients with COPD.

To avoid prolonged inspiration with PSV, unintentional
leaks should be minimized, and use of a ventilator with
good leak compensation is ideal. Some bi-level ventilators
use redundant measures to determine end of inspiration.
For example, the Philips Respironics bi-level ventilators
use the shape signal and spontaneous expiratory threshold.
The spontaneous expiratory threshold is an electronic sig-
nal that rises in proportion to the inspiratory flow rate on
each breath. When the spontaneous expiratory threshold
and actual patient flow are equal, the ventilator cycles to
exhalation. The maximum inspiratory time is adjustable on
some ventilators, and some ventilators allow the flow cy-
cle criteria to be adjusted. Note that the effect of a higher
flow cycle as a percentage of peak inspiratory flow trans-
lates to a shorter inspiratory time (Fig. 4).

Using a lung model and healthy volunteers, Costa et al26

evaluated the effects of rise time and flow cycle criteria
during NIV using PSV with a Puritan Bennett 840 venti-
lator. They compared a rapid rise time (80%) and high
flow cycle (60%) to a slow rise time (20%) and low flow
cycle (5%). At a respiratory rate of 30 breaths/min the
combination of 20% rise time and 5% flow cycle produced
the worst synchrony, with a higher rate of wasted efforts,
compared with a rise time of 80% and a flow cycle of
60%. This suggests that a shorter rise time and a higher
flow cycle should be considered during NIV when used in
patients with tachypnea.

Mode Asynchrony

NAVA and proportional assist ventilation (PAV) are
modes intended to improve patient-ventilator synchrony.60

NAVA has been reported to improve synchrony during
NIV when a helmet is used.25 For PAV, Gay et al61 re-
ported better patient tolerance with PAV, compared to
PSV during NIV. However, it is unclear whether the im-
proved tolerance was due to improved synchrony, as syn-
chrony per se was not evaluated in this study.

Patient-ventilator interaction can be affected if respira-
tory drive decreases during NIV. In the absence of a backup
rate during PSV, apnea may occur. Thus, it would seem
prudent to set a backup rate during NIV. A decreased
respiratory drive can also result in a decreased tidal vol-
ume with PSV. Adaptive servo-ventilation (adapt SV) on the
ResMed bi-level ventilator and average volume-assured pres-
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sure support (AVAPS) on the Respironics bi-level ventilators
have been developed to address these issues.

With adapt SV (Fig. 5) the ventilator algorithm uses
3 variables to achieve synchronization between pressure
support and the patient’s breathing: (1) the patient’s
average respiratory rate; (2) the direction, magnitude,
and rate of change of the patient’s air flow; and (3) a
backup respiratory rate of 15 breaths/min. When central
apnea or hypopnea occurs, support initially continues to
reflect the patient’s breathing pattern. If apnea or hy-
popnea persists, the ventilator uses the backup respira-

tory rate. When breathing resumes and ventilation ex-
ceeds the target, pressure support is reduced to the
minimum of 3 cm H2O. Adaptive servo ventilation has
been used primarily in the treatment of patients with
sleep-disordered breathing associated with chronic con-
gestive heart failure and Cheyne-Stokes respirations or
periodic breathing.62-73 Whether it might also have ap-
plication during NIV in patients with acute respiratory
failure has not been studied, to my knowledge.

AVAPS (Fig. 6) maintains a tidal volume equal to or
greater than the target tidal volume by automatically con-

Fig. 4. Examples of flow-termination criteria of 10%, 25%, and 50%, with pressure support of 15 cm H2O and PEEP of 5 cm H2O. Note
the effect of flow-termination criteria on inspiratory time. (Adapted from Reference 44.)

Fig. 5. Adaptive Servo Ventilation (ASV). PS � pressure support. (Courtesy of ResMed.)
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trolling the minimum and maximum IPAP settings. AVAPS
averages tidal volume over time and gradually changes the
IPAP over several minutes to achieve the target tidal vol-
ume. If patient effort decreases, IPAP is increased to main-
tain the target tidal volume. On the other hand, if patient
effort increases, IPAP is reduced. Because AVAPS is a
form of adaptive PCV, there is a concern that the ventilator
will inappropriately decrease support if respiratory drive
increases.74 There have been reports of the use of AVAPS
in patients with obesity hypoventilation syndrome75 and in
stable patients with COPD and hypercapnia.76 However, to
my knowledge there have been no reports of the use of
AVAPS in patients with acute respiratory failure.

The Humidifier and Asynchrony

Although the use of humidification during NIV is con-
troversial,77 it is commonly used to improve patient com-
fort and to prevent drying of the upper airway. Humidifi-
cation can be provided by either active (heated humidifier)
or passive (heat-and-moisture exchanger [HME]) meth-
ods. The results of one study suggest that either a heated
humidifier or an HME are effective during NIV.78 How-
ever, there are several important limitations of that study:
(1) the subjects were normal volunteers, (2) the evaluation
period was very short (15 min), and (3) evaluations were
made with CPAP rather than NIV. Thus, the clinical rel-
evance of those results is unclear.

From the perspective of patient-ventilator interaction,
the results of several studies suggest that use of an HME
during NIV is not prudent. Lellouche et al79 reported that
minute ventilation was significantly higher with an HME
than with heated humidifier for a similar PaCO2

. Moreover,
the HME was associated with a greater increase in work of
breathing and indexes of patient effort. In fact, NIV with
an HME failed to decrease work of breathing, compared to
baseline. Similarly, Jaber et al80 reported that PaCO2

was
significantly higher with an HME than with a heated hu-
midifier. They concluded that, during NIV, the increased
dead space of an HME may negatively affect respiratory

function and gas exchange. Based on this evidence, the use
of an HME during NIV is not recommended, due to the
increased respiratory work load related to the resistance
and dead space of the device. This additional work load
and higher PaCO2

could potentially lead to asynchrony.

Ventilator-Neural Interactions

Raux et al81 administered PSV via NIV to 7 healthy
volunteers with continuous electroencephalographic re-
cordings. The ventilator settings were first adjusted to make
the subjects feel comfortable, and then modified to induce
respiratory discomfort. This was achieved by setting the
ventilator to a higher trigger level, reducing the slope of
the rise in pressure support, and reducing the level of
pressure support. To identify respiratory-related premotor
activity, a minimum of 80 pre-inspiratory electroencepha-
lographic epochs were averaged. Raux et al found that
altering ventilator settings induced respiratory discomfort,
and this was associated with premotor potentials in all
cases, which disappeared upon return to comfortable set-
tings. Thus, it appears that patient-ventilator asynchrony in
healthy humans is associated with an activation of higher
cerebral areas. Raux et al suggested that premotor poten-
tials could thus be markers of patient-ventilator asynchrony
at the brain level.

Evans et al82 induced air hunger in 6 healthy subjects
while measuring cerebral activity using functional mag-
netic resonance imaging. They found that the insula ap-
pears to be important in dyspnea perception. Noteworthy
is that the insula participates in the awareness of primal
sensations such as pain, hunger, and thirst. The insula also
evaluates distressing stimuli carrying negative emotional
valence. To the extent that asynchrony relates to dyspnea,
these results suggest that asynchrony may have ventilator-
neural implications.

Strategies to Improve Synchrony During NIV

Although evidence is lacking for improved outcomes
when there is better patient-ventilator interaction with NIV,
there is a compelling argument to improve synchrony so
that patients will be more comfortable. Asynchrony can be
recognized from patient examination (eg, tachypnea, ac-
cessory muscle use, nasal flaring); patient interview (eg,
dyspnea); and examination of ventilator waveforms (inef-
fective triggering, double-triggering, auto-triggering, pre-
mature cycling, and delayed cycling; see Fig. 1). With an
understanding of potential causes of asynchrony during
NIV, a number of strategies can be implemented to ad-
dress this clinical problem (Table 3). Note that these strat-
egies are a combination of ventilator adjustments and treat-
ment of the underlying disease process.

Fig. 6. Average volume-assured pressure support. IPAP � inspira-
tory positive airway pressure. (Courtesy of Respironics.)
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Ventilator adjustments to improve synchrony should be
systematically applied, and each intervention assessed by
patient examination, the patient’s subjective reports of dys-
pnea and comfort, and careful assessment of the ventilator
waveforms. Synchrony may not need to be perfect, pro-
vided that the patient is comfortable and gas exchange is
adequate. Attention should also be given to treatment of
pain and anxiety.83

For many patients receiving NIV, the underlying phys-
iology is dynamic and there may be moment-by-mo-
ment changes in respiratory drive. This may require
frequent manipulations of ventilator settings by clini-
cians, particularly when the patient is at an unstable
point in the disease process. Such attention might be
impractical in everyday clinical reality. This makes a
case for ventilator algorithms that automatically detect
asynchrony. Such systems could prompt clinicians of
the presence of asynchrony, and they could be used to
assess patient response to efforts to improve synchrony.
It might also be possible to develop closed-loop systems
that would automatically titrate PEEP in the presence of
missed trigger efforts, or adjust the rise time in response
to changes in respiratory drive, or adjust the cycle cri-
teria when ventilator inspiratory time does not match
neural inspiratory time.

Conclusions

Evidence is lacking that better patient-ventilator syn-
chrony is related to better success of NIV. However, to the
extent that patient-ventilator interaction, dyspnea, and com-
fort are related, no one can argue against efforts to im-
prove synchrony during NIV.
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Discussion

Epstein: Your very last question,
which I think is the most important,
was does this impact the failure of
NIV? If you were to design such a
study, you’d almost be asking the
clinicians to not intervene when they
found asynchrony, if you really
wanted to find out the impact on out-
comes. I would imagine most of us
would try to fix the ventilator or fix
the patient. Any thoughts about how

one would design such a study and
not intervene?

Hess: I think what we would need
to do is collect data during the ini-
tiation of NIV that would give us
clues to asynchrony, but to have
someone who was blinded as to what
is going on at the bedside, who would
then after the fact evaluate the de-
gree of asynchrony in those in whom
NIV was successful and in those in
whom it failed.

Epstein: My point is that you showed
very nicely that asynchrony is associ-
ated with discomfort, so you’d have
to say, “I’m not going to fix the ven-
tilator so that the patient’s more com-
fortable.”

Hess: But what you have to say is,
“I’m going to allow the clinicians to
do whatever they do now and then I
will after the fact look at the data we
collect and determine if there were dif-
ferences in asynchrony index between
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the successes and failures.” That’s
really quite different than saying, “I’m
going to do a study to try and see if
we can always have the asynchrony
index be � 10.” You could do that as
a quality-assurance study and evalu-
ate what is happening now and then
implement that kind of a practice and
see if your NIV success rate goes up.
It would be difficult to do the RCT
[randomized controlled trial]. I don’t
think you could get that through any
IRB [institutional review board] to do
the trial wherein one group of patients
you tried to make as synchronous
and comfortable as possible and in
the other group you’d ignore that—
particularly with the literature that we
have.

Parthasarathy: There might be a lit-
tle selection bias there. One of the rea-
sons I wanted to look at sleep in me-
chanically ventilated patients was that
Philip Leung found there was a higher
likelihood of ineffective trigger efforts
at times at night, when things were
quiet.1 If we looked at the data during
their sleep state, I would not be sur-
prised if we found more ineffective
triggering during sleep than awake. It’s
a function of the patient’s respiratory
drive and auto-PEEP. If auto-PEEP is
high or respiratory drive is low, there
will be more ineffective triggering.
While the patient is awake, by default,
the respiratory drive is higher, so
there’s better synchrony, whereas dur-
ing sleep respiratory drive is lower, so
there’s a greater likelihood of non-
triggering. Therefore, I have a con-
ceptual problem with these data about
discomfort being propagated by inef-
fective triggering.

About the ethics of planning such a
study, I think we currently have equi-
poise. We don’t know whether inef-
fective efforts and asynchrony are
causing poor patient outcomes, so I
think if it were phrased appropriately
an IRB could approve it, because we
don’t know if it’s a mere phenomenon
or causative.

1. Leung P, Jubran A, Tobin MJ. Comparison
of assisted ventilator modes on triggering,
patient effort, and dyspnea. Am J Respir
Crit Care Med. 1997;155(6):1940-1948.

Hess: You could use the Vignaux
study1 to support that by saying that
they showed no effect on outcome as
a result of greater number of asyn-
chronies.

1. Vignaux L, Vargas F, Roeseler J, Tassaux
D, Thille AW, Kossowsky MP, et al. Pa-
tient-ventilator asynchrony during nonin-
vasive ventilation for acute respiratory fail-
ure: a multicenter study. Intensive Care
Med 2009;35(5):840-846.

Parthasarathy: And in a real
world-study, even in the control arm,
we can tell the investigators or the
physician caring for the patient to
go ahead and make whatever adjust-
ments they want within certain pa-
rameters, knowing the fact that the
physician and the provider will not
be able to be there 24/7 making all
those adjustments all through the
day, as opposed to a device or mode
that can make it all go away. You’d
also find that you’d get more rich
data about the efficacy of operator-
driven care versus ventilator settings
determined by a fully automated
closed-loop system.

Epstein: What we don’t know is
whether they eventually responded.
The one reason that asynchrony may
not have been associated with an ad-
verse outcome is that the clinicians
went ahead and fixed it.

Hess: And they only looked at a 30-
minute period of time.

Epstein: Right. In fact, that’s a lim-
itations of all these studies, because
when we’re looking at snapshots in
time, we don’t know what happened
subsequent to that. The clinicians may
have intervened, asynchronies may
have been reduced, and outcome may
have been affected.

Hess: They may have collected their
data and then strapped the mask on
more tightly.

Hurford: What is the role of the air-
way? When I ventilate patients in the
operating room, whether they’re able
to have a decent airway or they have
a history of sleep apnea or obstructive
disease or have a large beard affects
my ability to succeed, and I wonder
whether any of the studies have looked
at that? Also, Rich [Branson] observed
that surgical patients don’t do well on
NIV, but what factors are important in
surgical patients, such as obesity or an
abdominal incision?

Hess: So, to your first question, there
are certainly patients who are more dif-
ficult to fit an interface. As far as any-
body doing the sorts of upper-airway
scoring that you use when you assess a
patient for intubation, I don’t know if
anybody’s ever done that during NIV.
So there is a research opportunity.

Hurford: We have several scoring
systems for difficulty with mask venti-
lation in the operating room. If a patient
is likely to have a lot of difficulty, maybe
I should use a different algorithm, de-
pending on underlying patient factors.
I’d like to talk about the patient; you’ve
been talking about the machine.

Hess: I like that. I don’t think any-
body has tried to use any of those scor-
ing systems for difficult mask fit or
intubation that you use in the OR [op-
erating room] to try to assess patients
in the ICU [intensive care unit] whom
we’re thinking of putting on NIV. That
is a research opportunity. Your sec-
ond question had to do with whether
there are more problems in some…?

Hurford: To follow up on Rich’s ob-
servation that surgical patients don’t
do well on NIV: what about underly-
ing patient disease and their ability to
tolerate NIV?
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Hess: Yeah, I don’t know that that’s
been studied very well. We have at least
one RCT1 that shows that there are bet-
ter outcomes in patients who develop
respiratory failure following lung-
resection surgery. There is at least one
RCT2 and several observational stud-
ies3-5 about NIV in trauma patients. It
may not have been studied as well in
surgical patients as in medical patients,
but I think it’s probably being used in-
creasingly in surgical patients. I’d be
interested about your experiences with
NIV in the PACU [post-anesthesia care
unit]. My observation is that it’s being
used increasingly in that setting.

1. Auriant I, Jallot A, Hervé P, Cerrina J, Le
Roy Ladurie F, Fournier JL, Lescot B, Par-
quin F. Noninvasive ventilation reduces
mortality in acute respiratory failure fol-
lowing lung resection. Am J Respir Crit
Care Med 2001;164(7):1231-1235.

2. Hernandez G, Fernandez R, Lopez-Reina P,
Cuena R, Pedrosa A, Ortiz R, Hiradier P.
Noninvasive ventilation reduces intubation
in chest trauma-related hypoxemia: a ran-
domized clinical trial. Chest 2010;137(1):74-
80.

3. Xirouchaki N, Kondoudaki E, Anastasaki
M, Alexopoulou C, Koumiotaki S, Georgo-
poulos D. Noninvasive bi-level positive pres-
sure ventilation in patients with blunt tho-
racic trauma. Respiration 2005;72(5):517-522.

4. Beltrame F, Lucangelo U, Gregori D, Gre-
goretti C. Noninvasive positive pressure
ventilation in trauma patients with acute
respiratory failure. Monaldi Arch Chest Dis
1999;54(2):109-114.

5. Gregoretti C, Beltrame F, Lucangelo U,
Burbi L, Conti G, Turello M, Gregori D.
Physiologic evaluation of noninvasive
pressure support ventilation in trauma pa-
tients with acute respiratory failure. Inten-
sive Care Med 1998;24(8):785-790.

Hurford: Right. The most common
application is the one that you’d think
would be the least likely to work, which
is in a morbidly obese patient after gas-

tric-bypass surgery. Those patients are
at high risk for gastric distension, and
you’d think that NIV wouldn’t work
very well, but it works amazingly well.
We’ll often get someone to go onto NIV
preoperatively to get them through the
postoperative phase.

Hess: Those are often patients who
are not naïve to NIV.

Hurford: Right, because they use
CPAP [continuous positive airway
pressure] for their OSA [obstructive
sleep apnea].

Hess: Or maybe even NIV for their
central apneas, perhaps for many years
before their surgery.

Epstein: But trauma patients may
have a lot of other things going on,
including hemodynamic instability,
and maybe head and neck trauma, so
they’re not good candidates. But there
are several studies now, both obser-
vational and I think there’s more than
one RCT—you’re thinking of the Au-
riant study1 on lung resection, but
there’s also one from Ranieri’s group2

on CPAP in postoperative patients—
showing better outcomes.

1. Auriant I, Jallot A, Herve� P, Cerrina J, Le
Roy Laduri F, Fournier JL, et al. Noninva-
sive ventilation reduces mortality in acute re-
spiratory failure following lung resection.
Am J Respir Crit Care Med 2001;164(7):
1231-1235.

2. Squadrone V, Cocha M, Cerutti E, Schellino
MM, Biolino P, Occella P, et al. Continuous
positive airway pressure for treatment of post-
operative hypoxemia: a randomized con-
trolled trial. JAMA 2005;293(5):589-595.

Hess: Correct. They used CPAP in
patients following abdominal surgery
and showed this improved outcome.

Kallet: In our SBT [spontaneous
breathing trial] database for quality-
assurance we track post-extubation
failure with medical and surgical pa-
tients, and our use of NIV for post-
extubation respiratory distress. It’s
kind of a quick-and-dirty look, but I
was surprised at the number of trauma
and surgical patients who seemingly
were failing extubation where NIV
seemed to work and avoided re-intu-
bation. It’s not anywhere near a con-
trolled study, but I would say that if
we think they’re going to fail an ex-
tubation trial, why not try NIV? I also
think there’s a difference between us-
ing NIV in a surgical trauma patient
initially coming in—and they’re
maybe getting worse—and someone
who’s been intubated and in the post-
extubation period develops distress
from secretions or atelectasis. Those
are different contexts.

Hess: There’s an accumulating evi-
dence base supporting the use of NIV
to prevent extubation failure. At least
3 RCTs have come to my mind, in-
cluding one by Ferrer just a few
months ago.1-3

1. Nava S, Gregoretti C, Fanfulla F, Squadrone
E, Grassi M, Carlucci A, Beltrame F, Na-
valesi P. Noninvasive ventilation to prevent
respiratory failure after extubation in high-
risk patients. Crit Care Med 2005;33(11):
2465-2470.

2. Ferrer M, Valencia M, Nicolas JM, Ber-
nadich O, Badia JR, Torres A. Early nonin-
vasive ventilation averts extubation failure
in patients at risk: a randomized trial. Am J
Respir Crit Care Med 2006;173:164-170.

3. Ferrer M, Sellares J, Valencia M, Car-
rillo A, Gonzalez G, Badia JR, et al.
Noninvasive ventilation after extubation
in hypercapnic patients with chronic re-
spiratory disorders: randomised con-
trolled trial. Lancet 2009;374(9695):
1082-1088.
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