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BACKGROUND: Standard indications for endotracheal suctioning are often based on clinical
judgment on the deterioration of the patient’s condition, and/or routine suctioning. TBA Care is a
secretion detector that analyses airway sounds and indicates the need for suctioning. OBJECTIVE:
To determine the efficacy of TBA Care in detecting retained secretions, compared to standard
indications. METHODS: We conducted a prospective randomized trial with 72 general intensive
care unit patients randomized at intubation into 2 groups, differing only in suctioning indications.
The control group indications were at least 3 scheduled suctionings per day or were clinically
driven. The secretion-detector group indications were device signal or clinically driven. At each
suctioning session we recorded the indication for suctioning and the amount of secretions removed.
Patients were followed until intensive care unit discharge or extubation. Diagnosis of ventilator-
associated pneumonia was confirmed via microbiological analysis of suctioned secretions. RE-
SULTS: We analyzed 1,705 suctionings in the control group and 1,354 in the secretion-detector group.
The secretion-detector group had fewer suctionings per day (3.9 � 2.3 vs 4.8 � 1.2, P � .002) and a
lower rate of unnecessary suctionings (4% vs 12%, P < .001). In the secretion-detector group, 97% of
the suctionings were performed following the signal from the TBA Care device. In the control
group, clinical deterioration (65%) was the most frequent indication for suctioning. The incidence
of ventilator-associated pneumonia was similar in the groups. CONCLUSIONS: TBA Care seems
to give valid and timely indications for suctioning, anticipating clinical deterioration due to secre-
tion retention and reducing unnecessary suctionings. (ClinicalTrials.gov registration NCT00932776.)
Key words: mechanical ventilation; endotracheal suctioning; secretion detector; secretion management;
ventilator-associated pneumonia. [Respir Care 2011;56(5):596–603. © 2011 Daedalus Enterprises]

Introduction

The lower respiratory tract of healthy humans is nor-
mally kept sterile by natural defense mechanisms: airway
barriers, mucociliary clearance, and cough. Endotracheal
intubation and mechanical ventilation, which are life-sav-

ing procedures in patients with respiratory insufficiency,
profoundly impair these defensive mechanisms, increasing
the risk of bacterial colonization and ventilator-associated
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pneumonia (VAP).1,2 The endotracheal tube cuff, which
allows positive-pressure ventilation and prevents aspira-
tion, compromises mucociliary clearance by mechanically
blocking mucus flow toward the oropharynx.3,4 Retained
mucus in the lower airways must therefore be removed by
endotracheal suctioning to prevent accumulation and con-
sequent complications (airway obstruction, increased work
of breathing, deterioration of gas exchange, and hemody-
namic instability).5 Although endotracheal suctioning is a
standard of care in all mechanically ventilated patients,
clear guidelines regarding the technique and timing of suc-
tioning are lacking. The applicable American Association
for Respiratory Care (AARC) guideline6 suggests that en-
dotracheal suctioning should be performed at some mini-
mum frequency or when clinically indicated (ie, when
complications due to accumulated secretions are mani-
fested). Since endotracheal suctioning can cause hypox-
emia, mechanical trauma, bronchospasm, and hemody-
namic instability, an accurate assessment of the need for
suctioning might decrease the frequency of suctioning com-
plications. TBA Care (First Medica, Cusago, Italy) is a
novel device designed to generate a signal when secretions
are present in the respiratory tract of an intubated patient,
indicating the need for endotracheal suctioning.

Strategies to detect retained secretions in intubated pa-
tients have been examined in very few studies.7-9 To the
best of our knowledge, this is the first prospective ran-
domized trial to compare different indications for endo-
tracheal suctioning. We compared the efficacy of TBA Care
in detecting the presence of secretions in the airways to
standard indications, and we tested the hypothesis that
different suctioning indications could impact the incidence
of VAP2,10-12 and extubation rate.

Methods

This study was performed in the Department of Periop-
erative Medicine and Intensive Care, San Gerardo Hospi-
tal, Monza, Italy, and approved by our hospital’s ethics
committee. Informed consent was obtained from all the
patients.

Patients

We enrolled, over a 9-month period, 72 intubated and
mechanically ventilated adult patients in our general in-
tensive care unit (ICU). Inclusion criteria were: age
� 18 years, endotracheal intubation or tracheostomy tube,
and expected duration of ventilation � 48 hours. Exclu-
sion criteria were: age � 18 years, pregnancy, and active
bronchial bleeding.

After enrollment and collection of baseline variables,
patients were randomly assigned to the control group or to

the secretion-detector group, and stratified according to
clinical suspicion of pneumonia, following 2 separate
printed randomization lists for each stratum. Criteria for
clinical suspicion of pneumonia on admission were based
on the applicable American Thoracic Society guideline:
presence of a new or progressive radiographic infiltrate
plus at least two of the following: temperature � 38°C,
leukocytosis or leucopenia, or purulent secretions.13

Endotracheal Suctioning

In all the patients we used a 12 French closed suctioning
system (Ballard, Kimberly-Clark Health Care, Zaventem,
Belgium), which we replaced every 72 hours, in accor-
dance with the manufacturer’s recommendations. The suc-
tioning system was connected to a wall suction port reg-
ulated at 80 mm Hg. The endotracheal tube cuff was inflated
to 30 cm H2O and checked 4 times a day.

The 2 groups differed only in the indications for suc-
tioning (see below). The groups received the same clinical
management and identical measures for VAP prevention:
semi-recumbent position, continuous enteric nutrition,
stress ulcer prophylaxis, and mechanical ventilation wean-
ing protocol. With all the patients we used a heated hu-
midifier (DAR HC 2000, Covidien) for the entire study
period.

Patients in the control group were suctioned following
our secretion-management protocol, which is based on the
AARC clinical practice guideline.6 Patients are suctioned
at least 3 times a day (scheduled suctionings, one per
nursing shift) or if a clinical sign attributable to secretion
retention is evident: coarse breath sounds on auscultation,
dyspnea, cough, apparent increased work of breathing, in-
creased inspiratory peak pressure during volume controlled
ventilation, decreased tidal volume during pressure-con-
trolled ventilation, SpO2

decrease not otherwise explained,
or visible secretions in the endotracheal tube or ventilator
circuit.

In the study group, secretions were monitored with the
TBA Care system, and the decision to suction was based on
the signal from the TBA Care system and/or the indications
recommended in the AARC clinical practice guideline.

Data Collection

Immediately after each suctioning we recorded the day
and time, the indication for the suctioning, the number of
suction catheter passes, and the quantity of secretions col-
lected, which we rated with a semi-quantitative system for
categorizing the amount of secretions collected: 0 � none
(we deemed these unnecessary suctionings), 1 � scarce,
2 � few, 3 � moderate, 4 � abundant. To standardize the
secretion-quantity scoring, prior to the study all the nurses
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were trained in the semi-quantitative system, with in vitro
simulations of the suctioning procedure, and known vol-
umes of blue dye. The daily secretion volume was defined
as the sum of the scores from that day’s suctionings.

We also recorded the number of suctioning passes in
each suctioning session. Each suctioning session consisted
of 1, 2, or 3 suctioning passes with the closed suctioning
system. If further suctioning was deemed necessary, open
suctioning was performed. The decision to perform more
than one suctioning pass was based on clinical judgment in
the control group, and on the TBA Care device’s signal in
the secretion-detector group.

Patients were followed until either ICU discharge, ex-
tubation, tracheostomy, or death. If VAP was clinically
suspected (per the applicable American Thoracic Society
guidelines13), we sent suctioned secretions for quantitative
microbiologic assay, which was considered positive with
� 106 colony-forming units per mL. Microbiologic assay
was also performed during the first 48 hours of ventilation.
VAP was treated according to the applicable American
Thoracic Society guidelines.13

TBA Care System

The TBA Care device is an acoustic monitor of tracheo-
bronchial secretions (Fig. 1). The disposable sensor at-
taches to the circuit at the Y-piece. TBA Care allows
noninvasive bedside monitoring of airway secretions in
intubated and tracheotomized patients, and the patient may
or may not be ventilator-dependent. The TBA Care device
generates an acoustic and visual signal when it detects
secretions in the airway, suggesting the need for suction-

ing. During the study we changed the sensor every 3 days,
per the manufacturer’s recommendation.

Outcomes

Our primary outcome of interest was whether the
TBA Care device reduced the number of unnecessary suc-
tionings. The secondary outcomes were the total number
of suctionings, number of suctioning passes, incidence of
VAP, and extubation rate.

Statistics

Sample size was computed taking into account an inci-
dence of unnecessary suctionings of approximately 15%.14

To detect a 10% reduction in the incidence of suctioning,
with a type I error of 0.05 and a power of 0.9, 915 suc-
tionings were necessary in each arm. Based on a prelim-
inary report14 that estimated an average of 25 suctionings
per patient per ICU stay, we computed a need for 36 pa-
tients in each arm. Statistical analysis was performed with
statistics software (PASW Statistics 18, SPSS, Chicago,
Illinois). Categorical variables were compared with chi-
square tests, and if statistical significance was detected,
post-hoc comparison between the secretion-detector group
and the control group was performed with the Z-test. Non-
parametric variables were compared with the Mann-Whit-
ney U test or Wilcoxon test, where appropriate. We used
log-rank sets to compare the extubation rates. P � .05 was
considered statistically significant.

Results

From August 2006 to April 2007, 335 patients were
admitted to our 8-bed general ICU. Seventy-two patients
were enrolled in the study: 36 in the control group, and 36
in the secretion-detector group. Eleven patients (31%) in
each group were admitted with a clinical suspicion of pneu-
monia (Fig. 2). Table 1 describes the subjects.

We recorded 3,198 suctionings: 1,832 in the control
group and 1,366 in the secretion-detector group, over a
study period of 415 days and 388 days, respectively. One
hundred-thirty-nine suctionings (4%) were removed from
the analysis due to missing data, so we analyzed 1,705
suctionings in the control group and 1,354 in the secretion-
detector group.

The collected secretion volume per suctioning session
significantly differed between the 2 groups (Fig. 3). In
particular, the number of suctionings that collected no se-
cretions (unnecessary suctionings) was 4% in the secre-
tion-detector group and 12% in the control group (P � .001).
In the secretion-detector group there were 47 unnecessary
suctionings (Fig. 4), and 27 (56%) of those were made on
the basis of clinical deterioration or auscultation, although

Fig. 1. The TBA Care acoustic secretion detector module connects
to a sensor at the Y-piece. When secretions are detected in the
airway the module generates an acoustic and visual signal.
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the TBA Care device did not indicate airway secretions.
Therefore, only 20 suctionings (2%) of the 1,318 indicated
by the secretion detector were unnecessary. The positive
predictive value of the TBA Care device was 99%. In the
control group, of the 207 unnecessary suctionings, 159
(76%) were scheduled suctionings. In the secretion-detec-

tor group, collection of no or scare secretions per suction-
ing session was more frequent, whereas in the control
group collection of moderate or abundant secretions was
more common (see Fig. 3).

Suctioning indications significantly differed between the
2 groups (Fig. 5). In the secretion-detector group, 97% of
the suctionings were performed following the TBA Care
device’s signal, 2% were due to clinical deterioration, and
less than 1% were due to auscultation findings. In the
control group the main reason for suctioning was dyspnea
(53%). Suctionings prompted by clinical deterioration were
more frequent in the control group than in the secretion-
detector group (65% vs 2%, P � .01). Scheduled suction-
ings in the control group were 380 (22%).

Figure 6 shows the number of suctioning passes. A
single closed suctioning pass was more frequent in the
secretion-detector group than in the control group, whereas
multiple suctioning passes were more frequent in the con-
trol group.

There was a significant difference between the average
number of suctioning passes per patient per day: 5.9 � 6.5
in the secretion-detector group, and 9.3 � 2.9 in the con-
trol group (P � .01). Table 2 shows the suctioning fre-
quencies and secretion volumes collected, considering the
mean value of each patient throughout the study period.
Patients in the secretion-detector group were suctioned
less frequently and had fewer suctioning passes. The daily
average volume of secretions collected was higher in the
control group, but there were no significant differences in
the average volume of secretions collected per suctioning
session or duration of ventilation. Since the presence of
scheduled suctionings in the control group might have
increased the number of suctionings, we performed a post-

Table 1. Demographic and Clinical Data at Enrollment*

Secretion
Detector
Group

Control
Group

Age (y) 70 � 12 63 � 16
SAPS II score 51.3 � 15.3 55.9 � 15.9
PaO2

/FIO2
(mm Hg) 199 � 81 221 � 113

Pneumonia on Admission
Suspected 11 11
Confirmed 7 7

Female-to-male ratio (%) 31 31
COPD (n) 8 5
Smoker (n) 8 9
Admission Diagnosis

Medical 25 23
Pulmonary causes 16 16
Cardiovascular causes 2 3
Sepsis 7 5
Surgical 11 13

� values are mean � SD.
* No significant differences between the secretion-detector group and the control group.
SAPS � Simplified Acute Physiology Score

Fig. 2. Flow chart.

Fig. 3. Secretions collected during endotracheal suctioning, mea-
sured with a semi-quantitative method. 0 � no secretions col-
lected (unnecessary suctioning), 1 � scarce, 2 � few, 3 � mod-
erate, 4 � abundant. All the difference are statistically significant.
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hoc analysis by removing the scheduled suctionings from
the analysis (Table 3). With the scheduled suctionings
removed, the percent of unnecessary suctionings was 4%
in both groups. Overall, the collected secretion volume
was lower in the secretion-detector group, as shown by the
higher rate of no secretions collected, whereas in the con-
trol group collection of moderate or abundant secretions
was more frequent. The volume collected in each suction-
ing session was higher in the secretion-detector group,
whereas the daily volume of secretions collected was not
significantly different.

The indication for suctioning and number of suctioning
passes did not significantly change after removing the
scheduled suctionings from the control group. Survival
analysis for extubation showed no significant differences
between the 2 groups (Fig. 7). The mortality rate was 25%
(9 patients) in both groups. Clinical suspicion of pneumo-
nia at randomization was microbiologically confirmed in
7 patients per group. VAP was diagnosed in 6 patients in
the control group and 3 in the secretion-detector group
(P � .27). We found no major complications related to the
use of TBA Care device.

Fig. 4. Indications for the suctionings that collected no secretions.

Fig. 5. Indications for all the suctionings. Routine � scheduled suctioning, which occurred only in the control group, once per shift (ie, at
least 3 times a day). Dyspnea � dyspnea or cough or apparent increased work of breathing Auscultation � coarse breath sounds on
auscultation. � PIP � increased peak inspiratory pressure during volume controlled or pressure controlled volume guaranteed ventilation.
� VT � decreased tidal volume during pressure controlled ventilation. Visible secretions � visible secretions in the endotracheal tube or
ventilator circuit. � SpO2

� SpO2
decrease not otherwise explained. Other � clinical reasons other than the previous. In all the categories

the difference was significant.
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Discussion

Endotracheal suctioning is a primary component of se-
cretion management in mechanically ventilated patients.
For many years, endotracheal suctioning has been the broad
title given to all aspects of this procedure. Most studies
concerning airway suctioning have been dedicated to its
mechanics and complications.15-19 While the question of
when to suction remains unanswered,20-22 some authors8,9

have suggested that analysis of ventilator curves might
predict the presence of retained secretions, whereas Bran-
son, in a review on secretion management, highlighted the
need for more reliable detection methods.20 In a recent
editorial, Marini referred to acoustic monitoring of airway
sounds to improve the timing of suctioning and to avoid
unnecessary suctioning and the related risks.23

We compared an acoustic secretion detector to our usual
protocol, which follows the indications of the AARC clin-
ical practice guideline and involves scheduled suctioning
plus clinical assessment of the need for suctioning.6 Our
control group had a higher rate of suctioning sessions,
suctioning passes per day, and unnecessary suctionings.
More than 76% of those unnecessary suctionings were
scheduled suctionings. This result highlights the poten-
tially harmful effects of scheduled suctioning in the ab-
sence of signs of secretion retention. However, while 42%
of the scheduled suctionings collected no secretions, 58%
of the scheduled suctionings collected some secretions.

Our use of scheduled suctioning in the control group
was carefully considered during the planning of the study.
The first factor we considered was that the standard indi-
cations for suctioning rely mainly on the deterioration of
the patient’s condition, so they are vague, nonspecific,
and/or late. The second factor was that in the absence of

signs of deterioration, how long can suctioning be safely
withheld?24 It is for these reasons that we used 3 scheduled
suctionings per day, as recommended in the AARC guide-
line: “Endotracheal suctioning may be required at some
minimum frequency in order to maintain the patency of
the artificial airway used.” The scheduled suctionings were
performed only if no suctioning had otherwise occurred
during that nursing shift. In doing this our aim was to
monitor the sensitivity of the standard indications. Fifty-
eight percent of the scheduled suctionings collected secre-
tions, which highlights the high quantity of missed suc-
tionings following standard protocol indications. Table 3
shows the post-hoc analysis of the suctioning frequencies
and volumes of secretions collected, with the scheduled
suctionings excluded from the analysis. Note, however,
that this analysis does not represent what would have hap-
pened if scheduled suctionings had not been included in
the protocol; in fact, most likely, the 58% of the scheduled
suctionings that removed some secretions would probably
have been conducted due to a clinical indication.

The poor sensitivity of the standard indications (aus-
cultation and clinical signs) is also supported by the
larger amount of secretions collected per suctioning in
the control group, which, on the other hand, seems to
indicate the need for suctioning when the secretions are
not yet causing clinical signs. These results may suggest
that earlier secretion detection with the secretion detec-
tor might reduce the rate of complications related to
tracheal secretion retention. If we analyze the indica-
tions for suctioning (see Fig. 5), it is evident that in the
secretion-detector group almost all the suctionings were
performed following the secretion-detector signal. The
low rate of indications for suctioning other than the
secretion detector (ie, clinical signs of secretion reten-
tion) suggests that the TBA Care has a high sensitivity
in detecting secretions. In fact, we speculate that if the
secretion detector was not sensitive for early secretion
detection, we would have found a much higher rate of
indications due to secretion-retention-related complica-
tions. Furthermore, the secretion-detector group had an
extremely low rate of unnecessary suctionings and fewer
suctioning passes, which means that the secretion de-
tector reliably indicated when to stop suctioning.

The higher number of suctionings and passes and the
higher volume of retained secretions in the control group
may have led to greater irritation of the airways mucosa
and consequent higher mucus production, which may ex-
plain the higher volume of secretions per day in the control
group.

Limitations

It was not possible to blind the operators during the
suctionings, and our system for categorizing secretion vol-

Fig. 6. Number of suctioning passes. The first 1, 2, or 3 passes
were always with the closed suctioning system. If more than 3
passes were required, the operator changed to the open suction-
ing system. All the difference are statistically significant.
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ume (none to abundant) was subjective. However, all the
operators were trained in our semi-quantitative system for
categorizing the amount of secretions collected. We did
not record complications due to suctionings, so foreseeing

a clinical advantage in avoiding one (out of five) suction-
ings per day, although reasonable, is debatable. The dif-
ference in the number of suctioning passes per day was
more striking: 5.9 versus 9.3. Patients recall endotracheal
suctioning as painful,25 so reducing the number of suc-
tioning passes should decrease patient discomfort.

During intubation and ventilation the patient is at risk
for lower respiratory tract infection because anatomical
airway barriers and mucociliary clearance are impaired.4

In particular, mucus drainage from the lower airways is
impaired and mucus tends to accumulate in the proximal
trachea, requiring suctioning.3 Timely suctioning is criti-
cal, since delay can lead to excessive accumulation of
airway secretions, which, experimental studies show, may
backflow into the lung and cause infection.3 Since the
purpose of the secretion detector is to indicate the presence
of secretions in a timely manner, we speculated that the
TBA Care might reduce the incidence of VAP. However,
we found no significant difference in the incidence of
VAP, despite the fact that one might reason that secretion
detector error misjudging the ideal suctioning frequency
would result in a lower rate of suctioning per day in the
secretion-detector group, and eventually lead to a higher
volume of retained secretions and a consequent higher risk
of VAP. Future studies, with a larger patient population,
are required to further evaluate the influence of the secre-
tion detector on the incidence VAP.

Conclusions

Endotracheal suctioning is necessary to remove airway
secretions and maintain airway patency. Even though it is
routinely performed several times a day, clear indications
for suctioning are lacking, and the available indications are
based on deterioration of the patient’s condition due to
secretion retention.7,8 TBA Care seems to provide reliable
indication of the need for suctioning. Its continuous airway
monitoring allows suctioning prior to clinical deterioration
caused by secretion retention, reduces unnecessary suc-
tionings, and reduces the number of suctioning passes.

Table 2. Suctioning Frequencies and Volumes of Secretions Retrieved

Secretion Detector Group Control Group
P

Mean � SD Median IQR Mean � SD Median IQR

Days of mechanical ventilation 10.7 � 11.6 6.0 4.0–11.0 11.2 � 9.1 8.2 4.0–17.2 .43
Suctioning sessions per day 3.9 � 2.3 3.7 2.1–4.5 4.8 � 1.2 4.5 4.1–5.2 .002
Suctioning passes per day 5.9 � 6.5 6.0 3.9–8.0 9.3 � 2.9 9.6 7.7–12.0 � .001
Volume of secretions per day* 7.7 � 5.3 6.7 3.0–9.1 9.7 � 3.5 7.5 5.1–11.0 .01
Volume of secretions per suctioning* 1.9 � 0.4 1.8 1.6–2.2 2.0 � 0.5 2.3 2.0–2.7 .28

* These values are on a 0–4 scale: 0 � none, 1 � scare, 2 � few, 3 � moderate, 4 � abundant.

Table 3. Suctioning Frequencies and Volumes of Secretions
Retrieved, With the Scheduled Suctionings Excluded From
the Analysis

Secretion Detector
Group

(mean � SD)

Control
Group

(mean � SD)
P

Suctioning sessions per day 3.9 � 2.3 3.9 � 1.4 .65
Suctioning passes per day 5.9 � 6.5 7.5 � 2.9 .059
Volume of secretions per

day*
7.7 � 5.3 8.6 � 3.2 .12

Volume of secretions per
suctioning*

1.9 � 0.4 2.2 � 0.5 .002

* These values are on a 0–4 scale: 0 � none, 1 � scare, 2 � few, 3 � moderate, 4 � abundant.

Fig. 7. Survival to extubation.
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