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BACKGROUND: The aim of this study was to investigate the effects of different delivery circuit
configurations, nebulizer positions, CPAP levels, and gas flow on the amount of aerosol broncho-
dilator delivered during simulated spontaneous breathing in an in vitro model. METHODS: A
pneumatic lung simulator was connected to 5 different circuits for aerosol delivery, 2 delivering
CPAP through a high-flow generator tested at 30, 60, and 90 L/min supplementary flow and 5, 10,
and 15 cm H2O CPAP and 3 with no CPAP: a T-piece configuration with one extremity closed with
a cap, a T-piece configuration without cap and nebulizer positioned proximally, and a T-piece
configuration without cap and nebulizer positioned distally. Albuterol was collected with a filter,
and the percentage amount delivered was measured by infrared spectrophotometry. RESULTS:
Configurations with continuous high-flow CPAP delivered higher percentage amounts of al-
buterol compared with the configurations without CPAP (9.1 � 6.0% vs 6.2 � 2.8%, P � .03).
Among configurations without CPAP, the best performance was obtained with a T-piece with one
extremity closed with a cap. In CPAP configurations, the highest delivery (13.8 � 4.4%) was
obtained with the nebulizer placed proximal to the lung simulator, independent of flow. CPAP at
15 cm H2O resulted in the highest albuterol delivery (P � .02). CONCLUSIONS: Based on our
in vitro study, without CPAP, a T-piece with a cap at one extremity maximizes albuterol delivery.
During high-flow CPAP, the nebulizer should always be placed proximal to the patient, after the
T-piece, using the highest CPAP clinically indicated. Key words: aerosol; bronchodilators; albuterol;
continuous positive airway pressure; cpap; nebulizers. [Respir Care 2016;61(3):263–268. © 2016 Daeda-
lus Enterprises]

Introduction

Nebulized bronchodilators are frequently administered
to mechanically ventilated and spontaneously breathing

patients to relieve dyspnea and bronchoconstriction.1 Re-
cent studies report a marked variability in nebulization
techniques and devices used. In addition, the fraction of
the drug dose actually delivered has been shown to depend
on many factors, including nebulizing device,2 nebulizer
position in the delivery circuit,3,4 minute ventilation, and
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tients with tracheostomy, different combinations of corru-
gated tubing and capping have been studied to act as a
reservoir for aerosol droplets, to maximize albuterol de-
livery in children2 and adults.5

SEE THE RELATED EDITORIAL ON PAGE 389

Pressure support ventilation and CPAP are being used
increasingly in critically ill patients.7 High-flow CPAP
provides relief of upper airway obstruction as well as a
reduction of the work of breathing imposed by intrinsic
PEEP.8-11 High flow is necessary to maintain a constant
airway pressure throughout the ventilatory cycle; guide-
lines suggest that a minimum flow of 60 L/min is ade-
quate for most patients.12 Nonetheless, in clinical con-
ditions where a high minute ventilation and/or a high
peak inspiratory flow are achieved, even higher flows
may be necessary to ensure airway stability, especially
during the inspiratory phase.8,11 Chiumello et al11 sug-
gest that the CPAP flow should be maintained at least
equal to the patient’s peak inspiratory flow, or between
2 and 4 times the patient’s minute volume.

High-flow CPAP can be generated by different meth-
ods: through mechanical ventilators, with gas blenders,
and using oxygen-driven Venturi systems. The last system
is composed of a single-limb breathing circuit: it is fre-
quently used during weaning and in acute respiratory fail-
ure because of its low cost, ease of transportation, and
simple operation. These systems require only a single con-
ventional oxygen supply,8,11,13 making them suitable for
use also outside the intensive care unit.11,13 There are,
however, limited data reporting aerosol delivery efficacy
when CPAP is used with these devices.14 High-flow CPAP
circuits can be connected to the patient through artificial
airways (endotracheal tubes or tracheostomy cannulas) and
with noninvasive interfaces (masks and helmets).

The aim of this study was to investigate the effect of
different delivery circuit configurations, nebulizer posi-
tions, CPAP levels, and supplementary gas flow on the
amount of aerosol delivered to the artificial airway or to
the noninvasive interface gas inlet during simulated spon-
taneous breathing in an in vitro model of an adult patient.
For spontaneously breathing patients, we tested 3 different
combinations of corrugated tubing and nebulizer positions,
and in CPAP circuits, we tested 3 commonly used pressure
levels in 3 conditions of flow: 60 L/min, as suggested by
guidelines in most patients; 90 L/min for a patient with
high minute ventilation; and 30 L/min, simulating an un-
derpowered CPAP system, as occurs with Venturi systems
when a high FIO2

is set.8 We hypothesized that aerosol
bronchodilator delivery is affected by the position of the
nebulizer, the configuration of the delivery circuit, the
CPAP level, and the gas flow.

Methods

As illustrated in Figure 1, a pneumatic lung simulator
(Dimar, Mirandola, Italy) was connected to different cir-
cuits for aerosol delivery (Fig. 2) through a 15-cm catheter
mount (Covidien, Dublin, Ireland). Between the lung sim-
ulator and the catheter mount, a collection filter was in-
terposed to absorb the delivered albuterol aerosol.

Lung Simulator and Nebulizer Testing Conditions

The pneumatic lung simulator generated a sinusoidal
wave and was set to mimic a mildly tachypneic breathing
pattern of an adult: 500 mL tidal volume, 30 L/min peak
inspiratory flow rate, and 20/min breathing frequency. A
Hudson Micro Mist nebulizer (Teleflex Hudson RCI, Mor-
risville, North Carolina) was used to generate the aerosol.
The nebulizer was filled with a total volume of 3 mL of
0.9% saline solution containing 5 mg of albuterol and
operated for 12 min.

Experimental Settings

Figure 2 illustrates the different circuits used to deliver
albuterol. Five different configurations were tested: con-
figuration A, nebulizer distal to the catheter mount and no
CPAP; configuration B, nebulizer proximal to the catheter
mount and no CPAP; configuration C, nebulizer connected
to the catheter mount through a capped T-piece; configu-
ration D, nebulizer placed distal to the catheter mount on
the gas supply tube and CPAP delivered through a high-
flow generator; and configuration E, nebulizer placed prox-
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Current knowledge

Nebulized bronchodilators are frequently administered
to mechanically ventilated and spontaneously breathing
patients. The amount of drug effectively delivered to
the patient is affected by several factors, such as ven-
tilation mode, minute ventilation, and type of nebulizer.

What this paper contributes to our knowledge

In this in vitro model simulating a spontaneously breath-
ing patient, nebulized albuterol delivery was affected
by the position of the nebulizer in the respiratory cir-
cuit, the level of CPAP, and the gas flow. Without
CPAP, a T-piece with a cap at one extremity maxi-
mized albuterol delivery. During CPAP, the highest
drug delivery rates were achieved with the nebulizer
placed proximal to the patient at higher pressures.
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imal to the catheter mount and CPAP delivered through a
high-flow generator. In configurations A, B, and C the
only gas flow was that provided by the flow driving the
nebulizer (8 L/min).

Two independent oxygen sources were used to supply
the circuits: the first one was connected to the nebulizer at
a fixed flow rate of 8 L/min, set with a flow meter (Floval
SE, Air Liquide Medical Systems, Paris, France) accord-
ing to the nebulizer’s manufacturer recommendations; the
second was connected to a high-flow Venturi generator
(Whisper Flow, Philips Respironics, Amsterdam, Nether-
lands) to provide CPAP for configurations D and E. The
output flow of the Whisper Flow system was measured
with a pneumotachograph (ICU-Lab, KleisTEK, Bari, It-
aly) placed between the flow generator outlet and the de-
livery circuit (Fig. 2).

Configurations D and E were tested with 3 different
flows (30, 60, and 90 L/min) and 3 CPAP levels (5 cm H2O,
10 cm H2O, and 15 cm H2O). All flow-pressure combina-
tions were tested. CPAP level was set with an adjustable
PEEP valve (KM-809, Koo Medical Equipment, Shang-
hai, China) and measured at a lung simulator end-expira-
tory pause with a probe inserted into the catheter mount
connected to a digital manometer (ICU-Lab, KleisTEK,
Bari, Italy). The PEEP valve acted also as the exhalation
port.

Collection Filter and Albuterol Detection

A custom collection filter was built inserting
7.5 � 4.55 cm of general purpose 90-g/m2 absorbent paper
into a commercial ventilator circuit filter (DAR, Covidien,
Dublin, Ireland). The absorbent paper was preferred to the
original hydrophobic membrane of the filter because of its
higher capacity to trap aerosol droplets.

After each test, the custom filter was opened, and the
absorbent paper was removed and washed with 10 mL of
0.9% saline solution and then shaken for 1 min with a
vortex oscillator (ZX3, VELP Scientifica, Monza, Italy).

One mL of the solution was transferred to a quartz cuvette
and absorbance measured with a spectrophotometer
(Lambda 35, PerkinElmer, Waltham, Massachusetts), op-
erating at a wavelength of 276 nm. This technique was
adapted from the current literature.2,4,5

Statistics

Each configuration was evaluated by averaging the re-
sults from 3 experimental trials, at each flow and CPAP
level. Delivery efficiency was expressed as the percentage
of the initial dose that reached the collection filter in each
measurement, calculated with the following formula: (�g
of albuterol detected/5,000 �g) � 100. The role of con-
figuration, flow, and CPAP level was assessed by univar-
iate analysis of variance, with Bonferroni correction for
post hoc multiple comparisons. All statistical analysis was
performed with SPSS 21 (IBM, Chicago, Illinois). Data
are reported as mean � SD, if not otherwise specified. All
tests were 2-tailed, and statistical significance was consid-
ered as P � .05.

Results

Without CPAP, albuterol delivery was higher with con-
figuration C (9.9 � 1.1%), compared with A (3.9 � 0.1%)
and B (5.3 � 0.2%), as shown in Figure 3 (P � .001 in
both cases).

With CPAP, albuterol delivery was affected by cir-
cuit configuration (P � .001), levels of CPAP (P � .001),
and different supplementary flows (P � .001). Al-
buterol delivery was higher for configuration E
(13.8 � 4.4%) than D (4.5 � 3.0%) at any CPAP level
and flow setting (P � .001 for all pairwise comparisons;
see Fig. 4). In configuration E, albuterol delivery was
not affected by an increase of flow, with no significant
difference among tested flows. On the other hand, in
configuration D, albuterol delivery was lower at 90 L/
min compared with 30 L/min (P � .02). The effects of
flow, CPAP level, and configuration on albuterol deliv-
ery are illustrated in Figure 4.

Overall, albuterol delivery was higher in configurations
with CPAP compared with others, with average delivery at
any CPAP and flow settings being 9.1 � 6.0 and 6.2 � 2.8%,
respectively (P � .03). CPAP at 15 cm H2O resulted in the
highest albuterol delivery (P � .02) among CPAP config-
urations.

Discussion

In this experimental model, we found that: (1) with-
out CPAP, the highest albuterol delivery was obtained
capping one outlet of the T-piece (configuration C); (2)
during CPAP, the greatest delivery was achieved plac-

Fig. 1. Experimental setting. The collection filter was placed at a
higher level than the rest of the delivery circuit to avoid gravita-
tional dripping of aerosol from the circuit into the filter.
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ing the nebulizer proximal to the catheter mount after
the T-piece connecting the gas supply tubing to the
PEEP valve (configuration E); (3) aerosol delivery dur-
ing CPAP increased as CPAP level increased; and (4)
with configuration E, aerosol delivery was independent
of flow.

In in-vitro spontaneous breathing models, the amount of
aerosol delivered without CPAP has been reported as rang-
ing from 1 to 20%.5 In patients receiving conventional
mechanical ventilation, aerosol delivery depends on ven-
tilation mode, tidal volume, breathing frequency, inspira-
tory flow humidification, nebulizer position, and type of
nebulization device, and the delivery effectiveness has been

reported around 10%.15-17 In our study, the amount of
albuterol delivered to the lung simulator varied from 0.6 to
18.4%. These data suggest that, independent of the tech-
nique used, bronchodilator delivery is a low fraction of the
full dose available in the nebulizer.

Without CPAP, the highest albuterol delivery was ob-
tained with configuration C when a cap was positioned at
one outlet of the T-piece and the nebulizer was placed
between the capped outlet and the patient (Fig. 2). In con-
figuration C, during expiration, part of the drug was washed
out from the corrugated tubing opened to room air, whereas
some drug was concentrated in the capped T-piece, which
acted as a reservoir. In configurations A and B, the drug in
the delivery circuit is diluted in the corrugated tubing and
washed-out during expiration, and the reservoir effect was
less favorable. Among these 2 low-performing configura-
tions, the nebulizer positioning had no significant effect
(Fig. 3). The capped T-piece acts as a true reservoir, since
the drug is accumulated during expiration with minimal
loss of aerosol to the room. In addition, the presence of 2
segments of corrugated tubing in configurations A and B
results in a higher dead space compared with configuration
C, potentially hampering CO2 removal in vivo. Our results
are in line with those previously reported by Piccuito et al,5

where the highest delivery was achieved with a configu-
ration similar to our configuration C, with an additional
tubing connected between the nebulizer and the T-piece.

To our knowledge, none of the previous in vitro studies
investigated the effects of different flows and CPAP levels

Fig. 2. Different tested configurations. The left panel shows configurations without CPAP (A, B, and C). The right panel shows positive
pressure configurations with the nebulizer placed distal (D) or proximal (E) to the collection filter. The catheter mount was connected to the
lung simulator as shown in Figure 1.

Fig. 3. Albuterol delivery in configurations without CPAP. A: neb-
ulizer distal to the catheter mount and no CPAP; B: nebulizer
proximal to the catheter mount and no CPAP; C: nebulizer con-
nected to the catheter mount through a capped T-piece.
* � P � .001.
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on aerosol delivery. In spontaneous breathing, the delivery
circuit can be viewed as composed of 2 parts: (1) a low-
flow segment from the patient to the T-piece, whose flow
is the patient’s minute ventilation and (2) a high-flow seg-
ment from the flow source to the PEEP valve, whose flow
is that supplied by the flow generator. When the nebulizer
is placed in the first segment (configuration E), the drug is
washed out through the PEEP valve only during expira-
tion, whereas during the rest of the ventilatory cycle, the
aerosol droplets can accumulate within the circuit. When
the nebulizer is placed in the second segment (configura-
tion D), a greater washout throughout the whole ventila-
tory cycle occurs due to the continuous high flow from the
flow generator to the adjustable PEEP valve. The hypoth-
esis that high flow is the main cause of aerosol loss is
supported by the fact that changing nebulizer position in
the absence of supplementary flow and CPAP (configura-

tions A and B) did not lead to major changes in drug
delivery (see Fig. 3).

Aerosol delivery was not affected by changes in flow
from 30 to 90 L/min, except when the nebulizer was placed
in the low flow limb (configuration E). This suggests that
correct nebulizer positioning may allow increased flows,
as recommended to optimize CPAP in patients with high
minute ventilation.11,18 Previous studies suggest that aero-
sol delivery was improved with a low inspiratory flow.3,6,19

In our model, the patient breathing pattern was constant, as
was inspiratory flow. These results suggest that placing the
nebulizer near the catheter mount attenuates the effect of
supplemental high flow.

Increasing CPAP from 5 to 15 cm H2O progressively
increased aerosol delivery with configuration D, whereas
it only increased aerosol delivery at 15 cm H2O with con-
figuration E. The mechanism involved in a higher aerosol
delivery at higher CPAP levels is unclear. We hypothesize
that this effect is mediated by alterations in the gas dy-
namics within the delivery circuit, possibly due to a mod-
ification in aerosol droplet size and motion or to higher gas
turbulence, resulting in prolonged aerosol accumulation
within the tubing, decreasing drug wash-out.

Our study has some limitations. First, we used an in vitro
model in which aerosol delivery was only measured at the
lung simulator inlet. Our data may overestimate the dose
actually delivered to the airways; however, it has been
estimated that albuterol trapped by the tracheostomy tube
was below 1% of the delivered dose.2 Second, the possible
effects of different interfaces between the patient and the
circuit as well as the affect of different modes of mechan-
ical ventilation were not evaluated. Third, the effects of
humidity and breathing pattern were not examined.

Conclusions

We conclude that, without CPAP, a T-piece with a cap
at one outlet maximizes albuterol delivery. During CPAP,
the nebulizer should always be placed as close to the pa-
tient as possible, and the highest CPAP levels clinically
indicated should be set. These results have a straightfor-
ward application in clinical practice when these CPAP
circuits are connected to an artificial airway, whereas the
role of different noninvasive interfaces, such as masks or
helmets, should be investigated in further studies.
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