
Pulse Oximeter Performance, Racial Inequity, and the Work Ahead

Olubunmi E Okunlola, Michael S Lipnick, Paul B Batchelder, Michael Bernstein,
John R Feiner, and Philip E Bickler

Introduction

Proposed Changes

Recognize That Pulse Oximeter Errors in Patients With Darkly Pigmented

Skin Are Real and Require Further Examination

Understand “Sjoding’s Outliers” and Conduct Real-World, Patient-Centered

Trials of Performance

Ensure Adequate Diversity for Study Subjects in Testing Protocols

Harmonize Standards for Accuracy

Address the Need for More Evaluation and Transparency for Inexpensive or

Non-FDA-Cleared Oximeters

Summary

It has long been known that many pulse oximeters function less accurately in patients with darker

skin. Reasons for this observation are incompletely characterized and potentially enabled by limita-

tions in existing regulatory oversight. Based on decades of experience and unpublished data, we

believe it is feasible to fully characterize, in the public domain, the factors that contribute to missing

clinically important hypoxemia in patients with darkly pigmented skin. Here we propose 5 priority

areas of inquiry for the research community and actionable changes to current regulations that will

help improve oximeter accuracy. We propose that leading regulatory agencies should immediately

modify standards for measuring accuracy and precision of oximeter performance, analyzing and

reporting performance outliers, diversifying study subject pools, thoughtfully defining skin pigmenta-

tion, reporting data transparently, and accounting for performance during low-perfusion states.

These changes will help reduce bias in pulse oximeter performance and improve access to safe

oximeters. Key words: pulse oximeter; racial bias; oxygen saturation; medical device. [Respir Care

2022;67(2):252–257. © 2022 Daedalus Enterprises]

Introduction

The majority of the world’s poor populations has no

access to reliable pulse oximetry. Whereas this challenge

is often thought of as a matter of device availability in

low- and middle-income countries, the inequity in pulse

oximetry is more complex. Pulse oximetry is receiving

unprecedented attention for its essential role in COVID-

19 patient management as well as for new studies recon-

firming the technology’s inaccuracy in patients with

darkly pigmented skin. Retrospective data from work

published earlier this year by Sjoding et al1 identified

large enough errors in pulse oximeter performance, for

subjects who self-identified as Black, to miss clinically

important hypoxemia.2 As a result, the United States

Food and Drug Administration (FDA) received a con-

gressional inquiry requesting a “review of the interaction

between a patient’s skin color and the accuracy of pulse

oximetry measurements.”3

Based on decades of experience with pulse oximeter test-

ing and development at the UCSF Hypoxia Research

Laboratory and at Clinimark laboratories, we believe it is

feasible and necessary to fully characterize, in the public

domain, the factors that may contribute to missing clini-

cally important hypoxemia in patients with darkly pig-

mented skin. Here we propose 5 priority areas of inquiry,
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actionable changes to current regulations, and initial steps

that will improve access to safe oximeters.

Proposed Changes

Recognize That Pulse Oximeter Errors in Patients

With Darkly Pigmented Skin Are Real and Require

Further Examination

Skin pigment has long been observed to impact oximeter

performance. The earliest studies had significant limitations

in design and reported mixed findings. To help clarify the

impact of skin pigment on oximetry, in 2005 the UCSF

Hypoxia Research Laboratory undertook a controlled, pro-

spective study that reported a positive bias for pulse oxi-

meters in darkly pigmented healthy test subjects in

instruments from 3 different manufacturers.4 This study

raised concerns that confirmatory tests used by the FDA to

approve devices, which chiefly use light-skinned volun-

teers, may be insufficient. Although there is renewed inter-

est in this issue due to the high prevalence of hypoxemia in

patients with COVID-19, it is disappointing that in over 15

years since this study the magnitude and clinical impor-

tance of these errors remain largely neglected.

To begin to understand if the current generation of pulse

oximeters continues to show positive bias in subjects with

dark skin, we analyzed data from 18 hypoxemia studies

completed over the last 3 years; the studies included 9 pulse

oximeter brands, employing both transmission and reflec-

tance, with 3 sensor types (reusable finger clip, disposable

adhesive finger, disposable adhesive forehead) and studies

were conducted in accordance with the International

Organization for Standardization (ISO), FDA guidelines on

pulse oximeters, and more detailed techniques as described

previously.5 Subjects breathed an air/nitrogen mixture

controlled to attain multiple stable levels of hypoxemia

between 67–100% arterial oxygen saturation (SaO2
). This

included 3,778 data pairs (849 darkly pigmented pairs, 2,929

lightly pigmented pairs) from 491 subjects (108 with darkly

pigmented skin, 383 with lightly pigmented skin). Each sub-

ject contributed similar numbers of points in the range of in-

terest (6 2 per subject). These data are shown in Figure 1.

Two significant observations are evident in the compari-

son presented in Figure 1. The first is that a small positive

bias in oximeter readings still exists in individuals with dark

skin pigmentation, similarly observed by Bickler and Feiner

in 2005 and 2007.4,6 The second is that the paucity of data

points within the red rectangle in the Clinimark laboratory

data, as compared to the number of data points within the red

rectangle in Sjoding’s data,1 supports the notion that the per-

formance of pulse oximeters in clinical environments is dif-

ferent from that in ideal laboratory conditions.7

Laboratory hypoxia study subjects were screened for

good health. Additionally, the incidence of many confound-

ing issues for pulse oximetry including low perfusion,

motion, marginal probe positioning, irregular heartbeat, or

unusual pulse morphology was low compared to a clinical

setting. It is also important to note that, to date, the effects

of skin pigment on pulse oximeter performance have been

published for only a relatively small number of pulse oxim-

eter models. More studies in both the clinical and labora-

tory setting are needed to understand the impact of skin

pigmentation on SpO2
in currently manufactured oximeters.

In pulse oximetry, the ratio of absorbance of 2 different

wavelengths of light, red and infrared, by oxyhemoglobin

and deoxyhemoglobin is measured and mathematically

translated into an SpO2
reading. Pulse oximeter calibration

requires hypoxia testing in human subjects and may fail

when based on a nonrepresentative study population. Errors

generated in this way are likely amplified by low perfusion,

motion, and other interfering factors. Whereas there is

greater absorbance of red light by melanin in darker skin,

potentially resulting in positive bias in saturation estimates

(ie, pulse oximeters reading higher than the true blood oxy-

gen saturation), this effect is incompletely characterized.8

Further studies are necessary to quantify this effect, to deter-

mine if dark skin pigment is correlated with other factors

that may impact oximeter performance, and to determine the

impact of dark skin pigment when other factors that affect

signal quality and processing may coexist (eg, low perfusion

or low-quality oximeter software and hardware).

Understand “Sjoding’s Outliers” and Conduct Real-

World, Patient-Centered Trials of Performance

Based on the data presented in Figure 1, we suggest that

factors including but not limited to oximeter design may

explain what Sjoding reported. First, further characterizing

the effect of skin pigmentation on the accuracy of pulse
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oximeter saturation readings during hypoxemia requires a

well-controlled testing environment. SaO2
is prone to fluctu-

ations over short periods of time, necessitating that the

blood sampling and the pulse oximeter reading be done as

close together as possible for accurate comparisons (ie, sec-

onds, not minutes). The ability to control and maintain a

steady state of hypoxemia from which to record measure-

ments is a benefit of the laboratory environment. If a

researcher in the clinical environment is unable to record an

SpO2
reading from the pulse oximeter and a corresponding

SaO2
within a narrow window, then the data should be inter-

preted with great caution. In the Sjoding study, some paired

recordings were documented up to 10 min apart from each

other.

It is also important to acknowledge that discordance

between SpO2
and SaO2

values can be due to many factors

besides skin pigmentation. Such factors include variations

in breathing, excessive motion, incorrectly applied probes,

anemia, temperature, and low perfusion.9-11 All studies,

whether in the clinical or laboratory setting, should record

and account for these factors. Establishing standard data

sets that include sufficient information to account for the

potential impact of outliers on clinical performance is nec-

essary for improving oximetry performance.

Low perfusion is overdue for special consideration.

Published data demonstrate that low perfusion causes error

and dysfunction for some oximeters, and unpublished data

show this error can be significant especially for some low-

cost fingertip devices.10 Furthermore, the combination of

low perfusion and darkly pigmented skin also produces a

significant degree of discordance between SpO2
and SaO2

and is likely a factor in the clinical environment of

Sjoding’s study. Currently, there are no requirements that

low perfusion be accounted for when assessing pulse oxim-

eter performance for clinical approval. We propose devel-

opment of standardized protocols for measuring, reporting,

and accounting for perfusion that can be incorporated into

certification standards such as those by the FDA. This

should include reporting performance thresholds during

low perfusion. As an interim step, we propose inclusion of

available perfusion data in all studies of pulse oximetry ac-

curacy. For example, one might report the “perfusion

index” or a comparable but standardized value, as measured

by the study device or a reference device. Better character-

izing the effect of low perfusion on oximeter performance

is an essential step toward rectifying bias caused by skin

pigment and may in fact be fundamentally related.

Ensure Adequate Diversity for Study Subjects in

Testing Protocols

Standard practice in clinical trials of pulse oximeters

involves pooling data from all subjects to derive overall

performance data, including the mean bias and the root

mean square error (ARMS). Such an approach may hide out-

liers of performance in darkly pigmented individuals.

Whereas all data are typically presented to regulatory agen-

cies for device clearance, individual examiners may be

tasked with raising concerns about these performance

outliers.

The current standard for FDA approval of pulse oxi-

meters follows the 510(k) clearance process, last updated in

2013, by which a manufacturer proves that their medical

device meets the standards previously approved for con-

structions in the same category.12 At present, the approval

process for pulse oximeters requires at least 2 volunteers or
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Fig. 1. A: Data from recent pulse oximeter performance studies at Clinimark laboratories and represents simultaneously collected pulse oxime-

ter readings and CO-oximeter arterial blood analysis. B: Data from Sjoding et al.1 The red rectangle is the zone of occult hypoxia as described
in the Sjoding letter. Data from the controlled laboratory studies show no points in this area. From Reference 1, with permission.
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15% of the study group, whichever is higher, to be “darkly-

pigmented” but does not provide specific details about

exactly how to meet this requirement.12 Many pulse oxime-

ter studies, like the UCSF study in 2005, have employed

the use of the Fitzpatrick phototype scale, a method of clas-

sifying human skin by phototype based on the presence of

melanin. However, despite commonly being used for oxi-

metry validation studies, the Fitzpatrick classification was

not designed for this purpose and has many limitations,

including potential for inter-operator variability and

subjectivity.13

Using race to define patients with dark skin pigmenta-

tion, as was done in the Sjoding et al study,1 is also prob-

lematic on many levels. As such, we propose utilizing

standardized and less subjective methods for classifying

research subjects into categories by degree of skin pigmen-

tation for the purpose of understanding the impact of skin

pigment on oximeter performance. These methods should

also be used to determine skin pigment at the site of oxime-

ter measurement (eg, ear or finger), including both surfaces

of measurement for transmittance devices (eg, the nail bed

and ventral aspect of the fingertip). There are several such

methods employed by the dermatology community that can

quantify skin color at the site of measurement.14 By objec-

tively quantifying skin color, researchers can better distrib-

ute study subject representation to accurately account for

the spectrum of skin pigmentation.

Additionally, we propose establishing standards requir-

ing manufacturers to demonstrate that a pulse oximeter

meets performance standards in patients with darker skin

when data are analyzed alone for patients with dark-skin

pigmentation and not only when combined in an ARMS

fashion with data from lighter-skin patients. Currently,

pooled analyses are the common practice and only require-

ment for FDA 510(k) approval.

We must consciously include more study subjects with

darkly pigmented skin in pulse oximetry research for 2

additional reasons. First, the majority of device testing is

done in high-income countries with citizens that may be

predominantly lighter skinned. Furthermore, we acknowl-

edge that due to the history of medical injustice as well

inequities that persist today in the United States, recruit-

ment of Black subjects for research is negatively affected

by mistrust of medical research establishments.15

Harmonize Standards for Accuracy

The most widely accepted performance standards for

pulse oximetry are specified by the FDA and ISO (Table

1). The FDA requires ARMS of < 3% for transmittance

devices and 3.5% for reflectance devices, and the ISO

80601 requires ARMS of 4%.12,16 During the COVID-19

pandemic, consumer-grade pulse oximeters have been

widely used for clinical-care decision making, both in the

home and in hospital settings. We propose that all devices,

whether reflectance or transmittance, should meet 3%

ARMS to receive FDA 510(k) or compliance with ISO.

Address the Need for More Evaluation and

Transparency for Inexpensive or Non-FDA-Cleared

Oximeters

In recent years, there has been a surge in the number of

pulse oximeters on the consumer market for less than US

$100 and many for less than US $30. Whereas a lower price

point may increase access, in our opinion it also increases

the number of unsafe oximeters being used for clinical

care, especially in low- and middle-income countries.

Some inexpensive oximeters perform well enough in lab-

oratory studies to meet FDA accuracy requirements for

clinical care, but many do not.17 Poor performance of many

inexpensive devices may be especially true under condi-

tions of low perfusion and dark-skin pigmentation among

others. Consumers, clinicians, aid organizations, and health

care systems may be unaware of the shortcomings of these

devices due to lack of transparency by some manufacturers

and laxity in certification requirements. This is especially

noteworthy with the recent uptick in donations and utiliza-

tion of oximeters during the COVID-19 pandemic.

We call for more testing of consumer-marketed pulse

oximeters in human subjects in laboratories capable of rig-

orous, transparent analysis and compliance with ISO 17025

and ISO 14155 as well as sharing of such data. To promote

this goal, we are working with multiple collaborators to

launch the OpenOximetry.org Project to accelerate testing

and dissemination of oximeter performance data. This

includes independent testing of devices that do and do not

currently have FDA 510(k) and is based on our finding that

some FDA-approved devices do not meet performance

standards for FDA 510(k) certification.

A summary of our recommendations for improving per-

formance and equity in pulse oximetry is presented in

Table 1.

Summary

We propose the following steps to reduce bias in pulse

oximeter performance and improve access to safe oxi-

meters: standardize the characterization of pulse oximeter

errors in patients with darkly pigmented skin, closely exam-

ine the performance outliers and conduct patient-centered

trials, standardize diversification of study subjects in testing

protocols, harmonize standards for accuracy among leading

regulatory agencies, and create mechanisms for evaluating

and transparently sharing performance data for inexpensive

or non-FDA-cleared oximeters. Such efforts will also help

address barriers to adequate representation of populations

with dark-skin pigment in the conduct of medical research,
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a longstanding and complex challenge not unique to pulse

oximetry. Further, we solicit the commitment of device

manufacturers, regulatory bodies, and the medical commu-

nity to complete this work not because it is profitable but

because it is morally just. Doing so will advance equitable

health care across the globe.
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