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Head-of-Bed Elevation Improves End-Expiratory Lung Volumesin
Mechanically Ventilated Subjects: A Prospective Observational Study
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BACKGROUND: Head-of-bed elevation (HOBE) has been shown to assist in reducing respiratory
complications associated with mechanical ventilation; however, there is minimal research describ-
ing changesin end-expiratory lung volume. Thisstudy aimsto investigate changesin end-expiratory
lung volume in a supine position and 2 levels of HOBE. METHODS: Twenty postoper ative cardiac
surgery subjects were examined using electrical impedance tomography. End-expiratory lung im-
pedance (EELI) was recorded as a surrogate measurement of end-expiratory lung volume in a
supine position and at 20° and then 30°. RESULTS: Significant increases in end-expiratory lung
volume wer e seen at both 20° and 30° HOBE in all lung regions, except the anterior, with the largest
changes from baseline (supine) seen at 30°. From baseline to 30° HOBE, global EELI increased by
1,327 impedance units (95% CI 1,080—1,573, P < .001). EELI increased by 1,007 units (95% CI
880-1,134, P < .001) in the left lung region and by 320 impedance units (95% CI| 188-451,
P < .001) in the right lung. Posterior increases of 1,544 impedance units (95% CI 1,405-1,682,
P < .001) were also seen. EELI decreased anteriorly, with the largest decreases occurring at 30°
(—335 impedance units, 95% Cl —486 to —183, P < .001). CONCLUSIONS: HOBE significantly
increases global and regional end-expiratory lung volume; therefore, unless contraindicated, all
mechanically ventilated patients should be positioned with HOBE. Key words. end-expiratory lung
volume; electrical impedance tomography; lung volume; mechanical ventilation; positioning; surgery.
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Introduction

Although mechanical ventilation is a life-saving mea-
sure, it isassociated with respiratory complications such as
atelectasis, ventilator-induced lung injury, ventilator-asso-
ciated pneumonia, and ARDS.2-3 This results in increased

The authors are affiliated with the Critical Care Research Group, Adult
Intensive Care Services, The Prince Charles Hospital and University of
Queensland, Chermside, Brisbane, Australia, with the exception of Dr
Barnett, who is affiliated with the Institute of Health and Biomedical
Innovation and School of Public Health and Social Work, Queensland
University of Technology, Kelvin Grove, Brisbane, Australia.

Ms Corley and Dr Fraser received grant funding for this study from The
Prince Charles Hospital Foundation. Dr Fraser was supported by a Health
Research Fellowship from the Office of Health and Medical Research,
Queendand Health. The other authors have disclosed no conflicts of
interest.

RespirRATORY CARE @ OcToBER 2014 VoL 59 No 10

mechanical ventilation, prolonged stays in the ICU and
hospital, and increased costs to the health care system.45

Head-of-bed elevation (HOBE) is one of several thera-
peutic interventions that have been demonstrated to reduce
respiratory complications associated with mechanical ven-
tilation.26.7 Although literature is available on the effects
of various positions on oxygenation, hemodynamics, and
prevalence of pulmonary complications, there arefew stud-
iesthat haveexamined lung volumeinrelationto HOBE.8-10

Until recently, methods to monitor changesin lung ven-
tilation in the ICU have been limited and challenging. For
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instance, the use of computed tomography imaging ex-
poses patients to substantial doses of ionizing radiation
and cannot be performed at bedside. This requires trans-
porting patients out of the ICU, posing safety risks to
patients, and incurring considerable costs.1112 An alterna
tive to computed tomography imaging is the relatively
new imaging method of electrical impedance tomography,
which is a noninvasive, radiation-free monitoring tool that
allowsreal -timeimaging of ventilation at bedside.1314 Elec-
trical impedance tomography measures changes in lung
volume and describes regional and global ventilation dis-
tribution.> An electrode belt is placed around the patient’s
chest between the fourth and sixth intercostal spaces, and
cross-sectional images of impedance distribution within a
transverse dlice of the thorax are generated.® Electrical
impedance tomography can identify and image spatial im-
pedance changes associated with local air filling and emp-
tying of the lungs, expressed as end-expiratory lung im-
pedance (EELLI). Previous studies have confirmed a linear
relationship between EEL| change and end-expiratory lung
volume change.26-29 |t is this relationship that allows EELI
to be used as a surrogate measurement of end-expiratory
lung volume.

The primary aim of this prospective observational study
was to examine changes in end-expiratory lung volume in
the supine position and at 20° and 30° HOBE and to
compare the changes in each position. Secondary aims
were to map changes in end-expiratory lung volume over
time (0—20 min) and to examine the effect on oxygenation
(Pxo,/Fio,), heart rate, and arteria blood pressure.

M ethods

Ethical approval was obtained from the institutional hu-
man research and ethics committee (EC27105). This ob-
servational study was conducted at The Prince Charles
Hospital, a tertiary hospital specializing in cardiothoracic
surgery and avariety of medical and surgical emergencies.

Study Population

Written informed consent was obtained from patients
preoperatively. Participants recruited to the study were
postoperative cardiac surgery patients (18 y or older), he-
modynamically stable postoperatively (ie, mean arterial
pressure > 60 mm Hg, blood loss < 100 mL in the last
30 min), had invasive blood pressure monitoring in situ,
and were mechanically ventilated. Patients were excluded
if they had open sternums or continuous air leak from
cardiac drains.

Electrical Impedance Tomography

EEL | measurements were performed with an evaluation
kit (EIT Evaluation Kit 2, Drager, Liubeck, Germany) that
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QUICK LOOK

Current knowledge

Head of bed elevation (HOBE) is a commonly used
therapeutic intervention in mechanically ventilated pa-
tients associated with a reduction in the incidence of
ventilator-associated pneumonia. HOBE has also been
shown to improve oxygenation and hemodynamic per-
formance.

What this paper contributes to our knowledge
End-expiratory lung volumesignificantly increased with
HOBE, and the change from 20° to 30° resulted in
significant improvement in lung volumes. The use of
30° HOBE should be standard practice in the ICU, and
supine positioning should be avoided.

had been calibrated and self-tested according to the man-
ufacturer’s instructions. Electrical impedance tomography
files were automatically saved to the device's hard drive,
downloaded as a Microsoft Excel spreadsheet, and ana-
lyzed by review software (v5.1, Dréger).

Study Protocol

Subjects were examined within 1 h of returning to the
ICU from the operating theater. An electrode belt contain-
ing 16 equally spaced electrodes was placed around the
subject’s chest at intercostal spaces 4—6. The first imped-
ance measurement was conducted after 20 min in the su-
pine position (baseline). Subjects were then placed at 20°
HOBE, and impedance measurements were conducted at
1, 5, 10, and 20 min after the position change. The head of
the bed was then raised to 30°, and measurements were
repeated at the same time intervals. All electrical imped-
ance tomography measurements were of 1-min duration.
HOBE was measured using an angle indicator attached to
the part of the bed that elevated. The angle indicator uses
gravity to measure the degree of backrest elevation on a
protractor, and its accuracy has been validated in a previ-
ous study.t

Subjects were sedated and ventilated in a synchronized
intermittent mandatory ventilation volume control mode at
afrequency of 10-12 breaths/min, PEEP 5 cm H,0, pres-
sure support 10 cm H,O, peak flow 50 L/min, and tidal
volume 6—8 mL/kg, in line with standard postoperative
ventilator settings in our ICU. Subjects did not take spon-
taneous or assisted breaths during the study period. Fo,
was titrated according to subject requirements. Arterial
blood gases (ABL800 gas analyzer, Radiometer Brgnshg,
Denmark) were taken at baseline (supine position) and 10
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and 20 min (standard washout period in our ICU) after
each position change, and P,o /F o, Was calculated. Heart
rate and arterial blood pressure was measured at baseline
and 1, 10, and 20 min after each position change. Addi-
tional datacollected were subject demographics, body mass
index, and surgical procedure.

Statistical Analysis

To show differences between HOBE over time, we plot-
ted mean EELI at 20° and 30° HOBE, which were com-
pared with the baseline. The mean paired difference (20°
minus 30°) for each subject and the overall mean differ-
ence were also plotted over time. The changein EELI over
time was modeled using a mixed effect regression model
to account for the non-independence of results from the
same subject using arandom subject intercept. HOBE (20°
vs 30°) was the main predictor in this model, and EELI
was the dependent variable.

The sample size of 20 was calculated based on a 20%
difference in EELI in the 20° versus 30° group. To find
this difference with 80% power using a 5% significance
level required 20 subjects. This assumed that the paired
difference in electrical impedance tomography (20° minus
30°) had a normal distribution with an SD of 30%. All
analyses were performed using statistical software
(R2.14.1, R Foundation for Statistica Computing, Vi-
enna, Austria).

Results

Forty patients were eligible for inclusion and were ap-
proached for written consent. Four refused consent due to
apprehension of approaching surgery. Six patients were
hemodynamically unstable postoperatively and were with-
drawn, six patients had chest dressings that interfered with
the application of the electrical impedance tomography
belt, and four patients were cancelled for surgery.

Twenty subjectswereexamined, 15 of whomweremales.
No subjects required termination from the study due to
adverse events associated with HOBE. The mean age of
participants was 63 = 15y (SD), and the mean body mass
index was 28 + 7 kg/m? (SD). Eleven subjects underwent
coronary artery bypass graft surgery, 8 underwent valvular
surgery, and one patient had mixed coronary artery bypass
graft and valvular surgery (Table 1).

Global EELI

Significant increases in global EELI were seen with
HOBE, with the greatest changes observed at 5 min after
position change. Mean EELI increased by 1,054 imped-
ance units at 20° (95% CI 888-1,219, P < .001) and by
1,327 impedance units at 30° (95% Cl 1,080-1,573,
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Table 1.  Subject Demographics
Value

Gender (male/female), n 15/5
Age (mean = SD), y 63+ 15
BMI (mean = SD), kg/m? 28+7
Surgery, n

Coronary artery bypass graft 11

Valvular 8

Both 1
VC-SIMV settings*

Frequency (range), breaths/min 1012

Fio, (range) 0.4-0.8

PEEP, cm H,O 5

Pressure support, cm H,O 10

Flow, L/min 50
n=20

* As per standard practice.
BMI = body mass index
VC-SIMV = synchronized intermittent mandatory ventilation with volume control ventilation
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Fig. 1. Change from baseline in mean global end-expiratory lung
impedance (EELI). The values displayed are maximum impedance
measurements achieved at each head of bed elevation. *™* P < .001.

P < .001) from baseline. At the maximum impedance
level reached in each position, EELI was 273 impedance
units greater at 30° compared with 20° HOBE (95% ClI
53-492, P < .001). Figures 1 and 2 summarize these
results.

Left Versus Right EELI

Increases were also seen in mean EELI in the left and
right regions, with the greatest changes occurring at 5 min
after position change. In the left region, mean EELI in-
creased by 773 impedance units at 20° (95% Cl 684—-862,
P < .001) and by 1,007 impedance units at 30° (95% CI
880-1,134, P < .001) from baseline. At the maximum
impedance level reached in each position, mean EELI was
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Fig. 2. Electrical impedance tomography of subject. 1. A: Subject
is supine. B: Head of bed elevation (HOBE) 20°. C: HOBE 30°.
Light blue to white color indicates the amount of volume in the
lungs; this is an illustration of the air in the lungs increasing with
increases in HOBE.
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Fig. 3. Change from baseline in mean end-expiratory lung imped-
ance (EELI) by lung region. The values displayed are maximum (for
posterior, left, and right) and minimum (for anterior) impedance
values achieved at each head of bed elevation (HOBE). P < .001
for all values at 20° and 30° HOBE.

234 impedance units higher at 30° compared with 20°
(95% CI 115-353, P < .001). Although still strongly sig-
nificant, increases were not as dramatic in the right lung
regions. Mean EELI increased by 280 impedance units at
20° (95% Cl 187-374, P < .001) and by 320 impedance
units at 30° (95% CI 188—451, P < .001) from baseline.
At the maximum impedance level reached in each posi-
tion, mean EELI| was 40 impedance units greater at 30°
compared with 20° HOBE (95% CI —78to 158, P = .54).
Figures 2 and 3 summarize these results.

Posterior Versus Anterior EELI

Significant increases were seen in posterior EELI, with
the greatest changes again seen 5 min after position change.
Mean EELI increased by 1,056 impedance units at 20°
(95% CI 944-1,168, P < .001) and by 1,544 impedance
units at 30° (95% CI 1,405-1,682, P < .001) from base-
line. At the maximum impedance level reached in each
position, EELI was 488 impedance units greater at 30°

4

compared with 20° (95% CI 285-563, P < .001). In the
anterior regions, however, decreases in EEL| were seen as
ventilation redistributed to the posterior regions. At 20°,
the only significant change from baseline was a drop in
mean EEL| of —129 at 20 min at 20° (95% ClI —230 to
—28, P > .99), and at 30°, the greatest decrease in mean
EELI from baseline occurred at 1 min after position change
(—335impedance units, 95% CI —486to —183, P < .001).
At the maximum decrease in impedance level in each po-
sition, decreases in EELI were greater at 30° compared
with 20° (206 impedance units, 95% CI —417 to — 146,
P < .001) asfurther redistribution of ventilation occurred.
Figures 2 and 3 summarize these results.

Change Over Time

Increases were observed in EELI in the global, poste-
rior, left, and right regions. When comparing impedance
change between time points at both 20° and 30° HOBE, in
al but one time point, statisticaly significant increases
occurred between 1 and 5 min postposition change, with
maximum ventilation achieved at 5 min in these positions.
No significant changes in impedance were seen between
the subsequent time points (5-10 and 10—20 min) (Table 2).

More variability in ventilation was observed in the an-
terior regions of the lung, where ventilation was seen to
decrease with position change. When observing imped-
ance change between time points at both 20° and 30°
HOBE, the only statistically significant change was a de-
crease in EELI between 10 and 20 min at 20° HOBE.
However, there were no significant changes in impedance
observed between the subsequent time points at 20° and
30° (1-5, 5-10, and 10—20 min) in the anterior regions of
the lung.

Oxygenation and Hemodynamics

Despite increases in EELI, there were reductions in
P.o/Fio, This was statisticaly significant at only 20°
HOBE, whereby P, /F,o fell by 46 (95% Cl —81to —11,
P = .01) from baseline. No statisticaly or clinically rel-
evant changes in heart rate or arterial blood pressure were
seen with HOBE (data not shown).

Discussion

This study demonstrated that HOBE improved end-ex-
piratory lung volume in postoperative cardiac surgery sub-
jects and that these improvements were more marked at
30° HOBE. To the best of our knowledge, this is the first
time the importance of HOBE has been confirmed with
significant improvements in end-expiratory lung volume.
These findings have important implications for clinical
practice and demonstrate that patient positioning isasim-
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Table 2. Change in EELI at Different Time Points by Head-of-Bed
Angle
) } EELI Change
EELI He@ﬁ;gl'eBed T'”(";izg" nt Over Time
(95% ClI)
Global 20° 15 356* (185-526)
5-10 —29(—195to0 138)
10-20 —151 (—312to 11)
30° 1-5 301t (54-548)
5-10 —229 (—47110 13)
10-20 12 (—227t0 251)
Left 20° 15 237* (143-330)
5-10 10 (—83t0 102)
10-20 —85 (—176t0 6)
30° 1-5 190t (64-316)
5-10 —58 (—182to 66)
10-20 17 (—105 to 140)
Right 20° 15 1111 (9-213)
5-10 47 (—5410 148)
10-20 —59 (—158 to 40)
30° 1-5 89 (—41to 219)
5-10 — 1521 (—279 to —24)
10-20 —5(—132t0121)
Anterior 20° 1-5 2(—111to114)
5-10 1221 (10-234)
10-20 —194* (—303 to —85)
30° 1-5 104 (—45 to 254)
5-10 —95 (—243t0 52)
10-20 —3(—14910 143)
Posterior 20° 15 346* (233-459)
5-10 —65 (—177 to 47)
10-20 50 (—60 to 159)
30° 1-5 1741 (37-312)
5-10 —115 (—250 to 20)
10-20 15 (—119 to 149)
* P < 001
tP<.05

EEL| = end-expiratory lung impedance

ple and effective method of optimizing functional residual
capacity in a mechanically ventilated patient.

Global increases in end-expiratory lung volume were
seen with HOBE at 20° and 30°. This is particularly ben-
eficial for the cohort studied because respiratory compli-
cations are common in patients undergoing general anes-
thesia. General anesthesia has been associated with an
~20% reduction in functional residual capacity.202! This
coupled with mechanical ventilation leads to pulmonary
complications such as atel ectasis and ventilation/perfusion
mismatching.2° Therefore, based on the global increasesin
end-expiratory lung volume observed in this study, HOBE
may assist with preventing and/or reversing the complica-
tions associated with general anesthesia and mechanical
ventilation.
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The increases in end-expiratory lung volume seen with
HOBE were greater in the left lung than in the right lung.
These findings are particularly relevant because atelectasis
and alveolar collapse occur in up to 90% of patients fol-
lowing cardiac surgery,®2t.22 with left-sided atelectasis
more severe due to retraction of the left lower lobe during
surgery.2t Furthermore, cardiac surgery patients who have
internal mammary arteries harvested for coronary artery
bypass grafts have worse pulmonary problems because of
lung retraction. In our cohort, 75% of subjects undergoing
coronary artery bypass grafts had internal mammary ar-
teries harvested, predisposing them to further respiratory
complications. These results confirm the assertion that sit-
ting patients up significantly increases end-expiratory lung
volume in both the left and right lungs and therefore could
assist in reducing postoperative atel ectasis and pulmonary
complications commonly seen in cardiac surgery patients.

Significant improvements in ventilation of the posterior
lung were seen with increasing HOBE. When the patient is
in the supine position, the dependent posterior region has
less ventilation.23 As the head of the bed is elevated, the
posterior regions become less dependent, and ventilation is
redistributed from anterior to posterior, which was evi-
denced by the observed reciprocal decreases in end-expi-
ratory lung volume in the anterior region of the lung.23
These increases in end-expiratory lung volume in the pos-
terior lung regions after HOBE could be seen to be pro-
tective against gravity-induced alveolar collapse and atel-
ectasis, which are often observed in mechanically ventilated
patients.

The greatest increases in end-expiratory lung volume
were seen within 1-5 min after position change. This in-
dicates that the beneficial effects of position change occur
shortly after HOBE. Although small decreases in end-
expiratory lung volume were seen at subsequent time points
(10 and 20 min), these were not statistically significant.
The mechanism behind these reductions in end-expiratory
lung volume is not clear, and it is not known when equil-
ibration in end-expiratory lung volume is achieved after
position change. Further research examining lung volume
changes over time may assist in describing these decreases.

In our study, negligible changes in oxygenation were
seen despite improvementsin end-expiratory lung volume.
This may be because of ventilation/perfusion mismatch-
ing. It isknown that ventilation/perfusion ratios can worsen
if aeration is improved to a region of lung with low per-
fusion2# and that anatomical and functional lung recruit-
ment of lung tissue can be partially dissociated.®24 There-
fore, even with improvements in end-expiratory lung
volume, P, /Fo, may not be affected. Furthermore, pre-
vious work has shown that oxygenation may not be an
accurate predictor of recruitment, as changes in gas ex-
change may be a reflection of changes in cardiac output.
For instance, changes in cardiac output are known to sig-
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nificantly alter both venous and arterial saturations.12.25.26
Further research is required to determine whether Pyo, /Fo,
changes over a longer period of time. Despite these find-
ings, all subjects maintained peripheral oxygen saturation
above 95% for the duration of the study.

Minimal changes in heart rate and arterial blood pres-
sure were seen with HOBE. Similarly, de Laat et al°
found no significant influence on cardiac index in patients
positioned at 30° laterally compared with a supine position
2-4 h after surgery. Despite a small evidence base sup-
porting the assertion, hemodynamic instability has been
suggested as a contraindication for HOBE.27:28 Although it
isclear that HOBE needs to be used with caution in certain
hemodynamically unstable patients, our results indicate
that it can be safely performed without hemodynamic com-
promise.

Based on current evidence, the Centersfor Disease Con-
trol and Prevention guidelines recommend 30—45° posi-
tions for all mechanically ventilated patients to prevent
aspiration and respiratory complications associated with
mechanical ventilation.2® A randomized trial demonstrated
significant reductionsin incidences of |CU-acquired pneu-
monia in patients positioned with HOBE compared with
those in a supine position. In reality, compliance with
these guidelinesisrarely applied. This was confirmed in a
multi-center trial conducted in ICUs in Australia and New
Zealand that revealed the mean HOBE to be 23.8°, with
our ICU at 19°.1 It was these findings that led us to com-
pare 20° (current practice) to 30° (minimum Centers for
Disease Control and Prevention recommendations) when
examining end-expiratory lungvolumeinrelationtoHOBE.
Although increases in end-expiratory lung volume were
seen at 20°, our results clearly show a marked improve-
ment at 30° HOBE. Maintaining the minimum standard of
30° HOBE is clinically necessary if we are to reduce re-
spiratory complications associated with mechanical venti-
lation and decrease mechanical ventilation times, as well
as ICU and hospital stays.

Several studies support the use of HOBE in minimizing
ventilator-acquired injuries such as ventilator-associated
pneumonia and atelectasis, as well as improving oxygen-
ation and lung recruitment for ARDS in mechanically ven-
tilated patients.27:3 Torres et a3! demonstrated that the
amount of radioactively tagged secretionsretrieved through
endobronchial aspiration increased as the time spent su-
pine increased from 30 to 300 min. Grap et a” found that
serioudly ill patients who spent greater time at backrest
elevations of < 30° on the first day of intubation were
more likely to develop ventilator-associated pneumonia,
which further supports HOBE. These results show the im-
portance of HOBE within the first 24 h of intubation to
reduce ventilator-acquired pneumonia. The subjectsin our
study were examined within 1 h of arriving in the ICU
from the operating theater. Before this, they had been in
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the supine position for ~4—6 h for surgery. The mean
P.o/Fio, in the cohort studied was < 300 mm Hg, indi-
cating acute lung injury, which may be partially due to
factors such as anesthesia, mechanical ventilation, cardio-
pulmonary bypass, and cardiac surgery.2t32 Thishighlights
the importance of elevating the head of the bed immedi-
ately upon arrival to the ICU to assist in reducing the
respiratory complications previously mentioned.
Although our study had asmall sample size, statistically
and clinically important improvements in end-expiratory
lung volume were found. A stronger methodological de-
sign such as a randomized crossover study of HOBE in-
stead of an observational study would have been useful,
but this was a pragmatic study, and this approach would
have lengthened the study duration and time spent in the
supine position, thereby further prolonging ventilation
times. Furthermore, although electrical impedance tomog-
raphy generates an image from one cross section of the
thorax, there is a strong correlation demonstrated previ-
ously between changes in EELI and changes in end-expi-
ratory lung volume that allow reasonable conclusionsto be
ascertained from the data. This study investigated short-
term physiological responses to HOBE, and further re-
search is required to measure the longer term outcomes.

Conclusions

This study demonstrates significant increases in end-
expiratory lung volume associated with HOBE. Impor-
tantly, end-expiratory lung volume increases significantly
between the measured current practice (20°) and the min-
imum HOBE recommended by the Centers for Disease
Control and Prevention guidelines (30°), which may assist
in reducing ventilator-acquired injuries. Thus, the use of
30° HOBE as a minimum in mechanically ventilated pa-
tients, unless contraindicated, should be standard practice
inthe | CU, and supine positioning should be avoided where
possible. Further work is required to examine HOBE in
relation to the wider ICU population and its long-term
effects on oxygenation, ventilation times, and ICU and
hospital stays.
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