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BACKGROUND: Heliox (helium-oxygen mixture) has been shown to reduce turbulence and im-
prove aerosol delivery in a range of clinical settings. We questioned whether heliox as compared
with oxygen via high-flow nasal cannula (HFNC) would affect aerosol delivery. We hypothesized
that heliox would have a significant effect on aerosol delivery as compared with oxygen with both
quiet and distressed breathing patterns. METHODS: A vibrating mesh nebulizer was placed at
the inlet of a humidifier via HFNC with small adult cannula distal to the heated-wire circuit
with prongs placed into simulated nares with a T-shaped trap and absolute filter connected to a
breath simulator set to adult quiet and distressed breathing parameters. Albuterol sulfate (0.083%
2.5 mg/3 mL) was aerosolized with heliox (80:20) and oxygen (100%) at 10, 30, and 50 L/min. Drug
eluted from the filter was assayed with UV spectrophotometry (276 nm). Descriptive statistics,
Kruskal-Wallis test, and Mann-Whitney U test were used for data analysis. P < .05 was considered
statistically significant. RESULTS: Increasing flows with heliox and oxygen significantly decreased
percentage inhaled dose (inhaled dose) of aerosol with a quiet breathing pattern (P � .02 and
P � .030, respectively). In contrast, with a distressed breathing pattern, inhaled dose at 10 L/min
was lower than at 30 and 50 L/min (P � .009 and P � .01, respectively) with both oxygen and heliox
(P � .009 and P � .009, respectively). Despite a trend to higher aerosol deposition with heliox versus
oxygen, the differences were not significant. CONCLUSIONS: With a distressed breathing pattern,
aerosol delivery was greater at 30 and 50 L/min than with a quiet breathing pattern. Trends toward
higher inhaled dose with heliox during HFNC were not significant. Key words: high-flow nasal
cannula; heliox; aerosol; jet nebulizer; vibrating mesh nebulizer. [Respir Care 0;0(0):1–•. © 0 Daedalus
Enterprises]

Introduction

Patients with asthma in respiratory distress have an in-
creased work of breathing due to increased airway resis-

tance caused by inflammation and bronchospasm in the
airways. Historically, heliox (helium-oxygen mixture) has
been used in the treatment of severe exacerbation of pa-
tients with acute obstructive airway disease to improve
laminar flow, homogeneous gas distribution, CO2 elimi-
nation, and tidal volumes; to reduce transpulmonary pres-
sure requirement; to decrease work of breathing; and to
improve aerosol delivery.1 Studies on the effect of heliox
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in acute severe asthma have demonstrated rapid improve-
ment in air-flow obstruction, dyspnea, and ventilation dur-
ing administration, suggesting that heliox therapy could be
a valuable therapeutic bridge to conventional treatment.2,3

Heliox therapy is concentration-dependent and is tradi-
tionally administered with high-flow oxygen delivery sys-
tems, such as a valved mask with a reservoir and a non-
rebreather mask for spontaneously breathing patients or
through a mechanical ventilator for intubated patients. The
advent of high-flow nasal cannula (HFNC) has provided
the clinician with another option for delivery of heliox
therapy.

Asthma exacerbation with acute respiratory failure fre-
quently requires escalation of care, such as invasive ven-
tilation, noninvasive ventilation (NIV), and more recently
the use of HFNC. Clinicians understand that invasive pro-
cedures such as intubation pose many risks, and the use of
noninvasive respiratory support is preferred. Although NIV
is less invasive than intubation, research has identified
several drawbacks to the use of NIV in patients with acute
respiratory distress. Asthma patients in respiratory distress
are often reluctant to have a confining mask over their
face, which adds to an already claustrophobic feeling. In-
tolerance and discomfort to NIV can lead to early inter-
ruption in up to 22% of patients.4 HFNC application is a
respiratory support mode better tolerated by patients that
has been shown to have an equivalent benefit for patients
in respiratory distress.5

Heated HFNC therapy provides flows up to 50–60 L/min
of water-saturated gas (44 mg H2O/L) at body temper-
ature (37°C). Most systems utilize an air/oxygen blender,
which allows for a FIO2

range of 0.21–1.00. HFNC has
been described as a useful respiratory support modality
in the stabilization of patients in respiratory distress.6,7

Recently, the use of HFNC has become popular as a
first-line support modality for patients in respiratory
distress, due to ease of use and improved patient toler-
ance compared with NIV.7 Poor tolerance of NIV has
been reported as a reason for intubation in 5–25% of the
cases in hypoxemic patients.8,9

Patients requiring respiratory support often require aero-
solized medications, including � agonists. Aerosol deliv-
ery through HFNC has been described in the literature in
infant, pediatric, and adult in vitro models. Réminiac10

reported reductions in inhaled dose with increased flows
and that simulated respiratory distress as compared with
quiet breathing did not hamper aerosol delivery. Bhashyam
et al11 demonstrated that aerosols could be efficiently de-
livered through HFNC at flows of 3 L/min, with inhaled
dose up to 28% using adult-size cannulas.

Heliox has been described as a method to improve re-
sponse to bronchodilator aerosols in children and adults,
providing more laminar flow through constricted airways
and reducing impactive losses of aerosol in transit from

large to smaller airways.1 Ari et al5 compared heliox ver-
sus oxygen as a carrier gas via HFNC in a pediatric in vitro
model with pediatric cannula and circuit between 2 and
6 L/min, with heliox improving aerosol delivery at the
high flow.

We were curious about the effects of flow and heliox on
aerosol delivery with an adult HFNC and circuit applica-
tion simulating adult parameters with both quiet and dis-
tressed breathing patterns. The goal of this study was to
evaluate the potential for delivering aerosol via heated
HFNC utilizing an adult model in an in vitro study with a
range of HFNC flows used in clinical application and toe
compare the impact of heliox on aerosol delivery via HFNC.

Methods

We used an HFNC system (Optiflow and MR 850 hu-
midifier, Fisher & Paykel, Auckland, New Zealand) in-
cluding an autofill chamber, a heated-wire breathing cir-
cuit, and a small adult-size Optiflow nasal cannula. The
system is thermostatically controlled and autoregulates to
body temperature (37°C) and 100% relative humidity set
in the invasive mode, allowing the delivery (per label) of
fully saturated gas (44 mg/L at 37°C) up to 60 L/min.

QUICK LOOK

Current knowledge

Aerosol delivery through high-flow nasal cannula
(HFNC) has been described in the literature in infant,
pediatric, and adult in vitro models. Aerosol delivery
with heliox via HFNC in the pediatric model tested at
3 and 6 L/min has been shown to increase aerosol de-
livery 2-fold at the higher flow as compared with ox-
ygen. With quiet breathing, as flow increases, the per-
centage of dose inhaled decreases.

What this paper contributes to our knowledge

Our study showed that aerosols can be efficiently de-
livered through HFNC. We confirmed previous reports
that flow is inversely related to aerosol delivery with
quiet breathing. We also demonstrated that heliox aero-
sol delivery trended higher at the higher flows tested
(30 and 50 L/min) but not at the lower flow (10 L/min).
In contrast, the simulated respiratory distress pattern
resulted in a significant increase in aerosol delivery at
mid and high flows, with higher flows associated with
a greater percentage of inhaled dose. Using heliox as
the carrier gas with a distressed breathing pattern im-
proved delivery of aerosol by 3-4% at all flows tested.
Further studies are required to indicate whether this
difference is meaningful in distressed patients.
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Operating gas applied to the inlet of the humidifier for
oxygen was administered with a MaxVenturi (MaxTech,
Salt Lake City, Utah) flow meter, and heliox (80:20) was
administered via cylinder with a heliox regulator (Western
Medica, Portland, Oregon) and oxygen flow meter (Am-
vex, Richmond Hill, Ontario, Canada) through a T-piece
connected to the inlet (dry side) of the humidifier chamber
with a vibrating mesh nebulizer (Solo, Aerogen, Galway,
Ireland). The nasal cannula was placed distal to the heated-
wire circuit into an adapter with loose orifices simulating
nares with a T-shaped trap positioned above the filter to
collect non-aerosolized liquid and a collecting filter (Re-
spirgard 303, CareFusion, San Diego, California) attached
to a breath simulator (Dual Phase Control Small Animal
Respiratory Model 55, Harvard Apparatus, Holliston, Mas-
sachusetts). The filter assembly was placed above the trap

to collect aerosol and to prevent contamination from rain-
out (Fig. 1).

This study was based on the methodology previously
reported with a pediatric HFNC.5 Differences with the
adult application include: greater range of flows, a larger
bore circuit and cannula, and use of ventilatory pattern
representative of adults with quiet and distressed breath-
ing. The flows of 10, 30, and 50 L/min with oxygen and
heliox 80:20 were based on a range of flows used in clin-
ical practice. A VT Plus HF gas flow analyzer (Fluke
Biomedical, Everett, Washington) was calibrated accord-
ing to the manufacturer’s recommendations and was used
to confirm settings on the breath simulator as well as ox-
ygen and heliox flow before each run. This setup was used
for all experiments (Fig. 2).

Experiment 1: Quiet Breathing Pattern

The breathing simulator was set to a quiet adult breath-
ing pattern: tidal volume of 500 mL, breathing frequency
of 16 breaths/min, and inspiratory-expiratory ratio of 1:2.
Albuterol sulfate (2.5 mg/0.5 mL) was placed in the vi-
brating mesh nebulizer and nebulized to completion (n � 3).

Experiment 2: Distressed Breathing Pattern

The breathing simulator was set to simulate a respira-
tory distressed breathing pattern: tidal volume of 750 mL,
breathing frequency of 30 breaths/min, and inspiratory-
expiratory ratio of 1:1. Albuterol sulfate (5 mg/1.0 mL)
was nebulized to completion (n � 5). We increased the
dose of albuterol with distressed breathing, to be more
representative of the clinical dose used for those condi-
tions and to ensure that the assay was within the limits of
quantification at higher flows, consequently increasing in-
haled drug mass (mg) while having little impact on inhaled
dose efficiency (% inhaled dose).

Albuterol was eluted from each filter with 10 mL of
0.01 N hydrochloric acid, with agitation for 3 min and
assayed with UV spectrophotometry (276 nm). The amount
of albuterol eluted from each filter was reported as inhaled
mass (mg) and percentage of nominal dose (% inhaled
dose) delivered distal to the nares during each experiment.

Fig. 1. Experimental setup of the study. Gas from heliox or O2

cylinders passes through a flow meter attached to a T-piece with
a nebulizer at the inlet of the humidifier to a heated-wire circuit and
nasal prongs to a T-piece and filter attached to one side of the test
lung, with a rigid bar attached to other test lung compartment
attached to the ventilator. Ventilation of the test lung compartment
moves the other compartment, simulating a spontaneous breath-
ing pattern. The inset shows a disassembled view of the interface
of the nasal prong, T-piece with artificial nares, condensate trap,
and collecting filter. Three primary points of transitional flow occur
while gas passes through the humidifier into the circuit, from the
circuit to the nasal cannula, and from the nasal prongs into the
artificial nares. From Reference 5, with permission.

Fig. 2. Flow chart detailing the number of runs in quiet and distressed breathing patterns. HFNC � high-flow nasal cannula.
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Statistical Analysis

Descriptive statistics were used to calculate the mean
and SD for each gas type, flow, and breathing pattern
tested in this study. The Kruskal-Wallis test was used to
determine significant differences among 10, 30, and
50 L/min using heliox and oxygen at quiet and dis-
tressed conditions. The Mann-Whitney U test was used
to compare aerosol delivery with heliox and oxygen at
each flow tested in this study. Differences between quiet
and distressed breathing patterns were determined with
the Mann-Whitney U test with P � .05 considered sta-
tistically significant.

Results

Aerosol Delivery With Quiet Breathing Pattern

Mean inhaled dose of drug delivered distal to the nares
via HFNC ranged from 3.5 to 26.70% for 100% oxygen
and from 5.9 to 27.40% for 80:20 heliox (Table 1). In-
creasing flows with heliox and oxygen significantly de-
creased inhaled dose of aerosol in this simulated adult lung
model with a quiet breathing pattern (P � .02 and P � .030,
respectively). Inhaled dose with heliox at 10 L/min was
greater than that at 30 L/min (P � .005) and 50 L/min
(P � .001), whereas aerosol deposition at 50 L/min was
lower than at 30 L/min (P � .030). All comparisons

between flows in aerosol delivery with oxygen were sta-
tistically significant (P � .05). Although aerosol deposi-
tion trended higher with heliox than oxygen, the differ-
ences found between these gases at 10, 30, and 50 L/min
were not significant (P � .70, P � .10, and P � .11,
respectively). There was a greater difference in inhaled
dose between the 2 gases at 30 and 50 L/min as compared
with 10 L/min.

Aerosol Delivery With Distressed Breathing Pattern

In contrast to quiet breathing, delivery efficiency with
distressed breathing was greater, ranging from 13 to 33%
for oxygen and from 17 to 35% for heliox (Table 2). The
percentages of inhaled dose delivered with both oxygen
and heliox at different flows were statistically significant
(P � .004 and P � .005, respectively). Aerosol delivery
with oxygen at 10 L/min was significantly lower than that
at 30 and 50 L/min (P � .009 and P � .01, respectively).
Although no statistical difference was found between 30
and 50 L/min using oxygen (P � .056), delivery efficiency
of HFNC with oxygen at 30 L/min was greater than at
50 L/min and may be considered clinically important. Aero-
sol deposition with heliox at 10 L/min was significantly
lower than at 30 and 50 L/min (P � .009 and P � .009,
respectively). No statistical difference was found in aero-
sol drug delivery between 30 and 50 L/min using heliox
(P � .09). Regardless of the type of gas used in this study,

Table 1. Inhaled Mass and Inhaled Dose Collected on the Filter After Nebulization With Vibrating Mesh Through an Adult High-Flow Nasal
Cannula With Quiet Adult Simulated Breathing Pattern

Gas

10-L/min Flow 30-L/min Flow 50-L/min Flow

PInhaled Mass (mg)
(n � 3)

Inhaled Dose (%)
(n � 3)

Inhaled Mass (mg)
(n � 3)

Inhaled Dose (%)
(n � 3)

Inhaled Mass (mg)
(n � 3)

Inhaled Dose (%)
(n � 3)

Oxygen (100%) 0.667 � 0.032 26.7 � 1.29 0.289 � 0.029 11.6 � 1.17 0.088 � 0.004 3.5 � 0.17 .002
Heliox (80:20) 0.684 � 0.059 27.4 � 2.37 0.356 � 0.022 14.2 � 0.89 0.394 � 0.468 5.88 � 1.73 .003

P .70 .10 .11

2.5-mg nominal dose. Tidal volume 500 mL, breathing frequency 12 breaths/min, and inspiratory-expiratory ratio of 1:2 with oxygen and heliox 80:20 at 10, 30, and 50 L/min.

Table 2. Results of Inhaled Mass and Inhaled Dose Collected on the Filter After Nebulization With Vibrating Mesh Through an Adult High-Flow
Nasal Cannula With a Distressed Adult Simulated Breathing Pattern

Gas

10-L/min Flow 30-L/min Flow 50-L/min Flow

PInhaled Mass (mg)
(n � 5)

Inhaled Dose (%)
(n � 5)

Inhaled Mass (mg)
(n � 5)

Inhaled Dose (%)
(n � 5)

Inhaled Mass (mg)
(n � 5)

Inhaled Dose (%)
(n � 5)

Oxygen (100%) 0.652 � 0.164 13 � 3 1.644 � 0.241 33 � 5 1.263 � 0.085 25 � 2 .004
Heliox (80:20) 0.873 � 0.159 17 � 3 1.757 � 0.241 35 � 5 1.501 � 0.203 30 � 4 .005

P .056 .55 .056

5-mg nominal dose. Tidal volume 750 mL, breathing frequency 30 breaths/min, and inspiratory-expiratory ratio 1:1 with oxygen and heliox 80:20 at 10, 30, and 50 L/min.

HFNC AEROSOL DELIVERY WITH HELIOX AND OXYGEN

4 RESPIRATORY CARE • ● ● VOL ● NO ●

RESPIRATORY CARE Paper in Press. Published on June 6, 2017 as DOI: 10.4187/respcare.05127

Copyright (C) 2017 Daedalus Enterprises ePub ahead of print papers have been peer-reviewed, accepted for publication, copy edited 
and proofread. However, this version may differ from the final published version in the online and print editions of RESPIRATORY CARE



aerosol deposition was greater at 30 L/min in this simu-
lated adult distressed breathing pattern. Comparisons of
oxygen and heliox inhaled dose showed no significant
difference at 10, 30, or 50 L/min (P � .056, P � .55, and
P � .056, respectively).

Comparisons of Quiet and Distressed Breathing
Pattern in Aerosol Delivery With Oxygen and Heliox

Aerosol delivery efficiency via HFNC with both oxygen
and heliox at 10 L/min with distressed breathing was less
than with the quiet breathing pattern (P � .036) but greater
at 30 and 50 L/min (P � .036). Comparisons of quiet and
respiratory distressed breathing patterns in aerosol deliv-
ery with heliox showed the same trend. Whereas inhaled
dose with heliox at 10 L/min was statistically lower in a
distress condition than in a quiet breathing pattern, in-
creasing flows to 30 or 50 L/min significantly improved
delivery efficiency of HFNC in this simulated adult dis-
tressed breathing (P � .036 and P �.030, respectively).

Discussion

This is the first reported model of inhaled aerosol in an
adult model comparing heliox and oxygen during HFNC,
comparing drug delivery with 3 commonly used flows (10,
30, and 50 L/min using a quiet and distressed breathing
pattern. With the quiet breathing pattern, inhaled dose was
inversely related to flow, and differences between oxygen
and heliox trended higher as flow increased. At 10 L/min,
heliox had no additional effect on aerosol delivery com-
pared with oxygen. The inhaled dose of 26.70–27.74%
reported at 10 L/min with oxygen during quiet breathing
was similar to that reported by Bhashyam et al11 using a
similar adult nasal cannula, despite the lower 3 L/min
used. Our findings of decreased aerosol delivery with in-
creases in flow with quiet breathing were consistent with
those of Ari et al,5 Perry et al,12 and Réminiac et al.10

Ari et al5 reported that inhaled aerosol was inversely
proportional to flow with both heliox and oxygen admin-
istered via high-flow nasal cannula in a pediatric model.
Aerosol delivery with oxygen at 3 and 6 L/min was 10.65
and 1.95%, and with heliox, it was 11.41 and 5.42%, re-
spectively. Although heliox did not make a significant
difference at the lower flow, it was significant (P � .01) at
the higher flow compared with oxygen, producing a 2-fold
increase in aerosol delivery.

Perry et al12 also reported a negative correlation be-
tween flows and inhaled dose across infant, pediatric, and
adult breathing parameters. In their model, a vibrating mesh
aerosol generator was placed with a proprietary adapter
between the source of humidified gas and the adult can-
nula, simulating flow ranges administered to infants, chil-
dren, and adults, resulting in 0.20–2.50% nominal dose

with most of the drug (62–80%) collected in the adapter.
Although increasing the cannula size increased aerosol
delivery, they concluded that the amount of drug delivered
at the majority of flows and cannula sizes was not suffi-
cient to produce a clinical response. In contrast, our results
revealed much higher drug delivery, 3.5–35.0% inhaled
dose, which could be considered sufficient to support clin-
ical efficacy.

Réminiac et al10 evaluated inhaled dose from a high-
flow nasal cannula with flows of 30, 45, and 60 L/min
with 60% oxygen at 31°C, using a cast adult upper airway.
They reported an inhaled dose of 3.0–10.2% with lower
aerosol delivery with increasing flows with both quiet and
distressed ventilatory patterns. Differences in magnitude
of their reported inhaled dose (3.0–10.5%) versus our find-
ings (3.5–33.0%) with oxygen are probably due to the
model used, with their upper-airway cast reducing the aero-
sol dose en route to the trachea of the model, compared
with our measurements at the nares.

Réminiac et al10 reported greater aerosol dose across all
flows compared with simulated quiet breathing. They rea-
soned that the higher mean inspiratory flow of 45 L/min
with distressed breathing allowed a greater proportion of
gas containing aerosol to be inhaled compared with the
15-L/min mean inspiratory flow with quiet breathing. In
contrast, at 10 L/min, we observed a decrease in inhaled
dose with the higher inspiratory flow of distressed breath-
ing.

The premise of high-flow oxygen administration is to
meet and exceed the patient’s inspiratory flow demand,
reducing the amount of ambient gas that is entrained. As
inspiratory flow exceeds the rate of gas administered, more
room air is inhaled, reducing FIO2

. When aerosol is con-
tinuously added and mixed in the administered gas, the
better the inspiratory flow matches the delivered gas, the
greater proportion of aerosol is inhaled. As the operating
gas flow exceeds inspiratory flow, a lower proportion of
aerosol-containing gas is inhaled. Consequently, during
distressed breathing, Réminiac et al10 observed greater in-
haled dose with flows of 30–60 L/min. This was consis-
tent with our findings at 30 and 50 L/min.

We evaluated 80:20 heliox because this is the highest
concentration that can be safely used in clinical settings.
Because the effects of heliox are concentration-dependent
on decreasing transitional and turbulent flow, 80:20 heliox
would provide the maximum impact on aerosol delivery
during HFNC. Although there was a trend toward greater
deposition with 80:20 heliox, it failed to meet statistical
significance and may not be clinically relevant. Conse-
quently, the lower concentrations of heliox that could be
used in patients requiring higher FIO2

would be expected to
provide even less benefit.

We learned from our previous study with the pediatric
HFNC model that as total flow through the HFNC in-
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creases, the inhaled dose decreases with both gases, and a
smaller proportion of the emitted aerosol is inhaled.5 The
vibrating mesh nebulizer produces consistent output of
aerosol/min over time in both oxygen and heliox.13 We
also found a difference in aerosol delivery with heliox
versus oxygen with mid and high flows. We questioned
whether the lower density of heliox as compared with
oxygen had the potential to reduce turbulent flow and
improve aerosol delivery.7,14-17 Our results indicated that
at the higher flows tested with a simulated quiet breathing
pattern heliox did improve aerosol delivery at 30 L/min
(22.40% increase in aerosol delivery) and 50 L/min (68.00%
increase in aerosol delivery). However, impact on aerosol
delivery at the lower flow of 10 L/min was only 2.60%. At
the lower flow of 10 L/min and the, inspiratory flow of the
model at 30 L/min, the mixing of room air in with the
heliox, probably caused reduction of the concentration be-
low that threshold at which heliox provided a mechanical
advantage. As flow came closer to and exceeded the in-
spiratory flow of the model, a higher concentration of
heliox was inhaled, increasing the chance of a reduction in
transitional or turbulent flows at the interface of the can-
nula and the airway. It was likely that a combination of
these elements resulted in the greater differences in in-
haled dose for O2 and heliox as flow increased.

Reduction of inhaled dose with increasing flows with
quiet breathing could be explained by one of 2 mecha-
nisms: (1) increased turbulence and impactive loss of aero-
sol with increasing delivery flows and (2) the dilution of
aerosol within the stream of gas flowing to the cannula.
Heliox is known to reduce turbulent and transitional flow
patterns compared with air or oxygen, which has been
associated with reduced impactive losses of aerosol. In our
hands, the use of heliox resulted in small improvements in
aerosol delivery with our model, increasing the inhaled
dose by up to 68.00% compared with oxygen at 50 L/min
with quiet pattern.

As gas flow exceeded the inspiratory flow of the model,
a greater proportion of gas containing aerosol bypassed the
airway and was released to atmosphere. This is supported
by reports of Réminiac et al,10 who compared a quiet and
distressed breathing pattern with higher inspiratory flows,
reporting an almost 2-fold greater inhaled dose than at the
quiet settings they used. This suggests that increased in-
spiratory flows had a greater impact on improvement of
inhaled dose during administration of higher gas flows
than heliox. This observation has clinical relevance, since
most patients requiring HFNC are likely to have some
level of respiratory distress with higher-than-quiet inspira-
tory flows. Consequently, the use of quiet adult parameters
probably underestimates the inhaled dose for patients with
distressed breathing patterns.

Clinical Implications

This is the first study to show the effect of increasing
flow on aerosol delivery in the adult quiet and distressed
breathing model with HFNC and similarly the first to show
the impact of heliox on aerosol delivery at this range of
flows. Optimal aerosol delivery via HFNC can be achieved
through various mechanisms, all of which should be based
on matching the therapy parameters to the individual pa-
tient. The better the HFNC flow meets the patient inspira-
tory flow demand, the higher the inhaled dose. Aerosol
delivery with heliox through HFNC trended to improve
inhaled dose at mid and high flows as compared with
oxygen but failed to be statistically significant in our model.
This begs the question of whether those trends would be
clinically meaningful in patients in respiratory distress with
severe airway obstruction. Heliox adds cost to therapy and
may be cost-prohibitive. For this reason, the application of
heliox with HFNC and aerosol delivery should be consid-
ered if heliox makes a clinical difference in terms of work
of breathing or distribution of ventilation and/or if the
patient is already receiving heliox. Otherwise, utilizing
flows required to meet the patient’s inspiratory flow de-
mand and oxygen requirements and to reduce work of
breathing during aerosol therapy will improve aerosol de-
livery. Removing the patient from high flow is not a viable
option because it interrupts oxygen delivery and respira-
tory support.

Limitations

This model did not take into account exhaled gas or use
an anatomically correct model of the nares and upper air-
way. The breathing patterns were limited to one set of
parameters for quiet and distressed breathing and did not
differentiate opened versus closed mouth breathing.10 We
evaluated aerosol delivery with only a small adult cannula,
and based on the report from Perry et al, we might expect
aerosol delivery to be improved with the use of larger-size
cannulas.12 Future studies to determine the impact of can-
nula size are needed. It would be interesting to see results
for a 60:40 mixture of heliox, but lower concentrations are
likely to result in even lower differences in the percentage
of dose inhaled both with our model and with patients.

This was an in vitro study, and we do not know how
heliox may affect the patient airway and the potential im-
pact on aerosol delivery in an obstructed patient airway. In
addition, scintigraphy and clinical response studies would
be useful to further evaluate the role of aerosol adminis-
tration with heliox via HFNC.

Conclusions

Aerosol can be efficiently delivered through an adult
HFNC, and is a viable application for aerosol delivery.
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Inhaled dose of aerosol varied with increases in flows and
breathing patterns for both oxygen and heliox. Although
inhaled dose trended higher with heliox than with oxygen,
the use of heliox as a carrier gas did not significantly
improve aerosol delivery at the flows tested. Aerosol de-
livery with simulated respiratory distressed breathing pat-
terns increased aerosol delivery as compared with quiet
breathing patterns.

The ability to use aerosols in patients receiving HFNC
with or without heliox provides the clinician with options for
patient care. To optimize aerosol delivery, clinical application
of aerosol with the HFNC should be done using flows that
meet patient inspiratory demands during distressed breathing.
Clinical studies evaluating clinical response and outcomes
should be done to determine efficacy and safety.
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