
Computerized Respiratory Sounds Are a Reliable Marker in Subjects
With COPD
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BACKGROUND: Computerized respiratory sounds have shown potential in monitoring respira-
tory status in patients with COPD. However, the variability and reliability of this promising marker
in COPD are unknown. Therefore, this study assessed the variability and reliability of respiratory
sounds at distinct air flows and standardized anatomic locations in subjects with COPD. METHODS:
A 2-part study was conducted. Part 1 assessed the intra-subject reliability of respiratory sounds at
spontaneous and target (0.4–0.6 and 0.7–1 L/s) air flows in 13 out-patients (69.3 � 8.6 y old, FEV1

of 70.9 � 21.4% of predicted). Part 2 characterized the inter-subject variability and intra-subject
reliability of respiratory sounds at each standardized anatomic location, using the most reliable air
flow, in a sample of 63 out-patients (67.3 � 10.4 y old, FEV1 of 75.4 � 22.9% of predicted).
Respiratory sounds were recorded simultaneously at 7 anatomic locations (trachea and right and
left anterior, lateral, and posterior chest). Air flow was recorded with a pneumotachograph. Normal
respiratory sound intensity and mean number of crackles and wheezes were analyzed with validated
algorithms. Inter-subject variability was assessed with the coefficient of variation, and intra-subject
reliability was assessed with the intraclass correlation coefficient (ICC) and Bland-Altman plots.
RESULTS: Relative reliability was moderate to excellent for normal respiratory sound intensity
and mean number of crackles (ICC of 0.66–0.89) and excellent for mean number of wheezes (ICC
of 0.75–0.99) at the 3 air flows. Absolute reliability was greater at target air flows, especially at
0.4–0.6 L/s. Inter-subject variability was high for all respiratory sound parameters and across
locations (coefficient of variation of 0.12–2.22). Respiratory sound parameters had acceptable rel-
ative and absolute intra-subject reliability at the different anatomic locations. The only exception
was the mean number of crackles at the trachea, for which both relative and absolute reliability
were poor. CONCLUSIONS: Respiratory sound parameters are more reliable at an air flow of
0.4–0.6 L/s and are reliable overall at all anatomic locations. This should be considered in future
studies using computerized auscultation. Key words: computerized auscultation; respiratory sounds;
normal respiratory sounds; crackles; wheezes; chronic obstructive pulmonary disease; reliability. [Respir
Care 2015;60(9):1264–1275. © 2015 Daedalus Enterprises]

Introduction

COPD is characterized by persistent air-flow limitation
that is usually progressive.1 The FEV1 has been estab-

lished as the global marker for COPD diagnosis and mon-
itoring.1 Nevertheless, changes in FEV1 in response to
treatment are small in relation to its repeatability.2,3 New
clinical markers are therefore needed to evaluate the ef-
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fectiveness of treatments for COPD.4 These markers should
be simple in terms of measurement, interpretation, and
resources used and should have acceptable reliability to
ensure that the error involved in measurement is small
enough to detect actual changes.4

Respiratory sounds are a simple, objective, and nonin-
vasive marker to assess the function of the respiratory
system5 and do not require special resources beyond those
typical of a patient-health professional encounter. How-
ever, the variation and reliability of this promising marker
in patients with COPD are still unknown.

Using computerized auscultation, it has been shown that
adventitious respiratory sounds are characterized mainly
by inspiratory crackles and expiratory wheezes in stable
subjects with COPD.6-9 Respiratory sounds have been sug-
gested as useful in diagnosing community-acquired pneu-
monia in this population.10 These studies showed that re-
spiratory sounds may have potential to monitor the
respiratory status of subjects with COPD. However, inter-
subject variability and intra-subject reliability was not ex-
plored, hindering the interpretation of actual changes. In
addition, respiratory sounds have been recorded without
control of subjects’ air flows, despite the well-known in-
fluence of air flow on respiratory acoustic and breathing
patterns.11-13

Computerized respiratory sound analysis guidelines rec-
ommend recordings with inspiratory and expiratory peak
air flows of 1–1.5 L/s or 10–15% of the predicted maxi-
mum peak expiratory air flow.14 However, it is unknown
if the air flow recommended suits the breathing pattern
specificities of patients with COPD. It has been shown that
breathing patterns of subjects with COPD have reduced
complexity compared with healthy subjects,15 which may
affect respiratory sound reliability at different air flows.
Computerized respiratory sound analysis guidelines also
standardized 7 anatomic locations (trachea and right and
left anterior, lateral, and posterior chest) to record respi-
ratory sounds.14 Nevertheless, inter-subject variability and
intra-subject reliability of respiratory sounds at each ana-
tomic location in patients with COPD have not been in-
vestigated. To address these relevant research needs, this
study assessed the (1) intra-subject reliability of breathing
patterns and respiratory sounds at distinct air flows and (2)
inter-subject variability and intra-subject reliability of re-
spiratory sounds at each standardized anatomic location in
subjects with COPD.

Methods

Study Design

A 2-part study was conducted. Part 1 assessed the intra-
subject reliability of breathing patterns and respiratory

sounds at 3 distinct air flows using a small sample of
out-patients with COPD. Part 2 characterized the inter-
subject variability and intra-subject reliability of respira-
tory sounds at each anatomic location using the most reliable
air flow from part 1 and a larger sample of out-patients
with COPD.

Participants

Out-patients with COPD were recruited from 2 primary
care centers. Inclusion criteria were diagnosis of COPD
according to the Global Initiative for Chronic Obstructive
Lung Disease (GOLD) criteria (presence of a post-bron-
chodilator FEV1/FVC � 0.70)1 and clinical stability for
1 month before the study (no hospital admissions, exac-
erbations as defined by GOLD, or changes in respiratory
system medication). Subjects were excluded if they had
coexisting respiratory diseases or severe neurological, mus-
culoskeletal, or psychiatric impairments. Approval for this
study was obtained from the ethics committee of the Cen-
ter Health Regional Administration (2013-05-02) and from
the National Data Protection Committee (3292/2013). El-
igible subjects were identified by clinicians and then con-
tacted by the researchers, who explained the purpose of the
study and asked about their willingness to participate. When
subjects agreed to participate, an appointment with the
researchers was scheduled. Written informed consent was
obtained before data collection.

QUICK LOOK

Current knowledge

Auscultation of respiratory sounds is a simple, objec-
tive, and noninvasive method to evaluate the respira-
tory system with an inexpensive tool. Using a stetho-
scope, evaluation of respiratory sounds is subject to
operator skill, experience, and inter-observer reliability.
Computerized auscultation may offer advantages to con-
ventional auscultation.

What this paper contributes to our knowledge

Computerized assessment of respiratory sounds was
more reliable at an air flow of 0.4–0.6 L/s and were
highly variable in subjects with COPD. The reliability
of respiratory sounds over a set of standardized ana-
tomic locations was very good. The use of these ana-
tomic locations at the target flow range may improve
the usefulness of computerized respiratory sound as-
sessments in evaluating disease severity and response
to treatment.
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Data Collection

Sociodemographic, anthropometric (height and weight),
and clinical (smoking habits, dyspnea, exacerbations in the
past 3 months and in the previous year, medication) data
were first recorded in the 2 study parts. Air flows and
respiratory sounds were recorded. Lung function was as-
sessed by spirometry (MicroLab 3500, CareFusion, Kent,
United Kingdom) according to standardized guidelines.16

Subjects were classified into 4 groups (A–D) using the
GOLD combined assessment (Modified Medical Research
Council scale, spirometry, and exacerbation risk).1 All as-
sessments were performed by 2 physiotherapists, and the
order was standardized.

Part 1. Air flows and respiratory sounds were acquired
simultaneously. Recordings were performed at spontane-
ous air flow, at a peak of 0.4–0.6 L/s (typical tidal air-
flow range), and at a peak of 0.7–1 L/s (modestly increased
air flow). Similar target air flows have been used in pre-
vious research.17 After 5 min of quiet sitting, the 3 distinct
air flows were acquired following the standardized order:
spontaneous, 0.4 – 0.6 L/s, and 0.7–1 L/s. Spontaneous
breathing was tested first so that it would not be influenced
by the target air flows, and the order of the 2 target air
flows was selected based on increased air-flow demand.
Subjects were seated upright, wearing a nose clip, and
breathing through a mouthpiece connected to a heated pneu-
motachograph (3830, Hans Rudolph, Shawnee, Kansas).
For each air flow, subjects performed 3 trials of 20 s
each,18 followed by a 2-min recovery period. During spon-
taneous air flow, subjects were instructed to breathe nor-
mally, and biofeedback of the flow signal was not pre-
sented. During target flows, subjects had visual biofeedback
of the flow signal (RSS 100R research pneumotach instru-
mentation system, Hans Rudolph) and were instructed to
maintain the flow between 2 horizontal lines. The record-
ing of each target flow was preceded by a training phase of
at least 3 breathing cycles.

Respiratory sound recordings followed computerized re-
spiratory sound analysis guidelines for short-term acqui-
sitions14 and were performed simultaneously at 7 anatomic
locations (trachea and right and left anterior, lateral, and
posterior chest) using the LungSounds@UA interface.19

Seven stethoscopes (Littmann Classic II S.E., 3M, St Paul,
Minnesota) with a microphone (frequency response be-
tween 20 and 19 kHz; TOM-1545P-R, Projects Unlimited,
Dayton, Ohio) and a preamplifier circuit (Intelligent Sens-
ing Anywhere, Coimbra, Portugal) in the main tube were
attached to the subject’s skin with soft cloth surgical tape
(3M). The analog sound signals were further amplified and
converted to digital by an audio interface (ProFire 2626,
M-Audio, Cumberland, Rhode Island). The signal was con-

verted with a 24-bit resolution at a sampling rate of 44.1 kHz
and recorded in WAV format.

Part 2. Air flows and respiratory sounds were acquired
simultaneously at the most reliable air flow identified in
part 1. The same procedures from part 1 were followed.

Signal Processing

All files were processed using algorithms written in
MATLAB R2009a (MathWorks, Natick, Massachusetts).
Breathing phases were automatically detected using the
positive and negative air-flow signals. Mean inspiratory
and expiratory times were then calculated. The mean air
flows and tidal volumes (VT) were calculated per breath-
ing phase using flow and volume raw signals. To combine
the detected breathing phases with sound signals, the flow
signals were time-synchronized with tracheal sound sig-
nals. Due to the simultaneous acquisition of respiratory
sounds at the 7 locations, the breathing phases detected
with tracheal sounds were applied to the other 6 locations.

Crackles were detected using a multi-algorithm tech-
nique based on established algorithms.20-22 This multi-al-
gorithm technique showed a 7% performance improve-
ment over the best individual algorithm.23 Wheezes were
detected using an algorithm based on time-frequency anal-
ysis.24 The mean number of crackles and wheezes per
breathing phase was extracted. After excluding these ad-
ventitious sounds, normal respiratory sounds were ana-
lyzed based on the methodology proposed by Pasterkamp
et al,25 and the mean intensity was determined within a
frequency band of 100–2,000 Hz.25,26

Statistical Analysis

All statistical analyses were performed using SPSS 20.0
(IBM, Armonk, New York). The level of significance was
set at .05.

Part 1. Descriptive statistics were used to characterize
the sample. Mean inspiratory and expiratory air flows, VT,
and time were determined by computing the mean of the 3
recordings at each air flow. The mean normal respiratory
sound intensity and mean number of crackles and wheezes
per breathing phase were determined by computing the
mean of the 3 recordings at all anatomic locations. One-
way repeated-measures analysis of variance was used to
analyze differences in breathing patterns and respiratory
sounds across air flows. When a statistically significant
difference was found, Bonferroni post hoc tests were per-
formed. Statistical analysis was completed with the esti-
mation of effect sizes. The effect size was computed via
partial eta-square, as it is the index more commonly re-
ported for analysis of variance.27 Partial eta-square was
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interpreted as a small (� 0.01), medium (� 0.06), or large
(� 0.14) effect.28

As recommended for intra-subject reliability,29 both rel-
ative reliability (intraclass correlation coefficient [ICC])
and absolute reliability (Bland-Altman method) were used.
The ICC equation (1, k) was used, where k � 3 because 3
recordings were performed for each air flow. ICC was
interpreted as excellent (� 0.75), moderate to good (0.4–
0.75), or poor (� 0.4).30 The Bland-Altman method as-
sesses the agreement between 2 sets of measures.31 Thus,
random numbers were generated in MATLAB to delete
one recording. Bland-Altman plots were created to analyze
the distribution of results (Prism 5.01, GraphPad Software,
La Jolla, California).31

Sample size was determined as described by Bonett.32 A
sample size of 13 subjects was required to estimate an ICC
of 0.9 with a 95% CI width of 0.2 (� � .05 and k � 3).32

Part 2. Descriptive statistics were used to characterize
the sample. The mean normal respiratory sound intensity
and mean number of crackles and wheezes per breathing
phase were determined by computing the mean of the 3
recordings for each anatomic location (trachea and right
and left anterior, lateral, and posterior chest). The inter-
subject variability in respiratory sound parameters was mea-
sured with the coefficient of variation, as it is useful for
analyzing the variability of measures independently of the
magnitude of the data.33 It is defined as the SD divided by
the mean.34 The relative and absolute intra-subject reli-
ability of respiratory sound parameters were computed, as
described above, per anatomic location.

Sample size for the coefficient of variation was esti-
mated using the approach of Kelley.35 Using data from
part 1, we found that the coefficient of variation for normal
respiratory sound intensity was between 0.17 and 0.25. We
determined that a minimum of 59 individuals were needed
for a coefficient of variation of 0.25 with a 95% CI width
of 0.1 (� � .05).35

Results

Part 1

Thirteen subjects (10 males) were enrolled. Four sub-
jects had mild air-flow limitation, 6 had moderate, and 3
had severe-to-very-severe air-flow limitation. All subjects
used long-acting bronchodilators. Table 1 lists subjects’
characteristics.

Respiratory Sounds. The intensity of normal respiratory
sounds during inspiration and expiration was higher at an
air flow of 0.7–1 L/s (post hoc P � .001) (Table 2). No
significant differences were seen in the mean number of
crackles (inspiratory, P � .45; expiratory, P � .066) and

wheezes (inspiratory, P � .30; expiratory, P � .12). The
relative reliability of normal respiratory sound intensity
was moderate to excellent at the 3 air flows (see Table 2).
Bland-Altman plots indicated greater agreement for nor-
mal respiratory sound intensity at an air flow of 0.4–
0.6 L/s (Figs. 1B and 2B). The relative reliability of the
mean number of inspiratory and expiratory crackles was
found to be moderate to excellent at the 3 air flows (see
Table 2). However, a higher level of agreement existed at
an air flow of 0.4–0.6 L/s, with narrower limits of agree-
ment (Figs. 1E and 2E). The relative reliability of the
mean number of inspiratory and expiratory wheezes was
excellent at all air flows (see Table 2), although greater
agreement was found at target air flows (Figs. 1H and 1I
and 2H and 2I).

Breathing Pattern. At an air flow of 0.7–1 L/s, signifi-
cantly higher flows (post hoc P � .001) and VT (post hoc
P � .05) were found (see Table 2). Inspiratory and expi-
ratory times were similar across air flows (P � .6 and .21,
respectively). Intra-subject relative reliability of air flow,
VT, and time were higher at a target air flow of 0.4–
0.6 L/s (ICC of 0.73–0.95) compared with spontaneous air
flow (ICC of 0.60–0.88) or a target air flow of 0.7–1 L/s

Table 1. Sociodemographic, Anthropometric, and Clinical
Characteristics of Subjects

Characteristic Values

Age, mean � SD y 69.3 � 8.6
Males/females, n 10/3
Current smokers, n 0
mMRC scale, median (IQR) 1 (1–2)
BMI, mean � SD kg/m2 29.5 � 3.4
Exacerbations in past 3 m, n

0 5
1 6
� 2 2

FEV1, mean � SD L 1.8 � 0.6
FEV1, mean � SD % predicted 70.9 � 21.4
FEV1/FVC, mean � SD 0.66 � 0.09
GOLD air-flow limitation, n

Mild 4
Moderate 6
Severe to very severe 3

GOLD combined assessment, n
A: low risk, fewer symptoms 3
B: low risk, more symptoms 7
C: high risk, fewer symptoms 1
D: high risk, more symptoms 2

N � 13.
mMRC � modified Medical Research Council
IQR � interquartile range
BMI � body mass index
GOLD � Global Initiative for Chronic Obstructive Lung Disease
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Fig. 1. Bland-Altman plots of inspiratory normal respiratory sound (NRS) intensity and mean number of crackles and wheezes between 2
recordings at 3 distinct air flows: spontaneous, 0.4–0.6 L/s, and 0.7–1.0 L/s. The solid lines represent the mean difference, and the dashed
lines show the 95% limits of agreement.

Table 2. Descriptive Characteristics and Intra-Subject Relative Reliability of Respiratory Sounds and Breathing Pattern Parameters at 3 Air Flows

Characteristic

Spontaneous Air Flow Air Flow of 0.4–0.6 L/s Air Flow of 0.7–1 L/s

(mean � SD) ICC (95% CI) (mean � SD) ICC (95% CI) (mean � SD) ICC (95% CI) P
Partial

Eta-Square

Inspiratory normal
respiratory sound
intensity, dB

11.8 � 2.16 0.74 (0.35–0.91) 11.32 � 1.88 0.88 (0.7–0.96) 12.98 � 2.33 0.89 (0.73–0.96) � .001 0.634

Expiratory normal
respiratory sound
intensity, dB

10.49 � 2.05 0.66 (0.14–0.89) 10.30 � 1.82 0.65 (0.13–0.88) 12.06 � 2.96 0.74 (0.36–0.91) � .001 0.757

Crackles on
inspiration

1.57 � 0.78 0.75 (0.38–0.92) 1.30 � 0.60 0.71 (0.27–0.90) 1.38 � 0.50 0.81 (0.52–0.94) .45 0.064

Crackles on expiration 2.49 � 1.35 0.78 (0.44–0.93) 1.47 � 1.05 0.89 (0.74–0.97) 1.34 � 0.64 0.75 (0.39–0.92) .066 0.203
Wheezes on

inspiration
0.35 � 0.49 0.79 (0.46–0.93) 0.31 � 0.55 0.78 (0.46–0.93) 0.25 � 0.31 0.75 (0.37–0.92) .30 0.096

Wheezes on expiration 0.59 � 0.91 0.89 (0.72–0.96) 0.72 � 1.72 0.99 (0.96–0.99) 0.30 � 0.39 0.78 (0.46–0.93) .12 0.161
Inspiratory flow, L/s 0.38 � 0.18 0.73 (0.32–0.91) 0.44 � 0.14 0.95 (0.88–0.98) 0.7 � 0.11 0.74 (0.34–0.91) � .001 0.648
Expiratory flow, L/s 0.30 � 0.17 0.88 (0.70–0.96) 0.33 � 0.09 0.92 (0.81–0.97) 0.60 � 0.09 0.77 (0.42–0.92) � .001 0.751
Inspiratory VT, L 0.54 � 0.18 0.76 (0.37–0.93) 0.57 � 0.1 0.85 (0.63–0.95) 0.96 � 0.22 0.84 (0.61–0.95) .001 0.431
Expiratory VT, L 0.56 � 0.25 0.60 (0.01–0.87) 0.56 � 0.11 0.73 (0.31–0.91) 0.95 � 0.24 0.70 (0.25–0.90) .001 0.525
TI, s 1.36 � 0.41 0.64 (0.02–0.89) 1.15 � 0.28 0.85 (0.60–0.96) 1.24 � 0.34 0.84 (0.59–0.95) .60 0.097
TE, s 1.81 � 0.53 0.72 (0.29–0.91) 1.71 � 0.85 0.80 (0.50–0.93) 1.50 � 0.40 0.77 (0.42–0.92) .21 0.123

N � 13.
ICC � intraclass correlation coefficient
VT � tidal volume
TI � inspiratory time
TE � expiratory time
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(ICC of 0.70–0.84) (see Table 2). Figures 3 and 4 show
that intra-subject absolute reliability was higher at 0.4–
0.6 L/s. From analysis of respiratory sound and breathing
pattern parameters, it was verified that intra-subject reli-
ability was higher at an air flow of 0.4–0.6 L/s.

Part 2

A total of 63 subjects (48 males) were enrolled. Most
participants had low risk of exacerbations (A, 34.9%; B,
36.5%), and all used long-acting bronchodilators. Table 3
provides subjects’ detailed characteristics.

Respiratory Sounds. Descriptive characteristics of nor-
mal respiratory sound intensity (from 9.41 to 14.71 dB),
mean number of crackles (from 1.43 to 3.46), and mean
number of wheezes (from 0.06 to 0.40) across locations
are presented in Table 4. Inter-subject variability was high
for all respiratory sound parameters; however, the mean
number of crackles (coefficient of variation of 0.55–0.92)
and wheezes (coefficient of variation of 1.15–2.22) pre-
sented the highest variation. Inter-subject variability was
generally higher during expiration than inspiration for all
respiratory sound parameters (normal respiratory sound
intensity of 0.12–0.23 vs 0.15–0.21, mean number of crack-

les of 0.56–0.92 vs 0.55–0.78, mean number of wheezes
of 1.36–2.22 vs 1.2–2.17) at most locations, with the ex-
ception of the trachea.

Normal respiratory sound intensity had an excellent rel-
ative and absolute reliability at all anatomic locations (see
Table 4). The relative and absolute reliability of the mean
number of crackles and wheezes were moderate to excel-
lent at all anatomic locations. The only exceptions were
the mean number of inspiratory and expiratory crackles at
the trachea, which showed poor relative and absolute
reliability.

Discussion

To the best of our knowledge, this is the first study
investigating inter-subject variability and intra-subject re-
liability of respiratory sounds at distinct air flows and
anatomic locations in subjects with stable COPD. The main
findings indicated that respiratory sound parameters are
(1) more reliable at an air flow of 0.4–0.6 L/s, (2) highly
variable across subjects, and (3) reliable overall at all stan-
dardized anatomic locations.

The normal respiratory sound intensity increased at
higher air flows. The link between sound intensity and air
flow has long been recognized.36 From spontaneous to

Fig. 2. Bland-Altman plots of expiratory normal respiratory sound intensity and mean number of crackles and wheezes between 2
recordings at 3 distinct air flows: spontaneous, 0.4–0.6 L/s, and 0.7–1.0 L/s. The solid lines represent the mean difference, and the dashed
lines show the 95% limits of agreement.
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Fig. 4. Bland-Altman plots of expiratory air flow, volume, and time between 2 recordings at 3 distinct air flows: spontaneous, 0.4–0.6 L/s,
and 0.7–1.0 L/s. The solid lines represent the mean difference, and the dashed lines show the 95% limits of agreement. VT � tidal volume;
TE � expiratory time.

Fig. 3. Bland-Altman plots of inspiratory air flow, volume, and time between 2 recordings at 3 distinct air flows: spontaneous, 0.4–0.6 L/s,
and 0.7–1.0 L/s. The solid lines represent the mean difference, and the dashed lines show the 95% limits of agreement. VT � tidal volume;
TI � inspiratory time.
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target air flows, the mean number of inspiratory and ex-
piratory crackles had a tendency to decrease. This has also
been observed in subjects with interstitial pulmonary fi-
brosis when comparing crackle rate during normal and
deep-breathing maneuvers.37 This may be related to the
effect of lung expansion, as recordings were repeated at
short intervals.38 During the first breathing maneuvers,
regions of deflated airways probably opened, and in the
following maneuvers, the production of crackles de-
creased.38 The mean number of wheezes also had a ten-
dency to decrease. The consecutive expirations at increased
air flows could have been sufficient to decrease the cross-
sectional diameter of airways (particularly of the second
generation of the airway tree),5 increase linear velocities,
and aid secretion movement.39 This phenomenon could
have reduced the narrowing airway and thus the produc-
tion of wheezes.5,40 These findings show that the charac-
teristics of respiratory sounds are variable at distinct air
flows, reinforcing the need to use standardized air flows
during computerized auscultation. This will be essential if
respiratory sounds are to become a clinical marker to eval-
uate the effectiveness of treatments.

The relative reliability of normal respiratory sound in-
tensity and of the mean number of crackles was moderate

to excellent at the 3 air flows. However, ICCs in isolation
do not provide a true picture of reliability.29 The Bland-
Altman method is independent of the true variability and
provides detail regarding the nature of the observed intra-
subject variability.29 The agreement assessed with the
Bland-Altman method was found to be acceptable for nor-
mal respiratory sound intensity and mean number of crack-
les at the 3 air flows. Nevertheless, for these respiratory
sound parameters, a higher agreement was found at an air
flow of 0.4–0.6 L/s. The reliability of the mean number of
wheezes was excellent at all air flows. Forced expiratory
wheezes have also been found to be reproducible in healthy
subjects.41 No systematic bias was observed at any tested
air flow, although a higher agreement was found at target
air flows.

Regarding breathing pattern, the mean inspiratory
(0.38 � 0.18 L/s) and expiratory (0.3 � 0.17 L/s) flows at
spontaneous air flow were similar to values reported pre-
viously.42-44 Significantly higher VT was observed at air
flows of 0.7–1 L/s, which was expected due to the direct
relationship between air flow and volume.45 Inspiratory
(1.15–1.36 s) and expiratory (1.50 –1.81 s) times were
within commonly reported values in the literature.46 In
subjects with COPD, the breathing pattern has also been
found to be similar during constant and incremental loaded
breathing tests.46 The intra-subject reliability of breathing
pattern parameters was found to be better at target air
flows.47 This might be due to the explicit instructions to
breathe at a typical peak air flow, which further reduced
the breathing complexity.15 In accordance with this, breath-
ing pattern was also more reliable at target flows, espe-
cially at an air flow of 0.4–0.6 L/s. This is probably ex-
plained by the fact that an air flow of 0.7–1 L/s was the
most demanding for subjects to perform and maintain dur-
ing the 20-s recordings.47 Therefore, from analysis of re-
spiratory sound and breathing pattern parameters, it can be
concluded that a target air flow of 0.4–0.6 L/s is the most
reliable for characterizing normal respiratory sounds, crack-
les, and wheezes in subjects with COPD.

At an air flow of 0.4–0.6 L/s, the normal respiratory
sound intensity across locations was found to be 9.41–
14.71 dB. These values are slightly lower than those found
for healthy subjects at the right posterior chest (inspiration
of 17.17 dB, expiration of 11.50 dB).48 Nevertheless, in
this previous study, healthy subjects breathed at a higher
target flow (1.5 � 0.2 L/s). The mean number of crackles
was 1.43–3.46, within the previously described range (0.73–
5).8,49 Wheezes were not frequent across locations (from
0.06 to 0.40), which is in line with a previous study.8

Nevertheless, even when recorded at the most reliable
air flow, respiratory sound parameters exhibited consider-
able inter-subject variability. Among other factors, differ-
ences regarding demographic, anthropometric, and clinical
(eg, dyspnea, COPD severity, and history of exacerba-

Table 3. Sociodemographic, Anthropometric, and Clinical
Characteristics of Subjects

Characteristic Values

Age, mean � SD y 67.3 � 10.4
Males/females, n 48/15
Current smokers, n (%) 16 (25.4)
mMRC scale, median (IQR) 1 (1–2)
BMI, mean � SD kg/m2 29 � 5
Exacerbations in past 3 m, n (%)

0 35 (55.6)
1 17 (27)
� 2 11 (17.4)

FEV1, mean � SD L 1.9 � 0.6
FEV1, mean � SD % predicted 75.4 � 22.9
FEV1/FVC, mean � SD 0.65 � 0.09
GOLD air-flow limitation, n (%)

Mild 35 (55.6)
Moderate 22 (34.9)
Severe to very severe 6 (9.5)

GOLD combined assessment, n (%)
A: low risk, fewer symptoms 22 (34.9)
B: low risk, more symptoms 23 (36.5)
C: high risk, fewer symptoms 8 (12.7)
D: high risk, more symptoms 10 (15.9)

N � 63.
mMRC � modified British Medical Research Council
IQR � interquartile range
BMI � body mass index
GOLD � Global Initiative for Chronic Obstructive Lung Disease.
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Table 4. Descriptive Characteristics, Inter-Subject Variability, and Relative and Absolute Reliability of Respiratory Sounds Per Anatomic Location
at an Air Flow of 0.4–0.6 L/s

Characteristic and
Anatomic Location

Mean � SD
Coefficient of

Variation
ICC (95% CI)

Mean
Difference � SD

95% Limits
of Agreement

Inspiratory normal respiratory sound
intensity, dB

Trachea 12.94 � 3.67 0.28 0.95 (0.92–0.97) �0.28 � 1.22 �2.68 to 2.12
Anterior right chest 12.43 � 2.00 0.16 0.90 (0.85–0.94) 0.18 � 0.91 �1.62 to 1.97
Anterior left chest 10.43 � 1.59 0.15 0.93 (0.89–0.95) �0.12 � 0.99 �2.07–1.83
Lateral right chest 12.88 � 2.73 0.21 0.93 (0.89–0.96) 0.28 � 1.48 �2.61–3.18
Lateral left chest 13.65 � 2.83 0.21 0.88 (0.82–0.92) 0.02 � 1.69 �3.30–3.33
Posterior right chest 14.71 � 2.88 0.20 0.93 (0.89–0.96) 0.16 � 0.89 �1.58–1.91
Posterior left chest 12.02 � 2.25 0.19 0.93 (0.89–0.96) 0.22 � 1.34 �2.40–2.84

Expiratory normal respiratory sound
intensity, dB

Trachea 13.20 � 3.33 0.25 0.93 (0.89–0.95) �0.26 � 1.47 �3.14 to 2.62
Anterior right chest 11.16 � 1.36 0.12 0.88 (0.81–0.92) 0.13 � 0.92 �1.68 to 1.94
Anterior left chest 9.41 � 1.20 0.13 0.91 (0.86–0.94) �0.08 � 0.80 �1.65 to 1.49
Lateral right chest 11.68 � 2.42 0.21 0.94 (0.90–0.96) �0.07 � 1.63 �3.26 to 3.11
Lateral left chest 12.58 � 2.90 0.23 0.88 (0.81–0.92) �0.38 � 1.63 �3.58 to 2.81
Posterior right chest 12.96 � 2.83 0.22 0.89 (0.83–0.93) 0.14 � 0.95 �1.73 to 2.00
Posterior left chest 10.69 � 2.01 0.19 0.87 (0.81–0.92) 0.19 � 1.66 �3.06 to 3.44

No. of crackles on inspiration
Trachea 1.45 � 0.90 0.62 �0.34 (�1.19 to 0.22) �1.83 � 1.57 �4.91 to 1.25
Anterior right chest 2.07 � 1.15 0.55 0.79 (0.69–0.87) 0.05 � 1.17 �2.24 to 2.34
Anterior left chest 1.43 � 0.80 0.56 0.55 (0.32–0.72) 0.15 � 0.98 �1.77 to 2.06
Lateral right chest 2.57 � 1.61 0.63 0.59 (0.37–0.74) 0.23 � 1.72 �3.14 to 3.60
Lateral left chest 2.24 � 1.75 0.78 0.73 (0.59–0.83) �0.10 � 1.36 �2.77 to 2.56
Posterior right chest 2.86 � 1.75 0.61 0.77 (0.65–0.86) 0.31 � 1.54 �2.70 to 3.33
Posterior left chest 2.37 � 1.77 0.74 0.42 (0.08–0.65) 1.45 � 1.27 �1.03 to 3.93

No. of crackles on expiration
Trachea 1.65 � 1.11 0.68 0.02 (�0.61 to 0.43) �1.75 � 1.95 �5.57 to 2.08
Anterior right chest 3.07 � 1.72 0.56 0.78 (0.67–0.86) 0.22 � 1.47 �2.67 to 3.10
Anterior left chest 2.15 � 1.57 0.73 0.90 (0.85–0.94) 0.25 � 1.22 �2.14 to 2.64
Lateral right chest 3.33 � 2.30 0.69 0.52 (0.27–0.7) �0.38 � 2.18 �4.65 to 3.89
Lateral left chest 2.89 � 2.06 0.71 0.64 (0.45–0.77) �0.13 � 1.28 �2.64 to 2.38
Posterior right chest 3.46 � 2.80 0.81 0.86 (0.79–0.91) 0.23 � 1.70 �3.10 to 3.56
Posterior left chest 2.99 � 2.74 0.92 0.57 (0.31–0.74) 1.31 � 1.24 �1.12 to 3.74

No. of wheezes on inspiration
Trachea 0.35 � 0.47 1.34 0.61 (0.41–0.75) 0.20 � 0.63 �1.04 to 1.44
Anterior right chest 0.16 � 0.34 2.17 0.87 (0.81–0.92) 0.00 � 0.18 �0.36 to 0.35
Anterior left chest 0.06 � 0.11 1.68 0.44 (0.15–0.64) 0.05 � 0.20 �0.33 to 0.43
Lateral right chest 0.20 � 0.30 1.51 0.49 ( 0.23–0.68) �0.01 � 0.32 �0.64 to 0.61
Lateral left chest 0.16 � 0.20 1.20 0.42 (0.12–0.63) 0.05 � 0.38 �0.70 to 0.80
Posterior right chest 0.18 � 0.30 1.65 0.80 (0.70–0.88) �0.19 � 0.38 �0.92 to 0.55
Posterior left chest 0.21 � 0.27 1.27 0.35 (0.02–0.59) 0.01 � 0.30 �0.57 to 0.59

No. of wheezes on expiration
Trachea 0.37 � 0.42 1.15 0.63 (0.43–0.76) 0.14 � 0.55 �0.94 to 1.23
Anterior right chest 0.22 � 0.40 1.82 0.84 (0.75–0.9) 0.03 � 0.25 �0.47 to 0.53
Anterior left chest 0.13 � 0.28 2.22 0.83 (0.74–0.89) 0.04 � 0.31 �0.57 to 0.66
Lateral right chest 0.40 � 0.70 1.75 0.67 (0.49–0.79) 0.06 � 0.38 �0.69 to 0.81
Lateral left chest 0.36 � 0.54 1.48 0.64 (0.46–0.77) 0.02 � 0.46 �0.88 to 0.93
Posterior right chest 0.28 � 0.39 1.36 0.65 (0.47–0.7) �0.08 � 0.42 �0.90 to 0.73
Posterior left chest 0.31 � 0.53 1.70 0.77 (0.65–0.85) 0.12 � 0.31 �0.49 to 0.74

N � 63.
ICC � intraclass correlation coefficient
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tions) characteristics might have contributed to this vari-
ability across subjects. High inter-subject variability of
respiratory sounds has also been reported previously in
subjects with cystic fibrosis and bronchiectasis.50 How-
ever, this inter-subject variability is similar to other bio-
signals that support clinical decisions (eg, heart rate vari-
ability, electromyography).51,52 From a clinical perspective,
this inter-subject variability limits inferences at the group
level, as respiratory sound patterns may fail to represent
patterns seen in individuals. For example, increased wheez-
ing has been recognized as one of the signs of a COPD
exacerbation.53 Nevertheless, due to the high variability of
this respiratory sound parameter, a small increase in the
mean number of wheezes may indicate a change in the
clinical status for one patient, but not another. This high-
lights the importance of supporting health-care profession-
als in clinical decisions in the interpretation of respiratory
sound changes at an individual level and in combination
with other clinical data.

Normal respiratory sound intensity and mean number of
crackles and wheezes were found to be reliable across all
anatomic locations. At the trachea, however, the mean
number of crackles had poor reliability. This result may
be due to low generation of this adventitious sound in this
region of the respiratory tract. It has been generally ac-
cepted that crackles are generated when an airway opens
during inspiration or closes during expiration.38,54 Because
the trachea is characterized by a large diameter and rigid
wall, it is unlikely to open or collapse during tidal
breathing.

In addition, normal respiratory sound intensity had lower
variability and higher reliability than mean number of crack-
les and wheezes at all anatomic locations. Normal respi-
ratory sounds are produced when breathing and can be
heard during both inspiration and expiration (nearly si-
lent).55 Crackles and wheezes are superimposed events on
normal respiratory sounds,55 and timing may not be per-
fectly repeatable from breath to breath. Health profession-
als may thus more confidently rely on changes in normal
respiratory sound intensity than mean number of adventi-
tious respiratory sounds.

Study Limitations

The recording of distinct air flows in the same session
and at relatively short intervals may have influenced the
results. However, to minimize bias, the order of tests was
standardized, and subjects were instructed to rest as needed.
Future studies assessing intra-subject reliability could per-
form the recordings in different sessions within the same
day. It would be also interesting in future studies to ex-
plore the intra-subject test-retest reliability of respiratory

sounds to understand their stability and reliability over
time. The present study focused on only one parameter per
respiratory sound. Future studies could investigate the re-
liability of respiratory sounds using other parameters that
also have clinical relevance.56 Additionally, the unbalanced
sample in terms of COPD severity is another limitation of
the present study. The samples were composed mainly of
subjects with mild and moderate air-flow limitation, and
thus, it was not possible to explore how the disease sever-
ity related to the variability/reliability of respiratory sound
parameters. However, as the breathing pattern at an air
flow of 0.4–0.6 L/s is similar to that in subjects with
advanced COPD46 and air-flow variability is not related to
COPD severity,15 the disease severity might not play a
significant role. Future studies should investigate this,
however.

Conclusions

The main findings suggest that respiratory sound pa-
rameters are more reliable at an air flow of 0.4–0.6 L/s,
highly variable across subjects with COPD, and reliable
overall at all standardized anatomic locations. In the fu-
ture, respiratory sounds should be assessed in subjects
with COPD using this target air flow and these anatomic
locations. More studies are needed to draw definite con-
clusions on air-flow standards for recording respiratory
sounds in subjects with COPD and other respiratory
diseases.
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