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INTRODUCTION: A pneumatic tube system (PTS) is a cost-effective, rapid transport modality
that utilizes induced pressure changes. We evaluated the clinical importance of 2 transport mo-
dalities, human courier and PTS, for blood gas specimens. METHODS: Following open heart
surgery, 35 simultaneous pairs of arterial and venous blood gas specimens were analyzed from 20
subjects. Of each pair, one specimen was transported to the blood gas laboratory via a human
courier and the other via a SwissLog PTS. Transport modalities were compared using the Bland-
Altman limits of agreement method. RESULTS: Compared with the walked specimen, the bias for
PaO2

was �8.0 mm Hg (95% CI, �40.0 to 24.5 mm Hg); PaCO2
, �0.94 mm Hg (95% CI, �3.76 to

1.86 mm Hg); PvO2
, �0.60 mm Hg (95% CI, �6.90 to 5.70 mm Hg); PvCO2

, �0.58 mm Hg
(95% CI, �3.12 to 1.92 mm Hg) for the PTS specimen. CONCLUSION: The difference in the PO2

and PCO2
of paired (walked vs tubed) arterial and venous blood gas specimens demonstrated a slight

bias. PaO2
values demonstrated the greatest bias, however not clinically important. Thus, PTS transport

does not impact clinical interpretations of blood gas values. Key words: specimen transport; blood gas;
cardiopulmonary. [Respir Care 2016;61(10):1311–1315. © 2016 Daedalus Enterprises]

Introduction

Blood gas analysis is an essential tool in the evaluation
of respiratory function and acid/base balance. In the acute
care and perioperative environment, blood gas analysis
results often guide an immediate clinical response. The

partial pressure of oxygen (PO2
) and oxyhemoglobin sat-

uration in blood exist in a dynamic equilibrium. At low
arterial oxygen partial pressures, small changes in oxygen
tension significantly alter oxyhemoglobin values. Thus,
accurate assessment of low oxygen tension is clinically
relevant.

Transport time for specimen delivery to a centrally lo-
cated laboratory is a significant variable in the pre-analyt-
ical component of total turnaround time. Transport time is
largely dependent on transport modality. Before the intro-
duction of the pneumatic tube system (PTS), specimens
were delivered to the laboratory by a human courier. PTS
is a cost-effective, rapid transport modality, reducing spec-
imen analysis turnaround time.1-3 PTS is a series of tubes
built into the hospital infrastructure that send patient spec-
imens by the route of pressures both positive and negative
relative to atmospheric pressure at a standard speed devel-
oped specifically for the system installed. PTS induced
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pressure changes must be considered as a possible source
for pre-analytical error for blood gas measurements.4,5 Past
investigations have observed that blood gases were not
significantly altered when transported by PTS.6-8 How-
ever, when an air bubble is present within a specimen
transported via PTS, the PO2

is significantly affected.9-12 A
potential corollary is clinical misinterpretation.

Northwestern Memorial Hospital uses its PTS as the
principle method for transporting supplies, paperwork, and
patient specimens, including blood gas samples through-
out the health care campus, which includes multiple build-
ings across 3 city blocks (approximately 0.18 miles). It is
unclear whether clinically important changes occur to blood
gas analytes in patient specimens transported via PTS.
This prospective investigation will identify alterations in
blood gas analysis in specimens transported by PTS com-
pared with a human courier, the accepted standard. With
proper sample collection within a clinical environment, we
hypothesized that there is no clinically important differ-
ence between the partial pressures of oxygen or carbon
dioxide (PCO2

) measured from blood gas samples trans-
ported via a human courier versus PTS.

Methods

This was a prospective, observational study for quality
control measures to validate the use of PTS for transport of
blood gas samples compared with a human courier. The
study design was approved by the Northwestern Univer-
sity Institutional Review Board, Biomedical IRB. Written
informed consent by all included subjects was obtained.
Subjects were screened daily from the cardiac surgery
schedule. Inclusion criteria included subjects scheduled to
undergo invasive hemodynamic monitoring with arterial
and pulmonary artery catheters. Additionally, these sub-
jects required routine measurements of arterial and venous
blood gas samples during their postoperative period in the
intensive care unit. Exclusion criteria consisted of patients
lacking arterial or central venous access necessary for blood
sampling, patients with Methicillin-resistant Staphylococ-
cus aureus, and immunocompromised patients.

Previous quality measures for accreditation with the Col-
lege of American Pathologists had demonstrated a PaO2

standard deviation of approximately 4.5 mm Hg from the
national mean. Using the estimate for our institutional PaO2

standard deviation from the national mean, 40 pairs of
blood gas samples (20 venous and 20 arterial pairs of
whole blood samples) would result in a 95% CI of the
limits of agreement of approximately 2.4 mm Hg, which is
within the 27 mm Hg range (�3 SD) of acceptable ana-
lytical performance. Therefore, we enrolled 20 subjects
total with arterial and venous paired samples from each to
achieve a spread of PO2

values within the clinical range of
50–200 mm Hg.

Simultaneous pairs of arterial and venous blood samples
were drawn into standard 3-mm plastic blood gas Edwards
Lifesciences Marquest Aspirator Syringes (Edwards Life-
sciences Marquest, Irvine, California) containing 100 units
of dried lithium heparin. Air was purged from each syringe
per the manufacturer’s instructions. One pair of arterial
and venous blood gas samples was hand delivered to the
blood gas laboratory while one pair of arterial and venous
blood gas samples was sent to the blood gas laboratory in
routine containers through the SwissLog PTS (SwissLog,
Buchs, Switzerland) at ambient temperature from the fur-
thest tube station on our health care campus. When both
the walked and tubed samples arrived at the blood gas
laboratory, samples were analyzed simultaneously at 37°
Celsius.

The Instrumentation Laboratories GEM Premier4000
analyzer (Instrumentation Laboratories, Bedford, Massa-
chusetts) was used to analyze all blood gas samples to
ensure standards of measure consistent with accreditation
by the College of American Pathologists and the Joint
Commission. Results, including blood gas measurements
of PO2

and PCO2
collected and analyzed for each sample.

The duration time of sample analysis was also recorded for
each subject.

Data were tested for normality using the Shapiro-Wilk
W test and compared between groups using a paired t test.
The agreement between the blood gas measurements from
the samples hand delivered and the samples transported
via PTS were determined using the Bland Altman limits of
agreement (LOA) method. Statistical analysis was per-
formed using RKWard version 0.6.2 and R version 3.1.2

QUICK LOOK

Current knowledge

A pneumatic tube system is a rapid, cost-effective trans-
port modality, utilizing both positive and negative pres-
sures relative to atmospheric pressure. Previous studies
of pneumatic tube system (PTS) transport of blood gas
specimens have not demonstrated an effect of PTS on
blood gas values.

What this paper contributes to our knowledge

Compared with human courier transport, transport of
blood gas specimens via PTS utilizing maximal subat-
mospheric and superatmospheric pressures did not sig-
nificantly alter blood gas specimen values within a peri-
operative clinical context. Additionally, PTS transport
of blood gas specimens remains a rapid, cost-efficient
transport modality irrespective of remote location spec-
imen transport.
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(The R Foundation for Statistical Computing, Vienna,
Austria).

Results

Twenty-two patients admitted to the hospital to un-
dergo cardiac surgery were screened for the study. Two
patients were excluded before the samples were drawn:
one because the anesthesiologist decided not to place a
central venous catheter; the other because paired sam-
ples were not drawn simultaneously in the intensive
care unit. One subject’s samples were excluded from
analysis, because the paired samples were not analyzed
simultaneously. Two additional venous blood gas sam-
ples were excluded, because the cap was dislodged from
the syringe during PTS transport. A second arterial sam-
ple was excluded secondary to clot formation before
testing. Ultimately, 17 paired venous samples and 18
paired arterial samples were included in our analysis
(Fig. 1). The time from sample acquisition to analysis
was 9.1 min on average with a standard deviation of
8.8 min and a range of 3.8 to 25 min.

The agreement between the PO2
and PCO2

in paired
(walked or tubed) arterial and venous blood gas specimens
was determined using the Bland-Altman LOA method.
The 95% LOA of the difference between paired measure-
ments for the PaO2

was �40.0 mm Hg to 24.5 mm Hg with
a bias of �8.0 mm Hg (Fig. 2A). The 95% LOA of the
difference for PaCO2

were �3.76 mm Hg to 1.86 mm Hg
with a bias of – 0.94 mm Hg (Fig. 2B). The 95% LOA of
the difference for the PvO2

were �6.90 mm Hg to
5.70 mm Hg with a bias of �0.60 mm Hg (Fig. 3A).

The 95% LOA for the difference for the PvCO2

were �3.12 mm Hg to 1.92 mm Hg with a bias
of �0.58 mm Hg (Fig. 3B).

Discussion

This study was designed to assess clinically important
differences in blood gas values, specifically PO2

and PCO2
,

for samples transported by PTS versus a human courier.
The difference in the PO2

and PCO2
of paired (tubed vs

walked) arterial and venous blood gas specimens was not
statistically significant; however, the PaO2

demonstrated
the greatest difference of all the sample groups with the
samples transported via PTS having a higher resultant PaO2

on the Bland Altman analysis.

Fig. 1. Flow chart.

Fig. 2. A: Bland-Altman plot for paired measures of PaO2
trans-

ported via a human courier (walked) and a pneumatic tube system
(tubed) in multiple subjects. The mean difference (bias of walked-
tubed) was �8 mm Hg and is denoted by the center line. The 95%
limits of agreement were between �40 to 24.5 mm Hg as shown
by dashed lines. B: Bland-Altman plot for paired measures of PaCO2

transported via a human courier (walked) and a pneumatic tube
system (tube) in multiple subjects. The mean difference (bias of
walked-tubed) was �0.94 mm Hg and is denoted by the center
line. The 95% limits of agreement were between �3.76 to 1.86
mm Hg as shown by the dashed lines.
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The PaO2
increase observed in PTS-transported samples

was unexpected given the care taken to minimize air con-
tamination within the sample syringes by purging the air
and sealing with a rubber stopper per the manufacturer’s
instructions. The PTS on our campus uses a combination
of negative and positive pressures relative to atmospheric
pressures similar to many PTSs used in hospital facilities
worldwide. Specimen transport under these conditions may
explain the PaO2

increase. Ultimately, the difference is not
statistically significant and is unlikely to result in altered
patient care management.

Conflicting data have been published on the effects of
PTS on specimen transport. In a study by Pragay et al7

potassium, acidic phosphatase, pH, PCO2
, and PO2

were not
affected by PTS transport; lactate dehydrogenase was af-
fected by PTS transport. Other studies have also reported
that pH and PCO2

are not altered by PTS.4,8,13,14 Collinson

et al4 compared blood gas samples sent in a pressure tight
container through the PTS to arterial blood gas samples
analyzed immediately in the intensive care unit. There was
no significant difference in blood gas analytes between
paired samples. However, other studies have observed that
in arterial blood gas specimens contaminated by air, the
PTS affected the PaO2

values.9,10,12,14 Notably, an increase
of 10 mm Hg or more was observed in samples with
PO2

� 85 mm Hg. Thus, care must be taken to remove air
from blood gas specimens, especially when transported by
PTS. Similar to our investigation, Keshegian et al6 as-
sessed a wide range of PaO2

values in blood gas samples
obtained from subjects undergoing cardiac surgery: they
found an excellent correlation between specimens trans-
ported by PTS and those carried manually. Our study serves
as an updated confirmation of their findings under the
current practice of blood gas analysis and pneumatic tube
transport.

These results support our data within a perioperative
acute care environment. Other studies have utilized PTS
transport from patient care areas, such as the operating
room, intensive care unit, or emergency department, which
may be in close proximity to the site of blood gas analysis.
To our knowledge, no other investigation has emphasized
the impact of PTS transport by choosing the maximal trans-
port distance available on a large tertiary care medical
campus.

The primary limitation of this study concerns sample
size estimation. This estimation was determined objec-
tively from proficiency testing samples supplied by the
College of American Pathologists in the accreditation pro-
cess of our blood gas laboratory. The PaO2

range for these
samples was approximately 60 to 150 mm Hg. High PaO2

values (�150 mm Hg) were observed in 4 experimental
samples. Thus, our experimental samples represented a
PaO2

range greater than the PO2
range of specimens used in

the power analysis. This discrepancy led to the large PaO2

standard deviation for experimental specimens. Addition-
ally, although we made an effort to remove all air from the
blood gas syringes in this study, it is possible that air
contamination remained. However, the subjects were in
the cardiac-transplant intensive care unit with samples
drawn and transported by experienced personnel, thereby
representing a routine clinical environment for frequent
blood gas analysis. Furthermore, it is important to em-
phasize the 5% cap malfunction in the PTS group of
samples that may have clinical consequences to routine
use of this method of transport on a large scale health
care campus. Lastly, this study assessed a specific PTS,
and the results obtained may not agree with those of a
different PTS, which may limit the generalized appli-
cation of our results.

Fig. 3. A: Bland-Altman plot for paired measures of PvO2
trans-

ported via a human courier (walked) and a pneumatic tube sys-
tem (tubed) in multiple subjects. The mean difference (bias of
walked-tubed) was �0.6 mm Hg and is denoted by the center
line. The 95% limits of agreement were between �6.9 to 5.7
mm Hg as shown by the dashed lines. B: Bland-Altman plot for
paired measures of PvCO2

transported via a human courier
(walked) and a pneumatic tube system (tubed) in multiple sub-
jects. The mean difference (bias of walked-tubed) was �0.58
mm Hg and is denoted by the center line. The 95% limits of
agreement were between �3.12 to 1.92 mm Hg as shown by
the dashed lines.
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Conclusion

Timely, reliable blood gas analysis results are essential
to cardiopulmonary patient management. According to our
evaluation of transport modalities, samples transported in
the hospital PTS are appropriate for clinical decision-mak-
ing in the perioperative environment, when care is taken to
minimize air within the blood gas specimen.
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