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BACKGROUND: Spontaneous breathing trials (SBTs) are used to assess the readiness for discontin-
uation of mechanical ventilation. When airway resistance (Raw) is elevated, the imposed work of breath-
ing can lead to prolongation of mechanical ventilation. Biofilm and mucus build-up within the endo-
tracheal tube (ETT) can increase Raw. Scraping the ETT can remove the biofilm build-up and decrease
mechanical Raw. The primary aim of this study was to evaluate the impact of ETT scraping on Raw. The
secondary aim was to determine whether decreasing Raw would impact subsequent SBT success.
METHODS: Intubated, mechanically ventilated subjects were enrolled if they failed an SBT and had an
Raw of > 10 cm H2O/L/s. SBT failure was based on institutional guidelines, and Raw was calculated by
subtracting the difference between the measured peak and plateau pressures using a square flow
waveform with an inspiratory flow set at 60 L/min. The endOclear device was inserted into the ETT and
withdrawn per manufacturer’s guidelines. Scraping was repeated until the ETT was cleared. Change in
Raw was compared pre- and post-ETT scraping using a paired t test. A Mann-Whitney U test evaluated
the difference in percentage change in Raw between SBT groups. RESULTS: Twenty-nine subjects
completed the study. The mean pre- and post-ETT scraping Raw values were 15.17 � 3.83 and
12.05 � 3.19 cm H2O/L/s, respectively (P < .001). Subsequent SBT success was 48%; however, there was
no difference in percentage change in Raw between subsequent passed SBT (18.61% [interquartile range
8.90–33.93%]) and failed SBT (23.88% [interquartile range 0.00–34.80%]), U � 78.5, z � �0.284,
P � .78. No adverse events were noted with ETT scraping. CONCLUSIONS: This study demonstrated
that ETT scraping can reduce Raw. The decrease in Raw post-ETT scraping did not affect subsequent
SBT success. Key words: mechanical ventilation; resistance; spontaneous breathing trial; biofilm; endotra-
cheal extubation; work of breathing; airway obstruction; endotracheal tube; endotracheal tube obstruction;
secretion removal. [Respir Care 2017;62(11):1423–1427. © 2017 Daedalus Enterprises]

Introduction

A spontaneous breathing trial (SBT) is the evaluation of
a patient’s ability to balance the respiratory load or work

of breathing (WOB) with his or her respiratory capacity to
do the work. Due to factors that cause a load/capacity
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imbalance (eg, increased airway resistance [Raw], decreased
lung compliance), it is important that clinicians avoid sub-
optimal conditions when performing SBTs. An example is
mucus buildup in the endotracheal tube (ETT), which re-
sults in luminal narrowing of the tube. It is thought that
this narrowing imposes an unnecessary increase in the
WOB due to the increase in Raw.1 Efforts have been made
to understand the degree of this ETT luminal narrowing.
Mietto et al2 measured this by using high-resolution com-
puted tomography, noting that ETT narrowing is common
and correlates with an increase in air-flow resistance. This
narrowing occurred despite adequate humidification and
suctioning.

Endotracheal tube scrapers have been described in
the literature as devices that may be able to restore the
original internal diameter of the ETT by removing ac-
cumulated secretions and biofilm.3,4 At our institution,
we utilize the endOclear (Endoclear LLC, San Ramon,
California) to clear secretions when ETT obstructions
are suspected. Although we have used it safely, it is
unknown what impact its use has had on Raw and overall
WOB in spontaneously breathing patients. Furthermore,
it is unclear whether the resolution of the associated
increase in Raw and WOB has any impact on subsequent
SBT success in our institution.

An inspiratory Raw of � 10 cm H2O/L/s is considered
acceptable in intubated patients.5 We sought to evaluate
the impact of ETT scraping on Raw in subjects with a
measured Raw of � 10 cm H2O/L/s. The secondary aim
of this study was to determine whether decreasing im-
posed work of breathing impacted success of the sub-
sequent SBT.

Methods

This prospective observational study was conducted be-
tween December 2013 and October 2015 at Rush Univer-
sity Medical Center, a large urban academic medical cen-
ter located in Chicago, Illinois. The study protocol,
including waiver of consent, was approved by our institu-
tional review board. Waiver of consent was requested after
the study was initially approved, because the endOclear
device was being used on mechanically ventilated patients
with an increased Raw in our institution. Subjects were

included if they failed at least one SBT as documented in the
electronic medical record and had an Raw � 10 cm H2O/L/s.
Raw was measured by temporarily changing the ventilator
mode to continuous mandatory ventilation in a square flow
waveform at 60 L/min and calculating the difference between
the peak and plateau airway pressures.

Spontaneous breathing trials are performed daily by the
respiratory therapists per physician order at our institution
after they have been assessed for extubation readiness. Qual-
ifiers for SBT failure include an increased respiratory rate,
tachycardia attributed to SBT, complaint of distress, anxiety,
and a rapid shallow breathing index � 105 (see Appendix 1
in the supplementary materials at http://www.rcjournal.com).
Study staff were notified by respiratory therapists when me-
chanically ventilated adults failed at least one SBT. Members
of the study team confirmed the SBT failure based on doc-
umentation in the electronic medical record.

Tube Clearance Procedure

Ventilator data, including peak and plateau pressure, was
recorded pre- and post-tube scraping to assess changes in the
calculated Raw. Raw was measured as described above. Sub-
ject assessment data were also recorded pre- and post-tube
scraping to assess subject safety and tolerance with the tube
scraping procedure. Data included breathing frequency, tidal
volume, rapid shallow breathing index, heart rate, blood pres-
sure, and accessory muscle use.

During the tube clearance procedure, study subjects were
hyperoxygenated and suctioned via in-line suction catheter
as per department policy. That policy dictates that the
catheter should be advanced until resistance is met and
then withdrawn slowly for a duration no longer than 15 s
while applying negative pressure. The endOclear device
was inserted and deployed into the ETT until it was 1 cm
above the terminal end of the tube. This placement was
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QUICK LOOK

Current knowledge

Biofilm and mucus build-up within the endotracheal
tube (ETT) can increase airway resistance (Raw). When
Raw is elevated, the imposed work of breathing can lead
to prolongation of mechanical ventilation. Cleaning an
ETT with a tube scraper can remove the biofilm build-
up, restore ETT patency, and decrease mechanical Raw.

What this paper contributes to our knowledge

Using a tube scraper to remove secretions from an ETT
can reduce mechanical Raw by a statistically significant
amount.
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based on alignment of the numbers on the ETT and
endOclear device. It was then withdrawn over a period of
5–10 s. Any secretions extracted were collected in the
small attached vial and visually inspected. A second pass
was performed if necessary to clear all of the secretions
from the ETT. Per study protocol, if Raw decreased by
3 cm H2O after the initial scraping, this process could be
repeated before the next planned SBT if the Raw had in-
creased by 3 cm H2O or more since the initial scraping. If
Raw remained the same or decreased from the initial scrap-
ing, a subsequent attempt was not required before the sub-
sequent SBT was performed. The study staff were trained
to measure Raw and perform endotracheal tube scraping as
described above. We also collected data on ETT size, pri-
mary diagnosis, duration of mechanical ventilation, and
follow-up SBT results (Table 1).

Statistical Analysis

SPSS (version 23.0, IBM Corp, Armonk, New York)
was used to analyze all collected data. A paired t test was
conducted to evaluate the mean difference in pre- and
post-ETT scraping. A Mann-Whitney U test was used to
evaluate the difference in percentage change in Raw be-
tween SBT groups.

Results

Population

During the study period, 34 subjects were initially en-
rolled in the study. Twenty-nine subjects completed the
study, because 5 subjects either refused the tube scraping

Table 1. Subject Information

Subject ETT Size Primary Diagnosis
Duration of Mechanical

Ventilation (h)
Pre-Raw

(cm H2O/L/s)
Post-Raw

(cm H2O/L/s)
Subsequent SBT

(Pass/Fail)

1 6.5 Neurologic 86 15 15 No follow-up
2 7 Respiratory (pulmonary sarcoidosis) 55 22 20 No follow-up
3 7 Neurologic Unknown 17 11 Fail
4 7 Septic 288 21 13 Pass
5 7 Cardiac 63 12 12 Fail
6 7 Respiratory (pulmonary embolism) 192 24 19 Fail
7 7 Respiratory (lung cancer with

pneumonia)
179 13 13 Fail

8 7 Other 65 15 14 Pass
9 7.5 Respiratory (COPD exacerbation) 54 13 13 Fail
10 7.5 Respiratory (hypercarbic respiratory

failure)
38.5 14 10 Pass

11 7.5 Respiratory (hypercarbic respiratory
failure)

24 15 14 Fail

12 7.5 Neurologic 297 12 8 Fail
13 7.5 Neurologic 189 15 10 Pass
14 7.5 Neurologic 23 11 9 No follow-up
15 7.5 Other 226 12 11 Pass
16 7.5 Cardiac 192 21 17 Pass
17 7.5 Neurologic 288 14 9 Pass
18 7.5 Neurologic 216 11 10 Pass
19 7.5 Respiratory (pulmonary embolism) 96 18 12 Pass
20 7.5 Other 204 12 8 Fail
21 7.5 Other 150 16 14 Pass
22 7.5 Septic 192 13 9.5 Fail
23 7.5 Other 32 11 11 Pass
24 7.5 Respiratory (COPD) 36 13 13 Fail
25 8 Cardiac 250 18 11 Fail
26 8 Neurologic Unknown 11 9 Pass
27 8 Neurologic 43 21 11 Fail
28 8 Cardiac 20 19 16 Pass
29 8 Respiratory (asthma exacerbation) 286 11 7 Pass

ETT � endotracheal tube
Raw � airway resistance
SBT � spontaneous breathing trial
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or had missing data noted at the time of final analysis. All
adult ICUs were utilized, including the surgical, neurosci-
ence, medical, and cardiac ICUs. Subject disease states
were categorized as primarily respiratory, cardiac, neuro-
logic, septic, or other. Nine subjects were categorized as
respiratory, of whom 2 had the primary diagnosis of COPD
exacerbation, 2 had hypercarbic respiratory failure, 2 had
pulmonary embolism, one had pulmonary sarcoidosis, one
had lung cancer complicated by pneumonia, and one had
an asthma exacerbation.

Airway Resistance and SBT Success

The mean pre- and post-ETT scraping Raw was
15.17 � 3.83 cm H2O/L/s and 12.05 � 3.19 cm H2O/L/s,
respectively (P � .001). The success of subsequent SBT
was 48%; however, there was no difference in the per-
centage change in Raw between subsequently passed SBT
(18.61% [interquartile range 8.90–33.93%]) and failed SBT
(23.88% [interquartile range 0.00–34.80%]), U � 78.5,
z � �0.284, P � .78. There were no adverse events
associated with ETT scraping (Figs. 1 and 2).

Discussion

Our findings indicate that ETT scraping can signifi-
cantly lower the imposed Raw due to secretion buildup in

the lumen of the endotracheal tube in subjects managed in
adult ICUs who are receiving mechanical ventilation. Al-
though statistically significant, the clinical importance of
this approximately 3-cm H2O/L/s drop in mean Raw post-
scraping remains questionable. To assess whether there is
a clinical impact, we compared the change in resistance
pre- and post-scraping between the study subjects who
subsequently passed the SBT and those who failed. We
found no difference, which suggests that our targeted Raw

of � 10 cm H2O/L/s was too low or Raw has less of an
impact on SBT success than previously thought.

It has been reported that the increase in Raw can cause
respiratory mechanics to deteriorate during an SBT.6 The
resistive load on the respiratory muscles can become too
great for these critically ill patients, resulting in SBT fail-
ure. The exact amount of Raw that results in the adverse
outcome of SBTs is not yet known. Resistive loads may be
higher when patients have ETT sizes of � 7.0-mm inner
diameter (ID). This suggests that ETT sizes of � 7.0 mm
may impose negligible work if the tube is kept clean and
unobstructed.7 In our study, one subject was intubated with
a 6.5-mm ID ETT, and the others had 7.0-mm ID or larger
ETTs. To account for the variable resistance of the differ-
ent size ETTs used in this study, all SBTs were conducted
using automatic tube compensation. This spontaneous mode
compensates for the ETT’s imposed resistance based on
the documented airway size and the patient’s peak inspira-
tory flow. Thus, the lack of difference in SBT success
post-scraping is mostly likely not due to variability in ETT
size.

In a study by Wilson et al,8 it was noted that clinicians
may assume that Raw imposed by ETT is minimized when
the tube is properly sized for the patient. In fact, clinicians
make adjustments to the mechanical ventilator to over-
come the imposed Raw when it is suspected. Industry stan-
dards of ETT manufacturing regulate diameter consistency
at production. It is mandated that ETTs with an ID of
� 6.5 mm have a no-more-than 0.20-mm variability. This
implies that Raw can be predicted, because the ID of the
ETT is precisely known. Interestingly, their study found
that after intubation, secretions can have a significant im-
pact on the resistance of the ETT. This has previously been
thought to be clinically important, since it directly impacts
WOB. Nearly 50% of all of the ETTs that they studied had
a resistance that was equal to one tube size smaller. The
authors suggest that this would be similar to having an
ETT with ID of 7.5 mm that has the resistance of a 6.5-mm
ID tube.8 Their research suggests that secretions inside of
an ETT unnecessarily increase Raw and WOB in patients
during SBTs and lead to a perceived failure of the SBT.
This finding would support the use of ETT scraping to
reestablish the original ETT ID to allow a truer weaning
assessment.8 In addition to an Raw of � 10 cm H2O/L/s
being too low to identify patients with a clinically important

Fig. 1. Mean airway resistance before (� 3.83 SD) and after (� 3.19
SD) endOclear treatment.

Fig. 2. Median percentage change (decrease) in airway resistance
after ETT scraping in subjects who subsequently passed (19%,
interquartile range [IQR] 9–34) or failed (24%, interquartile range
0–35) a spontaneous breathing trial (SBT). P � .78.
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increase in Raw, the lack of clinical importance may also
be related to the short period of time that most patients are
undergoing an SBT, typically 30 min, based on depart-
ment practice. However, the minimum of a 30-min SBT is
consistent with previously published guidelines that were
available during the time our study was conducted.9

The subsequent SBT pass rate in our study was not
improved by lowering the Raw. Subjects with the largest
percentage change in Raw after ETT scraping actually failed
the SBT at a rate similar to the subsequent SBT pass group
(48%). The difference in the percentage change from pre-
and post-tube scraping was not statistically significant;
however, the findings suggest that a decrease of approxi-
mately 19–24% in Raw may not be enough to improve the
success of subsequent SBTs. This finding warrants further
study to determine the amount of Raw improvement with
ETT scraping that is clinically relevant.

There are several limitations to this study. First, we did
not account for the many reasons that a patient may fail a
subsequent SBT. We only ensured that Raw was reduced to
the lowest amount possible using the endOclear device.
Second, our sample size was small and was primarily aimed
at assessing whether the Raw could be significantly re-
duced by ETT scraping in those subjects who failed the
initial SBT. Another limitation could be the unknown se-
cretions that remained in the ETT after scraping, since we
only decreased mean Raw by approximately 3 cm H2O/L/s.
The Raw remained elevated in a majority of our subjects
studied. A more significant decrease may have had a greater
impact on WOB and improved SBT success.

Conclusions

The purpose of this study was to assess the impact of
ETT scraping on Raw in mechanically ventilated patients.
ETT scraping can significantly reduce Raw in patients with

an Raw of � 10 cm H2O/L/s. This reduction in resistance
did not improve subsequent SBT success. Based on our
results, we cannot make a recommendation on the use of
ETT scraping to improve SBT success in patients with an
Raw of � 10 cm H2O/L/s. Future studies are needed to
define the level of Raw at which ETT scraping would
impact SBT success.
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