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BACKGROUND: The OxiMax N-600x containing SatSeconds alarm management software was
designed to assist clinicians in discriminating nuisance alarms from those that are clinically rele-
vant. Instead of sounding an alarm the moment the oxygen saturation reading violates the upper or
lower limit settings, a magnitude and duration of tolerance can be set. The primary objective was
to study the proportion of nuisance alarms relative to the proportion of clinically relevant alarms
being filtered under 4 different SatSeconds alarm settings (ie, 10, 25, 50, and 100) in the neonatal
intensive care environment. METHODS: This is an observational prospective study of 50 infants
cared for in 3 large neonatal ICUs. Infants were monitored for 4 continuous h each by a study
observer with the study monitor, in addition to standard multiparameter monitors. The perfor-
mance of the SatSeconds alarm was compared with nursing intervention. RESULTS: The area
under the receiver operating characteristic curve (95% CI) for SatSeconds alarm settings when
compared with nursing intervention were as follows: 0.61 (0.57–0.66) when the SatSeconds alarm
setting was off, 0.63 (0.59–0.68) for the 10 SatSeconds alarm setting, 0.64 (0.59–0.69) for the 25
SatSeconds alarm setting, 0.64 (0.59–0.69) for the 50 SatSeconds alarm setting, and 0.63 (0.58–
0.68) for the 100 SatSeconds alarm setting, respectively. CONCLUSIONS: The SatSeconds feature
of the OxiMax N-600x pulse oximeter reduced some nuisance alarms; however, its specificity to
nurse-identified desaturation events does not significantly improve with lengthening SatSeconds
alarm settings. Key words: nuisance alarms; SpO2

; Nellcor OxiMax N-600x; SatSeconds alarm settings.
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Introduction

Recognizing the potential safety issues that the medical
device alarms may pose, on April 8, 2013, the Joint Com-
mission released a Sentinel Event Alert with recommen-
dations to healthcare organizations to reduce patient harm
related to medical device alarm systems.1 The performance

of pulse oximeters is of particular importance in the neo-
natal ICU because of the danger that both hyperoxemia
and hypoxemia pose to newborns; hyperoxemia is associ-
ated with an increased risk of bronchopulmonary dysplasia
or retinopathy of prematurity, and even small differences
in oxygen saturation targets influence mortality risk.2-5 High
false alarm rates contribute to the problem of alarm fatigue
and could endanger patients if clinicians become inured to
the continual alarms and ignore some that may be clini-
cally relevant.6-8 Further, frequent false alarms could leadDr Stefanescu is affiliated with the Department of Pediatrics, Vanderbilt
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to unnecessary handling of critically ill neonates who of-
ten do not tolerate such handling and increased noise.9-12

For these reasons, pulse oximeters have been developed
to provide a more accurate alarm system; these oximeters
rely upon algorithms to filter out the background distor-
tions associated with motion.13-16 A comparison of a new-
er-generation monitoring system with older-generation
monitors in preterm neonates showed that false-alarm rates
varied greatly, with the newer-generation monitoring sys-
tem having a significantly lower rate.17 Forty percent of
total false alarms were due to pulse oximeters, and most of
the false alarms could be ascribed to motion (eg, signal
loss or displaced sensors).

The Nellcor OxiMax N-600x monitoring system con-
tains SatSeconds alarm management software designed to
assist clinicians in discriminating nuisance alarms from
those that are clinically relevant. Instead of sounding an
alarm the moment the SpO2

reading violates the upper or
lower limit settings, a magnitude and duration of tolerance
can be set. Clinicians may set one of 4 predefined Sat-
Seconds settings: 10, 25, 50, or 100 SatSeconds. The Sat-
Seconds alarm measures the number of percentage points
by which the SpO2

violates the saturation alarm limit and
multiplies this value by the duration of the violation in
seconds (Fig. 1). For example, a low alarm setting of 90
and a SatSeconds setting of 10 will trigger an alarm if a
saturation reading of 89 occurs for �10 s, 88 for �5 s, 85
for �2 s, or any combination of magnitude and time that
produces 10. As a safety feature, if �3 SpO2

violations
occur within a 60-s period, an alarm will sound. Thus, the
software will not sound an alarm every time SpO2

levels
drop below the target limit, filtering out some alarms. The
purpose of this study was to evaluate the proportion of

nuisance alarms relative to the proportion of clinically
relevant alarms being filtered under 4 different SatSeconds
settings (ie, 10, 25, 50, and 100) in the neonatal ICU
setting.

Methods

We conducted an observational prospective study of 50
infants in the neonatal ICU at 3 hospitals in the United
States: MetroHealth Medical Center in Cleveland, Ohio
(Center A), University of Alabama at Birmingham in Bir-
mingham, Alabama (Center B), and Wake Forest Baptist
Health in Winston-Salem, North Carolina (Center C). All
infants in the neonatal ICU were eligible for the study as
long as they were receiving continuous SpO2

monitoring
for their routine care. Infants whose parents or legal guard-
ians did not provide consent to the study or who did not
understand and read English were not eligible to partici-
pate in this study.

Participating infants were attached to the Nellcor Oxi-
Max N-600x pulse oximeter with its disposable sensor, in
addition to standard multiparameter monitors. The blinded
study pulse oximeter was attached to all participants to
capture oxygen saturation data with its alarm muted. The
standard multiparameter monitors were used by clinical
staff for the evaluation and treatment of patients. Upper
and lower oxygen saturation alarm limit settings to the
standard care oximeter were determined for each infant
individually by the neonatal ICU staff following the stan-

QUICK LOOK

Current knowledge

The use of pulse oximetry in the neonatal ICU is a
standard of care to prevent both hyperoxemia and hy-
poxemia. Frequent nuisance alarms related to motion,
probe displacement, and low perfusion can obfuscate
alarm management due to alarm fatigue. Alarm man-
agement, including the use of smart alarms, has been
developed to reduce nuisance alarms and improve pa-
tient safety.

What this paper contributes to our knowledge

In an observational study of 50 neonates, a new alarm
algorithm was compared with clinical monitors. Care-
givers were blinded to the research oximeter. The new
algorithm slightly improved filtering of transient and
non-clinically meaningful interventions; however, it did
not maintain a high specificity to nurse-identified de-
saturation events with lengthening of the alarm setting
from 10 to 100 s.

Fig. 1. An example with SatSeconds set at 25. The alarm will
sound (orange area) when the subject’s monitored pulse oximetry
saturation is 10% below the set lower limit for 2.5 s.
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dard of care in each participating neonatal ICU. There
were 4 standard function pulse oximeters that were used in
the study: Phillips Intellivue MP70 (Philips Healthcare,
Andover, Massachusetts) with Masimo technology
(Masimo, Irvine, California), GE Solar 8000i (GE Health-
care, Madison, Wisconsin) with Nellcor N-600x technol-
ogy (Covidien llc, Mansfield, Massachusetts), Intellivue
module (Philips Healthcare) with Masimo SET technology
(Masimo), and Phillips Medizin System M3001-A (Philips
Healthcare) with Nellcor technology (Covidien llc).

The neonatal ICU staff responsible for the care of study
subjects was observed by a study observer for 4 h contin-
uously for each infant. The study observer was an em-
ployee of Pharmaceutical Product Development, an inde-
pendent contract research organization. This observer
underwent comprehensive training to ensure consistency
in the definition and detection of clinical interventions and
to minimize intrusion. The items that were noted by the
observer during the observation period included clinical
interventions by neonatal ICU staff and time of interven-
tion, time of alarm occurrence, SpO2

target limits for each
infant, and sensor site (eg, foot or hand). The precipitating
event to elicit nursing interventions was oxygen desatura-
tion alarms on the standard monitor. Observed clinical
interventions included position change, tactile stimulation,
lung auscultation, supplemental oxygen adjustment, ven-
tilator setting changes, upper and/or lower airway suction-
ing, administration of positive-pressure ventilation, and
administration of cardio-respiratory resuscitation. These
data were collected on an intervention checklist. The time
of each event was also taken from a download of the oxi-
meters, with a level of accuracy to the second. Because
infant characteristics may affect the frequency of alarms,
select infant data were collected, including chronological
age, gestational age at birth, sex, weight at birth and cur-
rent weight, and ethnicity. The author associated with Co-
vidien did not have access to the contract research orga-
nization observer.

The primary objective of this study was to determine the
proportion of alarms with associated clinically relevant
events, defined as an alarm leading to an observed clinical
intervention within 3 min. The analyses were performed
for each SatSeconds setting (10, 25, 50, and 100). SpO2

data were analyzed to identify the occurrence of alarms at
each of the SatSeconds settings. The occurrence and tim-
ing of the alarms from SatSeconds were matched to the
occurrence and timing of clinical interventions as deter-
mined by the observer.

A sample of 50 infants in the neonatal ICU provided
adequate precision to estimate the mean proportion of
alarms associated with clinically relevant events among all
infants to within 0.28 SD with 95% confidence. We com-
puted the frequency and proportion of alarms with corre-
sponding 95% CIs with associated clinically relevant events

at each of the 4 SatSeconds settings. Descriptive analyses
of baseline infant information were conducted using fre-
quencies and other univariate statistics. Differences in alarm
frequencies and proportions were compared and tested
across levels of baseline infant data using the chi-square
test of significance. A true positive event was defined as
an alarm that preceded a clinical intervention by the in-
fant’s nurse; a false negative event was defined as a clin-
ical intervention by the nurse that was not preceded by a
study monitor alarm; a false positive event was defined as
an alarm that was not followed by a clinical intervention
by the nurse; and a true negative event was defined as an
alarm on the standard care oximeter that was not followed
by a clinical intervention by the nurse and was not accom-
panied by an alarm of the study oximeter. A receiver op-
erator curve analysis was performed for each SatSeconds
parameter studied (0, 10, 25, 50, and 100, respectively) to
define its individual predictive value for the need for a
clinically meaningful intervention. All confidence inter-
vals were based on a 5% significance level.

Ethics

Approval for the study was obtained from each partic-
ipating hospital institutional review board. The research
was conducted in accordance with the ethical standards of
all applicable national and institutional committees and the
World Medical Association’s Helsinki Declaration. Indi-
vidual consent to study participation was obtained from
each infant’s parent.

Results

Informed consent was obtained for voluntary participa-
tions for 55 subjects at 3 participating nurseries: 23 sub-
jects at Center A, 16 subjects at Center B, and 16 subjects
at Center C. Four infants at Center A were discharged
from the neonatal ICU before being able to participate.
One parent withdrew consent at Center C. Fifty infants
completed the study. All subjects were monitored for 4
continuous h with the test oximeter. Demographic charac-
teristics included infants with gestational age ranging from
23 to 40 weeks (mean 32, SD 5), weight at the time of the
study ranged from 774 to 6,725 g (mean 2,726, SD 1,317),
and age at the time of the study ranged from 1 d to 36
weeks (mean 6.6 weeks, SD 8.8). There were 21 (42%)
female infants included in the study. Thirty-two (64%) of
the study participants were white, 17 (34%) were black,
and 1 (2%) was Asian.

Both standard and study pulse oximeters were attached
to a lower extremity in 23 infants. The standard pulse
oximeter was attached to a lower extremity, whereas the
study pulse oximeter was attached to an upper extremity in
26 infants. In the latter case, the presence of a peripheral
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intravenous line precluded the attachment of the study
pulse oximeters to the opposite extremity. In one case,
both the standard and the study pulse oximeters were at-
tached to the upper extremity. None of the standard care
pulse oximeters had alarm delays built in.

Alarm events were recorded at 0, 10, 25, 50, and 100
SatSeconds. There were a total of 6,496 incidences of
standard threshold-based SpO2

alarms, both upper and lower
limit, during 195 h of monitoring, giving an average of 1
alarm every 2 min. Of these, 5,670 (87.3%) alarm events
were due to oxygen desaturations. The vast majority of
threshold-defined oxygen desaturations were very short
(mean 12.7 s, SD 34.6); 50% were �5 s, and 75% were
�10 s. On average, 1.6% of the alarms were followed by
an intervention (eg, tactile stimulation, infant reposition-
ing, airway suctioning, supplemental oxygen adjustment,
ventilator setting changes, use of an Ambu bag to venti-
late, and administration of CPR).

SatSeconds reduced the total alarm number by 23, 31,
36, and 40% at SatSeconds settings of 10, 25, 50, and 100,
respectively. Clinically relevant alarms were alarms that
required nursing intervention. Table 1 illustrates the sen-
sitivity, specificity, area under the curve, and 95% CIs for
the 0, 10, 25, 50, and 100 SatSeconds settings when com-
pared with nursing intervention. Neither positive predic-
tive value nor negative predictive value was significantly
affected by SatSeconds individual threshold alarm settings
(positive predictive value only minimally increased from
0.106 with the SatSeconds alarm off to 0.123 with the 100
SatSeconds alarm; negative predictive value minimally de-
creased from 0.965 with the SatSeconds alarm off to 0.956
with the 100 SatSeconds alarm).

Discussion

The technique for oxygen saturation alarm filtering that
is described in this report, which incorporates both the
magnitude and the duration of the event, reduced the num-
ber of clinically irrelevant alarms in our study. Lengthen-
ing the SatSeconds alarm setting decreased nuisance alarms,

as described by Brostowicz and Rais-Bahrami,18 but only
slightly improved the receiver-operator curve. There was
no additional benefit of increasing beyond the 25 SatSec-
onds setting on the receiver-operator curve. The advantage
of decreasing false alarms with an increased SatSeconds
setting was offset largely by the lower sensitivity.

There are several limitations to our study. We used a
convenience sample that probably was not fully represen-
tative of neonatal ICU patients. This study does not ac-
count for clinical interventions due to false alarms and
might have included alarms that resulted from routine stan-
dard of care (eg, suctioning). Whereas the Nellcor pulse
oximeter captured oxygen saturation data from the infant
for the purposes of this study, neonatal ICU staff was not
aware when the device’s alarm would have sounded, so
that they would not have to respond to two oximeters.
Thus, some alarms from the study oximeter that were cat-
egorized as false alarms (because no response was made
by the bedside nurse) might have been misclassified. The
effect of this bias would be to decrease the observed spec-
ificity. In addition, because SpO2

data were collected elec-
tronically from only the Nellcor pulse oximeters, it was
not possible to compare the SpO2

levels between the stan-
dard and the study oximeters.

The site of oxygen saturation measurement can affect
the observed oxygen saturation values. In our study, the
discriminatory placement (right or left) of the study pulse
oximeter probe on the extremity was not recorded. This
information would be very important, especially in the
first hours/days of life, when the ductus arteriosus may be
potentially patent. Only one infant of 36 weeks gestation
had the probe placement of both pulse oximeters on the
upper extremities in its first week of life, and this should
not significantly affect the overall results. In a large ob-
servational study, Rüegger et al19 showed that with the
exception of situations where ductal dependent congenital
heart defects or persistent pulmonary hypertension condi-
tions are present, pulse oximetry saturation on both hands
can be considered equally preductal. With one exception,

Table 1. Sensitivity, Specificity, Positive Predictive Value, Negative Predictive Value, Area Under the Curve, and 95% CIs for the 0, 10, 25, 50,
and 100 SatSeconds Settings When Compared With Nursing Intervention

Test Variable Sensitivity Specificity PPV NPV AUC (95% CI)

SatSeconds alarm off 0.84 0.389 0.106 0.965 0.61 (0.57–0.66)
10 SatSeconds alarm 0.81 0.46 0.114 0.965 0.63 (0.59–0.68)
25 SatSeconds alarm 0.78 0.50 0.120 0.964 0.64 (0.59–0.69)
50 SatSeconds alarm 0.74 0.54 0.121 0.959 0.64 (0.59–0.69)
100 SatSeconds alarm 0.7 0.57 0.123 0.956 0.63 (0.58–0.68)

PPV � positive predictive value
NPV � negative predictive value
AUC � area under the curve
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the infants were unaffected by these 2 conditions at the
time they were studied.

The SatSeconds feature measures the magnitude and
duration of the signal without accounting for the quality of
the signal, which is a drawback to this method of filtering.
Another potential limitation is the fact that the reduction of
some alarm frequencies categorized as nuisance alarms
with SatSeconds technology may not be beneficial to the
infant because there is evidence that even brief desatura-
tion events may have significant clinical consequences if
they occur frequently.5 As suggested by the work by Di
Fiore et al,20 even brief intermittent hypoxemic events in
extremely preterm infants may contribute to the develop-
ment of severe retinopathy of prematurity. In order to
avoid using the longer SatSeconds setting, which may mask
important frequent short oxygen desaturations, training staff
in how to use SatSeconds technology becomes extremely
important to enhance the benefit and to avoid harm in
neonates monitored with a Nellcor OxiMax N-600x pulse
oximeter.

Conclusion

The SatSeconds feature of the Nellcor OxiMax N-600x
pulse oximeter slightly improves filtering of transient and
non-clinically meaningful interventions; however, it does
not maintain a high specificity to nurse-identified desatu-
ration events with lengthening SatSeconds alarm settings.
These findings should inform further research into the op-
timal modality of managing bedside pulse oximeter alarms.
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