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BACKGROUND: Currently there is no accepted standard of practice for the optimal frequency of
endotracheal tube cuff pressure monitoring in mechanically ventilated patients. Therefore, we
conducted a study to compare infrequent endotracheal tube cuff pressure monitoring (immediately
after intubation and when clinically indicated for an observed air leak or due to tube migration)
with frequent endotracheal tube cuff pressure monitoring (immediately after intubation, every 8 h,
and when clinically indicated). METHODS: We performed a prospective clinical trial with subjects
assigned to study groups based on room assignment. The primary outcome was the occurrence of
a ventilator-associated event (VAE) and was adjudicated by individuals blinded to the conduct of
this study. RESULTS: We enrolled 305 subjects, with 166 (54.4%) assigned to frequent monitoring
and 139 (45.6%) assigned to infrequent monitoring. The total number of endotracheal tube cuff
pressure monitoring events for both groups was 1,531 versus 336, respectively. The occurrence of
VAEs was infrequent and similar for both groups (3.6% vs 5.8%, P � .37). Witnessed aspiration
events (0.6% vs 0%, P � .36), ventilator-associated pneumonia (0% vs 0.7%, P � .27), 30-d
mortality (31.3% vs 30.2%, P � .83), and hospital length of stay (10 d [6 d, 21 d] vs 11 d [6 d, 21
d], P � .34) were also similar for both study groups. The 30-d hospital readmission rate was
statistically lower for the group that received infrequent monitoring (15.1% vs 6.5%, P � .02).
CONCLUSIONS: More frequent cuff pressure monitoring was not associated with any identifiable
clinical outcome benefit. Key words: endotracheal tube; mechanical ventilation; ventilator-associated
event. [Respir Care 2018;63(5):495–501. © 2018 Daedalus Enterprises]

Introduction

Currently there is no accepted standard for the frequency
of monitoring endotracheal tube cuff pressure, and widely

different strategies are reported to include continuous mon-
itoring.1 The implied goal of endotracheal tube cuff pres-
sure monitoring is to maintain the cuff pressures between
20–30 cm H2O to minimize air leaks and loss of tidal
volume due to underfilling the cuff and to prevent injury to
the tracheal mucosa due to overfilling the cuff. It is known
that 20–30% of cuff pressure measurements may deviate
above or below this threshold.1 However, the impact of
such deviation on clinical outcomes is not well described
in the medical literature.2 The 2 most common methods
for assessing cuff pressures are using a manometer for
direct measurement and performing a minimal leak, with
the former being the most accepted method.3 However, the
optimal frequency for conducting cuff pressure assessments
is unknown. One study suggests that the act of measuring
cuff pressures results in the removal of air from the cuff
and can inadvertently result in underinflation of the cuff.4

Moreover, a recent animal study suggests that the material
used to manufacture the endotracheal tube cuff may play a

Dr Letvin and Kollef are affiliatd with the Division of Pulmonary and
Critical Care Medicine, Washington University School of Medicine, St
Louis, Missouri; Ms Kremer is affiliated with the Hospital Epidemiology
and Infection Prevention Department, Barnes-Jewish Hospital, St Louis,
Missouri; Ms Silver, Ms Samih, and Ms Reed-Watts are affiliated with
Respiratory Care Services, Barnes-Jewish Hospital, St Louis, Missouri.

Dr Kollef has disclosed a relationship with the Barnes-Jewish Hospital
Foundation. The other authors have reported no conflicts of interests.

Correspondence: Marin H Kollef MD, Division of Pulmonary and Crit-
ical Care Medicine, Washington University School of Medicine, 4523
Clayton Ave, Campus Box 8052, St Louis, MO 63110. E-mail:
kollefm@wustl.edu.

DOI: 10.4187/respcare.05926

RESPIRATORY CARE • MAY 2018 VOL 63 NO 5 495



more important role in determining the presence or ab-
sence of mucosal injury, with polyurethane being tolerated
better than polyvinylchloride.5

SEE THE RELATED EDITORIAL ON PAGE 632

An important limitation of the current literature pertain-
ing to the frequency of cuff pressure monitoring is the lack
of clinical outcome assessment for various frequencies of
monitoring. Given the lack of a consensus on the optimal
frequency for monitoring cuff pressure, we performed a
prospective trial to address this issue. The main goal of
this study was to compare frequent cuff pressure monitor-
ing to infrequent monitoring so that we could determine
whether these 2 strategies resulted in identifiable differ-
ences in clinical outcomes, including respiratory-related
complications.

Methods

Study Population and Data Source

This study was conducted within the 2 medical ICUs
(34 beds) at Barnes-Jewish Hospital, an academic referral
center of 1,250 beds in St. Louis, Missouri. The medical
ICUs are geographically co-located closed units with
shared physician, nursing, pharmacy, and respiratory
therapy staffs. The medical ICUs are staffed at all times
by these teams, including intensivists who are board-
certified in critical care. The Washington University
School of Medicine Human Studies Committee approved
this investigation, and the need for informed consent
was waived (Institutional Review Board Number:
201605155; ClinicalTrials.gov Identifier: NCT02950519).
All patients admitted to the medical ICUs from October
10, 2016, through February 28, 2017, who required endotra-
cheal intubation and mechanical ventilation were eligible for
inclusion. Subjects could only be enrolled once in this inves-
tigation. Patients with a tracheostomy were excluded. Data
were prospectively collected from the electronic health re-
cord and from subjects’ ICU teams.

Study Outcomes/Objectives

Theprimaryoutcomeof thisstudywas todeterminewhether
and how frequently ventilator-associated events (VAEs) oc-
curred. Secondary outcomes included 30-d and 100-d mor-
tality, length of stay, witnessed aspiration events, ventilator-
associated pneumonia (VAP), tracheal complications, and
30-d hospital readmission. The primary outcome (VAEs) and
the occurrence of VAP were directly assessed by the Hospital
Epidemiology and Infection Prevention Department of
Barnes-Jewish Hospital in a prospective manner. The infec-

tion prevention department was blinded to the conduct of this
study and to the implication of subject room assignments
with regard to this investigation. Determination of VAEs and
VAP are routinely carried out by the infection prevention
department as part of their surveillance and quality improve-
ment mandate, as well as for public reporting. This method of
assessing VAEs has been used previously for clinical studies
carried out at Barnes-Jewish Hospital.6,7 Moreover, the med-
ical ICUs have a long history of routinely using protocols for
the weaning of mechanical ventilation, sedation management,
and prevention of VAP and VAEs developed in conjunction
with the infection prevention department and the Barnes-
Jewish Hospital Departments of Respiratory Care and Nurs-
ing.6,8-10 We also recorded the exact number of endotracheal
tube cuff pressure assessments performed in both groups.

Definitions and Study Design

All subjects admitted to the medical ICUs were assigned
to receive either frequent or infrequent monitoring of their
cuff pressures according to their room assignment. Sub-
jects assigned by the hospital admitting office to an odd-
numbered room received infrequent cuff pressure moni-
toring, which was defined as after tracheal intubation (if
performed in the medical ICU) or upon ICU admission if
endotracheal intubation occurred in the emergency depart-
ment or on a hospital ward, and if there was a clinical
indication to assess the cuff pressure, such as an audible
cuff leak or loss of tidal volume. Subjects assigned by the
hospital admitting office to an even-numbered room re-

QUICK LOOK

Current knowledge

There is limited available research to guide clinicians on
the optimal frequency of performing endotracheal tube
cuff pressure measurements. Current practices vary
throughout the world, from very infrequent cuff pressure
measurements to continuous assessments of cuff pressure.

What this paper contributes to our knowledge

Despite an almost 5-fold difference in cuff pressure
assessments, we found no difference in the primary
outcome of ventilator-associated events between the
study groups. There were also no differences in the
secondary outcomes, which included length of stay,
mortality, and ventilator-associated pneumonia. Our
study suggests that infrequent cuff pressure monitoring
is safe and can be performed only as clinically indi-
cated, thus allowing respiratory care resources to be
directed to other potentially more crucial issues.
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ceived frequent cuff pressure monitoring, which was
defined in the same manner as subjects assigned to odd-
numbered rooms with the addition of a cuff pressure as-
sessment at the beginning of every 8-h shift (ie, 3 times
daily). All cuff pressure assessments were carried out by
credentialed respiratory therapists with a manometric sy-
ringe, with a targeted pressure of 24–30 cm H2O without
evidence of an audible air leak or loss of tidal volume (AG
Cuffill, Hospitech Respiration, Petach Tikva, Israel).

The definitions used for VAEs and VAP were taken
from the recently published update from the Centers for
Disease Control and Prevention.11 To meet the VAE def-
inition, a subject who was mechanically ventilated must
have had at least 2 d of stable or decreasing daily mini-
mum PEEP or FIO2

followed by at least 2 d of increased
daily minimum PEEP or FIO2

, in which the increase in the
daily minimum PEEP is � 3 cm H2O or the increase in
the daily minimum FIO2

is � 0.20 (or 20% in oxygen
concentration). VAP was defined by the presence of an
abnormal white blood cell count (� 12,000 cells/mm3 or
� 4,000 cells/mm3) or temperature (� 38°C or � 36°C)
and a new antimicrobial start for that indication. In addi-
tion, subjects assessed as having VAP had to meet the
criteria demonstrated in Table 1. A witnessed aspiration
event required the aspiration event to be observed by one
of the subject’s health care providers and documented in
the medical record. Only the first episodes of VAE and
VAP were collected as outcomes.

Thirty-day hospital readmission, 30-d mortality, 100-d
mortality, and tracheal complications were assessed using
the BJC Healthcare Informatics database. Barnes-Jewish
Hospital is the main teaching institution in a large inte-
grated health care system of both in-patient and out-patient
care. The system includes 13 hospitals in a compact geo-
graphic region surrounding and including St. Louis, Mis-
souri. Barnes-Jewish Hospital has � 50,000 admissions

annually, and the BJC system � 140,000. We included
readmission to any of these hospitals in our analysis. Peo-
ple treated within this health care system are, in nearly all
cases, readmitted to one of the system’s participating 13
hospitals. If a patient who receives health care in the sys-
tem presents to a non-system hospital, he/she is often trans-
ferred back into the integrated system because of issues of
insurance coverage. Similarly, we examined the available
out-patient and in-patient records of all study subjects to
identify any tracheal complications recorded for up to 100 d
after study entry.

Endotracheal Tube and ICU Protocols

All subjects enrolled in this study were intubated with a
Shiley Hi-Lo Oral/Nasal Tracheal Tube Cuffed (Covidien,
Dublin, Ireland), utilizing a size 7.0, 7.5, 8.0, or 8.5 tube.
The Barnes-Jewish Hospital protocol requires patients to
be ventilated using the assist-control mode with a 980
Puritan-Bennett 840 ventilator (Medtronic, Minneapolis,
MN). Historically in these ICUs, mechanical ventilation,
weaning of mechanical ventilation, as well as the use of
sedation, are standardized according to the protocols es-
tablished for Barnes-Jewish Hospital.6,8-10

Statistical Analyses

We expected that, with a sample size of 292 subjects
(146 in each group), we would be able to demonstrate
non-inferiority between the 2 groups assuming VAE
rates of 8% in the infrequent monitoring group and 5%
in the frequent monitoring group, respectively, and as-
suming a 2-sided � error of 0.05 and a power of 95% with
a � value of 12.5%.6,12 Continuous variables were expressed
as means � SDs or medians and interquartile range when
appropriate. The t test was used to analyze normally distrib-

Table 1. Additional Criteria for the Definition of Ventilator-Associated Pneumonia*

Criteria 1 Purulent respiratory secretions from � 1 specimen collections � 1 of the following positive cultures†:
• Endotracheal aspirate, � 105 CFU/mL or equivalent semi-quantitative result
• Bronchoalveolar lavage, � 104 CFU/mL or equivalent semi-quantitative result
• Lung tissue, � 104 CFU/mL or equivalent semi-quantitative result
• Protected specimen brush, � 103 CFU/mL or equivalent semi-quantitative result

Criteria 2 One of the following (without the requirement for purulent respiratory secretions):
• Positive pleural fluid culture where the specimen was obtained during thoracentesis or initial placement of chest tube and

not from an indwelling chest tube
• Positive lung histopathology
• Positive diagnostic test for Legionella species
• Positive diagnostic test on respiratory secretions for influenza virus, respiratory syncytial virus, adenovirus, parainfluenza

virus, rhinovirus, human metapneumovirus, or coronavirus

* Criteria 1 or 2 had to be met in addition to an abnormal white blood cell count or temperature and a new antibiotic start.
† Excluding normal oral flora, Candida species or yeast not otherwise specified, coagulase-positive Staphylococcus species, and Enterococcus species.
CFU � colony-forming unit
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uted continuous variables, whereas the Mann-Whitney
U test was used to analyze non-normally distributed con-
tinuous variables. Categorical data were reported as fre-
quency distributions and analyzed using the chi-square
test. Cumulative survival was compared between groups
with Kaplan-Meier curves. P values � .05 were consid-
ered statistically significant, and all tests were 2-tailed. All
analyses were done using SPSS Statistics 21 (IBM SPSS
Statistics, version 21.0. Armonk, New York).

Results

During the study period, we screened 322 consecutive in-
tubated patients admitted to the medical ICUs (Fig. 1). We
excluded 17 patients, leaving a total of 305 subjects in the
study cohort. The reasons for patient exclusion included prior
intubation and inclusion in the study (n � 16) and transfer
from an even-numbered room to an odd-numbered room with
a change in cuff pressure monitoring (n � 1).

Among the 305 intubated subjects, 166 (54.4%) were as-
signed to frequent cuff pressure monitoring, and 139 (44.6%)
were assigned to infrequent cuff pressure monitoring. The
total numbers of cuff pressure monitoring events for these
groups were 1,531 and 336, respectively. Table 2 shows the
baseline characteristics of the study population. Demograph-
ics and severity of illness according to Acute Physiology and
Chronic Health Evaluation II scores were similar for both
groups. Subjects assigned to the frequent monitoring group
were more likely have an underlying malignancy compared
to subjects in the infrequent monitoring group. The reasons
for intubation and mechanical ventilation were also similar
for the 2 groups. The most common reasons for tracheal
intubation in both groups were for airway protection, shock,
pneumonia, the conduct of a procedure such as endoscopy,
and pulmonary edema (Table 2).

The occurrence of VAEs was infrequent and similar for
both groups (3.6% vs 5.8%, P � .37) (Table 3). Witnessed

aspiration events (0.6% vs 0%, P � .36), VAP (0% vs
0.7%, P � .27), 30-d mortality (31.3% vs 30.2%, P � .83),
and median length of hospital stay (10 d [interquartile
range 6–21 d] vs 11 d [interquartile range 6–21 d], P � .34)
were also similar for both study groups. The 30-d hospital
readmission rate was statistically less for the group receiv-
ing infrequent endotracheal tube cuff pressure monitoring
(6.5% vs 15.1%, P � .02). Kaplan-Meier curves compar-
ing survival showed no difference for subjects in the fre-
quent monitoring group compared to the infrequent mon-
itoring group (Fig. 2).

Discussion

We found that more frequent monitoring of cuff pres-
sures with a nearly 5-fold difference in the number of
monitoring episodes between study groups, was not asso-
ciated with any demonstrable clinical outcome benefit.
The rates of VAEs and VAP were relatively low but sim-
ilar between both study groups. We also found that ICU
and hospital stay did not differ by group assignment, and
the number of witnessed aspiration events was exceed-
ingly low. We did observe a statistically greater rate of
30-d hospital readmission among subjects assigned to re-
ceive more frequent cuff pressure monitoring. This study
represents the largest trial to date that compares frequent
monitoring of cuff pressure with infrequent monitoring.
These findings have potential implications in terms of the
frequency with which routine cuff pressure monitoring
should occur in the ICU setting.

A recent survey of intensivists in Queensland, Australia,
and an accompanying systematic literature review of cuff
pressure monitoring found that the majority of respondents
(28 of 29) routinely monitor tracheal cuff function, pri-
marily using manometric cuff pressure measurements.13

However, these same investigators found that the targeted
cuff pressures varied, with 3 of 26 respondents aiming for
10–20 cm H2O, 10 of 26 aiming for 21–25 cm H2O, and
13 of 26 aiming for 26–30 cm H2O. Fifteen of the 29
respondents also reported that they had no current guide-
line or protocol for tracheal cuff management, and only 16
of 29 indicated that there was a dedicated area in the
clinical record for reporting cuff interventions. The find-
ings of this survey suggest that there is significant vari-
ability in the way cuff pressures are monitored in the hos-
pital setting. Similarly, another meta-analysis that examined
various methods for assessing cuff pressures, including
objective measurement as compared with subjective as-
sessments alone, found significant differences between the
2 methods.14 These included presumed benefits with ob-
jective measurement including less cough, hoarseness, and
sore throat after extubation, fewer lesions of the trachea,
and silent aspiration, as well as maintaining accurate cuff
pressures. However, neither of these analyses was able to

Fig. 1. Flow chart.

ETT CUFF PRESSURE MONITORING

498 RESPIRATORY CARE • MAY 2018 VOL 63 NO 5



assess the impact of variations in the frequency of cuff
pressure assessments due to a lack of available data.

Previous studies have demonstrated that ventilator cir-
cuits can be used safely without routine changing of the
circuit.15-17 It has also been shown that in-line suction
catheters18,19 and heat and moisture exchangers20,21 can be
used for more prolonged periods without increasing the
risk of nosocomial infection or other adverse outcomes.
Other clinical studies have found that more frequent ma-
nipulation of the ventilator circuit or its components can
result in more frequent complications, including aspiration
events and pneumonia.15,22 Moreover, various modifica-
tions to the design of endotracheal tubes have occurred to
prevent the development of biofilms on the tube surface,
tube obstruction, and aspiration events.23 These modifica-
tions have been developed due to concerns over routinely
exchanging endotracheal tubes, such as desaturation, as-
piration, and the development of pneumonia.23 Given the
predominance of evidence that less frequent manipulation
of the ventilator circuit and its components is safe and is

potentially less injurious to the patient, it seems logical to
extend this observation to the assessment of cuff pressure
monitoring frequency. The lack of available data on how
often cuff pressure monitoring should optimally occur
served as the justification for this investigation. Not only
does our study find a lack of clinical benefit with more
frequent monitoring of cuff pressures, but it suggests that
the efforts of respiratory therapists who perform frequent
routine cuff pressure assessments could be better spent in
other areas of patient care.

Several limitations of our study should be recognized.
We did not routinely record the absolute values of the cuff
pressure measurements, so we cannot be certain whether
there were differences in the absolute values of the cuff
pressure measurements between the study groups. This
seems unlikely, however, given the lack of outcome dif-
ferences in our study. In addition, we did not perform any
supplemental exams of the larynx or trachea in the
subjects, which might have identified early signs of airway
injury. The choice to use room assignments in the study

Table 2. Baseline Characteristics

Frequent Cuff Pressure
Monitoring (n � 166)

Infrequent Cuff Pressure
Monitoring (n � 139)

P

Age, median (IQR) 60 (46–67) 60 (47–70) .68
Sex, n (%)

Male 97 (58.4) 85 (61.2) .63
Female 69 (41.6) 54 (38.8)

Race, n (%)
Caucasian 89 (53.6) 84 (60.4) .28
African American 67 (40.4) 51 (36.7)
Other 10 (6.0) 4 (2.9)

APACHE II score, median (IQR) 14 (9–21) 14 (10–21) .56
Comorbidities, n (%)

Cardiac 61 (36.7) 45 (32.4) .42
Renal 37 (22.3) 27 (19.4) .54
Dialysis 9 (5.4) 4 (2.9) .27
Liver 31 (18.7) 24 (17.3) .75
Solid organ transplant 7 (4.2) 5 (3.6) .78
Hematopoietic stem cell transplant 2 (1.2) 0 (0) .19
Malignancy 46 (27.7) 25 (18.0) .045
HIV 4 (2.4) 2 (1.4) .54
COPD 38 (22.9) 32 (23.0) .98

Intubation reason, n (%)
Airway protection 63 (38.0) 56 (40.3) .59
COPD/asthma exacerbation 7 (4.2) 9 (6.5)
Pneumonia 21 (12.7) 22 (15.8)
Procedural 23 (13.9) 11 (7.9)
Pulmonary edema 18 (10.8) 11 (7.9)
Shock 23 (13.9) 19 (13.7)
Other* 11 (6.6) 11 (7.9)

* Includes pulmonary embolism, pleural effusion, obesity hypoventilation syndrome, interstitial lung disease, cystic fibrosis, and myasthenia gravis.
APACHE � Acute Physiology and Chronic Health Evaluation
IQR � interquartile range
HIV � human immunodeficiency virus
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design to allocate subjects into their respective study groups
could allow for unblinded assessments of the primary out-
come. To minimize this bias, we obtained all assessments
of our primary outcome VAEs, as well as the occurrence
of VAP, from the infection prevention department. The
infection prevention nurses were blinded to the perfor-
mance of this investigation and to the implications of room
assignment on cuff pressure monitoring. Moreover, the
assessments of VAEs and VAP were carried out from
locations remote from the medical ICUs by using the hos-
pital’s information system. Because we only carried out
this study in medical subjects, it is possible that our results
might have varied if we included subjects from the other
ICUs in our institution, such as surgical, trauma, neurol-
ogy, cardiothoracic, and bone marrow transplant patients.

However, the lack of any identifiable signal suggesting a
beneficial outcome with more frequent cuff pressure mon-
itoring makes this unlikely. Moreover, the practice of cuff
pressure monitoring is the same at our hospital for all
patients receiving mechanical ventilation.

Another important limitation of our study is that we had a
relatively small number of subjects with VAEs and VAP.
This may be due in part to the staffing practices in the med-
ical ICUs and the history of efforts directly aimed at opti-
mizing the care of ventilated subjects in those units.6,8-10 How-
ever, we cannot be certain that our findings would be the
same in ICUs having different staffing models and protocols
for the prevention of events such as VAEs and VAP. Our
study data were also derived from a single center, which
limits the generalizability of our findings. As such, our results
may not reflect what one might see at other institutions. Fi-
nally, the infection prevention department obtained VAE and
VAP data primarily for benchmarking purposes. It is possible
the reporting of these data were biased due to the methods
used in their detection. This ascertainment bias would be the
same for both treatment groups, however, so it is unlikely that
this influenced our findings.

Conclusions

In summary, our study suggests that infrequent monitoring
of cuff pressures is likely safe compared to more frequent
monitoring. Many hospitals perform frequent routine moni-
toring of cuff pressures despite the absence of an audible leak
or a loss of tidal volume.1,13,14 If the results of our study can
be confirmed by other centers, then these data could instill

Table 3. Clinical Outcomes

Frequent Cuff Pressure
Monitoring (n � 166)

Infrequent Cuff Pressure
Monitoring (n � 139)

P

Ventilator-associated event, n (%) 6 (3.6) 8 (5.8) .37
Ventilator-associated pneumonia, n (%) 0 (0) 1 (0.7) .27
30-d mortality, n (%) 52 (31.3) 42 (30.2) .83
100-d mortality, n (%) 67 (40.4) 46 (33.1) .19
Endotracheal tube cuff pressure assessments, median (IQR) 5 (2–13) 1 (1–3) � .001
Duration of mechanical ventilation, d, median (IQR) 3 (2–6) 4 (2–7) .27
Length of stay in medical ICU, d, median (IQR) 5 (3–10) 6 (3–10) .52
Hospital length of stay, d, median (IQR) 10 (6–21) 11 (6–21) .34
LTAC/SNF transfer, n (%) 36 (21.7) 40 (28.8) .15
30-d readmission, n (%) 25 (15.1) 9 (6.5) .02
Vasopressors, n (%) 86 (51.8) 84 (60.4) .13
Tracheostomy, n (%) 15 (9.0) 16 (11.5) .48
Tracheal stenosis, n (%) 1 (0.6) 1 (0.7) .90
Re-intubated during hospitalization, n (%) 12 (7.2) 10 (7.2) .91
Witnessed aspiration event, n (%) 1 (0.6) 0 (0) .36

IQR � interquartile range
LTAC � long-term acute care
SNF � skilled nursing facility

Fig. 2. Kaplan-Meier curves for cumulative survival for the group
that had frequent endotracheal tube cuff pressure monitoring and
the group that had infrequent monitoring (log-rank test � 0.84).
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confidence in clinicians to change this practice and only mon-
itor cuff pressures after intubation, after manipulation or ad-
justment of the endotracheal tube, and when clinically indi-
cated for an air leak or a loss of tidal volume. The era of
performing frequent routine assessments of cuff pressures
may be coming to an end, as has been suggested for the
assessment of frequent gastric residual volumes, due to the
lack of observed clinical benefit of routine monitoring.24,25

However, the need to confirm our results and the advent of
new technologies that allow for the continuous monitoring of
endotracheal tube cuff pressures may require further study to
determine the potential clinical impact, or lack thereof, of
such approaches.26
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